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SECTION 1 
TYPE 140/R140 SPECIFICATION 


Change information, if any, affecting this section will be found at the rear of the manual. 


General Information 


The Tektronix Types 140 and R140 NTSC! Test Signal 
Generators? are a compact, solid-state source of high- 
quality television test signals for 525-line, 60 Hz field stand- 
ard NTSC color TV systems. Combined in one compact 
unit are the test signals needed to accurately test, evaluate, 
and adjust laboratory and standard broadcast color video 
equipment. Each test signal not only strictly adheres to 
industry standards, but also provides additional refinements 
to enhance the accuracy and range of measurements which 
can be made. The self-contained sync generator includes a 
temperature controlled color standard with excellent fre- 
quency stability. Digital integrated circuits are extensively 
used to achieve stability, accuracy, and reliability. 


Three operating modes provide NTSC color bars, 5 step 
staircase with APL? and a 5 step staircase with variable 
APL. A convergence pattern signal is available independent 
of and separate from other test signals. 


NTSC Color Bars. NTSC color bars in descending 
luminance order in either full field or split field are pro- 
vided by the Type R140. The composition of these signals 
is in accord with EIA color bar signal specification RS-189. 
In addition to basic signal requirements, these 100% 
saturated color bars are provided in either 7596 or 10096 
amplitude with a choice of setup level. The white bar 
amplitude, which precedes the yellow bar, may be selected 
at 7596 or 10096 for 7596 amplitude bars. The 10096 white 
bar amplitude level permits a convenient check of relative 
chrominance/luminance gain by comparing the peak ampli- 
tudes of the yellow, cyan, and white bars. An additional 
refinement to the full field color bar is a black reference bar 
following the blue bar. 


Modulated Staircase. The modulated staircase signal is 
provided with a choice of variable APL from 1096 to 90% (0 


! National Television System Committee. 

2Since the two models of the generator are electrically identical, the 
rackmount model (Type R140) is used for the text and illustrations 
in this manual unless noted otherwise. 


? Average Picture Level. 


cn 


to 100 IRE) in ten equal increments (11 levels), or a fixed 
APL of 5096. 


The staircase luminance component consists of five 20 
IRE-unit risers. The subcarrier component is phase-locked 
to color burst. The signal is in strict conformity with IRE 
Standard 60-23.S1 and the definition of APL is rigorously 
observed. Applications include measurements of differential 
gain and phase, dynamic gain, luminance signal linearity, 
and luminance signal distortion caused by chrominance sig- 
nal non-linearity and burst phase errors. 


A new signal capability provides a means to check lumi- 
nance signal distortion caused by rectification of the sub- 
carrier signal. When the variable APL mode is selected, an 
additional component consisting of subcarrier, phased to 
lead burst by 90?, may be added to the low-frequency lines 
either as a constant 30 mV amplitude signal or it may be 
amplitude-modulated to produce 30 mV, 305 mV, and 610 
mV amplitudes. The modulated subcarrier signal position is 
useful for determining the effects of subcarrier rectification 
upon luminance signals at all APL's through the entire TV 
system. The constant 30 mV amplitude subcarrier signal is 
useful for eliminating unnecessary portions of the display 
when making differential phase measurements. 


Vertical Interval Test Signals. Provision is made for in- 
sertion of either the staircase or the color bar, as a vertical 
interval test signal, on any line from 15 through 21 of 
either or both fields. The phase of the burst (and all other 
subcarrier frequency components of the test signal outputs) 
may be varied 360? with respect to the subcarrier fre- 
quency source (internal or external). 


With the 7596 amplitude full field color bar signal or the 
modulated staircase signal inserted on an appropriate line of 
both fields, it is possible to test an entire video system 
including transmitters for differential phase and gain. This 
method also provides for checking whether the actual phase 
and amplitude errors of the chrominance at all APL's con- 
forms to FCC rules. 
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Sync Generator and Color Standards. The EIA sync gen- 
erator circuitry is largely digital, using integrated circuit 
counting functions. Thé usual frequency multiplier circuits 
and their attendant problems have been avoided, resulting 
in exceptional time stability. Internal controls permit some 
variation of widths including burst flag timing. These ad- 
justments are preset to conform to FCC standards. 


The color standard has a proportional control oven for 
the quartz crystal and the entire oscillator circuit. The fre- 
quency stability achieved is well within FCC specifications. 
A front-panel lamp indicates proper operation of the oven. 
When the internal color standard is used, the phase of the 
color subcarrier output is variable over a 360? range with 
respect to the phase of the burst contained in the video 
output. When an external color standard is used the phase 
of the burst (and all other subcarrier frequency components 
of the test signal outputs) may be varied 360? to the exter- 
nal subcarrier source. 


Convergence Pattern. The convergence pattern signal is 
provided separately and independently from the other test 
signals. It is useful for measuring picture monitor or camera 
scanning linearity, aspect ratio and geometric distortion. It 
conforms to IRE Standard 54-23.S1. Displays available in- 
clude crosshatch, vertical lines only, horizontal lines only, 
dots only, and crosshatch plus dots (dots appear centered in 
the rectangles formed by the crosshatch pattern). 


ELECTRICAL CHARACTERISTICS 
The following performance requirements apply over an 
ambient temperature range of 0°С to +50°C, after a warm- 
up time of 10 minutes. A 20-minute warmup is required for 
rated accuracies at 0°C ambient termperature. 


TABLE 1-1 


STAIRCASE SIGNAL 
ELECTRICAL CHARACTERISTICS 


Characteristic Performance Requirement 


Luminance Compo- 
nent 


Step Amplitude 143 mV within 196. 


5 Step Amplitude | 714 mV within 1%. 


Step Risetime 260 ns within 1596. 


Aberrations Within 296 of step amplitude. 
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Characteristics 


Performance Requirement 


Step Duration 


White Level 


Blanking Level 


13.2 Us within 596. 


13.2 us within 596. 


Intermediate 
Level 


——————— (ЕРЫ 


Chrominance Compo- 


nent 


Amplitude 


6.6 us within 596. 


143 mV within 3%. 


Differential Phase 


1096 APL 0.1? or less. 

5096 APL 0.1? or less. 

9096 APL 0.1? or less. 
Differential Gain 

10% APL 0.5% or less. 

50% APL 0.576 or less. 

9096 APL 0.5% or less. 


Subcarrier Envelope 


Risetime 


375 ns within 1596. 


Duration 


40 Us within 5%. 


Envelope Delay 
from Horizontal 
Sync 


16.1 us within 596 


APL 


APL specifications conform to IRE 
Standard 60-23.51. 


Fixed 


АП active lines carry the modulated 
staircase signal with APL fixed at 
5096. 


Selectable 


Subcarrier Component 


Off 


Staircase signal is on every fifth 
line, and the same line each frame. 


The IRE level of the other four 
lines сап be selected from 0 IRE 
(10% APL) to 100 IRE (90% APL) 
in ten equal increments, equal with- 
in 296. 


No subcarrier. 
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Characteristic Performance Requirement Characteristic Performance Requirement 
төй 30 mV within 1.5 mV (approxi- Full Field —I, W, О, B 241.5 lines/field. 
mately 5 IRE units at 90?) during 
active line time of 52.3 115. =, Wis e BAs 
| Duration 
Modulated 30 mV within 1.5 mV for the first ні е 1544 
Subcarrier [end last 13.2 Us of active line time. жеме TU 
tion | 
305 mV within 396 (43 IRE units) rs 
for the second 13.2 us of active line 
time corresponding to 7596 ampli- Time Difference 20 ns or less. 


tude chrominance, red and cyan 
color bars. 


610 mV within 3% (86 IRE units) 
for the third 13.2 us of active line 
time corresponding to 7596 ampli- 
tude chrominance, red and cyan 
color bars phased at 90°. 


Incidental phase errors between 30 
mV, 305 mV, and 610 mV signals, 
0.59 or less. 


TABLE 1-2 


COLOR BAR ELECTRICAL CHARACTERISTICS 


Characteristic Performance Requirement 


Timing 
Full Field Bars 


241.5 lines per field. 


Bar Duration 


6.6 us (8 bars). 


Risetime (White 
Bar) 


115 ns within 1596. 


Split Field 


Color Bar 


181 lines for field 1. 
181.5 lines for field 2. 


Bar Duration 


7.5 us/bar (7 bars). 


between Lumi- 
nance and Chro- 


minance 

Risetime 375 ns within 1596. 
B-Y, R-Y Quad- 0.5? or less. 

rature Error 

R-Y Axis Phase 0.5? or less. 
Switcher 


Residual Subcarrier 


At least 52 dB below 1 V on White, 
Black. 


Aberrations 


Within 496 peak to peak of 1 V. 


Spurious Subcarrier 


At least 52 dB below 1 V when 
viewed on a Type 529/RM529, 
except 30 dB during sync and at 
the end of H blanking. 


Other Spurious 


At least 52 dB below 1 V when 


Subcarrier viewed on a Type 529/RM529, 
except 30 dB during sync and at 
the end of H Blanking. 

Comp Video | 

Return Loss At least 30 dB. 
Isolation At least 40 dB. 


Front Porch 


1.54 Us within 0.05 115 measured at 
1096 from blanking. 


—LW,Q,B 60.5 lines for field 1. 
60 lines for field 2. Luminance and Absolute amplitudes of luminance 
Chrominance Accu- signal, setup and sync are within 196 
—,М, О 9.4 116 гасу or 1.5 mV, whichever is greater, 
Duration with respect to blanking. 
Black Dura- | 24.1 Us Absolute amplitudes of all sub- 
tion carrier frequency components 
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Characteristic Performance Requirement 


(Chrominance R-Y, B-Y) are within 
396. 


Relative amplitudes of all subcarrier 
frequency components are within 
196 or 1.5 mV, whichever is greater, 
of the red chrominance bar. 


REFERENCE AMPLITUDES 
(mV, P-P) 


Lumi- | Chromi- 
nance | nance B-Y R-Y 


ЕЗЕШ 
or less 
2” Bad ^0 
or less 
Burst | о [2857 |2857 | 0 
EEn 2 


Blanking Level 


—! 285.7 |155.6 | 239.6 

White Ref 714.3 | 2.5 mV Би — 
or less 

Q 155.6 

Black -|25mV | --- --- 
or less 

(75% AMPLITUDE 

1096 SETUP) 

White 553.6 | 2.5 mV 
or less 

Yellow | 500.5| 433.0 |4229 | 93.0 

Cyan 592.1 

Magenta 269.1| 572.4 |2804 | 499.1 

Red | 216.1| 609.0 |1426 | 592.1 

Blue | 1245| 4330 | 422.9 | 93.0 

Black 71.4 | === 
or less 

(75% AMPLITUDE, 

7.596 SETUP) 

White 5491 | 25 mM | ---- | ---- 
or less 

Yellow 494.6| 445.1 |4347 | 95.6 

Cyan 608.5 

Green 512.9 

Magenta 512.9 

Red 625.9 | 146.5 | 608.5 

Blue 108.1 | 445.1 |4347 | 95.6 
or less 


^Same as color bar BLACK level (determined by setup). 
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REFERENCE AMPLITUDES 
(mV, P-P) 


Lumi- |Сіһготі- 
nance nance |B-Y R-Y 


(75% AMPLITUDE, 

0% SETUP) 

White 535.7 | 25 mV ---- 
ог 1655 


Yellow | 4768| 4812 | 469.9 | 103.4 
Cyan | 375.0| 676.7 | 158.4 | 657.9 
Green 554.5 
Magenta 554.5 
Red | 1607| 676.7 | 158.4 | 657.9 


Blue | 58.9 | 4812 | 4699 | 1034 
Black 2.5 mV ---- 
or less 


(100% AMPLITUDE, 


1096 SETUP) 
White 714.3 | 2.5 mV 
or less 
Yellow 124.1 
Cyan | 5214| 8120 | 190.1 | 789.5 
Green 665.4 
Magenta 3738 | 665.4 
Red | 2643| 8120 | 190.1| 789.5 
Blue | 142.1| 5774 | 563.9 | 124.1 
or less 
(100% AMPLITUDE, 
7.596 SETUP) 
White 714.3| 2.5 mV| ---- ---- 
ог 1655 
Yellow | 641.6| 5934 | 579.6 | 127.5 
Cyan | 516.1| 8346 | 195.4 | 8114 
Green 683.9 
Magenta 683.9 
Red | 2518| 8346 | 1954 | 8114 
Blue 127.5 
Black 53.6 | 2.5 т\ | ---- ---- 
or less 
(10096 AMPLITUDE, 
096 SETUP) 
White 714.3 | 25 mV| ---- ---- 
or less 
Yellow | 6357| 6416 | 6266 | 13788 
Cyan | 500.0 | 9023 | 211.2 | 8772 
Green | 4214| 8480 | 415.4 | 739.3 
Magenta 2929| 848.0 | 415.4 | 739.3 
С) 


Blue 


Characteristic 


COMP SYNC 
Output 
Amplitude 


Return Loss 
Isolation 


Rise- and Fall- 
time 


Jitter 


Line Sync 
Duration 


Line Period 


Equalizing Pulse 


Duration 


Sequence 
Duration 


First 
Second 


Field Sync 
Pulse 


Duration 
Sequence 
Duration 


Interval be- 
tween pulses 


Field Period 


REFERENCE AMPLITUDES 
(mV, P-P) 


Lumi- | Chromi- 
nance | nance B-Y 
| 214.3 | 9023 |2112 | 8772 
| 786 | 6416 [626.6 | 137. 


TABLE 1-3 
SYNC ELECTRICAL CHARACTERISTICS 


Performance Requirement 


4 volts within 0.2 volt into 75 ohm. 


At least 30 dB to 5 MHz. 
At least 40 dB. 


115 ns within 1096. 


4 ns peak to peak or less. 


4.71 us within 0.05 115 measured at 
1096 from blanking level. 


63.56 us? 


2.33 Us within 0.05 us measured at 
1096 from blanking level. 


3 lines? 


3 lines? 


27.3 Us within 0.2 116 measured at 
10% from blanking level. 


3 lines? 
4.5 $ within 0.2 Us measured at 
1096 from blanking level. 


262.5 lines? 


Characteristic 


Input (Loop-thru) 
Amplitude 


Return Loss 


SUBCARRIER 
Output 
Amplitude 


Frequency 
Return Loss 
Isolation 


Input (Loop-thru) 
Amplitude 


Return Loss 


HORIZ DRIVE 
Amplitude 


Pulse Duration 
Rise- and Falltime 
Return Loss 


VERT DRIVE 
Amplitude 


Pulse Duration 
Rise- and Falltime 
Return Loss 
COMP BLANKING 
Amplitude 


Duration 
Line Blanking 


Field Blanking 


Rise- and Falltime 
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Performance Requirement 


2 volts to 8 volts, negative polarity. 


At least 46 dB. 


2 volts within 0.2 volt into 75 ohm. 


3.579545 MHz within 5 Hz. 


At least 30 dB. 


At least 30 dB. 


1 volt to 4 volts. 


At least 46 dB at 3.58 MHz. 


4 volts within 0.2 volt into 75 
ohm. 


6.35 Us within 5%. 


115 ns within 1096. 


At least 30 dB. 


4 volts within 0.2 volt into 75 ohm. 
10.5 lines? 
115 ns within 1096. 


At least 30 dB. 


4 volts within 0.2 volt into 75 ohm. 


11.1 u$ 
21 lines? 


115 ns within 1096. 


5 Digitally determined from 3.579545 MHz. 
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Characteristic Performance Requirement 


Return Loss 2 least 30 dB. 


Isolation At least 40 dB. 

BURST FLAG 
Amplitude 4 volts within 0.2 volt into 75 ohm. 
Duration 2.3 Us within 5%. 


Rise- and Falltime | 115 ns within 1096. 


Delay from Н Sync | 5 Us within 596. 


Return Loss At least 30 dB. 


BURST 


Breezeway 


At least 379 ns. 


Risetime 375 ns within 1596. 


Envelope Duration | 2.22 us to 2.61 14$. 


Time Duration 
from leading edge 
of Sync Pulse to 
trailing edge of 
Burst Envelope 


7.94 11$ or less at 10% from blank- 
ing level. 


Burst Amplitude 2.86 mV within 396. 


TABLE 1-4 
CONVERGENCE PATTERN SIGNAL 
ELECTRICAL CHARACTERISTICS 
Characteristic 


CONVERGENCE 
PATTERN 


Setup 


Performance Requirement 


72 mV within 596. 


Sync Amplitude 286 mV within 596. 


Pulse Amplitude 714 mV within 596. 


Amplitude (overall) | 1 volt peak to peak within 596. 


Return Loss At least 30 dB. 


Isolation At least 40 dB. 


Risetime 115 ns within 1096. 
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Performance Requirement 


Characteristic 


Crosshatch Verti- 
cal Lines 


Repetition Rate | 315 kHz. 


Pulse Time Posi- | At least 3.2 Us. 


tion Range 


Pulse Polarity Positive 


Number of Un- 
blanked Pulses 


16 or 17 depending on POSITION 
control. 


Crosshatch Pulse | 225 ns within 15%. 


Duration 
Dot Pulse Dura- |350 ns within 1596. 
tion 


Crosshatch Hori- 
zontal Lines 


Repetition Rate | 900 Hz$ 


Pulse Time Posi- | At least 1.1 ms. 
tion Range 


Pulse Polarity Positive 


Number of Un- 
blanked Pulses 


13 to 14 depending on POSITION 
control. 


Crosshatch Pulse} 1 line at field rate? . 
Duration 


Dot Pulse Dura- | 3 lines рег гате. 


tion 


Crosshatch. 

Vertical Lines only. 
Horizontal Lines only. 
Dots. 

Crosshatch plus dots (dots appear 
centered in the rectangles formed 
by the crosshatch pattern). 


Displays Available 


6 Digitally determined from 3.579545 MHz. 
TABLE 1-5 


POWER SUPPLY ELECTRICAL CHARACTERISTICS 


Characteristic Performance Requirement 


Power Connection The instrument is provided with a 


® 


Characteristic Performance Requirement 
three-wire power cord with a three- 
terminal polarized plug for connec- 
tion to the power source. The third 
wire is directly connected to the 
instrument to protect operating 
personnel as recommended by 
national and international safety 
codes. 


Line Voltage Range 


115 VAC Low 90 V to 110 V. 


115 VAC Medium | 104 V to 126 V. 

115 VAC High 112 V to 136 V. 
Crest Factor 1.35 

230 VAC Low 180 V to 220 V. 

230 VAC Medium | 208 V to 252 V. 

230 VAC High 224 V to 272 V. 

Crest Factor 1.35 


Line Frequency 48 Hz to 66 Hz. 


Range 
Line Current 0.5 A Maximum. 
Power 55 W Maximum until OVEN TEMP 


NORMAL indicator is on. 


TABLE 1-6 


PHYSICAL CHARACTERISTICS 


Characteristic Information 


Cabinet is blue-vinyl paint. 
Front-panel is anodized aluminum. 


Dimensions 


Cabinet Model 
(overall) 


Height 


3.82 inches. 


Length 19.10 inches. 


17.85 inches. 
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Characteristic 


Performance Requirement 


Rackmount Model 
(overall) 


Height 3.47 inches. 
19.66 inches. 


19.00 inches. 


ENVIRONMENTAL CHARACTERISTICS 


The following environmental test limits apply when 
tested in accordance with the recommended test procedure. 
This instrument will meet the electrical performance re- 
quirements given in this section following an environmental 
test. Complete details on environmental test procedures, 
including failure criteria, etc., may be obtained from Tek- 
tronix, Inc. Contact your local Tektronix Field Office or 
representative. 


TABLE 1-7 


ENVIRONMENTAL CHARACTERISTICS 


Characteristic Information 


Temperature 


Non-Operating —40?C to *65?C. 


Range 


0°C to +50°С. 


Operating Range 


Altitude 


Non-Operating 
Range 


To 50,000 feet. 


Operating Range To 15,000 feet. 


ACCESSORIES 


Standard accessories supplied with this instrument can 
be found on the last page of the Mechanical Parts List 
illustrations. For additional accessories, see the current 
Tektronix, Inc. catalog. 
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SECTION 2 
OPERATING INSTRUCTIONS 


Change information, if any, affecting this section will be found at the rear of the manual. 


INSTALLATION 
Rackmounting 


Complete information for mounting the Type R140 in a 
rack is given in Section 6. 


Operating Voltage 


The Type R140 may be operated from either a 115-V or 
230-V line voltage source. Quick-change line-voltage selec- 
tor plugs, located under the fuse cover on the rear panel, 
change the transformer primary connections so that the 
instrument can operate from one line voltage or the other 
(115 V or 230 V). In addition, the plugs permit one of 
three line voltage operating ranges to be selected. Table 2-1 
lists all the voltage ranges that enable the instrument DC 
power supplies to regulate properly. 


To convert to a different line voltage, proceed as fol- 
lows: 


1. Disconnect the Type R140 from the power source. 


TABLE 2-1 


115/230 


Voltage Range Nominal Line 

Selector Selector Line Voltage 
Plug Plug (center) Operating 

Position Position Voltage Range! 


LO (Low) 100 VAC 
M (Medium) 115 VAC 

HI (High) 124 VAC | 112 to 136 VAC 

LO (Low) 200 VAC | 180 to 220 VAC 


| M (Medium) | 230 VAC | 208 to 252 VAC 
НІ (High) | 248 МАС | 224 to 272 VAC 


90 to 110 VAC 


115 V 104 to 126 VAC 


230 V 


ы Applicable when the line contains less than 2% total distortion. 


2. Unscrew the two captive screws holding the fuse 
cover. Remove the cover and attached fuses. 


® 


3. To convert to a different line voltage (115 V to 230 
V), pull out the 115/230 Voltage Selector plug (see Fig. 
2-1). Rotate the plug 180° and insert it into the opposite 
set of holes. The 115/230 Voltage Selector plug is located 
in the upper position for 115-V operation and in the lower 
position for 230-V operation. 


115/230 
Voltage 
Selector 


UNE = 
E 
i 


FUSE ^ қ 
274718) 8 = 


230-V Line 
Fuse (bottom) 


Fig. 2-1. Location of Range and Voltage Selector plugs with fuse 
cover removed. The plugs as shown are set for 115-V medium range 
operation. 


4. To change the line-voltage operating range (LO, M or 
HI), pull out the Range Selector plug (see Fig. 2-1) and 
insert it in the desired hole locations. Select a range with a 
center voltage (see column 3 in Table 2-1) closely corres- 
ponding to the line voltage that will be applied in regular 
instrument operation. 


5. Re-install the cover with two captive screws and 
fuses. Be sure the cover fits firmly against the rear panel. 
This indicates that the line fuses are seated properly in fuse 
clips. 


6. Before applying power to the instrument, check that 
the indicating tabs on the selector plugs protrude through 


2-1 


Operating Instructions—Type 140/R 140 


the proper holes in the cover for the correct line voltage 
and the proper operating range. 


CAUTION 


The Type R140 should not be operated with the 
115/230 Voltage Selector and/or Range Selector 
plugs in the wrong position for the line voltage ap- 
plied. Operation of the instrument with either plug in 
the wrong position may cause incorrect operation or 
damage to the instrument. 


(A) Color monitor 
display. 


YELLOW 
MAGENTA 


N 


| КАУ 


(B) Idealized oscilloscope display (Н rate) of primary and 
complementary colors (displayed on upper part of 
raster) . 


(C) Color 
monitor 
display. 


J+ 


40 

(D) Idealized oscilloscope display (Н rate) of |, Q test 
signals and reference white bar (displayed on lower 
part of raster). 


Fig. 2-2. Illustrations with notes showing the characteristics of a split field color bar signal using a 7.5% setup. Table 2-2 compares the 


amplitude of the color bars for 10% and 7.5% setup. 
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BASIC INFORMATION 


Frequent check-out of color broadcast equipment is 
essential in providing realistic and accurate presentation of 
taped or live color scenes. In addition, rapid check-out of 
the signal monitoring instruments is highly desirable. 


Type R140 provides a high-quality composite video sig- 
nal complete with color components, suitable for checking 
calibration and operation of vectorscopes and TV waveform 
monitors. 


NOTES: 


. Solid lines indicate luminance signal levels. 
. Dash lines indicate color subcarrier envelope levels. 


. Measurements are made by using a standard IRE unit 


scale where reference white equals 100 units and sync 
equals —40 units. 


. Encoded color-bar signal levels shall be in accordance 


with standard video transmission levels. 


. (A) Amplitude tolerance of all luminance values at orig- 


ination point equals 22.5 IRE units. 


(B) Amplitude tolerance of all peak-to-peak subcarrier 
values at origination point equals 32.5 IRE units. 


(C) Phase tolerance of colors at origination point equals 
42:59. 


. Nominal values of luminance and peak-to-peak chromin- 


ance amplitudes for fully saturated color bars, 75% of 
full amplitude, using 10% and 7.5% setup, are as fol- 
lows (see Table 2-2): 


TABLE 2-2 


10% Setup _7.5% Setup | 
Peak-to- Peak-to- 
Peak Peak 
Chromi- Chromi- 
Luminance nance Luminance nance 


SETUP 10 7.5 


WHITE 100 100 


GRAY 77 77 


YELLOW 70 69 


CYAN 57 56 


GREEN 50 48 


MAGENTA 38 36 


30 28 


17 15 


10 


10 


7. The duration of each of the primary (and complementary) 


8. 


bars is to be 1/7 of the active portion of a scanning line 
within a tolerance of +10%. 


The rise and fall times of the luminance signal component 
shall not exceed 0.2 microseconds as measured at the point 
of generation. 


Reference—RETMA Engineering Committee TR-4 on Television 
Transmitters, “EIA Standard for Encoded Color Bar Signals”: 
RS-189, page 3; Revised RS-189, pages 14538: 3a-4:5/66 
and 14538:4a-4:5/66. 


® 


The various components which comprise the composite 
color video signal can be added or removed from the com- 
posite signal by front-panel operational controls on the 
Type R140. This permits the simulation of various broad- 
cast equipment troubles, such as loss of sync signals, B-Y or 
R-Y components, etc. 


The Type В140 also serves as an excellent teaching aid, 
since the composite video signal can be "built up", one 
component at a time. Also, both the familiar staircase and 
color bar test signals are available as part of the composite 
video signal. 


Fig. 2-2 illustrates the split field color bar test signal. 
This signal is useful for checking luminance, hue and satur- 
ation levels. 


Luminance is brightness as perceived by the eye. This is 
represented by the amplitudes of the step levels of the color 
bar signal between black and white levels. Since the eye is 
more sensitive to green and less to blue light of equal en- 
ergy, green is a bright color, blue is a dark color as con- 
veyed by the luminance signal to monochrome TV re- 
ceivers. The color bar steps are therefore arranged in de- 


Yellow 


Achromatic Colors 
(grays) 


Black and white (mono- 
chrome) TV receivers re- 
spond to the brightness 
(or luminance) signal 
only. 

Color TV receivers re- 
spond to all three sig- 
nals: 

Luminance, hue and sat- 
uration. Hue and satu- 
ration together are cal- Black 
led the chrominance sig- 

nal. 


(or brightness) 


= — — -LUMINANCE ——— — 


(A) Conical three-dimensional representation of color concepts. 
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scending luminance order starting with yellow, the brightest 
color and ending with blue, the least bright color. 


Chrominance consists of two additional quantities; hue 
and saturation. Hue is the attribute of color perception that 
determines whether the color is red, blue, green, or some 
other color. White, black and gray are not considered hues. 
In color TV systems, the hue is encoded as a phase angle of 
the signal with respect to a reference frequency (burst sig- 
nal). See Fig. 2-3 (B). 


Saturation is the degree to which a color (or hue) is 
diluted by white light. Percentage of saturation is used to 
distinguish between vivid and weak shades of the same hue. 
For example, vivid red is highly saturated and pink or pastel 
red has little saturation. One-hundred percent saturation 
represents full hue with no white dilution. In a vector dis- 
play, saturation is indicated by the length of the vector. See 
Fig. 2-3 (A). 


The full field color bar and modulated staircase test sig- 
nals are illustrated in Fig. 2-4. The color bar test signal is 
useful for checking luminance, hue and saturation. Note 
that this signal differs from that of Fig. 2-2B in that color 
bars are shorter in duration and black is part of the normal 
signal. The staircase for NTSC normally consists of 5 steps 


(B) Standard color-phase vector diagram showing vector 
relationship among chrominance components. 


Fig. 2-3. Illustrations showing the relationship between the basic color concepts and the standard color-phase vector diagram. 
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(A) Color bar signal. 


63.5 цв 


(B) Modulated staircase signal. 


Fig. 2-4. Color bar and modulated staircase output signals. 


(6 levels), each of which is modulated by the subcarrier 
frequency (3.579545 MHz). The steps are equally spaced 
between black level and white level. Staircase test signals 
are useful for checking presence of non-linearity in video 
stages. Typical tests made with a modulated staircase are 
differential gain and differential phase. 


Differential gain is a change in color subcarrier ampli- 
tude as a function of luminance. In the reproduced color 
picture, presence of differential gain will cause distortion of 
the saturation in the areas between light and dark portions 
of the screen. 


Differential phase is a phase modulation of the chromi- 
nance signal by the luminance signal. With differential 
phase present, color (hue) will vary with scene brightness in 
the reproduced color picture. 


CONTROLS AND CONNECTORS 


Introduction 


A brief description of the function or operation of the 
Type R140 controls and front- and rear-panel output con- 
nectors is provided here (see Fig. 2-5). 


Front-Panel Controls 


COLOR BAR Consists of seven lever switches to 


control signal elements which make 
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up the standard color bar test sig- 
nal. 


R-Y Lever Switch: 


Up position turns on the R-Y 
(90? —270? axis) component of the 
color bar test signal. Down position 
turns off the R-Y component. 


B-Y Lever Switch: 

Up position turns on the B-Y 
(09—180? axis) component of 
color bar test signal. Down position 
turns off the B-Y component. 

Y Lever Switch: 

Up position turns on the luminance 
component of the color bar. Down 
position turns off the component. 


AMPL Lever Switch: 


The 7596 position sets the ampli- 
tude of the color bar signal at 7596 
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VIDEO 


MOD STAIRCASE 


of maximum amplitude. The 100% 
position sets the amplitude of the 
color bar signal at 100% amplitude. 


SETUP Lever Switch: 


The 10% position sets the black 
level at 10% of the 100% white ref- 
erence level. The 7.5% position pro- 
vides a setup of 7.5% of the white 
reference level. The 0% position re- 
moves the setup. In this position 
(0%) the black level is the same as 
the blanking level. 


WHITE REF Lever Switch: 


Affects white bar in full field bar 
mode only. Up position allows 
white bar amplitude to be deter- 
mined by the AMPL and SETUP 
switches. The 100 IRE position sets 
the white reference at 100% ampli- 
tude (100 IRE). 


BARS Lever Switch: 


The FULL FIELD position puts a 
color bar signal on both fields. The 
SPLIT FIELD position provides a 
color bar signal for 11.5 ms fol- 
lowed by a —1, W, О, В signal for 
3.8 ms on both fields (in the SPLIT 
FIELD position, the width of each 
color bar is greater and there is no 
black level on the color bars). The 
—1, М, О, B position provides a —1, 
W, О, B signal. 


Up position provides a color bar sig- 
nal at the COMP VIDEO connec- 
tors. Center (OFF) position re- 
moves the video component from 
all the active video lines. When in 
down position a modulated stair- 
case signal is provided at the COMP 
VIDEO connectors. 


Consists of three lever switches and 
a twelve-position rotary switch to 
control the individual components 
of the staircase test signal. 


0? SUBCARRIER Lever Switch: 


Up position applies a 143 mV sub- 
carrier at 0° with respect to burst 


VITS 


(180?) to the staircase test signal. 
Down position removes the sub- 
carrier. 


STEPS Lever Switch: 


Up position applies staircase to test 
signal. Down position removes the 
staircase. 


90? SUBCARRIER Lever Switch: 


The 90? subcarrier may be applied 
to 4 out of 5 lines when the APL 
IRE LEVEL rotary switch is in the 
O to 100 positions or to every line 
when the 0? SUBCARRIER and 
STEPS switches are down. 


The OFF position provides no 
subcarrier. The UNMOD posi- 
tion provides a 30 mV, 90° sub- 
carrier with no amplitude or 
phase modulation. The MOD 
position provides a 30 mV, 90° 
subcarrier for the first and last 
13.2 us of each active line, a 
305 mV, 90° subcarrier for the 
second 13.2 Us, and a 610 mV, 
90° subcarrier for the third 13.2 
us. 


APL/IRE LEVEL Rotary Switch: 


The 5096 position provides a stair- 
case signal on each active video line. 
The O to 100 positions provide a 
staircase signal to one out of every 
five active video lines and a selec- 
table luminance level on the re- 
maining four. The 90? subcarrier 
can be applied to four of five lines 
(with the 0? SUBCARRIER and 
STEPS switches down, the APL is 
applied to every line including 
VITS STAIRCASE). 


Consists of 2 three-position lever 
switches and a seven-position rotary 
switch to provide selection of the 
line and the field to which the verti- 
cal interval test signal is applied. 
Either color bar, APL, or staircase 
signal is available. 
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CONVERGENCE 


LINE Rotary Switch: 


Provides selection of any line from 
line 15 through line 21 to which 
VITS is applied. 


FIELD Lever Switch: 


Provides selection of field one, field 
two, or both fields to which the 
VITS is applied. 


SIGNAL Lever Switch: 


MOD STAIRCASE position pro- 
vides a VITS consisting of a five 
step (six level) modulated staircase 
which can be modified by the 0° 
SUBCARRIER and STEPS lever 
switches. When the 0° SUB- 
CARRIER and the STEPS switches 
are down, and APL signal is applied 
to the VITS which can be modified 
with the 90? SUBCARRIER switch 
and APL IRE LEVEL rotary 
switch. 


The OFF position removes the 
VITS. The COLOR BAR position 
provides а VITS consisting of a 
standard NTSC color bar signal 
which can be modified by the color 
bar lever switches (except the 
BARS switch). 


Consists of two lever switches and 
two potentiometers to control and 
position the display. The conver- 
gence signal is available to the CON- 
VERGENCE PATTERN connector. 


CROSSHATCH Lever Switch: 


ON position provides a crosshatch 
display. (DISPLAY switch must be 
in CROSSHATCH or BOTH posi- 
tions). VERT position provides ver- 


tical white bars only. HORIZ posi- 
tion provides horizontal white bars 


only. 


DISPLAY Lever Switch: 


The CROSSHATCH position pro- 


Operating Instructions—Type 140/R 140 


SYNCHRONIZATION 


vides a crosshatch display which 
can be modified by the CROSS- 
HATCH switch. The BOTH posi- 
tion provides white dots centered in 
the rectangles formed by cross- 
hatch. The DOT position provides 
white dots only. 


VERT POSITION Control: 


Potentiometer control moves dis- 
play vertically for convenient align- 
ment with screen of display device. 


HORIZ POSITION Control: 


Potentiometer control moves dis- 
play horizontally for convenient 
alignment with screen of display 
device. 


Consists of four lever switches and 
a goniometer to control synchroni- 
zation of signals. 


R-Y PHASE Lever Switch: 


90? position, R-Y axis is locked to 
90°. (Normal NTSC operation). 
270? position, R-Y axis is locked to 
270?. (For tests only). ALT posi- 
tion, R-Y axis alternates between 
90? and 270? at H rate. (For test- 
ing quadrature phasing only). 


BURST Lever Switch: 


Up position applies burst to COMP 
VIDEO output. Down position re- 
moves burst. 


SYNC Lever Switch: 
Up position applies horizontal and 
vertical sync pulses to composite 


video output. Down position re- 
moves sync pulses. 


REF Lever Switch: 
INT position provides internal sync 


generator and color standard. The 
EXT position provides externally 
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applied composite sync and color 
subcarrier inputs to synchronize all 
signals. 


SUBCARRIER PHASE Control: 


Goniometer control varies subcar- 
rier phase of composite video out- 
put 360? in relationship to subcar- 
rier reference (internal or external). 


POWER Toggle switch turns main power ON 
and OFF. Light: Indicates that the 
POWER switch is on and the instru- 
ment is connected to a line voltage 


source. 


OVEN TEMP 
NORMAL LIGHT 


When lighted, indicates that the 
Master Oscillator crystal oven is at 
normal operating temperature. 


Output Connectors 


Alf output signals are via ВМС type connectors, and have 
a 75 ohm source impedance. For proper operation each 
output, when in use must drive a 75 ohm load. 


CONVERGENCE 
PATTERN (Front 
and rear panel) 


Provides a 1 V P-P composite video 
signal, consisting of composite sync 
and convergence pattern signals as 
selected by front-panel controls. 


SUBCARRIER Provides a 2 V P-P sine wave output 
(Front and rear panel) at subcarrier frequency (3.579545 
MHz). 


COMP SYNC Provides a 4 V composite sync 
(Front and rear panel) pulse per EIA specifications. 


COMP BLANKING Provides a 4 V negative-going com- 
(Front and rear panel) posite blanking pulse per EIA speci- 
fications. 


COMP VIDEO Provides 1 V P-P composite video 

(Front and rear panel) signal consisting of composite sync 
and video test signals as selected by 
front-panel controls (except CON- 
VERGENCE controls). 


BURST FLAG Provides 4 V negative-going pulses 

(Rear panel) coincident with burst. 

HORIZ DRIVE Provides a 4 V negative-going pulse. 

(Rear panel) Its leading edge is coincident with 
the start of line blanking. 

VERT DRIVE Provides a 4 V negative-going pulse. 

(Rear panel) Its leading edge is coincident with 


the start of vertical blanking. 


Input Connectors 


All input signals are via ВМС type connectors and are 
loop-thru. For proper operation each input, when in use, 
must be terminated into 75 ohms. 


SUBCARRIER 
(Rear panel) 


Accepts a 3.579545 MHz signal 1 
to 4 volts in amplitude. 


COMP SYNC 
(Rear panel) 


Accepts properly timed composite 
sync 2 volts to 4 volts in amplitude. 


Test Setup Chart 


Fig. 2-6 shows a drawing of the front- and rear-panel 
controls and connectors. This chart can be reproduced and 
used as a test setup record for special measurements and 
applications, or it may be used as a training aid for opera- 
tion of the Type R140. 


FIRST-TIME OPERATION 


The following procedure demonstrates the use of the 
controls and connectors of the Type R140. Use of the Type 
R140 with three different display instruments is outlined 
for the convenience of the user. It is assumed that a video 
waveform monitor is available. A Vectorscope is essential if 
phase characteristics of the composite video output are to 
be observed. An oscilloscope is useful for observing sync, 
drive and other pulse outputs. It may be used to display all 
outputs except for phase characteristics. 


Procedure 1 


A Type RM529 Waveform Monitor is used as a display 
device in the following steps. 


1. Check that the line voltage selector plugs are in 
proper positions for the line voltage to be applied. (See 
Installation). Connect the Type R140 to the power source 
and turn on the POWER switch. 


2. Connect the COMP VIDEO output on the Type 
R140 to the A Video Input connector on the Type RM529 
through a 75-ohm coaxial cable. If the other A Video Input 
connector is not used, connect a 75-ohm terminating resis- 
tor to the unused connector. 
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3. While the instrument is warming up (at least 5 
minutes), set the instrument front-panel controls to these 
positions: 


Type R140 
COLOR BAR switches All up 
VIDEO Up 
MOD STAIRCASE switches АП up 
APL/IRE LEVEL 5096 
VITS switches АП up 
LINE 18 
CONVERGENCE switches All up 
SYNCHRONIZATION switches АП up 
Type RM529 

Vertical: 

Input A 

DC Restorer On 

Response Flat 

Volts Full Scale 1.0 (Calib) 

Position Centered 

Calibrator Full Scale 
Focus Sharp Trace 
Intensity As desired 
Scale Illum Fully CW 
Horizontal: 

Position Centered 

Display 2 line 

Mag хі 

Line Selector 18 

Field One 

Sync Int 


4. The display should consist of 2 lines of composite 
video, each containing a standard color bar test signal. 


5. With the Type RM529 VERTICAL POSITION con- 
trol, set the blanking level on the O graticule line (0 IRE). 
The sync tips should be at —40, the black level at 10, and 
the white level at 75 IRE units. Burst should be present 
between sync and the white luminance step. See Fig. 2-7 
(A). 


6. Change the COLOR BAR R-Y and B-Y switches to 
the down position. Note that the display is now showing 
the luminance (Y) component of the color bar test signal. 
Return the R-Y and B-Y switches to the up position. 


7. Change the COLOR BAR Y switch to the down 
position. Note that the display is now showing only the 
chrominance components of the color bar test signal. Re- 
turn the Y switch to the up position. 


8. Change the COLOR BAR AMPL switch from the 
75% amplitude position to the 100% amplitude position. 
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(B) Standard staircase test signal 


Fig. 2-7. Test signals availiable at COMP VIDEO output. 


Note the change in amplitude of the color bars and white 
level. Return the AMPL switch to the up position. 


9. Change the SETUP switch from the 10% position to 
the 7.596 position and note the change in black level. Now 
change the SETUP switch to the 096 position. In this posi- 
tion the black level is the same as the blanking level. Return 
the SETUP switch to the 1096 position. 


10. Change the WHITE REF switch to the 100 IRE 
position and note that the white reference bar moves to the 
100% white position without changing the amplitude of the 
color bars. Return the WHITE REF switch to the up posi- 
tion. 


11. Change the BARS switch from FULL FIELD to the 
—l, М, О, B position. Note that the signal is a —1 bar fol- 
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(B) Split field display. 


Fig. 2-8. Output waveforms controled by the BARS lever switch. 


lowed by a 100 IRE white bar, a O bar, and then a black 
level for the remainder of the line. See Fig. 2-8(A). 


12. Change the Type R140 BARS switch to the SPLIT 
FIELD position and the Type RM529 HORIZONTAL DIS- 
PLAY switch to the 2 FIELD position. Note that the field 
is split to include a color bar signal for the first 11.5 ms and 


a —1, W, О, B signal for the next 3.8 ms. See Fig. 2-8(B). 


Return the BARS switch to the FULL FIELD position and 
the Type RM529 HORIZONTAL DISPLAY switch to the 2 
LINE position. 


13. Change the VIDEO switch to the OFF position. The 
display should consist of the sync pulses with the burst 
signal. Change the VIDEO switch to the down position. 
Now the signal can be altered with the controls in the MOD 
STAIRCASE section. The display should consist of a modu- 
lated staircase signal. See Fig. 2-7 (B). 
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14. Change the MOD STAIRCASE 0? SUBCARRIER 
switch to the down position. Notice that the modulation on 
each of the steps has been removed leaving only a lumi- 
nance level for each step. Return the 0? SUBCARRIER 
switch to the up position. 


15. Change the STEPS switch to the down position. 
This removes the steps leaving only the modulation. The 
modulation may also be removed with the 09 SUB- 
CARRIER switch. 


16. Change the Type R140 controls as follows: 


0? SUBCARRIER Down 
STEPS Down 
90? SUBCARRIER UNMOD 
APL IRE LEVEL 0 


"a 
an 
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Fig. 2-9. Modulated 60 IRE level with modulated steps. 


Note the APL offset chroma on each line including 
VITS. 


17. Change the 90° SUBCARRIER switch to the MOD 
position. This applies modulation to the APL offset 
chroma. The APL level may be changed from 0 to 100 with 
the APL/IRE LEVEL rotary switch. 


18. Change the Type RM529 Horizontal controls as fol- 
lows: 


Display 2 Field 
Mag X25 


Change the Type R140 STEPS switch to the up position 
and note that a staircase signal now appears on one out of 
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every five lines in the active video region including VITS. 
Modulation can be applied to the steps with the 0? SUB- 
CARRIER switch. See Fig. 2-9. Return the MOD STAIR- 
CASE switches to the standard signal position and the APL 
IRE LEVEL rotary switch to the 5096 level. 


19. Adjust the display with the Horizontal Position con- 
trol on the Type RM529 so that the field blanking interval 
covers the screen. Change the Type R140 VIDEO switch to 
the up position and note the VITS staircase signal on line 
18. See Fig. 2-10. The VITS signal may be put on different 
lines with the VITS LINE selector. The staircase may be 
changed to an APL signal by changing the 0° SUB- 
CARRIER and STEPS switches to the down position and 
rotating the APL IRE LEVEL switch (modulation can be 
applied with the 90? SUBCARRIER switch) or to a color 
bar signal with the VITS SIGNAL switch. The signal may 
be removed completely with the same switch by placing it 
in the center OFF position. 
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Fig. 2-10. Field blanking interval showing the VITS on line 18. 


20. Change the Type RM529 MAG switch to the X1 
position and center the display. Move the Type R140 VITS 
FIELD selector from 1 to BOTH and change the VITS 
SIGNAL selector to MOD STAIRCASE. Note that the 
VITS staircase appears on both fields. Now change the 
VITS FIELD switch from BOTH to 2 and note that the 
staircase appears on only field 2. 


21. Change the Type RM529 Display selector to 2 Line 
and the DC Restorer to Off. Change the Type R140 
SYNCHRONIZATION BURST switch to the down position 
and note that burst is removed from the composite video 
signal. Return the BURST switch to the up position. 
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22. Change the Type R140 SYNC switch to the down 
position and note that the sync pulses have been removed. 


Procedure 2 


A Type 545B Oscilloscope with a Type 1A1 Plug-In Unit 
is used as a display device in the following steps. 


The oscilloscope used must have a bandwidth that is flat 
(uniform) in response from DC to approximately 5 MHz. 
An oscilloscope with a bandwidth of DC to 15 MHz (—3 dB 
frequency) or greater and a deflection factor of 0.1 V/cm 
or better is recommended. If the oscilloscope has insuffi- 
cient bandwidth, the subcarrier and color bar chrominance 
signals will not be displayed with correct amplitude in rela- 
tion to other signal components. 


1. Connect the COMP VIDEO output connector on the 
Type R140 to one end of a 75-ohm coaxial cable. Connect 
a 75-ohm termination to the other end of the cable and 
then connect the termination to Input 1 connector on the 
Type 1A1 Plug-In Unit. Connect another 75-ohm cable 
from HORIZ DRIVE connector on the Type R140 to the 
Time Base A Trigger Input connector on the Type 545B. 
See Fig. 2-11. 


2. Set the Type R140 front-panel controls as indicated 
in Step 3 of Procedure 1. 


3. Set the Type 545B and Type 1A1 controls as fol- 
lows: 


Type 545B 


NOTE 


Since only Time Base A will be used in this pro- 
cedure, settings of Time Base B, Delay-Time Multi- 
plier and Amplitude Calibrator are not listed. 


Time Base A: 
Stability Preset 
Triggering Level О (centered) 
Triggering Mode AC 
Trigger Slope —Ext 
Time/Cm 10 USEC 
Variable Calibrated 
Horizontal Display A 
5X Magnifier Off 
Horizontal Position Centered Display 
Intensity As desired 
Focus and Astigmatism Sharp trace 
Scale Шит As desired. 
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Fig. 2-11. Initial test equipment setup for First-Time Operation, Procedure 2. 


Type 1A1 


NOTE 


Since only Channel 1 will be used in this procedure, 
settings of Channel 2 controls are not listed. 


Channel 1 
Variable Volts/Cm Calib 
Pull For Invert In 
Mode Ch 1 
Volts/Cm .2 
Input Selector DC 
Position Centered 


4. Change the Type R140 controls as described in steps 
6 through 17 of procedure 1. (When performing Step 12 of 
Procedure 1, change the Type 545B Time/Cm switch to 5 
ms and change the cable from HORIZ DRIVE connector to 
VERT DRIVE connector. When through with step 12, 
change the Type 545В Time/Cm Switch to 10 џ5ес and the 
cable from the VERT DRIVE connector to the HORIZ 
DRIVE connector). The displays will be the same as those 
obtained with the Type RM529, except there is no IRE 
scale on the graticule and the display will consist of approx- 
imately 1 1/2 TV lines. 


® 


5. Change the Type R140 STEPS and 0° SUB- 
CARRIER lever switches to the up positions. Change the 
Type 545B Trigger Slope control to —INT and the Time/ 
Cm switch to .1 mSec. Adjust the Triggering Level control 
to obtain a stable display. The display should show that one 
line out of every five has a staircase signal and the other 
four should have a modulated 90? subcarrier on them. 


6. Change the cable from the HORIZ DRIVE connec- 
tor to the VERT DRIVE connector on the Type R140. 
Then change the Type 545B Triggering Slope selector to 
—Ext and the Time/Cm switch to .2 mSec. Adjust the Trig- 
gering Level control as necessary. The display should show 
the vertical blanking interval. Change the VIDEO switch on 
the Type R140 to the up position. Note the VITS staircase 
on one of the lines. Rotate the VITS LINE selector on the 
Type R140 and note that the VITS signal appears on dif- 
ferent lines as the selector is turned. 


7. Change the Type R140 MOD STAIRCASE STEPS 
and 0? SUBCARRIER switches to the down position. 
Rotate the APL IRE LEVEL switch. Note the change in 
IRE level of the VITS signal. Modulation can be added to 
the IRE level with the 90? SUBCARRIER switch. Change 
the VITS SIGNAL switch to the OFF position. Note that 
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(C) Dot pattern signal. 


(B) Vertical bar signal. 


(D) Both crosshatch and dots as seen on a TV monitor. 


Fig. 2-12. Convergence pattern outputs. 


the VITS staircase has been removed. Change the SIGNAL 
switch to the COLOR BAR position and note that the 
VITS now appears as a color bar. 


8. Change the cable from the COMP VIDEO connector 
to the CONVERGENCE PATTERN connector on the Type 
R140. Change the Type R140 CONVERGENCE CROSS- 
HATCH switch to HORIZ. Set the Type 545B Time/Cm 
switch to 2 mSec and the 5X Magnifier ON. Note the single 
line out of every 17 with a white luminance level. See Fig. 
2-12(A). Its position can be changed with the VERT POSI- 
TION control on the Type R140. These pulses correspond 
to the horizontal bars as seen on the monitor. See Fig. 
2-12(D). 


9. Change the Type 545B Time/Cm switch to 10 USec, 
the 5X Magnifier switch to Off, and the Trigger Slope 
switch to —Int. Change the Type R140 CONVERGENCE 
CROSSHATCH switch to VERT. Adjust the Type 545B 
Triggering Level control to obtain a clear display of 1 1/2 
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lines. The display should consist of a composite sync and 
blanking signal with 16 or 17 positive-going pulses along the 
line. See Fig. 2-12 (B). These pulses correspond to the verti- 
cal bars displayed on the monitor. See Fig. 2-12 (D). 


10. Change the Type R140 CONVERGENCE DISPLAY 
selector from CROSSHATCH to DOT. The display should 
be similar to that seen in the previous step, but should have 
dim positive-going pulses. See Fig. 2-12 (C). These corres- 
pond to the dots as seen on a monitor. (Fig. 2-12 (D).) 


11. Change the Type R140 CONVERGENCE DISPLAY 
selector from DOT to BOTH. The display should consist of 
both vertical bars and dots. The dot pulses should be be- 
tween each of the vertical bar pulses. 


12. Change the cable from the CONVERGENCE PAT- 
TERN connector to the COMP BLANKING connector. 
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Change the Type 1A1 Volts/Cm switch to 1 and the Туре 
545B Time/Cm switch to 50 бес. Readjust the position 
control on the Type 1A1 to center the display. The display 
should be a series of negative-going pulses with an ampli- 
tude of 4 V. Pulse interval is 63.5 Us and pulse duration is 
approximately 12 115. 


13. Change the Trigger Slope Switch on the Type 545B 
to —Ext and the Time/Cm switch to 5 ms. The display 
should now be the composite blanking signal consisting of 
the horizontal and vertical pulses. 


14. Change the cable from the COMP BLANKING con- 
nector to the COMP SYNC connector and the Time/Cm 
switch on the 5458 to 50 jiSec. The display should consist 
of the composite sync signals consisting of horizontal and 
vertical sync pulses. 


15. Change the cable from the COMP SYNC connector 
to the SUBCARRIER connector. Change the Triggering 
Slope switch on the Type 545B to —Int and the Time/Cm 
switch to .2 USec. Adjust the triggering Level control to 
obtain a stable display. The display should be a sine wave at 
the subcarrier frequency of 3.579545 MHz with an ampli- 
tude of 2 V P-P. 


16. Change the cable from the SUBCARRIER connec- 
tor to the BURST FLAG connector on rear panel of the 
Type R140. Change the Time/Cm switch on the Type 545B 
to 10 jSec. The display should consist of 4 V negative- 
going pulses coincident with burst. 


17. Change the cable from the BURST FLAG connector 
to the HORIZ DRIVE connector. The display should con- 
sist of 4-V negative-going pulses coincident with the hori- 
zontal blanking interval. 


18. Change the cable from the HORIZ DRIVE connec- 
tor to the VERT DRIVE connector. Change the Time/Cm 
switch on the Type 545B to 10 mSec. The display should 
consist of negative-going pulses with an amplitude of 4 V. 
They are coincident with the vertical blanking interval. 


Procedure 3 


A Type R520 NTSC Vectorscope is used as a display 
device in the following steps. The Vectorscope provides a 
means of displaying phase characteristics as well as ampli- 


tude information, permitting graphic analysis of hue and 


saturation in the composite video signal. 


В, С, B, Y, 1, and О components can also be conven- 
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iently displayed on the line sweep graticule of the Type 
R520 NTSC. See the Type R520 NTSC instruction manual 
operating instructions for measurement details. 


Differential phase and differential gain measurements 
can be made using the Modulated Staircase test signal. The 
procedure for making measurements is detailed in the Type 
R520 NTSC instruction manual. 


1. Connect the COMP VIDEO output on the Type 
R140 to the Ch A input on the Type R520 NTSC through a 
75 Я coaxial cable. If the other Ch A input is not used, 
connect a 75 @ terminating resistor to the unused connec- 
tor. 


2. Set the Type R140 controls as indicated in Step 3 
of Procedure 1. 


3. Set the Type R520 NTSC controls as follows: 


TYPE R520 NTSC 


Signal Selector Full field, АФ, Ch A 
Ch A 10096-7596 Max Gain 7596 


Ch A Gain Cal 

A Phase As is 

Ch B 100%-75%-Мах Gain 7596 

Ch B Gain Cal 

B Phase As is 

Ref Burst 
Function Selector Vector 
Luminance Gain Cal 
Calibrated Phase 0? 
Intensity As desired 
Focus Well defined display 
Scale Шит As desired 
Field 1 

Sync Int 

Vert Position Midrange 


Horiz Position Midrange 


4. The display should be a vector presentation of the 
chrominance portion of the color bar test signal. 


5b. Adjust the A Phase control on the Type R520 
NTSC to align the burst vector to the 180? position. See 
Fig. 2-13. 


6. Change the COLOR BAR R-Y lever switch on the 
Type R140 to the down position. The display should con- 
sist of the burst vector and 6 dots on the B-Y (or 0°-180° 
axis). See Fig. 2-14A. This display contains only the B-Y 
component of the color bar. 
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Fig. 2-13. Vector presentation of the color bar test signal. Position 
of the dots within the smaller boxes indicates that the displayed 
color vector are within 42.5? phase and 32.5 IRE units amplitude 
limits. 


Return the R-Y lever switch to the up position. 


7. Change the COLOR BAR B-Y lever switch on the 
Type R140 to the down position. 


The display should now be a vertical row of 6 dots on 
the R-Y (90?-270?) axis plus the burst vector at 180°. See 
Fig. 2-14B. This display contains the R-Y component of the 
color bar. 


Return the B-Y lever switch to the up position. 


8. АП color vectors should fall within their respective 
inner boxes on the graticule (indicating that they are within 
£2.5? phase and 42.5 IRE units amplitude error limits) 
when both R-Y and B-Y components are present in the 
color bar signal. See Fig. 2-13. 


9. Change the COLOR BAR BARS lever switch on the 
Type R140 to the SPLIT FIELD position. There should be 
two additional vectors on the display; one on the О axis, 
and one on the —1 axis. 
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(B) R-Y component of color bar test signal. 


Fig. 2-14. Vector display of color bar test signal containg only B-Y 


or R-Y components. 


10. Change the BARS lever switch on the Type R140 to 
the —I, W, О, B position. The display should now consist of 
three vectors, burst at 1809, -І at 303°, and О at 33? 
Return the BARS switch to the FULL FIELD position. 


11. Change the Type R140 SYNCHRONIZATION R-Y 
PHASE lever switch to the 270? position. The vectors 
should now be inverted. See Fig. 2-13. 


12. Change the Type R140 SYNCHRONIZATION R-Y 
PHASE lever switch to the ALT position. This alternates 
the phase of the R-Y subcarrier between 90? and 270? at 
the H-rate. See Fig. 2-15. Return the R-Y PHASE lever 
Switch to the 90? position. 


Fig. 2-15. Vector presentation of color Баг test signal showing ALT 
R-Y PHASE. 


13. Change the Type R140 VIDEO switch to the down 
position. There should be a vector at 0° as well as burst at 
180°. 


14. Change the Туре R140 APL/IRE LEVEL rotary 
switch to the O position and the 90° SUBCARRIER 
switch to the MOD position. There should be a display 
consisting of burst at 180°, the 0? subcarrier at 0°, and 3 
dots along the 90? axis corresponding to the modulated 
90? subcarrier. See Fig. 2-16. Return the APL IRE LEVEL 
switch to the 5096 position, the 90? SUBCARRIER lever 
switch to the OFF position and the VIDEO lever switch to 
the up position. 


Fig. 2-16. Vector presentation of 0? and modulated 90? subcarriers. 
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(A) R-Y PHASE set to 90°. 
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(B) R-Y PHASE set to 270°. 


Fig. 2:17. Vector display of color bar signal with R-Y PHASE set 
to 90 or 270 . 


GLOSSARY OF TERMS 


ACTIVE VIDEO LINES: All video lines not occurring in 
the vertical blanking interval. 


APL: Average picture level. The average luminance level of 
the unblanked portion of a television line measured in IRE 
units. 


BACK PORCH: That portion of the composite video signal 
which lies between the trailing edge of the horizontal sync 
pulse and the trailing edge of the horizontal blanking pulse. 


BLANKING LEVEL: The level of the front and back 
porches of the composite video signal. 
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BREEZEWAY: In NTSC color, the portion of the back 
porch between the trailing edge of the sync pulse and the 
start of the color burst. 


BURST FLAG: Pulses used to key out a portion of the 
3.579545 MHz sine wave subcarrier for use as a reference 
for the color signal. 


B-Y: A color signal corresponding to the 0° axis of a vec- 
tor diagram. It is formed from a combination of red, green, 
and blue chrominance signals (B-Y = — 0.30R — 0.59G + 
0.89B). 


CHROMINANCE: That property of light which produces a 
sensation of color in the human eye apart from any varia- 
tion in luminance that may be present. 


COLOR BAR: A test signal, typically containing six basic 
colors: yellow, cyan, green, magenta, red, and blue, which 
is used to check the chrominance functions of color TV 
systems. 


COLOR BURST: In NTSC color systems, this normally 
refers to a burst of approximately 10 cycles of 3.579545 
MHz subcarrier frequency of the back porch of the com- 
posite video signal. This serves as a color synchronizing sig- 
nal to establish a frequency and phase reference for the 
chrominance signal. 


COLOR SUBCARRIER: In color systems, this is the 
carrier signal whose modulation sidebands are added to the 
monochrome signals to convey color information; in NTSC, 
it is a 3.579545 MHz sine wave. 


COMPOSITE BLANKING: This signal is composed of 
pulses at line and field frequencies used to make the return 
traces of a picture tube invisible. 


COMPOSITE SYNC: The line and field rate synchronizing 
pulses (including the field equalizing pulses) when com- 
bined together, from the composite sync signal. 


COMPOSITE VIDEO: For color, this consists of blanking, 
field and line synchronizing signals, color synchronizing sig- 
nals, chrominance and luminance picture information. 
These are all combined to form the complete color video 
signal. 


CONVERGENCE: In color television, the meeting or 
crossing of the three electron beams at the shadow mask. 
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CROSSHATCH: A grid of vertical and horizontal white 
bars over a black background. 


DIFFERENTIAL GAIN: The amplitude change, usually of 
the 3.579545 MHz color subcarrier, introduced by the over- 
all circuit, measured in dB or per cent, as the picture signal 
on which it rides is varied from blanking to white level. 


DIFFERENTIAL PHASE: The phase change of the 
3.579545 MHz color subcarrier introduced by the overall 
circuit, measured in degrees, as the picture signal on which 
it rides is varied from blanking to white level. 


EIA: An abbreviation for Electronic Industries Associa- 
tion. 


EQUALIZING PULSES: Pulses of one half the width of 
the horizontal sync pulses which are transmitted at twice 
the rate of the horizontal sync pulses during the portions of 
the vertical blanking interval immediately preceding and 
following the vertical sync pulses. The purpose of these 
pulses is to cause the vertical deflection to start at the same 
time in each interval, and also serves to keep the horizontal 
sweep circuits in step during the portions of the vertical 
blanking interval immediately preceding and following the 
vertical sync pulse. 


FIELD: One half of a complete picture (or frame) interval, 
containing all of the odd, or all of the even, lines of the 
picture. 


FIELD BLANKING: Refers to the blanking signals which 
occur at the end of each field. Also called vertical blanking. 


FIELD FREQUENCY: The rate at which one complete 
field is scanned, normally 59.94 times a second. 


FRAME: One complete picture consisting of two fields of 
interlaced scanning lines. 


FRONT PORCH: That portion of the composite picture 
signal which lies between the leading edge of the horizontal 
blanking pulse and the leading edge of the corresponding 
sync pulse. 


H RATE: The time for scanning one complete line, includ- 
ing trace and retrace. NTSC equals 1/15734 second (color) 
or 63.56 us. 


HORIZONTAL DRIVE: A pulse at H-rate used т TV 
cameras. Its leading edge is coincident with the leading edge 
of the horizontal sync pulse and the trailing edge is coinci- 
dent with the leading edge of the burst flag pulse. 


HUE: The attribute of color perception that determines 
whether the color is red, yellow, green, blue, or the like. 
White, black, and gray are not considered hues. 


IRE: An abbreviation for Institute of Radio Engineers. 


IRE SCALE: An oscilloscope scale that applies to com- 
posite video levels. There are 140 IRE units in 1 volt. 


—I, W, О, B: Ап NTSC test signal used to check television 
broadcast equipment. It consists of a —I signal followed by 
a white bar then a O signal and a black level on each line. 


LINE BLANKING: The blanking signal at the end of each 
scanning line. Used to make the horizontal retrace invisible. 
Also called horizontal blanking. 


LINE FREQUENCY: The number of horizontal scans per 
second, normally 15,734.26 times per second. 


LUMINANCE: The amount of light intensity, which is per- 
ceived by the eye as brightness (referred to as “Ү”), 


NTSC: National Television Systems Committee. An 
industry-wide engineering group which, during 1950-1953, 
developed the color television specifications now estab- 
lished in the United States. 


REFERENCE WHITE LEVEL: The level corresponding to 


the specified maximum excursion of the luminance signal in 
the white direction. 


R-Y: A color signal corresponding to the 90? position of a 
vector diagram. It is formed from a combination of red, 
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green, and blue chrominance signals (R-Y = 0.70R — 0.59G 
— 0.11B). Any color on the vector diagram can be made 
from a combination of R-Y and B-Y signals. 


SATURATION: This indicates how little a color is diluted 
by white light, distinguishing between vivid and weak 
shades of the same hue. The more a color differs from 
white, the greater is its saturation. Saturation is also indi- 
cated by the terms purity and chroma. High purity and 
chroma correspond to high saturation and vivid color. 


SETUP: The separation in level between blanking and 
reference black levels. 


STAIRCASE: A video test signal containing several steps at 
increasing luminance levels. The staircase signal is usually 
amplitude modulated by the subcarrier frequency and is 
useful for checking amplitude and phase linearities in video 
systems. 


SYNC: An abbreviation for the words “synchronization,” 
“synchronizing,” etc. Applies to the synchronization sig- 
nals, or timing pulses, which lock the electron beam of the 
picture monitors in step, both horizontally and vertically, 
with the electron beam of the pickup tube. The color sync 
signal (NTSC) is known as the color burst. 


VERTICAL BLANKING INTERVAL: The blanking por- 
tion at the beginning of each field. It contains the equal- 
izing pulses, the vertical sync pulses, and VITS (if desired). 


VERTICAL DRIVE: A pulse at field rate used in TV 
cameras, Its leading edge is coincident with the leading edge 
of the vertical blanking pulse and its duration is 10 1/2 
lines. 


VITS: Vertical interval test signal. A signal which may be 
included during the vertical blanking interval to permit on- 
the-air testing of video circuitry functions and adjustments. 
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SECTION 3 
CIRCUIT DESCRIPTION 


Change information, if any, affecting this section will be found at the rear of the manual. 


Introduction 


This section begins with a functional block diagram de- 
scription. A complete block diagram (except for the Power 
Supply circuit) of the Type R140 is provided on a pullout 
page in Section 8. 


Since this instrument uses numerous interconnections 
between stages to generate the composite video waveform, 
many of these interconnections must also be shown on the 
overall block diagram. To facilitate tracing the signal from 
one block to the next, the block diagram description that 
follows is keyed to the diagrams illustrated in Figs. 3-1 
through 3-3. These illustrations divide the overall block 
diagram into 3 portions as follows: 


1. Block diagram showing the stages required for gener- 
ating the SUBCARRIER, VERT DRIVE, HORIZ DRIVE, 
COMP SYNC, CONVERGENCE PATTERN, BURST FLAG 
and COMP BLANKING output signals. 


2. Block diagram showing the stages required for gener- 
ating the MOD STAIRCASE composite video output signal. 


3. Block diagram showing the stages required for gener- 
ating the COLOR BAR or SPLIT FIELD composite video 
output signal. 


Where possible, all interconnecting lines between stages 
show the number or type of signals on that line. 


GENERATING THE SUBCARRIER, VERT 
DRIVE, HORIZ DRIVE, COMP SYNC, 
CONVERGENCE PATTERN, BURST FLAG 
AND COMP BLANKING SIGNALS 
(See Fig. 3-1) 


To produce the above inputs, the block diagram descrip- 
tion is broken into 2 portions (1) SUBCARRIER and (2) 
VERT DRIVE, COMP SYNC, CONVERGENCE PAT- 
TERN, BURST FLAG and COMP BLANKING. 


The Master Oscillator generates the 3.579545 MHz sub- 
carrier frequency. The 3.579545 MHz signal is then applied 
to the Oscillator Output stage. This output stage serves two 
main functions: (1) isolates the oscillator stage and (2) 


e 


maintains a constant output. From the Oscillator Output, 
the subcarrier is applied to the Subcarrier and Sync Source 
Switching circuitry. The switching stage is controlled by a 
front-panel switch (SYNCHRONIZATION REF) on the 
Type R140. With the switch in the INT position, the sub- 
carrier generated in the master oscillator is used to drive the 
Subcarrier Limiter and Phase Lock Sampler. In the EXT 
position of the switch, the Oscillator Output circuit is dis- 
abled and an external 3.579545 MHz subcarrier may be 
applied to the Type R140 through the rear-panel SUB- 
CARRIER INPUT connector. With external subcarrier 
applied to the Type R140, the Phase Lock Sampler cir- 
cuitry is no longer referenced to the subcarrier and the sub- 
carrier is applied only to the Subcarrier Limiter. Whenever 
an external subcarrier is used, an external composite sync 
may also be used. This signal is applied through the Type 
R140 rear-panel COMP SYNC INPUT connector. The ex- 
ternal comp sync signal is integrated and peak detected to 
produce a field sync peak pulse to drive the Field Preset 
Gate. 


The comp sync is also applied to a ramp generator which 
produces an H Sync Ramp Signal which drives the Phase 
Lock Sampler circuitry. External comp sync may also be 
used without subcarrier, but no chrominance information 
will be available at the outputs. 


The Subcarrier Limiter stage accepts the subcarrier 
(internal or external) and insures a constant output ampli- 
tude of the signal to the Subcarrier Output stage. The Sub- 
carrier Output stage is used as a distribution amplifier. 


Other Output Signals 


To produce the remaining output signals shown in Fig. 
3-1, timing signals must be generated which are referenced 
to the subcarrier. The Line Frequency Control Oscillator, 
Line Counter, Line Detail Timing, Phase Lock Sampler, and 
the DC Control Loop Amplifier perform this function. 


The Line Frequency Control Oscillator generates a 
1.006993 MHz signal. This frequency is the 64th harmonic 
of the 15,734 Hz line rate, which is directly related to the 
subcarrier frequency. The 1.006993 MHz signal is applied 
to the Line Counter, which divides this frequency as needed 
by a 2, 4, 8, 16, 32, 64, and 128 sequence. After the 32nd 
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To Video Logic 


Field Sync Peak Pulse (Ext only) 


Line 
Frequency 
Control 
Oscillator 


Line 
Counter 
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Output 
Amplifier 


VERT 
DRIVE 


Fig. 3-1. Block diagram showing the stages required for generating the subcarrier, vert drive, horiz drive, comp sync, convergence pattern, burst 


flag and comp blanking output signals. 
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division of the 1.006993 MHz signal, a 31468 Hz signal is 
applied to the Line Detail Timing stage. This circuitry is 
used to determine the exact point at which the sampling 
takes place for generating other time-related signals. On the 
64th and 128th divisions of the Line Counter, a signal is 
produced which is also applied to the Phase Lock Sampler. 
This occurs on every 455th cycle of the subcarrier, which is 
also applied to the Phase Lock Sampler (only if internal 
subcarrier is being used). Any time-shift of the Line 
Counter will be sampled against the subcarrier and a DC 
correction voltage will be applied to the DC Control Loop 
Amplifier. The loop amplifier amplifies the DC voltage 
obtained from the sampler and applies it to the Line Fre- 
quency Control Oscillator, which will change frequency and 
bring the Line Counter back into a lock with the subcarrier. 
With an external subcarrier applied to the Type R140, the 
Phase Lock Sampler will have no reference from which to 
operate and the oscillator will run at a predetermined fre- 
quency. With external subcarrier and comp sync applied to 
the Type R140, the circuits will operate as above (using the 
internal subcarrier) with the only exception being that an H 
sync ramp will be sampled in place of the subcarrier. 


To provide a signal to the Horizontal Drive Output 
Amplifier, a pulse from the Line Counter sets the Hori- 
zontal Drive Gate flip-flop. A short time later another pulse 
from the Line Detail Timing stage resets the flip-flop and an 
output signal is obtained. This output is applied to the 
Horizontal Drive Output Amplifier. 


Another stage driven by the Line Counter is the Field 
Counter. This circuitry is a 525 state Counter driven by the 
31 kHz signal obtained from the Line Counter which 
provides the various outputs needed. When using external 
comp sync, the Field Preset Gate circuitry produces an out- 
put which presets the Field Counter. From the output of 
the Field Counter the signal is applied to the Field Logic 
circuitry. To obtain a signal to the Vertical Drive Output 
Amplifier, a pulse from the + 2 field counter sets a vertical 
gate flip-flop. A short time later another pulse from the 
Field Counter resets the flip-flop and an output is obtained. 
This output is then applied to the Vertical Drive Output 
Amplifier. 


To obtain drive signals to the Composite Sync Output, 
Composite Blanking Output and Burst Flag Output Ampli- 
fiers, signals from the Line Counter, Line Detail Timing, 
and Field Logic circuits are combined in the Composite 
Sync Logic and Burst Logic stages to produce the desired 
output signals to drive their respective output amplifiers. 
Line blanking is combined with Field Blanking in the Com- 
posite Blanking Logic stage to produce a drive signal to the 
Composite Blanking Output Amplifier. 


The Vertical Drive, Horizontal Drive, Composite Sync, 
Burst Flag and Composite Blanking Output Amplifiers 
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amplify their respective input pulses which are then avail- 
able at the front and rear panel VERT DRIVE, HORIZ 
DRIVE, COMP SYNC, BURST FLAG, and COMP 
BLANKING output connectors. 


Line blanking, field blanking and a 15734 Hz signal from 
the Line Counter drive the Crosshatch and Dot Generator 
stage. This output is then applied to the Convergence Out- 
put Amplifier, where the composite sync and composite 
blanking signals are added to the signal. This signal is then 
amplified and available at the front and rear panel CON- 
VERGENCE PATTERN output connectors. 


GENERATING THE MODULATED STAIRCASE 
VIDEO OUTPUT SIGNAL 
(See Fig. 3-2) 


Chrominance 


To produce the chrominance portion of the modulated 
staircase, it is necessary that subcarrier be present to enable 
the Chrominance Output Amplifier. (See block diagram 
description for generating composite video, Fig. 3-3.) 


Field and line timing signals are applied to the Video 
Logic stage which produces (1) staircase field drive and (2) 
APL field drive. The staircase field drive signal is applied via 
the 0? SUBCARRIER switch to the Staircase Chrominance 
Amplitude stage. Another gate from the Staircase Timing 
Logic stage is also applied to the Staircase Chrominance 
Amplitude stage. The combination of these 2 signals pro- 
duces an output signal which is then applied to the +B-Y 
Filter. A burst signal from the Burst Amplitude stage is 
applied to the —B-Y Filter. The B-Y Filter limits the fre- 
quency response of each input signal to about 2 MHz so 
that the output drive signals to the B-Y Double Balanced 
Modulator have the same frequency response. Subcarrier is 
also driving the modulator, so a modulated output is ob- 
tained. This output is then applied to the Band Pass Filter. 
The filter has a center frequency response of 3.58 MHz to 
pass only the chrominance signal. This chrominance signal 
is then applied to the Chrominance Output Amplifier for 
amplification, and is available at the COMP VIDEO output 
connectors. 


If the 0? SUBCARRIER and STEPS switches are set in 
the down (off) position and the 90° SUBCARRIER switch 
is set to UNMOD or MOD, the staircase field drive signal is 
disconnected from the Staircase Chrominance Amplitude 
stage (disabled by the 0? SUBCARRIER switch) and 
applied to the APL Chrominance stage via the above- 
mentioned switches. APL field drive from the Video Logic 
stage, 3 signals from the Staircase Timing Logic stage, and 
the line blanking are also applied to the APL Chrominance 
stage. These 6 signals are combined within the stage and an 
APL chrominance output signal is obtained. This chromin- 
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Fig. 3-2. Block diagram showing stages required for generating the modulated staircase composite video output signal. 
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Fig. 3-2. Block diagram showing stages required for generating the modulated staircase composite video output signal. 
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ance signal is then applied to the + R-Y Filter. The output 
from the filter is applied to the + R-Y Modulator. Sub- 
carrier also drives the R-Y Modulator via the 180? Phase 
Switcher and (B-Y) (R-Y) Quad Phase stages. Note that 
burst and subcarrier are also driving the B-Y modulator. 
The B-Y and R-Y Modulators are Double Balanced, and 
generate an output with burst displaced from the chromi- 
nance by 90°. This signal is then applied to the Band Pass 
Filter and Chrominance Output Amplifier as described 
earlier. 


Luminance 


To produce the luminance portion of the staircase signal 
(with switches set as shown in Fig. 3-2), 5 signals from the 
Staircase Timing Logic, Field Timing and from the Video 
Logic stage are combined in the Staircase Luminance 
Amplitude stage. The output is then applied to the Narrow 
Band Filter. Another drive to the Narrow Band Filter is the 
output from the APL Luminance stage. (This stage is con- 
trolled by the setting of the APL/IRE LEVEL switch and 
the APL field drive from the Video Logic stage.) The APL 
luminance and staircase luminance signals are then com- 
bined in the Narrow Band Filter. The filter also is used to 
minimize any harmonic frequencies that may adversely 
affect the chrominance in the output. The filter output is 
then applied to the Luminance Output Amplifier. Com- 
posite sync via the Wide Band Filter (see block diagram 
description for generating the composite video signal) is 
also applied to the output amplifier. These two signals are 
combined and amplified by the Luminance Output Ampli- 
fier. The output of the Luminance Output Amplifier is then 
available at the COMP VIDEO output connectors. 


Note that separate output amplifiers are used: one for 
chrominance (Chrominance Output Amplifier) and one for 
luminance (Luminance Output Amplifier). Separate ampli- 
fiers minimize Differential Phase and Gain (see Glossary of 
Terms, Section 2). 


GENERATING THE COLOR BAR OR SPLIT 
FIELD COMPOSITE VIDEO OUTPUT SIGNAL 
(See Fig. 3-3) 

To produce the above outputs this block diagram de- 
scription has been broken into two parts (1) Color Bar and 
(2) Split Field. Each of these parts are again separated into 
two parts (1) Chrominance and (2) Luminance. 


Color Bar Chrominance 


If any input signal to the Chrominance Output Amplifier 
is desired, subcarrier must be present. Without subcarrier, 
the Chrominance Enable circuit effectively shorts the input 
of the amplifier to ground. 


Assume that the Bar Oscillator is on and the last color 
bar (blue) is being generated. At the end of blue, the output 
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drops to black or blanking. At this time, a stop signal is gen- 
erated within the Color Bar Chrominance Counter & Logic 
stage. This output is applied to the Bar Oscillator Start & 
Stop Control stage, which disables the Bar Oscillator and 
color bars cease. 


Seven signals are being applied to the Bar Oscillator Start 
& Bar Preset stage. At a predetermined time during the line 
blanking interval, a preset pulse is developed by the Bar 
Oscillator Start circuitry which presets the + 4 Counter, 
Color Bar Chrominance Counter & Logic, and the Color Bar 
Luminance Counter & Logic stages. This is necessary to 
insure that the chrominance and luminance counters are 
synchronous. Just prior (one cycle of bar oscillator) to the 
position of the white bar, a second pulse is generated within 
the Bar Oscillator Start & Bar Preset circuitry which is 
applied to the Bar Oscillator Start-Stop Control stage, 
enabling the Bar Oscillator. The Bar Oscillator turns on. 
After one cycle of oscillation, the output triggers the - 4 
Counter, and color bars are again generated at the output. 


The output of the Color Bar Chrominance Counter & 
Logic consists of three gate signals corresponding to the 
red, green and blue color signals. These signals are applied 
to the Color Bar Chrominance Amplitude stage. Also, ap- 
plied to this stage via the R-Y and B-Y switches are the 
color bar field drive signals. Amplitude-setting voltages are 
also present from the Color Bar & Setup Voltage Supplies 
stage. The output of the stage is then applied to the B-Y 
and R-Y Filters. Note that burst is also applied to the B-Y 
Filter via the Burst Amplitude stage. The filters combine 
their respective inputs and limit the frequency response of 
these signals, which are then applied to the R-Y and B-Y 
Modulators. 


Subcarrier is applied to the Subcarrier Phase (gonio- 
meter) stage which allows the operator to vary the phase of 
the subcarrier applied to the B-Y Modulator and (B-Y) 
(R-Y) Quad Phase stages. The quad phase circuitry shifts 
the phase of the subcarrier by 90? and applies it to the 
180? Phase Switcher. The output of this stage is then used 
to drive the R-Y Modulator. The Modulators, being driven 
with the above mentioned signals, operate in a Double 
Balanced condition to produce an output which contains 
only the required sidebands of chrominance information. 
This chrominance information is applied to the Band Pass 
Filter and Chrominance Amplifier. (These circuits were 
discussed in the block diagram description for Fig. 3-2.) 


Color Bar Luminance 


Referring to Fig. 3-3, the output from the + 4 Counter is 
applied to the Luminance Delay stage. This stage introduces 
a time delay for the luminance portion of the output signal 
so that both chrominance and luminance information is 
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combined properly at the СОМР VIDEO output соппес- 
tors. 


The output of the Color Bar Luminance Counter & 
Logic stage consists of three gate signals corresponding to 
the luminance red, green, and blue. These signals are 
applied to the Color Bar Luminance Amplitude stage. Also 
driving this stage are the field and line drive signals. Ampli- 
tude-setting voltages are also present from the Color Bar & 
Setup Voltage Supplies stage. The output is then applied to 
the Wide Band Filter. 


The Wide Band Filter is also driven by composite sync 
via the Composite Sync Amplitude Stage. The filter com- 
bines both signals and provides color bar luminance ampli- 
tude steps that are extended to the allowable bandwidth of 
the system. This signal is then applied to the Luminance 
Output Amplifier for amplification and use at the COMP 
VIDEO output connectors. 


Split Field Chrominance 


In the SPLIT FIELD mode of operation, the chromin- 
ance circuits operate in a manner similar to the COLOR 
BAR mode with the addition of the following stages: |, О 
Chrominance Logic, |, О Chrominance Amplitude, and the 
Bar Oscillator Frequency Control. 


With SPLIT FIELD (or —I, W, О, B) operation, а Bar 
Oscillator Frequency Control stage is used. This circuitry 
controls the frequency of the Bar Oscillator, which in turn 
controls the |, О Timing. 


The I, O Chrominance Logic stage receives one gate from 
the Color Bar Luminance Counter & Logic stage and three 
gate signals from the Color Bar Chrominance & Logic cir- 
cuitry. The output (I and О drive signals) are applied to the 
1, Q Chrominance Amplitude stage. Also driving this stage 
are the |, О drive gates from the Video Logic stage. The 
output signal is then applied to the + B-Y and + R-Y 
Filters. These filters and the remaining chrominance stages 
were discussed in the first part of this block diagram. 


Split Field Luminance 


In the SPLIT FIELD (or —!, W, О, B) mode of opera- 
tion, the luminance circuits operate as in the COLOR BAR 
mode with the addition of the following stages: !, O White 
Drive and the |, О White Amplitude. 


To drive the 1, О White Drive stage, additional signals 
from the Color Bar Chrominance Counter & Logic and 
Luminance Counter & Logic stages are gated to produce a 
white drive gate. This gate is applied to the |, О White 
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Amplitude stage. This output is then applied to the Narrow 
Band Filter. This filter and the remaining signal path for the 
luminance has previously been discussed in the block 
diagram description for Fig. 3-2. 


INTEGRATED CIRCUITS 


Many of the functions within the Type R140 are per- 
formed through the use of integrated circuits in the form of 
micrologic units. Complexities of the television composite 
sync waveform require numerous counting and logic func- 
tions for development of the signal. Gating of chrominance 
and luminance signals and generation of the staircase and 
color bar luminance signals are also accomplished by means 
of integrated circuitry. 


Knowledge of the internal workings of the various 
micrologic units is not necessary for an understanding of 
circuitry in the Type R140, since the circuit description is 
concerned primarily with signal conditions at the input and 
output terminals of each unit. 


Depending on external connections, several different 
functions may be performed by a single type of micrologic 
unit. 


Rather than describe each units' operation repeatedly 
throughout the circuit descriptions, each configuration will 
be explained here. The information in this portion can serve 
as reference material when studying the individual circuits. 


Figs. 3-4 and 3-6 illustrate the various symbols which are 
used in this manual to designate micrologic units. A single 
unit may contain two or more sections which may be used 
separately. In these cases, one section will be labeled (A) 
and a second section will be labeled (B). 


Micrologic Unit Configurations 


Type FUL 914 Dual Two-Input Gate. 


Several different functional capabilities are indicated in 
the various connection arrangements for Type FUL 914 in 
Fig. 3-4. 


The basic symbol for this unit is illustrated in Fig. 3-4 
(A). The FULL 914 consists of two such units which may be 
used jointly or as completely separate circuit elements. 


Fig. 3-4 (G) shows the symbol used in this manual to 
indicate that the desired input or output signals are “low”. 
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Fig. 3-3. Воск diagram showing stages required for generating the color Баг or split field composite video output signal. 
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(А) АМО САТЕ (B) OR GATE (C) Inverter or Buffer Stage 
(172 Ful 914) (12 Ful 914) (Ful 900 or У; Ful 914) 


Wired or Phantom 
AND 


1 
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(D) 4-Input AND Gate (E) Phantom AND Gate 


(F1) 2-Input Set-Reset Flip-Flop (F2) Schematic representation of 
pin connections. 2-input set-reset flip-flop. 


LOW Signal 


=> 


К Absence of circle 
(G) Polarity Symbols indicates HIGH signal 


Fig. 3-4. Type FuL 914 micrologic symbols and configurations as used in Type 140/R 140. 


СЕ 


A small circle between the input or output terminal and the 
connecting lead indicates that the signal causing the desired 
reaction at that point will be a "low". The absence of a 
small circle adjoining a connecting lead to a terminal in- 
dicates that the desired signal at that point will be a "high". 


A "high" indicates a more positive voltage level, while a 
"low" represents a less positive (or ground) level signal. 


In the Type R140 schematics and circuit description, the 
level-indicating symbols are used in a manner known as 
POSITIVE LOGIC. 


Fig. 3-4(А) represents an AND gate, in which both in- 
puts (pins 1 and 2) must be low to yield a high at the out- 
put (pin 7). Any other combination of inputs results in a 
low at the output. Table 3-1 is a truth table which shows 
the various combinations of signal levels for this two-input 
AND gate. 


TABLE 3-1 


Truth Table for 2-Input AND Gate 


Output 


An OR gate is symbolized in Fig. 3-4 (B). The output of 
this OR gate will be low when pin 1, pin 2 or both pins 1 
and 2 are high. 


Fig. 3-4 (C) shows the symbols used for an inverter or 
buffer amplifier. The symbol with the circle at the input 
pin indicates that the input signal should be a low and the 
output will be high. The circle at the output terminal, of 
course, indicates the opposite. The inverter stages are 
actually one-half of one of the two-input AND gates in a 
Type FUL 914. The input is the base of a transistor and the 
output is the collector. The emitter is grounded. 


A four-input AND gate is shown in Fig. 3-4 (D). The 
output pins of the two AND gates are connected together. 
All four input pins must be low to achieve a high at the out- 
put terminal (pins 6 and 7). 


When the output terminals of two or more separate 
devices or signal sources are connected together, the junc- 
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tion of their connection forms a "phantom" AND or OR 
gate. This is usually indicated by a small AND or OR 
symbol around the junction. Fig. 3-4 (E) illustrates a phan- 
tom AND symbol. This means that all signals must be pre- 
sent at the junction to develop the desired signal. 


A two-input Set-Reset Flip-Flop is symbolized in Fig. 
3-4 (F1 and F2). A description of a complete cycle of 
operation follows: 


The Set-Reset Flip-Flop has two stable states. In one 
state, pin 7 will be high and pin 6 will be low. In the other 
state, the levels are interchanged. To begin the cycle, 
assume that at first pins 1 and 2 are low. Pin 7, and there- 
fore pin 3, will be high. With either pin 3 or pin 5 high, pin 
6 must be low. This is one stable state. To cause a change, a 
high is coupled to pin 1. Pin 7 must go low, setting pin 3 
low. Assuming that pin 5 is also low, pin 6 (the output) will 
change to high. If pin 5 had been high due to a signal, the 
transition could not have occurred at that time. 


Having changed to high on pin 6, the flip-flop will stay 
in this state until a high appears at pin 5. When this 
happens, pin 6 goes low, pin 7 goes high and the cycle is 
completed. 


OUTPUT 


6 OUTPUT 


Pin connections Schematic symbol 


Pin 1 Jl 2. (Set) 
Pin 5 EX BEEN 


| 
! 


Ріп 6 | | (Output) 


Fig. 3-5. Typical operation of 2-input Set-Reset Flip-Flop. 
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In typical operation, the desired output is a positive 
pulse (high). A high or positive signal at pin 1 starts the 
positive pulse output at pin 6. Later, a high at pin 5 termin- 
ates the positive pulse out. Time between highs at pin 1 and 
pin 5 determines the pulse width. Fig. 3-5 illustrates normal 
operation for the Set-Reset Flip-Flop. 


Type FuL 923 JK Flip-Flop 


Fig. 3-6 (A) shows the basic configuration when using 
the Type FUL 923 as a triggered divide-by-two counter. То 
trigger, a negative-going transition is required at pin 2. The 
output pins (5 and 7) exchange polarity each time a nega- 
tive-going transition arrives at pin 2. For example, the first 
trigger at pin 2 may cause pin 5 to go low. The next trigger 
sets pin 5 high. Pin 5 will go low every other trigger into pin 
2, resulting in a divide-by-two countdown. When pin 5 is 
low, pin 7 is high and vice versa, similar to the two sides of 
a multivibrator. 


In Fig. 3-6 (B), pin 6 is shown as an active element. This 
pin is typically used to preset the flip-flop so that the out- 
put pins start with the desired polarity at a certain time. 
When pin 6 is high, pin 5 will be high and pin 7 will be low. 
The high at pin 6 overrides any trigger input at pin 2 so that 


(A) Triggered Counter 


(C) Gated Counter 


the flip-flop can always be started with the desired polarity. 
When the high is no longer present at pin 6, the unit can 
resume triggered operation under control of pin 2. 


A gated counter is illustrated in Fig. 3-6 (C). In this con- 
figuration, operation is similar to the triggered counter 
except that the flip-flop is inhibited from changing states 
during the time that pins 1 and 3 are high. When pins 1 and 
3 are low, negative-going transitions at pin 2 will trigger the 
flip-flop in the normal manner. 


In Fig. 3-6 (D), separate controlling signals are coupled 
into pins 1, 2 and 3. As in the gated counter, if pins 1 and 3 
are both high, pin 2 cannot trigger the flip-flop. If pin 1 is 
high and pin 3 is low, the next negative-going transition at 
pin 2 will trigger the flip-flop so that pin 7 is high and pin 5 
is low. If the flip-flop is already in that state when the 
trigger arrives at pin 2, no change will occur. 


If pin 1 is low and pin 3 is high, the flip-flop will change 
states with a trigger at pin 2 as necessary to set pin 7 to low 
and pin 5 to high. Pin 7 output signal has the same polarity 
as pin 1 input signal and pin 5 output polarity will be the 
same as pin 3 input polarity. 


Triggered and Preset Counter 


(D) Counter with Set and Clear inputs 


Fig. 3-6. Type FuL 923 micrologic symbols and configurations. 
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When both pins 1 and 3 are low, the flip-flop will change 
states with each negative-going trigger at pin 2. 


The preset input, pin 6, may be used in addition to the 
inputs at pins 1 and 3. A high coupled in to pin 6 will over- 
ride any signals into pins 1, 2 and 3 and will preset pin 5 to 
high and pin 7 to low as previously described. 


SUBCARRIER OSCILLATOR & OUTPUT а» 


Subcarrier Oscillator 


The Subcarrier Oscillator (Master Oscillator) is a crystal- 
controlled modified Colpitts oscillator with all critical com- 
ponents contained in a constant-temperature oven. Close 
control of oven temperature provides a frequency stability 
of better than +5 Hz over an ambient temperature range of 
0? to +50° C. 


The oscillator consists of Y1126, CR1122, 01126 and 
01127. CR1122 is a voltage-variable capacitance which 
permits adjustment of the oscillator frequency. R1195 sets 
the operating bias on CR1122, thus setting the oscillator 
frequency. R1194 and R1196 are factory-selected to 
provide an adjustment range of +10 Hz about 3.579545 
MHz. O1127 supplies the sustaining feedback for the oscil- 
lator and serves as the output driving stage. 


The use of two transistors (O1126 and Q1127) in the 
oscillator allows the loop gain to be made non-critical with 
regard to transistor parameters and to be set so that the 
oscillator operates at approximately a 5096 duty cycle. 


01105 and 01106 comprise the output stage of the 
oscillator. The oscillator signal is emitter-coupled from 
01105 to 01106, which operates as a switching pair. А 
pulse current is determined by R1105 and drives the tank 
circuit, L1147, C1149 and C1152. The О of the tank, and 
thus the subcarrier amplitude at the output, is determined 
by R6772 and R6782 on the Line Timing board. From the 
collector of O1106, the subcarrier signal is coupled to the 
Subcarrier Source Switching circuitry. 


When the front-panel REF switch is set to EXT, *3.6 V 
is applied to the anode of CR165 and thence to the emit- 
ters of O1105 and O1106. This reverse-biases both stages 
and thus eliminates the subcarrier signal in the collector cir- 
cuit of O1106. 


Master Oscillator Oven 


Oven temperature is sensed by a bridge network con- 
sisting of R1134, R1135, R1136 and R1137. R1134 and 
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R1137 are not sensitive to temperature, while R1135 and 
R1126 are nickel resistive elements with a temperature 
coefficient of +0.55%/°C. 


When the oven is cold, R1136 is lower in resistance than 
R1134, making the base of O1135B more negative than it is 
when the bridge is balanced. The collector of O1135B is 
therefore more positive. This more positive level is coupled 
to the base of O1133, which is an emitter-follower coupled 
to the base of O1131, the driver for the heating element 
(R1131). The positive level on the base of O1131 causes 
heavy conduction through the heating element and thus 
rapid heating of the oven chamber. 


As the oven approaches normal temperature, R1136 
increases in resistance, driving the base of O1135B in a 
positive direction. This results in a less positive level at the 
base of 01131, reducing the current through the heating 
element until a balance is achieved. At normal operating 
temperature, most of the heat is supplied by the power 
dissipation of Q1131. Normal temperature is about *85? C. 


Oven Temperature Lamp 


Normal operating temperature for the oven is indicated 
by a front-panel lamp which glows when the oven is at the 
proper temperature. The lamp is extinguished when the 
oven is either below or above normal temperature. 


When the instrument is first turned on and the oven is 
cold, R1135 in the sensing bridge is lower in resistance than 
R1137, and the base of O11354A is less negative than when 
the bridge is balanced. Q1135A collector current is greater, 
increasing the voltage drop across R1112. This sets the volt- 
ages in the divider consisting of R1112, R1114, CR1115 
and R1116 so that O1111 is cut off and CR1110 is in con- 
duction through R1110. The resulting level at the base of 
01101, the lamp driver, holds O1101 in cutoff. DS88, the 
indicator lamp in the collector circuit of O1101 is off. 


At normal temperature, R1135 and R1137 in the bridge 
are equal and the base of O1135A is more negative than 
when the oven was cold. Collector current of O1135A 
decreases, causing less voltage drop across R1112. This 
biases CR1110 cathode to a slightly positive voltage, thus 
allowing O1101 to go into saturation, turning the indicator 
lamp on. 


If the oven temperature should happen to rise above 
normal, R1135 will increase in resistance, making the base 
of Q1135A more negative than normal. This decreases 
collector current through R1112, causing the junction of 
R1112 and R1114 to become more positive. The base of 
01111 is now more positive, bringing O1111 into con- 
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duction. The drop across R1110 causes the base of Q1101 
to drop, cutting off the collector current through the in- 
dicator lamp, which then goes off. 


The oven is protected from overheating (due to a failure 
in the temperature control circuit) by the thermal cut-out 
switch $1131. 


SUBCARRIER and SYNC SOURCE SWITCHING 


Subcarrier Source Switching 


The Subcarrier Source Switching circuit consists of S52 
(REF), U635A, O686, O696, CR677, CR697, O687 and 
O688. (See Fig. 3-7.) 


When the REF switch is set to INT, the base of O696 is 
at approximately +2.9 V and 0696 is in saturation. The 
collector of 0696 is at approximately 43.5 V, biasing 
CR697 off. Inverter U635A sets the base of O686 at 
approximately +3.5 V, causing O686 to be near cutoff. The 
collector of O686 is at approximately O V, permitting 
CR677 to be fully on. 


The internal subcarrier is coupled through C679, R6782 
and CR677 to 0687 and O688, which are connected as an 
operational amplifier. 


The base of 0677 is also set to approximately +3.5 V by 
U635A. Q677 is cutoff, thus allowing the current through 
R6781 to bias CR676 fully on. C678, R6772 and CR676 
couple the internal subcarrier signal to the Phase Lock 
Reference Amplifier consisting of 0674, 0675, 0684 and 
0694. From the Phase Lock Reference Amplifier, the signal 
is coupled to the Phase Lock Sampler to provide synchroni- 
zation of the subcarrier and line sync signals. 


When the REF switch is set to EXT, +3.6 V is applied to 
the top end of divider R6250-R6260. At the bases of 0677 
and 0686, the voltage is now at approximately *2.9 V. 
0677 and O686 are in saturation with their collectors at 
approximately +3.5 V. CR676 and CR677 are biased off, so 
that any internal subcarrier signal present is diverted 
through 0677 and 0686. Also, with the REF switch set to 
EXT, 43.6 V is applied through CR1105 to the emitters of 
01105 and Q1106, the internal oscillator output stage (pre- 
viously described). The bases of О676 and O696 are set to 
approximately 43.5 V, causing them to be cutoff. CR675 
and CR697 are biased on via the current through R6780 
and R6980 respectively. 
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The external subcarrier signal is coupled through R6990, 
C698 and CR697 to the Subcarrier Amplifier (0687 and 
O688). 


Ext Sync Processing 


If external composite sync is applied to the instrument, 
this signal is coupled through 0656, which serves as a term- 
ination for the input signal. Thence the signal is coupled 
through the Ext Horiz Sync ramp generator consisting of 
0666, 0667, 0668 and 0669 ма R6770 and CR675 to the 
Phase Lock Reference Amplifier. The signal is then coupled 
to the Phase Lock Sampler. 


0666 and 0667 are a switching pair which convert the 
sync pulses to constant current pulses from the collector of 
Q667. Q669 is normally saturated, but during a sync cur- 
rent pulse it generates a 2.5 V/Us ramp. The top of the 
ramp is limited at 5 V by O668. After the sync pulse, 
R6770 becomes a current source of opposite polarity so the 
ramp goes in the opposite direction back down to approxi- 
mately 0 V. 


The purpose of integrating the external horizontal sync 
pulses is to eliminate most noise impulses from the output 
signal and provide a ramp to be sampled. (See Fig. 3-8.) 


The external composite sync signal is also coupled to the 
Ext Vert Sync ramp generator and peak detector consisting 
of 0646, 0647, 0648, CR648 and 0649 and thence to 
U619 to initiate a field preset signal. 


0646, 0647 and O648 form a vertical ramp generator 
similar to the Ext Horiz Sync ramp generator except the 
time constants are much longer. The entire field sync pulse 
duration (3 lines) is required for the ramp to reach 5 volts. 
Thus, line sync pulses, equalizing and serrated pulses have 
no appreciable effect. 


At the exact peak of the ramp, the point is reached at 
which CR648 is forward biased. This occurs near the end of 
the last serrated pulse. (See Fig. 3-8.) The conduction of 
CR648 through C647 and R6480 briefly (approximately 10 
Us) turns on 0649, resulting in a negative-going impulse at 
the collector of Q649. R6490 and C649 provide positive 
feedback, making the peak-detection more definite. 


Goniometer Drive and Subcarrier Output Ampli- 
fier 


The subcarrier signal appearing at pin connector N is 
coupled through the Limiter (O1118 and O1138) to the 
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Fig. 3-8. Time related waveforms in the Ext Horiz Sync Amp (a and b) and the Ext Vert Sync Amp (c, d and e). 
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Goniometer Drive and Subcarrier Output Amplifier con- 
sisting of 01159, 01168 and 01179. 


L1197 is tuned to resonance at the subcarrier frequency. 
Q1168 and Q1179 act as a switching pair for the current 
from R1121. 


Q1159 and O1179 are connected as an operational 
amplifier. From the amplifier, the subcarrier signal is 
coupled to the front- and rear-panel SUBCARRIER output 
connectors and to the goniometer (SUBCARRIER 
PHASE). 


Chrominance Enable D and 


The Chrominance Enable circuit consists of CR1156, 
C1157, 0471, 0481 and Q491. The purpose of this circuit 
is to eliminate extraneous noise which may appear at the 
Video Output Amplifier when no subcarrier signal is pre- 
sent. 


When the subcarrier signal is present as an output from 
the emitter of Q1159, CR1156 is forward biased during the 
negative half-cycles, putting a negative-voltage charge across 
C1157 and at pin connector K. 


This negative voltage at pin K is coupled to pin AW on 
the Bar Drive and Video Out board and thence to the base 
of O471. O471 is then forward biased, with its collector 
becoming less negative. The divider R461, R471 and R491 
sets the base of O481 to several volts positive, reverse- 
biasing the base-emitter junction of Q481. The base of 
O491 becomes negative, cutting off current through O491. 


In the absence of a subcarrier signal at CR1156, 0471 is 
reverse-biased, 0481 is forward-biased and O491 is in 
saturation. Noise signals at the junction of C491 and R481 
are shunted to ground through C491 and O491. 


LINE TIMING 


Phase Lock Sampler 


The Phase Lock Sampler circuit consists of U633, Q645, 
T655, C655, C665, R6540, R6640, CR654 and CR664. 


The circuit samples a signal from either the internal sub- 
carrier oscillator or integrated external horizontal sync with 
the output from U6333, a three-input AND gate. Pin 1 of 
U633 is from the External Sync Position circuit (Line 
Detail Timing). Pins 3 and 5 are driven by 15,734 Hz and 
7867 Hz signals from the Line Counter, causing the output 
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of U633 to be a sub-harmonic of the Line Frequency 
Control Oscillator as well as of the sub-carrier frequency. 
The sampling rate is increased to the line rate when 
sampling external horizontal sync. 


The resulting output from the Phase Lock Sampler is a 
DC voltage which is used to phase lock the Line Frequency 
Control Oscillator frequency to an exact ratio (128:455) 
with respect to the subcarrier oscillator frequency or the 
external horizontal sync rate (64:1). 


The signal at the junction of CR654 and CR664 is either 
sinewaves at the subcarrier frequency or integrated horizon- 
tal sync pulses from the Phase Lock Reference Amplifier. 
The sync pulses are limited, integrated and amplified in 
order to provide a positive-going ramp to be sampled. The 
waveforms are symmetrical from zero volts (equal positive 
and negative excursions). 


The output from U633 is a positive pulse occurring at 
one-half the line rate (7867 Hz) when sampling the 
subcarrier and the line rate (15,734 Hz) when sampling 
external sync. This signal is applied to the base of 0645, 
driving Q645 into cutoff. (O645 is normally in saturation.) 
The collapse of field in the primary of T655 causes a 
negative spike approximately 50 ns wide at the collector of 
0645. This narrow spike appears across the secondary of 
T655, with about —5 V at the C665 end and +5 V at the 
C655 end. This forward biases CR654 and CR664, which 
couples the voltage at the diode junction (less the diode 
drops) to the diode ends of C655 and C665 respectively. 


After the pulse, the transformer end of the capacitors 
returns to ground potential, causing the diode ends of C655 
and C665 to be —5 V (plus diode drop plus sampled volt- 
age) and +5 V (less diode drop plus sampled voltage) respec- 
tively. The voltage now appearing at TP663 is the average 
of these two voltages, or simply the sampled voltage. 


If the spike occurs at the time that the waveform at the 
junction of CR654 and CR664 passes through zero volts, 
the result at the junction of R6540 and R6640 will be zero 
volts. When the spike occurs at a negative or positive volt- 
age, the output will be either a negative or positive voltage. 
(See Fig. 3-9.) 


DC Control Loop Amplifier 


Q673A, 06738, 0683 and 0693 comprise the DC Con- 
trol Loop Amplifier circuit. 


To provide minimum loading of the Phase Lock Sampler 
circuit, а FET (Q673A) is used as the input stage of the 
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(A) Charge on C655 and C665 is equal. 


Junction of CR654/CR664 


Signal at T655 primary 


—= Junction of R6540/R6640 


(B) Charge on C665 is greater than C655. 


Fig. 3-9. (A) Action of Phase Lock Sampler at balance and (B) when unbalanced. In example (B), frequency of the Line Frequency Control 
Oscillator is too low and the level at the junction of R6540 and R6640 will cause the oscillator frequency to increase. 


amplifier. Q673A is connected as a source-follower, driving 
the base of O683. The inverted and amplified output signal 
at the collector of 0683 is applied to the voltage-variable 
capacitance (CR653) through R6630. 


Q673B and O693 serve as temperature compensation. 
C654 limits the bandwidth of the amplifier to stabilize the 
control loop, and R6631/C663 decrease the loop gain at 
medium frequencies to increase noise immunity. 


Line Frequency Control Oscillator 


The Line Frequency Control Oscillator, consisting of 
Y 643, CR653, 0643 and O644 is a modified Colpitts con- 
figuration. CR653 is a voltage-variable capacitance which 
alters the frequency of the oscillator in relation to the volt- 
age from the Phase Lock Sampler circuit. A negative-going 
voltage at the cathode of CR653 increases the capacitance 
of the diode, lowering the frequency of the oscillator. 


0644 supplies the sustaining feedback to the oscillator 
circuit and serves as the output driving stage. Biasing is 
approximately Class B, with the collector output signal 
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being a clipped sine wave. 0643 provides additional gain, so 
that the overall gain can be degenerated, and thus more in- 
dependent of transistor parameters. 


The collector signal from 0644 triggers 0636 in the Line 
Counter circuit. 


Line Counter 


The Line Counter circuitry, consisting of U615, U616B, 
U617, U625, U626, U627, U629, U636, U637 and U639, 
generates signals at the horizontal line rate and other harm- 
onically related signals to drive the micrologic units which 
comprise the Line Detail Timing, Burst Logic, Comp Sync 
Logic, Bar Osc Start and Bar Preset, Horiz Drive Gate and 
Vert Preset circuits. Other output signals are used in the 
timing sequences for the Field Counter, Video Logic, VITS 
Logic, Crosshatch and Dot Generator and Line Blanking cir- 
cuits. 


U625, U626, U627, U629, U636, U637 and U639 are 
Type FuL 923 JK Flip-Flop micrologic units connected as 
divide-by-two counters. See Integrated Circuits for a de- 
scription of the operation of this configuration. 


The first unit in the counter train (0636) is triggered by 
the Line Frequency Control Oscillator. The output signal at 
pin 5 is negative-going pulses at a rate of approximately 500 
kHz. The output signals of each succeeding counter stage 
are at a rate which is one-half the input rate. The output of 
U626 is at the line rate (15,734 Hz). U625 is locked in the 
state which holds pin 7 low when the generator is in the 
external sync mode of operation. This allows the Phase 
Lock Sampler to run at the line rate. 


Bar Osc Start and Bar Preset 


The Bar Oscillator Start (U609) and Bar Preset (U607) 
circuits each consist of a four-input AND gate. The inputs 
are various timing signals from the Line Counter circuit. 


Horiz Drive Gate 


The Horiz Drive Gate circuit consists of Q610 and U601. 
U601 is a Set-Reset Flip-Flop (see Integrated Circuits). The 
set input is a line rate signal from the Line Counter. The H 
Sync Stop signal from the Line Detail Timing circuit is 
coupled through O610 to pin 5 of U601 to serve as a Reset 
signal. 


Comp Sync Logic 


The Comp Sync Logic circuit consists of U603, U605, 
U606 and U613. U605 is a Set-Reset Flip-Flop with one set 
input and three reset inputs. The set input signals are the H 
Sync Start signal from Line Detail Timing and either Key- 
out from Field Logic or approximately 15 kHz from the 
Line Counter. The flip-flop is set at a 15,734 Hz rate except 
during the keyout, when it is set at a 31,468 Hz rate. 


The reset inputs are the Equalizer Gate from Field 
Logic, Equalizer Stop from Line Detail Timing, H Sync 
Stop from Line Detail Timing, Keyout from Field Logic 
and the field sync reset derived from the Line Counter. 


Burst Logic 


The Burst Logic circuit consists of 0642, 0652, U602, 
U612B and U623. 


U602 is a Set-Reset Flip-Flop which is set by a combina- 
tion of the Burst Start signal from Line Detail Timing, the 
Keyout signal from Field Logic and a 15,734 Hz timing 
signal from the Line Counter. 


The reset signal for U602 is coupled to pin 3 through 
U612B from O642 (Burst Stop) in Line Detail Timing. 
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Field Preset Gate 


U616A and U619 comprise the Field Preset Gate circuit. 
U616A serves to invert the "high" present at pin 1 when- 
ever the REF switch is set to EXT. With the REF switch set 
to INT, a low is coupled to рт 1 of U616A. Inversion of 
the low to a high at pin 1 of U619 prevents the Field Preset 
Gate from functioning. 


A 31,468 Hz signal from the Line Counter is coupled to 
pin 2 of U619. A negative-going pulse from the Ext Vert 
Sync peak detector is coupled to pin 5 of U619 (whenever 
external sync is supplied to the instrument). The pulse from 
the peak detector may be present during the transition 
from one line to the next. ANDing the pulse with the 
31,468 Hz signal insures that the field preset signal will be 
generated only during a single line. 


When pins 1, 2 and 5 of U619 are all low, a positive- 
going field preset pulse is present at pins 6 and 7 and thus 
at pin connector U. 


Line Detail Timing 


The Line Detail Timing circuit consists of U635B, 
U612A, 0621, 0622, 0662, 0672, 0682, 0691, 0692, 
CR621 and CR622. The circuit provides signals to the 
Comp Sync Logic circuit to control horizontal sync start 
and stop, equalizer stop, burst start-stop functions and a 
signal to permit adjustment of coincidence between the 
internal sync and an externally applied sync. 


A symmetrical square wave at twice the horizontal line 
rate is coupled through U635B to 0621 and 0622, which 
are connected as a conventional Miller integrator. C631 and 
R6221 are the integrator timing components. Output of the 
integrator at the emitter of 0621 appears as a trapezoidal 
waveform. This signal is applied across resistive dividers in 
the base circuits of 0642 and 0652 in the Burst Logic cir- 
cuit. 


Fig. 3-10 illustrates the operation of the horizontal sync 
start circuit (0691). Q642, O652, Q662, Q672 and 0682 
operate in a similar manner. 


0692 serves as a temperature compensation for the 
Miller integrator and Q642, O652, Q662, Q672, Q682 and 


0691. 
FIELD TIMING <> 


Circuits on the Field Timing board include the Field 
Counter, Field Logic, VITS Logic and Video Logic. 
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Fig. 3-10. H Sync Start circuit. Adjustment of R691 will select the point on the input ramp at which Q691 turns on, thus adjusting the time 


when the negative-going transition at the output occurs. 


Field Counter 


The Field Counter circuit consists of U301, U302, 
U304, U306, U308, U309, U321, U322, U324, U326, 
U328, U329 and U349A, 0311, 0312, O314, O316, O317, 
Q318 and Q319. 


The circuit is primarily a series of JK Flip-Flops, con- 
nected as a 525 state preset binary counter. The preset 
occurs at the beginning of video line 262. When Ext Comp 
Sync is applied, the Field Preset pulse serves as a second 
preset signal, being coupled by Q311 through ОЗ19 to the 
appropriate counters to preset the counter to video line 7. 
A 31.25 kHz square wave from the Line Counter is coupled 
to pin 2 of U309 to start the counting sequence. 


Output signals from the Field Counter are coupled to 
the VITS Logic, Field Logic and Video Logic circuits. Time 
relation of the output signals is shown on the pull-out 
diagram labeled Field Timing Details at the back of the 
manual. 


Field Logic 


The Field Logic circuit includes U336, U338, U341, 
U342, U344, U346A, U348, U349B, U361, U362, U364 
and U372A. 


The circuit is driven from various timing signals origina- 
ting in the Field Counter circuit. Timing signals are com- 
bined in multiple-input AND gates to develop set and reset 
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input signals for various Set-Reset Flip-Flops. Generation of 
the Keyout signal will be described as an example. 


When the three inputs of U342, (pins 1, 2 and 5) are all 
simultaneously low, the output (pins 6 and 7) goes high. 
Since the lows are simultaneous for only a short time, the 
output is a positive pulse. This positive pulse is coupled to 
the set input (pin 1) on U362, the Keyout Gate. When the 
gate is set, the 'one' output, pin 6, goes high (positive). 
Later, when pins 3 and 5 on U344B are both low, pin 6 
goes high. The high is coupled to the reset input (pin 5) on 
U362, causing the 'one' output (pin 6) to return to low. 
The Keyout signal is therefore a positive pulse which starts 
when the set input of U362 goes high and ends when the 
reset input goes high. The Keyout signal is coupled to pin 
connector BA and thence to Comp Sync Logic and Burst 
Logic. 


A negative keyout gate appears at the 'zero' output (pin 
7) of U362. This signal is coupled to U372A to combine 
with the 'one' output of the Serration Gate, U364. When 
these two signals are low, a positive equalizer gate is gen- 
erated at pin 7 of U372A. 


Other signals generated in the Field Logic circuit include 
Vert Drive, Field Blanking and the set pulse for the Split 
Field Gate. 


VITS Logic 


The VITS Logic circuit includes U346B, U366, U368 
and U369. U366 is connected as a Set-Reset Flip-Flop and 
the other micrologic units are negative-input AND gates. 
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Fig. 3-11 illustrates the various signals related to VITS 
Logic in proper time-relation to each other. Note that nine 
different signals must be in the ‘low’ state to initiate the 
VITS gate. 


Video Logic 


The Video Logic section encompasses several related cir- 
cuits which determine whether the line video will be 
STAIRCASE or COLOR BAR, and if COLOR BAR, 
whether the signal will be FULL FIELD COLOR BAR, —1, 
W, О, B or SPLIT FIELD (a display of color bars followed 
by —1, W, О, B bars). Selection of the VITS video signal 
(STAIRCASE or COLOR BAR) is also accomplished in this 
circuitry. 


The Video Logic circuitry consists of U334, U371, 
U372B, U374, U376, U378, U379, U391, U392, U396, 
U399 and 0333, 0381, 0384, 0385, 0387, 0388, 0394, 
0397 and 0398. 


Since operation of the Video Logic circuits depends on 
settings of the VIDEO, BARS, SIGNAL and REF switches, 
a setting for each switch will be assumed and the circuitry 
will be explained under these conditions. Please refer to 
Fig. 3-12 for a simplified block diagram. 


Assume the switches are set as follows: 


Switch Setting 
VIDEO COLOR BAR 
BARS FULL FIELD 
SIGNAL (VITS) STAIRCASE 
REF INT 


The positive level into the Video Selector Drive provides 
an electronic switch to ground which is coupled to the 
VIDEO switch. This ground is also coupled to the VITS 
Color Bar Enable and VITS Staircase Enable stages. With 
the VIDEO switch in the COLOR BAR position, the 
ground is coupled to the Setup Field Drive, Color Bar Field 
Drive, |, О Field Drive, 1, О Time Gate and Color Bar Time 
Gate circuits. 


The Field Blanking signal is also coupled to the Setup 
Field Drive Circuit, so that a ground representing setup is 
coupled to pin connector H. 


With the BARS switch set to FULL FIELD, the Split 
Field Gate is set to enable the Color Bar Field Gate. An 
enabling signal is also coupled to the Color Bar Time Gate, 
but this gate cannot function since another input (con- 
nected to the center contact of the BARS switch) is open. 
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The Field Blanking signal is also coupled to the Color 
Bar Field Gate, resulting in a positive output from the gate 
which provides drive to the Color Bar Field Drive circuit, 
and along with the gound from the Video Selector Drive 
circuit (via the VIDEO switch) forms a ground which is 
coupled to pin connector F. 


With the VITS SIGNAL switch set to STAIRCASE, the 
VITS Enable Gate signal is coupled through the switch to 
the VITS Staircase Enable circuit. A video enabling signal is 
also coupled to the VITS Staircase Enable circuit from the 
Video Selector Drive circuit. When both of these signals are 
present at the input of the VITS Staircase Enable, a ground 
appears at pin connector M. 


APL Logic 


The APL Logic circuit includes U372B, U374, U376, 
U378 and U379, serving as a divide-by-five counter. U374, 
U376 and U379 are connected as JK Flip-Flops. (See 
Integrated Circuits.) 


In the 50% position of the APL switch, pin 7 of U379 is 
grounded (low). In all other positions of the APL switch, 
pin 7 of U379 is low for one line, while pin 5 is low for 
four lines. Pin 7 is coupled to the Staircase Field Gate and 
pin 5 is coupled to the APL Field Gate. This circuit accom- 
plishes the four lines of APL and one line of staircase dis- 
play mode. 


U372B supplies the preset pulse for the divide-by-five 
counter and also generates the reset signal for the Video 


Enable Gate. 
BAR TIMING D 


Bar Oscillator 


The Bar Oscillator circuit consists of 0206, Q216 and 
0236. L217 and C218 are the oscillator tank elements. 
0206 and 0216 are the active oscillator elements, with 
O216 supplying the sustaining feedback. Q236 serves as the 
oscillator output stage. CR202 and CR206 in the tank cir- 
cuit serve to limit the amplitude of oscillation. 


0216 and 0236 act as a current switch which changes 
state at the “0” crossing of the sine wave at the base of 
O216, resulting in a square-pulse output across R234 in the 
collector circuit. 


When the front-panel BARS switch is set to FULL 
FIELD, L217 and C218 determine the oscillator frequency, 
which is approximately 600 kHz. 
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Fig. 3-12. Block diagram of Video Logic Circuits with logic symbols. 
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Bar Oscillator Frequency Control 


When the BARS switch is set to —1, W, О, B, the IO 
Time Gate (positive) appears at pin connector AF, turning 
on 0228. This adds C224 and C227 across the tank, re- 
ducing the oscillator frequency to approximately 420 kHz. 


With the BARS switch set to SPLIT FIELD, the Color 
Bar Time Gate signal appears at pin connector AG, turning 
on 0208 which adds C207 and C208 across the tank. The 
oscillator frequency is reduced to approximately 525 kHz. 
After about three quarters of the active video line, the 
Color Bar Time Gate is removed from pin connector AG 
and the IO Time Gate appears at pin connector AF, re- 
ducing the oscillator frequency to approximately 420 kHz. 
See Fig. 3-13. 


0218 and 0238 serve to gate of 0208 and 0228 during 
line blanking. Since the end of line blanking is after the first 
cycle of the bar oscillator, the oscillator is not allowed to 
shift frequency until the blanking ends. 


+4 Counter 


The +4 Counter consists of U243, 0245 and U247. 
U243 and U245 are JK Flip-Flops, each connected to count 
down by two. When the BARS switch is set to FULL 
FIELD, the 600 kHz output from the oscillator is used to 
trigger U243. This frequency is divided down to 300 kHz 
by U243 and then down to 150 kHz by U245. The output 
of the counter is coupled through U247 to the Luminance 
Delay and Color Bar Chroma Counter and Logic circuits. 


Bar Oscillator Start-Stop Control 


U253 and Q226 comprise the Bar Oscillator Start-Stop 
Control circuit. The oscillator is gated off during the 
interval between the end of the blue chroma color bar and 
one cycle before the start of the white level bar. 


The Bar Osc Start signal appears at pin connector Z and 
is coupled to pin 1 on U253. The signal is a positive pulse 
which causes the output (pins 6 & 7) of U253 to go low. 
This cuts off O226, permitting the bar oscillator to start. 
The oscillator starts instantly since R218 had been sup- 
plying the normal operating peak current through L217. 
The current is diverted to C218 when O226 turns off, thus 
starting oscillation. The various timing signals from the 
Color Bar Chroma Counter & Logic circuit serve to hold 
0226 at cutoff until the end of the blue chroma bar, at 
which time the output of U253 goes high, turning on O226. 
With 0226 in saturation, the base of 0216 is nearly 
grounded, preventing oscillator action. 
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Luminance Delay 


The Luminance Delay circuit consists of C252, R235, 
R238 and O237. R235 is adjustable to provide the proper 
delay between color bar chrominance and luminance drives. 


The pulse signals at pin 6 of U247 are differentiated in 
passing through C252, resulting in positive- and negative- 
going spikes as a signal applied to the base of 0237. R235 
(Delay adjustment) varies the RC time constant of the 
waveform, thus setting the charge time of C252. 


0237 is normally biased at saturation. The negative- 
going excursions at the base bring Q237 into cutoff. Dura- 
tion of cutoff is determined by the width of the negative- 
going spike at cutoff. See Fig. 3-14. 


U258, U268 and U278 are triggered by a negative-going 
excursion. Duration of the positive pulse from O237 de- 
termines the delay time at which the negative excursion 
occurs. 


Color Bar Chroma Counter & Logic 


U255, U257A, U265, U275 and U277 are the Color Bar 
Chroma Counter & Logic elements. U255, U265 and U275 
are connected as JK Flip-Flops with preset inputs forming a 
synchronous counter. Operation of this configuration may 
be found described under Integrated Circuits. This circuit 
performs the counting and logic functions which convert 
the oscillator +4 signals into related green, red and blue 
chroma gate signals. Output from the Color Bar Chroma 
Counter & Logic circuit is coupled to the Staircase Timing 
Logic, IO Chrominance Logic, IO White Drive, Color Bar 
Chrominance Amplitude and Bar Oscillator Start-Stop 
Control circuits. 


Color Bar Luminance Counter & Logic 


U257B, U258, U267, U268 and U278 comprise the 
Color Bar Luminance Counter & Logic circuit. This circuit 
is similar to the Color Bar Chroma Counter & Logic circuit, 
except that luminance gates are generated corresponding to 
green, red and blue. 


Output signals are coupled to the 10 Chrominance 
Logic, IO White Drive, Color Bar Setup and Line Blanking 
and Color Bar Luminance Amplitude circuits. 


IO White Drive 


The IO White Drive circuit consists of U293A and U297. 
U297 is connected as a four-input AND gate, with the four 
inputs driven from various timing signals from the Color 
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Fig. 3-13. Time-relation of waveforms to and from the Bar Oscillator in relation to the composite video signal in split field mode of operation. 
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Input to Q237 


(B) 
Output of Q237 


Fig. 3-14. Input and output waveforms for 0237. T; and T; are 
delay times with R235 set at each limit of adjustment. 


Bar Chroma and Luminance Counter & Logic circuits. The 
output signal is coupled to the IO White Reference Ampli- 
tude circuit. 


Color Bar Setup & Line Blanking 


U298, a Set-Reset Flip-Flop comprises the Color Bar 
Setup & Line Blanking circuit. The set signal originates in 
the Color Bar Luminance Counter & Logic circuit and the 
reset signal is a line rate pulse from the Line Counter circuit. 


10 Chrominance Logic 


U263, U273, U293B and U295 perform the IO 
Chrominance Logic functions. This circuit consists of 
several AND gates which combine timing signals from the 
Color Bar Chroma and Luminance Counter & Logic circuits 
to develop the | and О chrominance gates. 


IQ Chrominance Amplitude 


The IQ Chrominance Amplitude circuit consists of 
Q251, 0252, 0261, 0262, O281, 0282, O291 and O292. 
The | and О drive gates from the IO Chrominance Logic cir- 
cuit are combined in this circuit to develop the | and Q + 
(R-Y), —(R-Y) and +(B-Y) signals. These signals are coupled 
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to the B-Y and R-Y Filters and thence to the appropriate 
modulators. 


Color Bar and Setup Voltage Supplies 


0203, 0213, 0223 and 0233 serve as outputs for the 
voltages developed across the divider consisting of R201, 
R202, R213, R214 and R215. The output voltages are 
changed in accordance with the settings of the front-panel 
COLOR BAR AMPL and SETUP switches. The output volt- 
ages are coupled to the Color Bar Luminance Amplitude, 
Color Bar Chrominance Amplitude and IO White Reference 


Amplitude stages. 
STAIRCASE <> 


Staircase Timing Logic 


The Staircase Timing Logic circuit consists of U507, 
U508, U509, U517, U518, U519, U537, U538, U539, 
U547 and U548. This circuit is a series of 2-input gates and 
Set-Reset Flip-Flops which generate gating pulses of various 
widths. 


The output signals are coupled to the APL Chroma, 
Staircase Chroma Amplitude and Staircase Luminance 
Amplitude circuits. (See Fig. 3-15 for output waveforms to 
Staircase Luminance Amplitude stages.) 


Staircase Luminance Amplitude 


0514, 0516, 0523, 0524, 0525, 0526, 0533, 0534, 
0535 and 0536 comprise the Staircase Luminance Ampli- 
tude stages. 


Input signals to the Staircase Luminance Amplitude 
stages are shown in Fig. 3-15. Each waveform drives the 
base of a switching pair stage. 


The switching pair stages are identical in configuration, 
so the circuit for Step 1 of the staircase (0514 and 0516) 
will be described as an example. 


The negative gate pulse arriving at the base of Q516 
turns 0516 off, diverting the current through 0514. R562 
in the common emitter circuit sets the magnitude of the 
current through 0514, thus setting the amplitude of the 
step. 


At a later instant (approximately 6.5 Us later), а 
negative gate pulse arrives at the base of 0525, diverting 
current through Q523. This current is added to the current 
from 0514, combining in the common collector circuit. 
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Q525 Base 
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Step 4 


Q536 Base 
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Fig. 3-15. Driving signals into Staircase Luminance Amplitude stages and resulting staircase current waveform at common collector output. 
Lower waveform shows time-relation of Staircase Chroma Amplitude gating signal. 
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Fig. 3-15 illustrates the additive result of combining the 
individual step currents. 


CR514, CR523, CR524, CR533 and CR534 couple the 
negative step currents through R542 to the +3.6 V supply 
except when the staircase field drive is present at pin con- 
nector AG. When the STEPS switch is in the down position, 
the step currents are coupled through these diodes at all 
times. 


APL Amplitude 


The APL Amplitude circuit consists of 0543, 0545 and 
the front-panel switch, APL (IRE LEVEL). 


A negative line blanking signal is coupled to the base of 
0545. The APL field drive, a negative gate, is coupled to 
the anode of CR545, preventing current flow through the 
diode during the gate. When the negative gate is not pre- 
sent, current flow from R545 is through the diode. 


The line blanking signal diverts the current which 
normally flows through 0545 to 0543. Magnitude of the 
current is determined by the setting of S24 (APL), which 
selects the emitter series resistance. 


The resulting current from О543 is coupled through 
R535 to pin connector AL, combining with the staircase 
step currents. 


Staircase Chroma Amplitude 


0532 and 0542 comprise the Staircase Chroma Ampli- 
tude circuit. This circuit is very similar to the APL Ampli- 
tude circuit previously described. 


A negative gate from the Staircase Timing Logic circuit 
is coupled to the base of 0542, diverting the current from 
R551 and R561 through O532. 


When the 0? SUBCARRIER switch is in the "off" 
position (down), the common emitter current flows 
through CR542 and R542 to the +3.6 V supply. When the 
switch is in the "on" position (up), the staircase field drive 
signal at pin connector AK reverse-biases CR542, permit- 
ting the current to be diverted through Q532 during the 


gate. 


The magnitude of the current is set by R561. The out- 
put current flows through R541 to pin connector AJ and 
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thence to the B-Y Filter and Modulator. See Fig. 3-15 for 
relation of staircase chrominance and steps. 


APL Chroma 


The APL Chroma circuit consists of Q501, O502, O503, 
0511, 0512, 0513, 0522 and O531. 


This circuit is similar to Staircase Chroma Amplitude 
and APL Amplitude previously described. 


In the OFF position of the 90? SUBCARRIER switch, 
current from R501 flows through CR511 and R512 to the 
43.6 V supply and current from R502 and R504 flows 
through CR513 and CR522 and through R522 to the +3.6 


V supply. 


When the 90? SUBCARRIER switch is set to UNMOD, 
presence of the APL Field Drive signal at pin connector AE 
reverse biases CR511 for the duration of the negative gate. 
This permits current flow through 0511, providing a low- 
level offset chrominance during the APL lines. 


When the 90? SUBCARRIER switch is set to MOD, pre- 
sence of the APL Field Drive signal (negative gate) at pin 
connector AF reverse biases CR513 and CR522, permitting 
current flow through 0531 and O522. Signals from the 
Staircase Timing Logic circuit divert current from Q503 
and 0513 to O531, while other Staircase Timing Logic 
signals divert current from 0502 and 0512 to 0522. 
Simultaneously, the negative gate at pin connector AF 
reverse biases CR521, changing the voltage division across 
the divider consisting of R512, CR510 and R521. This 
results in CR511 being reverse biased, permitting current 
flow through 0511. 


Fig. 3-16 shows the time relation between the input 
gates, the output waveform of APL Chroma and the video 
output waveform. 


Comp Sync Amplitude 


0544 and 0546 comprise the Comp Sync Amplitude cir- 
cuit. This circuit is a current switch pair, similar to APL 
Amplitude, etc. 


The composite sync signal at pin connector T is negative- 
going and diverts the current from O546 to 0544. R567 
sets the magnitude of the signal current. The adjusted signal 
is coupled through R544 to pin connector AM. When this 
signal is turned off, the current flows through Q546 con- 
tinuously, diverting all current away from Q544. This 
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Fig. 3-16. Input and output waveforms for the APL Chroma circuit shown in relation to VIDEO OUT. 
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maintains the output blanking level at O V instead of 
shifting it to sync tip voltage. 


COLOR BAR DRIVE 


Color Bar Chroma Amplitude 


The Color Bar Chroma Amplitude circuit consists of 
0400, O402, 0403, O406, 0407, 0408, O420, 0422, 
0423, 0426, 0427 and 0428. In this circuit, the amplit- 
udes of the red, green and blue components of the + (R-Y) 
and + (B-Y) signals are adjusted to industry standards. 


The circuit consists of 6 similar stages. Each of the three 


colors has an individual switching stage for the B-Y com- 


ponent and a stage for the R-Y component. 


Since the stages are all similar, the blue amplitude-setting 
stage for the +(B-Y) signal will be described as an example. 


The blue chrominance drive signal from the Color Bar 
Chroma Counter and Logic circuit is coupled to pin con- 
nector S and thence to the base of O428. The signal is 
negative in polarity, driving O428 into cutoff during each 
pulse. The current that had been flowing from R418 and 
R419 through 0428 is now diverted to flow through 0408 
and R409. R419 is adjustable, permitting calibration of the 
+(B-Y) signal magnitude. The signal is coupled through 
R409 (a parasitic suppressor) to pin connector AB and 
thence to the B-Y Filter. 


When the front-panel COLOR BAR AMPL switch is set 
to 75%, 10% SETUP, the Color Bar Voltage Supply is at 
—9.7 V. The emitter circuit of 0428 and 0408 is therefore 
returned through R418 and R419 to —9.7 V, which sets the 
current through this divider to correspond to 75% ampli- 
tude. The 0.6 V supply temperature compensates the Vbe 
of O408. 


When the COLOR BAR AMPL switch is set to 100%, 
1096 SETUP the Color Bar Supply Voltage becomes —12.9 
V, thus increasing the current through R418 and R419 to 
correspond to 100% amplitude. 


R428 and C427 introduce a signal delay to permit time- 
coincidence adjustment of the +(В-\) signal to the —(B-Y) 
signal. 


During the vertical blanking interval, the drive to pin 
connector M is an open circuit, allowing CR406 to be for- 
ward biased and thus diverting the blue channel current 
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through CR406 and R427. During the active video portion 
of the field, the Color Bar Field Drive signal at pin con- 
nector M (a transistor saturated to ground) reverse biases 
CR406, permitting the blue chrominance amplitude signal 
to flow through O408. 


From pin connector S, the blue chroma drive signal is 
also coupled to the base of 0420 and thence through a cir- 
cuit similar to that just described to form the —(R-Y) com- 
ponent of the blue chroma amplitude signal. 


Burst Amplitude 


O404, O424 and CR425 comprise the Burst Amplitude 
circuit. This circuit consists of a switching pair stage which 
is very similar to the Color Bar Chroma Amplitude stage 
previously described. 


The Burst Flag (a negative gate) at pin connector N is 
coupled to the base of O424, thus diverting the current that 
had been flowing through O424 to flow through O404. 
R414 calibrates the burst amplitude via the magnitude of 
the current which flows through O404. The signal current is 
then coupled through R408 (a parasitic suppressor) to pin 
connector АА to form part of the —(B-Y) signal. 


When the front-panel BURST switch is in the "off" 
position (down), the burst signal current is diverted through 
CR425 to the +3.6 V supply. 


MODULATOR <> 


Subcarrier Limiter & Modulator Driver 


O114 through O118 comprise the Subcarrier Limiter 
and Modulator Driver circuit. This circuit serves to assure 
that the modulator is always driven with the same ampli- 
tude of subcarrier signal, whether the subcarrier is supplied 
from an internal or external source. Also, the circuit cor- 
rects for any lack of symmetry in the input waveform to 
assure that the modulator is driven with a balanced input 
waveform. 


The input stage, O114 with diodes CR104 and CR105, 
limits the peak-to-peak amplitude at the collector of O114 
to approximately 1.1 volts. CR104 limits the positive 
excursions and CR105 limits the negative excursions. 


The subcarrier signal, now roughly square wave in shape, 
is coupled through C105 to the base of O115. 0115 and 
O116 convert the signal into a push-pull signal by common- 
emitter coupling. C115/R106 and C116/R116 integrate the 
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input square wave, changing the wave-shape to triangular. 
The triangular-shaped signal is AC coupled through C117 
and C118, resulting in a drive signal which is symmetrical in 
duty cycle. In other words, the duration of the positive and 
negative excursions (from О volts) is equal. 


The amplitude of the triangular signal at the bases of 
0117 and 0118 is sufficient to drive each side to cutoff 
and saturation, causing a square wave signal across the input 
windings of T127. The square wave frequency is at the sub- 
carrier rate. 


0—180° Phase Shifter 


The 0—180? Phase Shifter circuit includes 0102, 0111, 
0112, 0113, 0122, and Q123. This circuit provides selec- 
tion of the phase of the R-Y component. 


U102 is connected as a JK Flip-Flop and is triggered by 
the trailing edge of the inverted Bar Preset signal (via О113) 
at the line rate. 


When the R-Y PHASE switch is set to 90° (normal), 
+3.6 V is applied to pin 1 of U102, allowing the flip-flop to 
be triggered into only the pin 7 high-pin 5 low state. When 
the switch is set to 270°, the flip-flop is allowed to be trig- 
gered only to the opposite state, with pin 7 low and pin 5 
high. The ALT position of the R-Y PHASE switch allows 
U102 to be triggered into opposite states (alternately) at 
the line rate. 


Q111 and O112 serve as push-pull drivers for O122 and 
0123, which, in turn, drive the primary of Т144. For any 
given line, one side (for example 0122) will be in saturation 
while the other side (0123) is cut off. No collector supply 
as such is required for О122 and Q123 since sufficient base 
drive is available for the transistors to function in reverse. 
That is, the collector acts as an emitter and vice versa. 


(R-Y) (B-Y) Quad Phase 


The subcarrier signal is coupled from T127 through the 
(R-Y) (B-Y) Quad Phase, C127, L126 and C125 and 
through C124 to the center tap on T144. In passing 
through the (R-Y) (B-Y) Quad Phase circuit, the subcarrier 
signal is shifted 90? in phase. 


During a line where O122 is in saturation (270? phase), 
the subcarrier signal current flows through half of T144 
primary and Q122. When Q123 is in saturation (90? phase), 
the subcarrier signal current flows through the other half of 
T144 in the opposite direction and through O123. There- 
fore, when the R-Y PHASE switch is set to ALT, the sub- 
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carrier signal appearing across the secondary of T144 is 
shifted 180? in phase each line. 


x (B-Y) and +(R-Y) Filters 


L183, C182 and C193 comprise the +(R-Y) Filter. The 
—(R-Y) Filter consists of L163, C162 and C173. 


The characteristics of the two filters must be made 
identical since the composite (R-Y) signal is formed after 
the filters in differential stage, O153A & B. Separate 
handling of the + and — (R-Y) components is required in 
order to achieve the excellent carrier balance stability of 
the Type 140. 


Bandwidth of each filter is approximately 1.5 MHz, pre- 
venting the R-Y components from exceeding the 3.58 MHz 
modulated frequency. The +(B-Y) Filter, L187 and the 
—(B-Y) Filter, L167 are identical in operation to the R-Y 
filters. 


When the front-panel controls are set to provide a full 
field color bar signal for composite video, the +blue signal 
component is coupled to pin connector O to become the 
+(B-Y) component. The —red, green and burst components 
at pin connector P form the —(B-Y) component. At pin 
connector B the —blue and green signals form the —(R-Y) 
component and the +геа signal at pin connector H forms 
the +(R-Y) component. 


When a modulated staircase or —1, W, О, B signal are 
selected, other modulating signals are coupled in as in- 
dicated to form the R-Y and B-Y components. 


R-Y and B-Y Double Balanced Modulators 


Except for the phase-shifting of the R-Y axis with re- 
spect to the B-Y axis, the two modulators are identical in 
operation. A description of the B-Y Modulator will be given 
as an example. 


The B-Y Modulator circuit consists of Q146, 0156, 
O157A, 01578, 0166, 0176, 0177 апа 0178. 


The modulator stage, 0146, 0156, 0166 апа 0176 is 
connected іп а double-balanced configuration. This type of 
modulator cancels out the modulated carrier and the 
modulating signal, retaining the sidebands. 


The subcarrier signal (3.58 MHz) across the secondary of 
T136 drives the bases of O146, O156, О166 and O176. 
O157A and O157B provide a differential signal current to 
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the emitters of the modulator stage depending on the drive 
conditions. For example, if a +phase signal is required, а 
negative signal current is delivered through the +(B-Y) 
Filter and its terminating grounded base stage (O177) to 
the 1 КО load of R168. This develops a negative voltage at 
the base of 0157А, decreasing its collector current while 
increasing Q157B's collector current, since a near-constant 
current is delivered to the junction of R157 and R167 
through R143. 


Q166 and O176 switch the current from О157А alter- 
nately from one end of T174 to the other at a 3.58 MHz 
rate, thus developing a 3.58 MHz square wave across the 
reflected load of R174. 


0146 and 0156 switch the current from 01578 alter- 
nately from one end of T174 to the other also, but 180? 
out of phase with the current delivered by Q157A. Thus, if 
the currents from O157A and O157B are equal, the current 
square waves т T174 will cancel. If O157B delivers а 
greater current than О157А, the signal developed across 
T174 will be proportional to the current difference and 
positive in polarity; that is, O? in phase. 


R148 and C157 balance the plus and minus B-Y driver 
stages to minimize any residual subcarrier component. 
These are adjusted for minimum chrominance output when 
R-Y and B-Y are turned off (see Performance Check/Cal- 
ibration section). 


Bandpass Filter 


The modulated output appears across T174 and is 
coupled through the Bandpass Filter, L176 and L 184, via a 
short length of 50 Q coaxial cable which also serves as a low 
pass filter to the Chroma Output Amplifier. 


The Bandpass Filter has an arithmetically symmetrical 
response with a center frequency of 3.58 MHz. Bandpass of 
the filter is approximately 1.5 MHz. 


This bandwidth in conjunction with the 1.5 MHz R-Y 
and B-Y filters provides a chrominance bandwidth of 
approximately +1 MHz. 


VIDEO OUT 


The Video Out diagram contains several circuits which 
will be individually described. These circuits include the 
Color Bar Luminance Amplitude, |, О White Reference 
Amplitude, Wide Band Filter, Narrow Band Filter, Lumi- 
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nance Output Amplifier, Chrominance Enable and Chromi- 
nance Output Amplifier. 


Color Bar Luminance Amplitude 


The Color Bar Luminance Amplitude circuit includes 
0434, 0436, 0441, 0443, 0445, 0450 through O456, 
0463 and 0465. 


The red, blue and green amplitude-setting stages, white 
reference and setup level stages are all similar in operation, 
so a description of the green amplitude-setting stage will 
serve as an example. 


The green luminance signal (negative polarity) is coupled 
from pin connector AS to the base of 0463, turning 0463 
off and diverting the current through O465. Amplitude of 
the current is determined by the setting of R454. C465 
compensates for unequal delays in the rise and fall of the 
signal. 


When the front-panel Y switch is set to the off position 
(down), the signal current is shunted to the +3.6 V supply 
through CR462, R452 and R462. With the Y switch set to 
‘on’ (up), the color bar field drive signal (delayed by R452 
and C452 to match the chroma delay) appearing at pin con- 
nector AT reverse biases CR462, permitting the normal 
signal current to flow through O465. During the vertical 
blanking interval, (except during a color bar VITS signal) 
CR462 is forward biased, diverting the signal current to the 
+3.6 V supply. 


The additional current for the 10096 supplied by R443 
and R455, is diverted through 0455 to become signal сиг- 
rent only when the following 5 conditions are satisfied: (1) 
O453 must be off (2) O451 must be off (3) O452 must be 
off (4) the inhibit drive (only in SPLIT-FIELD) must not 
be present and (5) the white drive via the WHITE REF, 
7596 AMPL and Y switches must be present. R443 adjusts 
the current to the proper white reference amplitude. Cur- 
rents from the red, blue and green amplitude stages, white 
reference amplitude and setup amplitude stages are coupled 
together through R456 to the emitter of O446. 


When the front-panel AMPL and SETUP switches are set 
to 75% and 10% respectively, the color bar voltage (CB V) in 
the emitter circuits of the red, blue, green and white refer- 
ence amplitude stages is set to —9.7 V. With the AMPL and 
SETUP switches set to 10096 and 10% respectively, the 
color bar voltage is changed to —12.9 V, increasing the 
emitter currents to correspond to 100% amplitude. 


When the front-panel SETUP switch is set to 1096, — 12.3 
V from the Setup Voltage Supply is coupled from pin con- 
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nector AJ to the base of 0441, setting the current to cor- 
respond to a 1096 setup level. With the SETUP switch set to 
7.596 or 096, the voltage at pin corrector AJ becomes —12.7 
V or —13.8 V respectively, causing the setup current to cor- 
respond to 7.5% or 0%. O450 turns off at 0 setup allowing 
the current through R431 and СВ441 to reverse bias 0441, 
which insures no current flow. 


The composite sync signal is coupled from pin connector 
H to the emitter of O446, and along with the color bar 
luminance amplitude signals, is coupled through the Wide 
Band Filter. 


1, О White Reference Amplitude 


0431, 0433 and 0435 comprise the |, О White Refer- 
ence Amplitude circuit. This circuit is very similar to the 
Color Bar Luminance Amplitude stages previously de- 
scribed except for the variable voltage supplied by O431 at 
the negative end of the current-setting resistors R444 and 
R434. The I, O white line drive signal at pin connector AG 
biases O433 at cutoff during the white bar portion of the 
—|, М, О, B signal, diverting the current through 0435. 
R434 in the common-emitter circuit sets the magnitude of 
the current, providing a calibration adjustment. 


O431 couples the setup supply voltage to the emitter 
circuit, which maintains the proper 100% reference current 
at all set-up levels. 


The 1, О White Reference signal is coupled through 
0435 and R436 to the emitter of 0447. When the VIDEO 
switch is set to MOD STAIRCASE, the staircase luminance 
signal is coupled from pin connector J to the emitter of 
0447. 


Wide Band Filter 


The color bar luminance levels and composite sync signal 
are coupled through 0446 to the Wide Band Filter, L456 
and L466. The output impedance of 0446 is high, serving 
as a constant-current signal source to drive the filter. R457 
is the termination for the filter. The filter has a risetime of 
115 ns and is sin2 shaped. 


Response of the wide band filter has been selected to 
provide color bar luminance steps extending to the allow- 
able system bandwidth. 


Narrow Band Filter 


The |, О white reference level and staircase luminance 
signals are coupled through 0447 to the Narrow Band 
Filter, L458 and L468. The filter has a risetime of 260 ns 
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and is sin2 shaped. The function of the filter is to minimize 
step harmonics which may fall in the chrominance band. 


Luminance Output Amplifier 


The Luminance Output Amplifier, consisting of 0476, 
0477, 0478 and 0487, is an operational amplifier circuit. 
Characteristically, the input impedance is very low and the 
signal voltage at the emitter of 0478 will be only a few 
millivolts in amplitude. 


R¢ for the amplifier consists of R467 and R499. Adjust- 
ment of R499 sets the gain of the stage, providing a cali- 
brated luminance amplitude at the output connector. 


R478 provides adjustment of the DC input current thus 
determining the output DC level. 


0476 sets the emitter voltage of O477 and acts as a tem- 
perature compensation. CR479 in the base circuit of 0478 
is also a temperature compensation. 


The amplified luminance signal is coupled through R488 
and R497 to the rear- and front-panel COMP VIDEO con- 
nectors. 


K495 connects the output signals from the luminance 
and chrominance output amplifiers to the output con- 
nectors when the instrument is energized. When the instru- 
ment is turned off, contacts on K495 remove the con- 
nections between the output amplifiers and the output con- 
nectors and then connect the output connectors through 
R487 and R496 to ground. This assures that any cables 
connected to the output connectors are terminated in 75 
ohms whether the instrument is turned on or off. 


Chrominance Enable 


The Chrominance Enable circuit includes 0471, 0481 
and O491. When a subcarrier signal is present at the sub- 
carrier output amplifier, the signal is detected by CR1156 
(on the Subcarrier Osc. & Output Amplifier diagram), re- 
sulting in a negative voltage at pin connector AW and the 
base of 0471. This negative voltage forward biases 0471 in- 
to saturation. With 0471 in saturation, the divider con- 
sisting of R461, R471 and R491 reverse biases 0481. 0491 
is then reverse biased through R490, so no subcarrier signal 
current can flow through C491 and Q491 to ground. C491 
is a 3 volt capacitor which supplies leakage current to 
maintain the collector-base junction of O491 in a reverse 
bias condition. 


When there is no subcarrier signal present at the sub- 
carrier output amplifier, the voltage at pin connector AW is 
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near zero and O471 is cut off. 0481 becomes forward 
biased, which causes 0491 to go into saturation. With 0491 
in saturation, any signal (noise) at pin connector BE is 
shunted to ground through C491 and 0491. 


Chrominance Output Amplifier 


The Chrominance Output Amplifier is an operational 
amplifier consisting of 0473, 0474, 0475 and 0484. This 
circuit is very similar to the Luminance Output Amplifier 
previously described. 


The chrominance signal at pin connector BE is coupled 
to the emitter of 0473 through R481, which serves as Rj 
for the amplifier. В+ consists of R473 and R482. Adjust- 
ment of R482 sets the gain of the stage to provide a cali- 
brated chrominance amplitude at the output connectors. 


Luminance and chrominance signals are combined into a 
composite signal at the output connectors. The parallel 
combinations R488/R494 and R495/R497 each provide an 
output impedance of 75 Q at each respective output con- 
nector. 


Separate output amplifiers for luminance and chromi- 
nance are used in order to minimize distortions such as 
differential phase and differential gain. № a common output 
amplifier were used, changes in the luminance signal could 
cause changes in the instantaneous operating level of the 
amplifier stages, introducing differential distortion to the 
chrominance signal. 


OUTPUT AMPLIFIERS < 


The Output Amps board contains the output amplifiers 
for the COMP BLANKING, COMP SYNC, FIELD DRIVE, 
LINE DRIVE and BURST FLAG signals available at front 
and rear panel connectors. 


These five amplifiers are nearly identical in operation, 
making it possible to use one which is working properly as a 
reference when trouble-shooting another which is defective. 


A description of the Comp Blanking Output Amp 
follows. This description may be used to gain an under- 
standing of the operation of the other four amplifiers. 


Comp Blanking Output Amp 


The Comp Blanking Output Amp includes O980, Q982, 
0990, 0992, 0994, 0996 and 0998. 
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The composite blanking signal from the Comp Blanking 
Logic circuit is coupled to pin connector AE, and through 
R982 (a VHF oscillation suppressor) to the base of 0982. 
At pin connector AE, the composite blanking signal is 
positive in polarity with an excursion from approximately 0 
V то +2 V. 


0980 and 0982 operate as a switch pair. The positive 
signal at the base of Q982 drives Q982 into cutoff, diver- 
ting the current flowing in R981 through 0980. 


The relatively high output impedance of O980 serves as 
a constant current source to drive the filter, L984 and 
L985. The filter limits the risetime of the composite 
blanking signal to prevent ringing in transmission cables. 


0990, 0992, 0994, 0996 and O998 form an opera- 
tional amplifier. R990 is the feedback resistance. The input 
current is determined by R981. 0996 and 0998 are par- 
allel-connected to supply the negative-going drive to the 
two COMP BLANKING outputs. Q994, an NPN, provides 
current for reverse terminating any negative pulses which 
may appear at the output terminal due to unterminated 
coaxial cables. 


R992, R993, R994, C992 and C994 automatically set 
the current т 0994 and 0996 at approximately 2 mA, 
while allowing the amplifier to deliver a positive pulse cur- 
rent of approximately 50 mA. 


0964 is common to all five output amplifiers, supplying 
temperature-compensated base bias Тог 0900, 0920, 0940, 
0960 апа 0980. 


CROSSHATCH and DOT GENERATOR <> 


The Crosshatch and Dot generator circuit develops the 
CONVERGENCE PATTERN output signal. The diagram 
shows 3 basically separated circuits, the horizontal and field 
generators and the output amplifier. 


Horizontal Timing Generator 


The Horizontal Generator includes 0751, 0752, 0761, 
0762, 0776, 0783, 0784, 0786, 0793, 0794, 0796, 
0775, U785A, апа 07858. 


During horizontal unblanking time, 0761 is biased off 
and its collector is at a positive level determined by the 
temperature compensated constant current from 0751 
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through the HORIZONTAL POSITION control. C761 is 
charged to this level. 


Upon arrival of the positive-going line blanking signal at 
its base, O761 saturates, reverse biasing O762 with the pre- 
set voltage on C761. O752 is a constant-current source 
which discharges C761 at a linear rate. O762 turns on when 
the voltage on C761 reaches its Vbe. Therefore, the 
HORIZONTAL POSITION control setting determines how 
long O762 is cut off after the arrival of the line blanking 
signal. CR762 prevents 0762 from reaching saturation 
during conduction, so that turn-off is rapid. 


With Q762 biased off. its collector goes positive, forward 
biasing Q793. 0793 and R793 present а low impedance 
shunt across the oscillator tank (L791 and C792), which 
prevents oscillation, while setting the proper current 
through L791 for an instant start of oscillation. 


When the positive gate at the collector of Q762 ends, 
0793 becomes reverse-biased, eliminating the oscillator 
tank shunt loading. Oscillation commences, with sustaining 
feedback coupled through O794 to the base of O783. 
CR781 limits the magnitude of the negative excursions at 
the output of the oscillator tank. CR791 serves as a tem- 
perature compensation for the circuit. 


The duration of the positive gate from O762's collector 
is always less than the period of line blanking, so that the 
oscillation commences before the end of line blanking. 
When oscillation starts, vertical crosshatch lines or dots are 
generated. Since the HORIZ POSITION control setting de- 
termines when the oscillation starts with relation to line 
blanking, this will also determine the horizontal position of 
the crosshatch lines or dots during the active part of the 
television line. 


0784 and 0794 are connected as a switch, with the 
emitter currents flowing through R794. R764 and C783 
form а decoupling network for the +10 V supply. During 
the negative half-cycle of oscillation, current is increased 
through O794 shutting off 0784. During the positive half- 
cycle of oscillation, Q784 is conducting while 0794 is off. 
At the collector of O784, the signal is basically a square 
wave in shape, with the negative-going excursions serving as 
a trigger signal for U775. 


U775 is connected as a preset triggered counter stage. 
The counter is preset by the positive gate at the collector of 
0762. This gate is coupled through R772 to pin 6 of U775. 
The counter divides the input trigger rate by two. That is, 
the output signal at pin 5 or pin 7 is at one-half the input 
trigger rate at pin 2. The pin 5 output signal is coupled to 
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U785A to develop the horizontal timing component of the 
dot pattern. The negative gate at pin 5 is also coupled back 
through R754 to the base of O784, lengthening the time 
during which pin 5 is held low. The output signals at pins 5 
and 7 are non-symmetrical, with the negative gate at pin 5 
longer in duration than the negative gate at pin 7. This 
difference is necessary to achieve proper interlace of dots 
and crosshatch signals when operating the BOTH position 
of the DISPLAY switch. 


C764 and R774 (base of O784) provide a time-constant 
which prevents the leading edge of the positive gate from 
pin 5 of U775 from initiating a double trigger. 


With the DISPLAY switch set to BOTH, the negative 
gate at pin 5 of U775 is inverted by U785A. The resulting 
positive gate is differentiated by C785 and R765, giving a 
narrow positive spike at the base of O786. This spike re- 
verse-biases O786 for 350 ns, providing a negative pulse at 
the collector and TP766. 


The negative gate at pin 7 of U775 is inverted by 
U785B, resulting in a positive gate at the base of Q796. The 
positive gate thus appearing at the emitter of Q796 is differ- 
entiated by C795 and R775. The 250 ns positive pulse is 
coupled through O776, a grounded base stage to TP776. 


Refer to Fig. 3-17 for time-related waveforms in the 
Horizontal Generator. 


When the DISPLAY switch is set to CROSSHATCH, 
*3.6 V is coupled to pin 1 of U785A, preventing generation 
of the dot pattern. In the DOT position of the DISPLAY 
switch, +3.6 V is coupled through CR784 to pin 5 of 
U785B, preventing generation of the vertical crosshatch 
component. +3.6 V is also coupled through CR794 to pin 3 
of U732, preventing generation of the horizontal crosshatch 
component. 


The CROSSHATCH switch disables the horizontal cross- 
hatch generator when set to VERT by coupling *3.6 V to 
pin 3 of U732. In the HORIZ position, +3.6 V is coupled to 
pin 5 of U785B, disabling the vertical crosshatch generator. 


Field Timing Generator 


The Field Timing Generator includes Q704, 0705, 
0714, 0715, U711, U712, U721 through U725, U731, 
U734, U741, U742, U743A, and U744. 


The circuit is basically a counter which counts down 
from the line blanking signal at a ratio of 35:1. The counter 
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Fig. 3-17. Time-related sequential waveforms in the Vertical Generator of the Crosshatch and Dot Generator. Time scale of bottom 3 


waveforms is 2 times the rate of the others. 


is preset by a positive gate which is initiated by the vertical 
blanking signal. Width of the preset gate is determined by 
the setting of the VERT POSITION control. 


The vertical blanking signal at pin connector Y is a 
positive gate to the base of O714. The VERT POSITION 
circuit is very much like the HORIZ POSITION circuit pre- 
viously described under Horizontal Generator Timing. A 
negative sawtooth appears at the base of O715, with the 
sawtooth determined by the setting of the VERT POSI- 
TION control. O715 is cut off during the sawtooth, re- 
sulting in a positive gate at the collector. R707 and C716 
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are a speed-up circuit which lowers the emitter impedance 
of O705 for a short time when the leading edge of the saw- 
tooth appears at the collector. This permits the collector to 
fall rapidly. 


The positive gate from O715 is coupled directly to pin 6 
of U721 and U724 and through U725 to pin 6 of U722, 
U723, U731, and U734 to serve as a preset signal. The 
counter is locked in the preset condition for the duration of 
this preset gate. U722, U723, U731, and U734 are also pre- 
set each time pin 5 of U724 goes high, causing a count- 
down of 35:1. 


0711 is a divide-by-2 counter, triggered from the trailing 
edge of the vertical blanking signal to allow the 35 state 
counter to be preset only every other field. This insures 
proper interlacing of the convergence pattern (see Fig. 
3-18). 


To shift the display one line when the VERT POSITION 
control is rotated, it is necessary that the preset pulse to the 
32 state counter occur in the opposite field. U712B deter- 
mines the field to which the preset pulse occurs. This is 
accomplished as follows: the preset pulse appearing at the 
output of O715 is differentiated by R711 and C712. The 
differentiated pulse is applied to pin 3 of U712B. The gate 
is open only if the 15,734 Hz signal to pin 5 is negative at 
the same instant the negative spike appears at pin 3. If the 
gate opens, a preset to U711 causes this flip-flop to change 
states. When the flip-flop changes states, one count is added 
and a field change occurs. CR703 and C702 insure that the 
gate of U712B is open less than 50% of the time for the 
15,734 Hz signal. This gives the system a hysteresis, thereby 
making the flip-flop favor its present state. The action of 
U712B can best be described as a vernier vertical position 
control. 


To produce crosshatch a pattern display with lines and 
dots centered with respect to each other, to minimize 
flicker, and to maintain standards, 15 horizontal rows of 
lines and dots must be generated (35:525). U721, U722, 
U723, 0724, U731, U734, and U741A are the stages of the 
35 state counter, used for generating timing signals neces- 
sary to insure the above-listed conditions. The counter is 
triggered by the trailing edge of the line blanking signal at 
pin 2 of U731. Refer to Fig. 3-19 for the time-related wave- 
forms of the counter. 


U732, U733, U735B, U741B, U742, U743B, and U744 
are the logic stages required to combine the timing signals 
from the 35 state counter to produce the proper interlace 
of the convergence signals. Line logic is obtained from 
U742 and U744, while U735B and U733 are the dot logic 
stages. Referring to Fig. 3-18 and Fig. 3-19, it can be seen 
that three field lines are required to produce one dot and 
that two field lines are needed for one line. Only after one 
complete frame will the complete dots and lines be formed. 
Dot and line interlacing logic information is also given in 
Fig. 3-19 by a series of dashed lines from the input signals 
to the output signals. U735A, U743A, and U745 comprise 
the field line and dot pulse combination logic circuitry. 
Timing gates from the various integrated circuits of the 
Field Timing Generator and the line and dot pulse infor- 
mation form the Horizontal Timing Generator circuits are 
combined to produce the crosshatch drive to the output. 


Output Amplifier 


The Output Amplifier includes Q728, O737, O738, 
0739, 0787, 0788, 0789, O797, O798, and 0799. 0787, 
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0788, 0789, 0797, 0798, and 0799 perform the current- 
switching necessary to combine the composite blanking, 
composite sync, and the convergence pattern information 
to form the complete convergence pattern signal. This con- 
vergence pattern current then drives the filter, L768 and 
L769. 


The filter has a sine-squared response with a risetime of 
115 ns, which prevents ringing in transmission cables con- 
nected to the output connectors. The filter is terminated by 
R759 at the emitter of 0739. 


0728, 0737, 0738, and 0739 form an operational 
amplifier. Characteristically, the input impedance is very 
low and the signal voltage at the emitter of O739 will be 
only a few millivolts. В+ for the amplifier consists of R729 
and R739. Adjustment of R729 sets the gain of the stage, 
providing a calibrated amplitude at the output. 


O737 sets the emitter voltage of O738 and acts as tem- 
perature compensation. CR749 in the base circuit of O739 
is also temperature compensation. 


The amplified convergence signal is coupled through 
R718 and R719 for use at the front- and rear-panel CON- 
VERGENCE PATTERN connectors. 


LOW VOLTAGE POWER SUPPLY 


The Low Voltage Power Supply circuit provides the 
operating power for the Type R140 from three regulated 
supplies, —15 volts, +3.6 volts and +10 volts, and a +10 volt 
unregulated supply. Electronic regulation is used to provide 
stable, low ripple output voltages. All the regulated supplies 
are current limited to prevent instrument damage in the 
event that a supply is inadvertently shorted to ground. The 
primary circuit of the transformer employs voltage and 
range selector plugs to permit selection of the line voltage 
operating range. 


Power Input 


Power is applied to the primary winding of transformer 
T1 ма RF1 Filter FL4, the POWER switch S4, 115 volt line 
fuse F2, Voltage Selector plug S3 and the Range Selector 
plug S2. The Voltage Selector plug S3 connects the split 
primaries of T1 in parallel for 115 volt range of operation, 
or in series for 230 volt range. A second line fuse, F3, is 
connected into the circuit when the Voltage Selector plug is 
placed in the 230 volt position to provide the correct pro- 
tection for 230 volt operation. The current rating of F3 is 
approximately one half of F2. 
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Fig. 3-18. Partial view of convergence interlacing pattern in relation to 35 state counter. 
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Fig. 3-19. Time-related sequential waveforms in the Field Timing Generator and Logic outputs. 
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Range Selector plug S2 allows the instrument to regulate 
properly on higher or lower than normal line voltages. Each 
half of the primary has taps above and below the 115 volt 
(230 V) point. As the Range Selector plug is moved from 
LO to M and then to HI, more turns are added to the 
primary winding. Therefore, whether the primary voltage 
has increased or decreased, the secondary voltage can be 
maintained at a nearly constant level (Es = Ep X Ns/Np). 


The RF1 Filter FL4 serves to prevent external RF inter- 
ference from appearing across T1 and also prevents signals 
generated within the Type R140 from being introduced 
onto the AC line. 


—15 Volt Supply 


The —15 volt supply provides the reference voltage for 
the +3.6 volt and +10 volt supplies (see Fig. 3-20). The 
reference for the —15 volt supply is a 9.1 volt zener 
VR870. 


The output from the secondary winding (terminals X 
and Y) of T1 is rectified by a full-wave rectifier consisting 
of CR861 and CR862. The rectified voltage is filtered by 
C61 and applied through a —15 Volt Series Regulator stage 
085 before being supplied to the load. Series Regulator 
O85 and its Driver E.F. (Emitter Follower) O880 are con- 
trolled by a Voltage Comparator consisting of 0875 and 
Q876 with associated components. 


The base of O875 in the Voltage Comparator stage is 
referenced by a 9.1-volt temperature-compensated zener 
diode, VR870. The voltage on the base of 0876 is deter- 
mined by a divider network consisting of R885, —15 Volts 
control R886 and resistor R887. Variable resistor R886 
adjusts the base voltage of 0876 so the output voltage of 
this supply is —15 volts within a tolerance of 3%. The 
collector potential of O875 is applied to Driver circuit 
0880; this circuit controls 085, connected as a series 
regulator. 


Assume that the —15 volt supply tends to go in the 
positive direction (toward —14 volts). This positive-going 
voltage change is applied to the base of O876, increasing 
the current through O876. The increased current through 
Q876 decreases the conduction of O875 and causes the 
voltage change at the collector of 0875 to be positive- 
going. This positive-going voltage change is applied to the 
base of 0880, causing the current through О880 to in- 
crease. The increased current through 0880 causes а 
positive-going voltage change to occur at its emitter, and 
this change is applied to the base of O85. Transistor 085 
increases its conduction. This increased conduction through 
085 effectively decreases its internal resistance and voltage 
drop, thus increasing the available voltage to the —15 volt 
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supply to offset the original tendency for the supply to go 
toward —14 volts. Filter capacitor C885 suppresses sudden 
load changes that fall outside the bandwidth of the re- 
gulator circuit. 


Network R880 and C880 suppresses any tendency for 
the Voltage Comparator stage to oscillate. C871 filters out 
any noise generated by VR870. 


Q860 with associated components is an overload pro- 
tection circuit. This transistor is normally cut off. However, 
if the —15 volt supply load current is excessive, current 
through R861 forward biases O860. The collector current 
from 0860 flows through R816 (in the +10 volt supply) 
and causes the base of 0830 to go in the negative direction. 
The emitter of 0830 follows the base, pulling the base of 
Q35 down and shutting down the +10 volt supply. 


The negative-going voltage change at the emitter of 
0830 also appears across R831 and is coupled through 
R875 and C875 to the base of 0880. The emitter of 0880 
follows this change, pulling down the base of Q85 which 
shuts down the —15 volt supply. 


Notice, from this description, that an overload on the 
—15 volt supply causes both the +10 volt and —15 volt 
supplies to shut down. 


*3.6 Volt Supply 


Full wave rectification for the +3.6 volt supply is pro- 
vided by CR841 and CR842. The rectified voltage is fil- 
tered by C42 and applied to the +3.6 Volt Series Regulator 
stage Q55 before being applied to the load. 


The error sensing divider resistors for the +3.6 volt 
supply are R855, +3.6 VOLTS control R856, and resistor 
R857. The —15 volt supply is used as the reference for the 
divider. Thus, if both the —15 volt and +3.6 volt supplies 
are operating properly, there should be a constant 18.6 volt 
difference between these two supplies. 


Q845 and O846 form a comparator circuit with the base 
of 0845 referenced at ground. When the +3.6 volt and —15 
volt supplies are at the proper voltages, the base of 0846 is 
also at O volts. If either supply voltage changes, the com- 
parator (O845 and 0846) is unbalanced, resulting in an 
error signal at the base of O850. 


Since Q850 is an emitter follower, the polarity of the 
error signal is the same at the emitter of O850 and the base 
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Fig. 3-20. Block diagram of the low-voltage regulated power supplies. 
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of O55. The error signal, applied to the base of Q55, is used 
to control the emitter-to-collector drop across Q55. In this 
way the output voltage is maintained at its rated value. 


For example, if the +3.6 volt supply attempts to rise, the 
difference voltage across the error sensing divider resistors 
tends to increase and a fraction of this increase is applied as 
a positive-going error signal to the base of 0846. At the 
collector of Q846, the error signal is negative-going and this 
signal is applied to the base of 0850. The signal is also 
negative-going at the emitter of 0850, and this signal is 
applied to the base of O55. The negative-going signal 
decreases the current through O55 and thus increases the 
voltage drop across O55 to offset the original tendency for 
the output voltage to increase. 


Variable resistor R856 is the *3.6 VOLTS control to set 
the output of the supply at +3.6 volts within a tolerance of 
3%. Q845 provides temperature compensation for 0846 
and clamps the emitter of 0846 at about —0.6 volt. 0840 
provides overload protection for the 3.6 volt supply. 0840 
is normally in cutoff. If the load current for the supply 
becomes excessive, 0840 becomes forward biased and а 
negative-going signal occurs at its collector. This negative- 
going signal increases the internal resistance of O55 to limit 
the current available at the output of the +3.6 volt supply. 


Network R850 and C850 prevents the “3.6 volt re- 
gulator circuit from oscillating. Operating voltage for the 
POWER light DS42 is obtained from the connections across 
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one half of T1 secondary winding at pins C and E on the 
Power Supply circuit board. 


+10 Volt Supply 


The +10 Volt Supply is similar to the +3.6 Volt Supply. 
Rectified voltage for the +10 volt supply is provided by the 
full-wave bridge rectifier consisting of CR811, CR812, 
CR813 and CR814. The rectified voltage is filtered by C11 
and applied to Series Regulator Q35. 


The error sensing divider resistors are R835, +10 VOLTS 
control R836 and resistor R837. The Error Amplifier stage 
consists of Q825 and 0826 connected as a comparator. The 
base of O825 is at ground, and, with the +10 volt and the 
—15 volt supplies at the proper voltages, the base of Q826 
will be at O volts. 


Any change in the +10 volt output will appear at the 
base of Q826 and will thus be coupled to the base of O830 
as an error signal. This error signal will be coupled to the 
base of 0835, opposing any tendency for the supply volt- 
age to change. 


Q815 serves as a constant current source for 0826. 
Q810 provides overload protection for the +10 volt supply. 
If the +10 volt supply load current is excessive, current 
through R811 forward biases O810, which shuts down the 
*10 volt and the —15 volt supplies in the same manner as 
described for O860 in the —15 volt supply. 
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SECTION 4 
MAINTENANCE 


Change information, if any, affecting this section will be found at the rear of the manual. 


Introduction 


This section of the manual contains information for use 
in preventive maintenance, troubleshooting and corrective 
maintenance of the Type R140. 


PREVENTIVE MAINTENANCE 


General 


Preventive maintenance consists of cleaning, visual in- 
spection and lubrication. Preventive maintenance per- 
formed on a regular basis may prevent instrument break- 
down and will improve the reliability of this instrument. 
The severity of the environment to which the Type R140 is 
subjected determines the frequency of maintenance. 


Cleaning 


General. The Type R140 should be cleaned as often as 
operating conditions require. Accumulation of dirt in the 
instrument can cause overheating and component break- 
down. Dirt on components acts as an insulating blanket 
that prevents efficient heat dissipation. It also provides an 
electrical conduction path. 


CAUTION 


Avoid the use of chemical cleaning agents which 
might damage the plastics used in this instrument. 
Avoid chemicals which contain benzene, toluene 
xylene, acetone or similar solvents. 


, 


Exterior. Loose dirt accumulated оп the outside of the 
Type R140 can be removed with a soft cloth or small paint 
brush. The paint brush is particularly useful for dislodging 
dirt on and around the front-panel controls. Dirt which 
remains can be removed with a soft cloth dampened in a 
solution of water and mild detergent. Abrasive cleaners 
should not be used. 


Interior. Dust in the interior of the instrument should 
be removed occassionally due to its electrical conductivity 
under high-humidity conditions. The best way to clean the 
interior is to blow off the accumulated dust with dry, low- 


velocity air. Remove any dirt which remains with a soft 
paint brush or a cloth dampened with a mild detergent and 
water solution. A cotton-tipped applicator is useful for 
cleaning in narrow spaces. 


Lubrication 


The reliability of switches and other moving parts can be 
maintained if they are kept properly lubricated. Use a 
cleaning-type lubricant (e.g. Tektronix Part No. 
006-0172-00) for the switch contacts. This lubricant does 
not affect the electrical characteristics of the switch. To 
lubricate the switch detent, use a heavier lubricant (e.g., 
Tektronix Part No. 006-0219-00). Do not over-lubricate. 


Visual Inspection 


The Type R140 should be inspected occasionally for 
such defects as broken connections, loose or disconnected 
pin connectors, improperly seated solid-state devices, 
damaged circuit boards and heat-damaged components. 


The corrective procedure for most defects is obvious; 
however, particular care must be taken if heat-damaged 
components are found. Overheating usually indicates other 
trouble in the instrument; therefore, it is important that the 
cause of overheating be corrected to prevent recurrence of 
the damage. 


Transistor and Integrated Circuit Checks 


Periodic checks of the transistors and integrated circuits 
(ICs) used in the Type R140 are not recommended. The 
best indication of performance is the actual operation of 
the component in the circuit. Performance of the circuit is 
thoroughly checked during recalibration; substandard tran- 
sistors and integrated circuits will usually be detected at 
that time. 


Recalibration 


To insure correct and accurate instrument operation, the 
instrument calibration should be checked each 1000 hours 
of operation or at least every 6 months. Performance Check 
and Calibration procedures are given in Section 5. 
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The calibration procedure can be helpful in isolating 
major troubles in the instrument. In some case, minor 
troubles not apparent during normal operation may be re- 
vealed and corrected during calibration. 


CORRECTIVE MAINTENANCE 


General 


Corrective maintenance consists of component replace- 
ment and instrument repair. Special techniques or proce- 
dures required to replace components in this instrument are 
described here. 


Obtaining Replacement Parts 


Standard Parts. All electrical and mechanical replace- 
ment parts for the Type R140 can be obtained through 
your local Tektronix Field Office or representative. How- 
ever, many of the standard electronic components can be 
obtained locally in less time than is required to order them 
from Tektronix, Inc. Before purchasing or ordering replace- 
ment parts, consult the Parts List for value, tolerance and 
rating. 


NOTE 


When selecting replacement parts, it is important to 
remember that the physical size and shape of a com- 
ponent may affect its performance at high frequen- 
cies. All replacement parts should be direct replace- 
ments unless it is known that a different component 
will not adversely affect instrument performance. 


Special Parts. In addition to the standard electronic 
components, some special parts are manufactured or selec- 
ted by Tektronix, Inc. to meet specific performance re- 
quirements or are manufactured specifically for Tektronix, 
Inc. These special parts are indicated in the Parts List by an 
asterisk preceding the part number. Most of the mechanical 
parts used in this instrument have been manufactured by 
Tektronix, Inc. Order all special parts directly from your 
Tektronix Field Office or representative. 


Ordering Parts. When ordering replacement parts from 
Tektronix, include the following information: 

1. Instrument type. 

2. Instrument serial number. 


3. A description of the part (if electrical, include circuit 
number). 


4. Tektronix Part Number. 
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Soldering Techniques 


WARNING 


Disconnect the instrument from the power source be- 
fore soldering. 


Circuit boards. Use ordinary 60/40 solder and a 15 to 
30 watt pencil type soldering iron on the circuit boards. A 
higher wattage soldering iron may separate the etched wir- 
ing from the base material. 


The tip should be made of copper and have a chisel or 
beveled shape, with a 1/8-inch width. The tip of the iron 
should be clean and properly tinned for best heat transfer 
to the solder joint. 


The following technique should be used to replace a 
component on a circuit board: 


1. Grip the component lead with long-nose pliers. 
Touch the soldering iron to the lead at the solder connec- 
tion. Do not lay the iron directly on the board. 


2. When the solder begins to melt, pull the lead out 
gently. This should leave a clean hole in the board. If not, 
the hole can be cleaned by reheating the solder and placing 
a sharp object such as a toothpick into the hole to clean it 
out. A vacuum-type de-soldering tool can also be used for 
this purpose. If the removal is not accomplished in the first 
few seconds of heat application, go to another connection 
or wait a few minutes before reheating the connection. This 
is to avoid transferring too much heat to the circuit board 
base material. 


3. Bend the leads of the new component to fit the holes 
in the board. If the component is replaced while the board 
is mounted in the instrument, cut the leads so they will just 
protrude through the board. Insert the leads into the holes 
in the board so the component is firmly seated against the 
board (or as positioned originally). If it does not seat prop- 
erly, heat the solder and gently press the component into 
place. 


4. Touch the iron to the connection and apply a small 
amount of solder to make a firm solder joint; do not apply 
too much solder. To protect heat-sensitive components, 
hold the lead between the component body and the solder 
joint with a pair of long-nose pliers (see Fig. 4-1) or other 
heat sink. 


5. Clean the area around the solder connection with a 
flux-remover solvent. Be careful not to remove information 
printed on the board. 


Fig. 4-1. Use of а heat sink to protect components during soldering. 


Metal Terminals. When soldering to metal terminals 
(e.g., switch terminals, potentiometers, etc.) ordinary 60/40 
solder can be used. Use a soldering iron with a 40- to 75- 
watt rating and 3/16-inch wide wedge-shaped tip. 


Observe the following precautions when soldering to 
metal terminals: 


1. Apply only enough heat to make the solder flow 
freely. 


2. Apply only enough solder to form a solid connection. 
Excess solder may impair the function of the part. 


3. If a wire extends beyond the solder joint, clip off the 
excess. 


4. Clean the flux from the solder joint with a flux- 
remover solvent. 


Component Replacement 


WARNING 


Disconnect the instrument from the power source 
before replacing components. 


Interconnecting Wires. All interconnecting wires on the 
Type R140 circuit boards use pin connectors. Most of these 
pin connectors are held in place with special type holders; 
see Fig. 4-2A. Should removal of an interconnecting wire(s) 
become necessary, the following procedure outlines the re- 
moval and replacement. 


ол 
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CAUTION 


Do not attempt to remove a single interconnecting 
wire from the holder until the complete assembly has 
been removed from the circuit board. 


REMOVAL: 


1. Grasp the connector at each end and pull straight 
away from the circuit board. 


2. Using a small screwdriver, apply a small amount of 
pressure between the back of the metal pin connector and 
the holder. This will allow the pin connector to unsnap 
from the holder. (See Fig. 4-2B.) 


3. Grasp the top of the pin connector and remove from 
the holder. 


REPLACEMENT: 


NOTE 


Before replacing wires, check the wire color codes for 
the particular circuit boards. These are given in Fig. 
4-7 through Fig. 4-17. 


1. Insert the pin connector (wide side towards the back 
as shown in Fig. 4-2C) into the holder. 


2. Apply pressure to the upper portion of the pin con- 
nector until it snaps into the holder. 


3. Align the small triangle on the holder body with the 
triangle on the circuit board (see Fig. 4-2D) and mate the 
pin connectors. 


4. Press the holder firmly down against the circuit 
board. 


Circuit Boards. If the circuit board is damaged beyond 
repair, replacement can be made of the entire assembly 
including all soldered-on components, or of the board 
alone. Part numbers are given in the Mechanical Parts List 
for either the completely wired or the unwired board. The 
following procedure outlines the removal and replacement 
of the boards. 
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(A) Front view of plastic holders (including pin connectors). 


(C) Replacing individual pin connectors onto the plastic 
holder. 


(D) Align triangle on plastic holder with triangle on circuit 
board. 


Fig. 4-2. Removal and replacement of interconnecting wires and plastic holders. 


REMOVAL: 
1. Remove all interconnecting wires from the circuit 


boards. 


2. Remove board hold-down screws (Output Amplifier, 
Power Supply, Convergence Pattern, and Subcarrier Output 
only) and/or unsnap one edge of the board from the plastic 
mounting clips. 


3. Remove the circuit board. 
REPLACEMENT: 
1. Replace the hold-down screws and/or insert one edge 


of the circuit board so that the board notches fit into the 
plastic mounting clips. 


2. Snap the circuit board into place. 


3. Reconnect all interconnecting wires to the circuit 
board. 


44 


Transistor and Integrated Circuit Replacement. Tran- 
sistors and integrated circuits, (ICs) should not be replaced 
unless they are actually defective. Replacement or exchange 
of components may affect the calibration of the instru- 
ment. If a transistor or integrated circuit is removed during 
routine maintenance, return it to its original socket. 


Any replacement component should be of the original 
type or a direct replacement. Bend the leads to fit the 
socket and cut the leads to the same length as on the com- 
ponent being replaced. Use Fig. 4-3 as a reference for inser- 
tion. 


The chassis-mounted power supply transistors and their 
mounting bolts are insulated from the chassis. In addition, 
silicone grease is used to increase heat transfer capabilities. 
Re-install the insulators and replace the silicone grease 
when replacing these transistors. The grease should be 
applied to both sides of the mica insulators, and should be 
applied to the bottom side of the transistor where it comes 
in contact with the insulator. 


WARNING 


1. Silicone grease should be handled with care and 
should be kept away from the eyes. Wash hands thor- 
oughly after contact with the grease. 


INTEGRATED CIRCUITS 
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FIELD EFFECT TRANSISTORS POWER TRANSISTORS 


Collector 


OTHER TRANSISTORS 


Epoxy Cased 


Metal Cased 


Fig. 4-3. Electrode configuration for socket mounted Integrated Circuits and Transistors. 
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2. Voltages are present on the exterior surface of the 
chassis-mounted power supply transistors if the 
power 15 applied to the instrument and the POWER 
switch is on. 


After any component is replaced, check the operation 
and calibration of the associated circuits. 


Indicator Lamp Replacement. The oven lamp can be re- 
moved from the front panel. To remove the lamp, unscrew 
the lens; use fingernails to grip the lamp, and pull outward. 
To replace the lamp, insert it and rotate it while applying 
light pressure. After the pins align with the socket, push the 
lamp fully into place. Replace the lens. 


To remove the Power On indicator lamp, first remove 
the top cover from the instrument. Then, reach behind the 
front panel and unplug the lamp from its holder. To replace 
the lamp, reverse the procedure. 


Fuse Replacement. Both line fuses are contained in 
plastic holders in the cover for the Line Voltage Selector 
Assembly at the rear of the instrument. To remove the 
fuses, disconnect the line cord from the power source and 
remove the cover of the assembly. Push on the end of the 
fuse to be removed and slide it out of the holder. Replace 
the fuse in a similar manner, being sure the cover fits snugly 
against the rear panel of the instrument. 


Use only the correct value replacement fuse. A smaller 
value will tend to blow out; a larger value will not provide 
adequate protection for the instrument. Only the upper 
fuse within the assembly (3/4 A) is used for 115-volt oper- 
ation. However, for 230-volt operation both the upper and 
lower fuse (1/2 A) must be installed. 


Switches. If a switch is defective, replace the entire 
assembly. Replacement switches can be ordered by refer- 
ring to the Parts List for the applicable part numbers. 


When replacing a switch, tag the leads and switch termin- 
als with corresponding identification tags as the leads are 
disconnected. Then, use the old switch as a guide for install- 
ing the new one. An alternative method is to draw a sketch 
of the switch layout and record the wire color at each 
terminal. When soldering to a new wafer type switch, be 
careful that the solder does not flow beyond the rivets on 
the switch terminals. Spring tension of the switch contact 
can be destroyed by excessive solder. 


Power Transformer Replacement. The power trans- 
former in this instrument is warranted for the life of the 
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instrument. If the power transformer becomes defective, 
contact your local Tektronix Field Office or representative 
for a warranty replacement (see the Warranty note in the 
front of the manual). Be sure to replace only with a direct 
replacement Tektronix transformer. 


When removing the transformer, tag the leads with the 
corresponding terminal numbers to aid in connecting the 
new transformer. After the transformer is replaced, check 
the performance of the complete instrument using the Per- 
formance Check procedure. 


TROUBLESHOOTING 


Introduction 


The following information is provided to facilitate 
troubleshooting of the Type R140. Information contained 
in other sections of this manual should be used along with 
the following information to aid in locating the defective 
component. An understanding of the circuit operation is 
very helpful in locating troubles. See the Circuit Descrip- 
tion section for complete information. 


Troubleshooting Aids 


Diagrams. Circuit diagrams are provided on foldout 
pages in Section 8. The component number and electrical 
value of each component in this instrument are shown in 
the diagram. Each main circuit is assigned a diagram num- 
ber. Table 4-1 lists the main circuits in the Type R140 and 
their assigned diagram numbers. Important voltages and 
waveforms are also shown on the diagrams. The portions of 


the circuit mounted on circuit boards are enclosed with a 
blue-line. Also included are the circuit board interconnec- 


ting wire and switching diagrams. 


TABLE 4-1 
Diagram Circuit 
1 Modulator 
2 Bar Timing 
3 Field Timing 
4(a) Color Bar Drive 
4(b) Video Out 
5 Staircase 
6(a) Line Timing 
6(b) Subcarrier & Sync Source Switching 
7 Crosshatch & Dot Generator 
8 Power Suppl 
9 Output Amplifiers 


Subcarrier Oscillator & Output 


Switch Wafer Identification. The VITS Line selector 
switch shown on the Field Timing diagram is coded to indi- 
cate the position of the wafer in the complete switch assem- 
bly. The numbered portion of the code refers to the wafer 
number counting from the front, or mounting end of the 
switch, toward the rear. The letters ‘F’ and 'R' indicate 
whether the front or rear of the wafer performs the parti- 
cular switching function. For example, a wafer designated 
3R on the diagram indicates that the rear of the third wafer 
is used for this particular switching function. 


Circuit Boards. Fig. 4-6 shows the location of each cir- 
cuit board within the instrument. Figs. 4-7 through 4-17 
show a full view of each circuit board. Each electrical com- 
ponent on the boards is identified by its circuit number, 
and all wire color codes are shown. These pictures, used 
along with the diagrams, aid in locating the components on 
the circuit boards. 


Wire Color Code. All insulated wires in the Type R140 
are color coded to facilitate circuit tracing. Table 4-2 sum- 
marizes the coding system used by Tektronix, Inc. for 
chassis wiring in all its instruments at this time. 


TABLE 4-2 


Color Code Significance 


Black Chassis ground 
White on Black Floating ground 
Yellow on Green Safety ground 


Brown Filament and heaters 
Gray! AC line 

White! Signal 

Red В+ 

Violet? В- 


1 Color stripes are used on these wires as an aid to circuit tracing. 


2 Color stripe on wire indicates position of supply with respect to 0 
volts (e.g., a brown stripe on a red wire would be the second voltage 
in the positive direction). If a second stripe is used (white only), this 
indicates a non-regulated supply. 


Table 4-3 is provided to list the wire color code for the 
regulated non-decoupled DC power supply voltages used in 
the Type R140. 

TABLE 4-3 
Type R 140 Power Supply Wire Color Code 


Color Code 


Black on Violet 


Black on Red 
Brown on Red 
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Resistor Color Code. In addition to the brown compo- 
sition resistors, metal film resistors (identifiable by their 
gray or light blue color) are used in the Type R140. The 
resistance value of composition and metal film resistors is 
color-coded on the components with the standard EIA 
color code. The color code is read starting with the stripe 
nearest the end of the resistor. Composition resistors have 
four stripes consisting of two significant figures, a multi- 
plier and a tolerance value. Metal-film resistors have five 
stripes which consist of three significant figures, a multi- 
plier and a tolerance value. Metal-film resistors have five 
stripes which consist of three significant figures, a multi- 
plier and a tolerance value (see Fig. 4-4). 


Capacitor Markings. The capacitance value of a common 
disc capacitor or small electrolylic is marked in microfarads 
on the side of the component body. The white ceramic 
capacitors used in the Type R140 are color-coded in pico- 
farads using a modified EIA code (see Fig. 4-4). 


Diode Color Code. The cathode end of each glass- 
enclosed diode is indicated by a stripe, a series of stripes, or 
a dot. For metal-enclosed diodes, the anode and cathode 
are marked on the case. When the diode is a JEDEC regis- 
tered device, a series of stripes indicates the diode type 
number using the EIA color-code system. On diodes manu- 
factured especially for Tektronix, a four-band color code 
system is used, the first band of which is either blue or 
pink. On the latter type of diodes, the last three bands 
identify the diode within a class of part numbers (e.g., a 
diode color-coded blue (or pink) brown-gray-green prob- 
ably indicates Tektronix Part Number 152-0185-00). When 
in doubt, consult the Parts List. 


Transistor and IC Lead Configuration. Fig. 4-3 shows 
the lead configuration for socket mounted transistors, FETs 
and ICs used in the Type R140. 


Troubleshooting Equipment 


The following equipment is useful for troubleshooting 
the Type R140: 


1. Transistor Tester 


Description: Tektronix Type 576 Transistor-Curve 
Tracer or equivalent. 


Purpose: To test the semiconductors used in this instru- 
ment. 


2. Multimeter 


Description: VOM, 20,000 ohms/volt DC. 0 to 30-volt 
range DC, 0 to 150-volt range AC; accuracy within 0.396 to 
measure power supply output voltages, within 396 for other 
circuit voltage readings; ohmmeter 0 to 50 megohms. Test 
prods must be insulated to prevent accidental shorts. 
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Composition Resistors: 


Metal-Film Resistors: 


Ceramic Capacitors: 


© (2) апа (3) —19, 2nd and 3rd significant figures; 
(м) —multiplier; Ө, —tolerance; 


(© —temperature coefficient. NOTE: (т) 
manufacturer and capacitor type. 


Resistor and Capacitor Color Code 


Signifi- Multiplier Tolerance 
cant Resis- |Capaci-|  Resis- Capaci- 
Color Figures | tors tors tors tors 
Silver --- 10-2 --- +10% --- 
Gold --- 107* --- +5% --- 
Black 0 1 1 --- +20% or 
| 2 pF* 
Brown 1 10 10 +1% =1% ‘or 
0.1 pF* 
Red | 2 10? 10: | =2% +2% 
Orange 3 103 103 39%, +3% 
Yellow 4 10* 10* =4% +100% 
j E 
Green 5 10° 105 +0:5% =5% ог 
| O5pF* 
Blue 6 109 10° --- --- 
Violet 7 --- — waa | == 
Стау 8 --- 10-2 --- +80% 
--20% 
or 0.25 pF* 
White 9 --- 107 --- +10% or 
1 pF* 
(попе) --- --- --- +20% +10% or 
1 pF* 


*For capacitance of 10 pF or less. 


and/or (9 color code for capacitors depends upon 
May not be present in some cases. 


Fig. 4-4. Standard EIA color coding for resistors and capacitors. 


NOTE 


This instrument may be checked with a VTVM having 
а 10 megohm input impedance and a О to 30-volt 
range DC, 0 to 150-volt range AC. To measure power 
supply voltages, the meter needs accuracy within 
0.3%. Accuracy within 3% is adequate for other cir- 
cuit voltage readings. The ohmmeter needs a range of 
0 to 50 megohms. 


Purpose: To check voltages and for general trouble- 
shooting in this instrument.. 


3. Test Oscilloscope 

Description: DC to 10 MHz frequency response (signal 
tracing). 10 millivolts to 10 volts/division deflection factor 
using a 10X probe. 


Purpose: To check waveforms in this instrument. 


Troubleshooting Techniques 


This troubleshooting procedure is arranged in an order 
which checks the simple possibilities before proceeding 
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with extensive troubleshooting. The first few checks assure 
proper connection, operation and calibration. If the trouble 
is not located by these checks, the remaining steps aid in 
locating the defective component. When the defective com- 
ponent is located, it should be replaced following the re- 
placement procedure given under Corrective Maintenance. 


1. Check Control Settings. Incorrect control settings 
can indicate trouble that does not exist. If there is any 
question about the correct function or operation of any 
control, see the Operating Instructions. 


2. Check Associated Equipment. Before proceeding 
with troubleshooting of the Type R140, check that the 
equipment used with the instrument is operating correctly. 
Check that the signal is properly connected and that the 
interconnecting cables are not defective. Also, check the 
power source. 


3. Visual Check. Visually check the portion of the in- 
strument in which the trouble is located. Many troubles can 
be located by visual indications, such as unsoldered connec- 
tions, loose pin connectors, broken wires, damaged circuit 
boards, damaged components,etc. 


4. Check Instrument Calibration. Check the calibration 
of this instrument, or the affected circuit if the trouble 
exists in one circuit. The apparent trouble may only be a 
result of misadjustment and may be corrected by cali- 
bration. Complete calibration instructions are given in the 
Performance Check/Calibration section. 


5. Isolate Trouble to a Circuit. To isolate trouble to a 
circuit, note the trouble symptoms. The symptoms often 
identify the circuit in which the trouble is located. For 
example, if one luminance step in the composite video stair- 
case signal is absent, this indicates that the Staircase Lumin- 
ance Amplifier circuit is probably at fault. When trouble 
symptoms appear in more than one circuit, check affected 
circuits by taking voltage and waveform readings. 


Incorrect operation of all circuits often indicates trouble 
in the power supply. Check first for correct voltage of the 
individual supplies. A defective component elsewhere in the 
circuit can also appear as a power-supply trouble, and affect 
the operation of other circuits. Table 4-4 lists the tolerance 
of the power supplies in this instrument when measured at 
the test points given in the table. Fig. 4-5 shows the loca- 
tions of these test points. If a power supply voltage is with- 
in the listed tolerance, the supply can be assumed to be 
working correctly. If outside the tolerance, the supply may 
be misadjusted or operating incorrectly. Use the procedure 
given in the Calibration section to adjust the power sup- 
plies. 


Table 4-4 also lists the approximate power supply resist- 
ances when measured between each of the power supply 
test points and ground. Two resistance measurements are 
given: (1) With the + (positive polarity) lead of the МОМ 
connected to the power supply test point, and (2) with the 
— (negative polarity) lead connected to the same power 
supply test point. Since these measurements are not abso- 
lute and may vary considerably between instruments and 
because of the type of ohmmeter used, space is provided in 
the table for filling in the information that pertains to a 
particular instrument and ohmmeter. 
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Fig. 4-5. Power Supply board test point locations. 


Figs. 3-1 through 3-3 in the Circuit Description section 
can be used as a guide for isolating a trouble. These illustra- 
tions are functional block diagrams that show how the vari- 
ous signal components are combined to form the composite 
video signal. By using the front-panel controls and checking 
the signals at the BNC connectors, it is possible to deter- 
mine the blocks or circuits that are functioning properly 
and those that are not. 


When a trouble is isolated to the smallest possible area, 
proceed with steps 6 through 8 in this troubleshooting pro- 
cedure to locate the defective component(s). 


TABLE 4-4 


Power Supply Voltages and Approximate Resistances 


Type of Meter: Triplett 


Type of Meter 
Model 


Tolerance : 
Кын "emen TERME | 630-NA : 
Instrument Lr R140 : 
ELLEN Ohms i 
Used 


Instrument Type 


Serial No 
Resistance Ohms 
Measurement Range 
Used 


| 3% | NUM 21022 — 
+3% NUM 1902 Х100 


АР [+ [жо [40а | хі” 
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6. Check Circuit Board Interconnections. After the 
trouble has been isolated to a particular area or circuit, 
check the pin connectors on the circuit board for correct 
connection. Figs. 4-7 through 4-17 show the correct con- 
nections for each board. 


The pin connectors used in this instrument also provide 
a convenient means of circuit isolation. For example, a 
short in a power supply can be isolated to the power supply 
itself by disconnecting the power distribution pin connec- 
tors for the voltage at the Power supply board when making 
resistance to ground checks. 


7. Check Voltage and Waveforms. Often the defective 
component can be located by checking for the correct volt- 
age or waveform in the circuit. Typical voltages and wave- 
forms are given on the diagrams. 


NOTE 


Voltages and waveforms given on the diagrams are 
not absolute and may vary slightly between instru- 
ments. To obtain operating conditions similar to 
those used to take these readings, see the inside por- 
tion of the Modulator diagram pull-out pages. 


CAUTION 


Due to the component density on the circuit boards, 
care should be taken with meter leads and probe tips. 
Accidental shorts can cause abnormal voltages or 
transients which may destroy many components. 


WARNING 


“Ground lugs” are not always at ground potential. 
Check the schematic before using such connections as 
a ground for the voltmeter test prod or oscilloscope 
probe. Some transistors cases may be elevated. 


8. Check Individual Components. The following pro- 
cedures describe methods of checking individual compo- 
nents in the Type R140. Components which are soldered in 
place are best checked by first disconnecting one end. This 
isolates the measurement from the effects of surrounding 
circuitry. 


A. TRANSISTORS (excluding FETs). The best check of 
transistor operation is actual performance under operating 
conditions. If a transistor is suspected of being defective, it 
can best be checked by substituting a new transistor or one 
which has been checked previously. However, be sure that 
circuit conditions are not such that a replacement transistor 
might also be damaged. If substitute transistors are not 
available, use a dynamic tester (such as Tektronix Type 
576). Static-type testers are not recommended since they 
do not check operation under simulated operating condi- 
tions. 
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B. FET and IC Replacement. FETs and ICs should not 
be replaced unless they are actually defective. The best 
method for checking these devices is by direct substitution. 
Be sure the voltage conditions of the circuit are not such 
that the replacement component might also be damaged. 


C. DIODES. A diode can be checked for an open or 
shorted condition by measuring the resistance between ter- 
minals. With an ohmmeter scale having an internal source of 
between 800 millivolts and 3 volts, the resistance should be 
very high in one direction and very low when the leads are 
reversed. 


CAUTION 


Do not use an ohmmeter scale that has a high internal 
current. High current may damage the diodes. 


D. RESISTORS. Check the resistors with an ohmmeter. 
Check the Electrical Parts List for the tolerances of the 
resistors used in this instrument. Resistors normally do not 
need to be replaced unless the measured value varies widely 
from the specified value. 


E. INDUCTORS. Check for open inductors by check- 
ing continuity with an ohmmeter. Shorted or partially 
shorted inductors can usually be found by checking the 
waveform response when high-frequency signals are passed 
through the circuit. Partial shorting often reduces high- 
frequency response (roll-off). 


F. CAPACITORS. A leaky or shorted capacitor can 
best be detected by checking resistance with an ohmmeter 
on the highest scale. Do not exceed the voltage rating of the 
capacitor. The resistance reading should be high after initial 
charge of the capacitor. An open coupling capacitor can 
best be detected with a capacitance meter or by checking 
whether the capacitor passes the AC signals. 


G. Power Input Connector and RFI Filter. This item is 
replaceable as a unit and repair should not be attempted. If 
it is necessary to replace this unit, be sure to observe 
polarity to assure protection for the instrument. The nar- 
row blade (terminal 4) should show continuity to terminal 
3 which connects to fuse F2. The filter contains an internal 
non-replaceable fuse between terminals 4 and 3. Use care 
when soldering to terminals 1 and 3, as excess solder could 
cause a short to the filter case. 


9. Repair and Readjust the Circuit. If any defective 
parts are located, follow the replacement procedure given in 
this section. Be sure to check the performance of any cir- 
cuit that has been repaired or that has had any electrical 
components replaced. 
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Fig. 4-6. Location of circuit boards in the Type R 140. 
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Fig. 4-8. Bar Timing board; component identification and wire color code. 
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Fig. 4-9. Field Timing board; component identification and wire color code. 
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Fig. 4-10. Color Bar and Video Out board; component identification and wire color code. 
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Fig. 4-11. Staircase board; component identification and wire color code. 
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Fig. 4-12. Line Timing board; component identification and wire color code. 
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Fig. 4-13. Crosshatch and Dot Generator board; component identification and wire color code. 
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Fig. 4-14. Power Supply board; component identification and wire color code. 
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Fig. 4-15. Output Amplifier board; component identification and wire color code. 
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Fig. 4-16. Subcarrier Output board; component identification and wire color code. 
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Fig. 4-17. Oscillator board; component identification. 
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SECTION 5 
PERFORMANCE CHECK/CALIBRATION 


Change information, if any, affecting this section will be found at the rear of the manual. 


Introduction 


This procedure checks and/or calibrates the instrument 
to the performance requirements listed in the Specification 
section. Limits, tolerances, and waveforms in this procedure 
are given as calibration guides and are not instrument speci- 
fications, unless given in the Specification section. The in- 
strument should not require frequent calibration, but an 
occasional adjustment will be necessary when transistors, 
integrated circuits, and other components are changed. 
Also, a periodic recalibration is desirable from the stand- 
point of preventive maintenance. The calibration of the 
instrument should be checked after every 1000 hours of 
operation or each six months if the instrument is used inter- 
mittently. 


TEST EQUIPMENT REQUIRED 


General 


All of the following test equipment, or its equivalent, is 
required for complete calibration of the Type R140. Test 
equipment used is illustrated in the setup pictures for re- 
lated steps in the procedure. 


Specifications given are the minimum necessary for 
accurate calibration. All test equipment is assumed to be 
correctly calibrated and operating within the given specifi- 
cations. If equipment is substituted, it must meet or exceed 
the specifications of the recommended equipment. 


For ease and accuracy in calibration, special calibration 
fixtures are used where necessary. All calibration fixtures 
listed are available from Tektronix, Inc. Order by part num- 
ber through your local Tektronix Field Office or represent- 
ative. 


Equipment List 


1. Precision DC Voltmeter. Accuracy, within +0.1%: 
range, 3 to 15 volts. For example, Fluke Model 825A. 


2. Test Oscilloscope. Bandwidth, DC to at least 30 
MHz; minimum deflection factor, 1 mV/division; DC offset 
voltage, 0 to 1 volt; two input channels providing choice of 
independent channel operation or differential operation; 


Фї 


sweep magnification, X100. A Tektronix Type 547 oscillo- 
scope with a Type 1A5 Plug-In unit was used for the Per- 
formance Check/Calibration procedure. 


3. Variable Autotransformer. Must be capable of sup- 
plying at least 200 volt-amperes over a voltage range of 90 
to 136 volts (180 to 272 volts for 230-volt nominal line). If 
autotransformer does not have an AC Voltmeter to indicate 
output voltage, monitor output with an AC Voltmeter 
(RMS) with a range of at least 136 (or 272) volts. For 
example, General Radio W10MT3W Metered Variac Auto- 
transformer. 


4. Vectorscope. Measuring functions, differential gain 
and differential phase; accuracy, 0.5% and 0.1? respec- 
tively. Tektronix Type 520 or R520 Vectorscope recom- 
mended. 


5. Constant Amplitude Signal Generator. Frequency, 
to 5 MHz; output amplitude, adjustable from about 0.5 volt 
to 2 volts; amplitude regulation, within 396. Tektronix Type 
191 Constant Amplitude Signal Generator recommended. 


6. Electronic Digital Frequency Counter. Frequency 
measurement, DC to 5 MHz. For example, Hewlett-Packard 
Model 5245L Electronic Counter. 


7. Video Signal Source. Tektronix Type 140 or R140 
recommended. A Type 140 was used for the Performance 
Check/Calibration procedure. 


8. 067-0596-00 Chopped Voltage Reference.’ Tek- 
tronix calibration fixture 067-0596-00 recommended. 


9. 011-0100-01 Voltage Step Up Termination. Tektronix 
Part No. 011-0100-01. 


10. 015-0149-00 Return Loss Bridge. Tektronix calibra- 
tion fixture 015-0149-00 recommended. 


11. Probe. Attenuation, 10X; connector, BNC. Tek- 
tronix Probe, P6008 Part No. 010-0219-00 recommended 
(supplied with the Tektronix Type 547 oscilloscope). 


1 See “Note” following step 7g of procedure. 
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12. Probe. Attenuation, 1X; connector, BNC. Tektronix 
Probe P6028 recommended. Tektronix Part No. 
010-0074-00. 


13. Cable (four). Impedance, 75 ohm; length, 42 inches; 
connectors, BNC. Tektronix Part No. 012-0074-00. 


14. Cable. Impedance, 50 ohm; length, 5 ns; connectors, 
GR. Tektronix Part No. 017-0502-00 (supplied with Tek- 
tronix Type 191). 


15. Termination (three). Impedance, 75 ohm; connec- 
tor, ВМС; type, end-line; accuracy, within 3%. Tektronix 
Part No. 011-0102-00. 


16. Termination. Impedance, 75 ohm; connector, BNC; 
type, feedthrough; accuracy, within 0.296. Tektronix Part 
No. 011-0103-02 (supplied with Type R 140). 


17. Termination (two). Impedance, 75 ohm; connector, 
ВМС; type, feedthrough; accuracy, matched to within 0.2%. 
Tektronix Part No. 011-0103-00 and 011-0103-01 (sup- 
plied with Tektronix 015-0149-00 calibration fixture). 


18. Attenuator. Impedance, 50 ohm to 75 ohm; connec- 
tors, BNC; type, minimum loss going from a 50 ohm system 
to a 75 ohm system. Tektronix Part No. 011-0057-00. 


19. Adapter. Connectors, BNC Male to GR. Tektronix 
Part No. 017-0064-00. 


20. Adapter. Connectors, BNC-T; Tektronix Part No. 
103-0030-00. 


21. Jumper wire (3 inches long) with small insulated 
alligator clips. To be obtained locally. (Required only if 
step 43 is performed). 


22. Adjustment Tools 


Description Tektronix Part No. 


a. Tuning tool: 


Handle; nylon 003-0307-00 
Insert; 0.077-inch diameter, 003-0310-00 
for 5/64-inch inside hex cores. 

b. Rod; 5 inches long, plastic, 003-0301-00 

for 0.100-inch diameter 

powered iron hex cores. 

c. Adjustment tool; 1 1/2-inch shaft, 003-0000-00 


5 inches total length, plastic shaft 
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and handle and metal screwdriver tip. 


d. Screwdriver; 3/32-inch bit width, 
3/32-inch diameter round shank, 5 
inches long with plastic handle. 


003-0192-00 


CALIBRATION RECORD AND INDEX 


This short-form procedure is provided to aid in checking 
the calibration of the Type R140. It may be used as a 
calibration guide by the experienced calibrator, or it may 
be used as a record of calibration. Since the step numbers 
and titles correspond to those in the complete procedure, 
this procedure also serves as an index to the complete cali- 
bration procedure. 


SHORT FORM CALIBRATION PROCEDURE 


1. Adjust Regulated Power Supplies page 5-7 
Requirements: —15 volts............... X396. 
*3.6 volts ............... +3%. 
ТОМОН: secco +3%. 

2. Check Power Supply Regulation and page 5-8 


Ripple 


Requirement: regulation; see complete procedure. 


Requirements: ripple; —15 volts.............. < 50 mV Р-Р. 

*3.6 volts........... < 100 mV Р-Р. 

+10 volts.............-. < 50 mV Р-Р. 

3. Check/Adjust Subcarrier Oscillator page 5-10 
Requirement: 3.579545 MHz, +5 Hz. 

4. Check/Adjust Subcarrier Amplitude page 5-10 


Requirement: 2 volts peak to peak within 0.2 V. 


5. Check External Subcarrier Inputs page 5-11 
Requirement: See complete procedure. 
6. Check Subcarrier Phase Control page 5-12 


Requirement: One complete revolution will cause a 
corresponding revolution of the vectorscope display. 


7. Check/Adjust Luminance Amplifier Gain page 5-13 


Requirement: Blanking level to peak white, 714.3 mV 
within 196. 


8. Check/Adjust Sync Amplitude page 5-14 


Requirement: Blanking level to sync tip, —285.7 mV 
within 196. 


9. Check/Adjust Luminance Amplifier DC 
Balance 


page 5-15 


Requirement: Blanking level must be at 0 volts within 
50 mV. 


10. Check Variable IRE Amplitudes page 5-15 
Requirement: O to 714.3 mV in 10 equal increments 
within 296. 


11. Check/Adjust Bar Width page 5-17 


Requirement: Black bar width must be between 6.3 
and 6.9 us. 


12. Adjust R-Y and B-Y Modulator Filters page 5-19 
Requirement: See complete procedure. 
13. Check/Adjust Carrier Balance page 5-20 


Requirement: Chrominance on blanking level must be 
< 2.5 mV peak to peak. 


14. Check/Adjust R-Y 180° Phase Switcher page 5-21 


Requirement: Dots must overlay within 0.5° as 
measured on the vectorscope. 


15. Check/Adjust Modulator Quadrature 
Phasing 


Requirement: Chrominance bars must overlay within 
10 mV (using the Voltage Step Up Termination). 


page 5-22 


16. Check/Adjust Spurious Subcarrier page 5-22 


Requirement: 3.58 MHz aberration between burst and 
the first color bar must be equal to or less than 32 mV 
peak to peak. 


17. Adjust Modulator Output Filter раде 5-23 
Requirement: See complete procedure. 

18. Check/Adjust Chrominance Amplifier page 5-25 
Requirement: See complete procedure. 

19. Check APL  Subcarrier Modulation page 5-26 

Amplitude 

(x 
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Requirement: Modulated subcarrier must be 30 mV 
peak to peak within 1.5 mV for ~ 13.2 us, 

305 mV peak to peak within 3% for = 13.2 us, 

610 mV peak to peak within 3% for == 13.2 Us, 

and at 30 mV peak to peak within 1.5 mV for = 13.2 
Us. 


20. Check Chrominance Amplitudes page 5-27 
Requirement: See complete procedure. 

21. Adjust Chrominance Amplitudes page 5-30 
Requirement: See complete procedure. 

22. Check/Adjust Burst Amplitude page 5-31 


Requirement: 285.7 mV peak to peak within 3%. 


23. Check/Adjust Setup Level page 5-32 
Requirement: 71.4 mV within 1%. 
24. Check/Adjust Color Bar Luminance page 5-32 
Levels 
Requirement: See complete procedure. 
25. Check/Adjust Full Field White Risetime page 5-33 


and Aberrations 


Requirements: Aberrations.....< 2% of a 5 cm display. 
Risetime ................. 115 ns within 15%. 


26. Check/Adjust Split Field Timing 


Requirements: Falltime of Split Field Blue bar must 
be coincident with the falltime of the —I, W, О, B 
black bar. 


page 5-34 


1, W, О, B white bar must fall at the 
midpoint of the Split Field cyan bar within 196. 


27. Check/Adjust —1, W, О, B White Bar page 5-35 
Amplitude 

Requirement: 714.3 mV within 1%. 
28. Check/Adjust —1, W, О, B White Bar page 5-35 


Aberrations 


Requirement: Aberration on white bar must be < 2% 
of a 5 cm display. 
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29. Check/Adjust -! апа О Amplitudes page 5-35 
Requirements: —1....................... 285.7 mV within 3%. 
[o ПЕРИ 285.7 mV within 396 
=h НИНЕВИЯ must Бе within 1%, 
relative to each other. 
30. Check/Adjust Luminance To  Chro- page 5-36 


minance Delay 


Requirement: 20 ns or less. (See “Note” preceding 
step 30, part a.) 


31. Check Chrominance Risetime page 5-37 


Requirement: 375 ns within 1596. (See “Note” pre- 


ceding step 30, part a.) 


32. Check/Adjust Staircase Level Amplitudes раде 5-39 


Requirements: 142.86 mV within 196 between levels. 
714.3 mV within 196 from blanking 
level to fifth level. 


33. Check Staircase Risetime and Aberra- page 5-41 
tions 
Requirements: Risetime ................. 260 ns within 1596. 


Aberrations ..... <2% of a 5 cm display. 


34. Check/Adjust Staircase Modulation page 5-41 
Requirement: 142.86 mV within 396. 

35. Check Staircase Modulation Duration page 5-42 

and Delay 
Requirements: Duration .................... 40 us within 596. 

Delay. oci ees 16.1 us within 596. 

36. Check/Adjust Line Timing page 5-43 
Requirement: See complete procedure. 

37. Check VITS and Selectable APL page 5-45 
Requirement: See complete procedure. 

38. Check/Adjust Output Amplifiers page 5-47 
Requirement: See Complete procedure. 

39. Check/Adjust Convergence Amplitudes page 5-48 


Requirements: Sync tip to pulse peak1 volt within 596. 


НЕЗ niter 714 mV within 596. 
SYNGE! елены 286 mV within 596. 
DELUD. ..csncsevacncieccsconces 72 mV within 5%. 


40. Check/Adjust Crosshatch Vertical Lines page 5-49 
Requirement: See complete procedure. 
41. Check Crosshatch Horizontal Lines page 5-50 
Requirement: See complete procedure. 
42. Check/Adjust Convergence Risetime page 5-51 
Requirement: 115 ns within 10%. 
43. (Calibration Procedure Only) Check page 5-53 
Instrument Return Loss 
Requirement: Outputs........................... At least 30 dB. 
Inputs 
SUBCARRIER-At least 46 dB at 
3.58 MHz. 


COMP SYNC-At least 46 dB. 


44. Check Jitter page 5-55 
Requirement: < 4 ns. 
45. Check Diff Gain and Diff Phase page 5-55 


Requirement: Diff Gain < 0.596 at 10, 50, and 90 
APL. 


Diff Phase < 0.1? at 10, 50, and 90 APL. 


46. Check Color Bar Vectors page 5-57 


Requirement: See complete procedure. 


PERFORMANCE CHECK/ 
CALIBRATION PROCEDURE 


General 


The following procedure is arranged in a sequence 
designed for checking or calibration with minimum inter- 
action of adjustments and reconnection of equipment. 
However, some adjustments affect the calibration of other 
circuits within the instrument, and it may be necessary to 
check the operation of other parts of the instrument. When 
a step interacts with others, the steps which need to be 
checked are noted in the “INTERACTION” step. 


NOTE 


If adjustments are made on the power supplies, the 
calibration of the entire instrument must be checked. 


Do not preset internal controls unless the instrument has 
been repaired or is known to be seriously out of adjust- 
ment. If repairs have been made, preset internal controls to 
midrange in the affected circuits. 


Steps titled "CHECK" or "CHECK/ADJUST" are a 
combined Performance Check and Calibration procedure. 
(Exception: step 43 is a calibration procedure only.) When 
performing a Performance Check only, do not do the “Ар- 
JUST” portion of the step. For convenience, the actual 
"ADJUST" portions of the steps are printed in red. Steps 
titled "ADJUST" are used only with a complete Calibration 
of the instrument. 


The symbol о is used to identify the steps in which an 
adjustment is made. To prevent recalibration of other cir- 
cuits when performing a partial calibration, readjust only if 
the listed tolerance is not met. However, when performing a 
complete calibration, best overall performance will be pro- 
vided if each adjustment is made to the exact setting. 


In the following procedure, a test equipment setup 
picture is shown for each major group of adjustments and 
checks. Near each setup picture is a complete list of 
front-panel control settings for the Type R140. To aid in 
locating individual controls which have been changed 
during the complete Performance Check and/or Calibration, 
these control names are printed in bold type. If only a 
Partial Performance Check and/or Calibration is performed, 
start with the preceding setup. (All test equipment and con- 
nections are disconnected). Type R140 front-panel and 
rear-panel control titles and output connectors are capi- 
talized (e.g., COMP SYNC). Internal adjustment titles are 
initial capitalized only (e.g., Bar Width). Unless stated 
otherwise, all connections are made to the Type R140 
front-panel connectors. 
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The following procedure uses the equipment and fix- 
tures previously listed in this section of the manual. If 
equipment and fixtures are substituted, control settings or 
test equipment setup may need to be altered to meet the 
requirements of the equipment used. 


NOTE 


All waveforms shown in this procedure are actual 
photographs taken with a Tektronix Oscilloscope 
Projected Graticule Camera System. 


Preliminary Procedure 


1. (Calibration Procedure only) Remove the Type R140 
from any enclosure so as to provide access to all internal 
adjustments and test points, including rear-panel con- 
nectors. (Exception: see Steps 30 and 31). 


2. (Calibration Procedure only) Lay the Type R140 on 
its side for access to the Power Supply board. 


3. Connect the autotransformer to a suitable power 
source and the Type R140 to the autotransformer output. 


4. Set the autotransformer output voltage to the design 
center voltage for which the Type R140 LINE VOLTS 
selector switch has been set. 


5. Set the Type R140 POWER switch to ON. Allow at 
least 20 minutes warmup at 25°С, +5°C before checking 
and/or calibrating the instrument to the given accuracy. 


6. Set the Type R140 and test equipment controls as 
described following Fig. 5-1. 


NOTES 
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Test Oscilloscope 


Voltmeter 


2 


998% e 


(+ т 


Esta өтт? тте tr PT 


. = ve 
#55555 Фееее: 


75 ohm ВМС 


mo RC 1X Probe Coaxial Cables 
Test Leads 


Fig. 5-1. Test equipment required for steps 1 and 2. 


Type R 140 Controls VERT POSITION Midrange 

COLOR BAR HORIZ POSITION Midrange 

R-Y Up 

Buy Up SYNCHRONIZATION 

Tui: du B-Y PHASE 90? 

SETUP 10% BURST Up 

WHITE REF Up SYNC Up 

BARS FULL FIELD REF Up 
VIDEO Up SUBCARRIER PHASE As is 
MOD STAIRCASE POWER ON 


0? SUBCARRIER 
STEPS 

90? SUBCARRIER 
APL/IRE LEVEL 


VITS 


FIELD 

SIGNAL 

LINE 
CONVERGENCE 


CROSSHATCH 
DISPLAY 
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MOD STAIRCASE 
15 


ON 
CROSSHATCH 


Test Oscilloscope Controls 


Viewing 
Intensity As desired 
Focus As desired 
Astigmatism As desired 
Scale Шит As desired 
Trace Separation 0 
Time Base A 
Triggering Level Near O, pushed in 
Triggering 
Mode Trig 


ош = не = = = = не = ош = = ни ш ка ше 


nH ыш ни E ПБ шш HE кш иш — шш HE — HE иш иш ша ша 


р 


Slope — 
Coupling DC 
Source Ext 
Time/Cm 20 us 
Variable (Time/Cm) Calibrated 
Time Base B Not Used 
Horizontal Display A 
Sweep Magnifier Off 
Single Sweep Normal 
Delay-Time Multiplier Not used 
Horizontal Position Midrange 
Vernier (Horizontal Position) Midrange 
Power On 
Amplitude Calibrator Off 


Type 1A5 Controls 


A Input AC-GND-DC GND 
B Input AC-GND-DC GND 
Volts/Cm VA 
Variable (Volts/Cm) Cal 
Display А-\с 
Position Midrange 
Step Atten Bal As is 
Comparison Voltage 

Amplitude 0-0 

Polarity 0 

1. Adjust Regulated Power Supplies 11) 


a. Test equipment is shown т Fig. 5-1. 


b. Connect the common lead of the voltmeter to a con- 
venient chassis ground point on the Type R140. Then, con- 
nect the positive lead to the junction of R887 and C885 
(—15 volts) on the Power Supply board (see Fig. 5-2). 


c. CHECK -Voltmeter reading; must be —15 volts within 
3%. 


d. ADJUST— —15 Volt Adj, R886, for a voltmeter read- 
ing of —15 volts. 


e. Disconnect the voltmeter lead from the junction of 
R887 and C885 and reconnect it to the junction of R855 
and C855 (+3.6 volts). 


f. CHECK —Voltmeter reading; must be +3.6 volts within 
396. 


g. ADJUST— +3.6 Volt Adj, R856, for а voltmeter read- 


ing of +3.6 volts. 


® 
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el Junction R887 
4 апа С885 


-15V 
Adj R886 


+10 V 
Adj R836 


> 
o 
Ф 


Junction R855 
and C855 


43.6 V 
Adj R856 


Fig. 5-2. Power Supply board test point and adjustment locations. 


h. Disconnect the voltmeter lead from the junction of 
R855 and C855 and reconnect it to the junction of R835 
and C835 (+10 volts). 


i. CHECK —Voltmeter reading; must be +10 volts within 
396. 


j. ADJUST— +10 Volt Adj, R836, for a voltmeter read- 
ing of +10 volts. 


k. Repeat parts b through j to remove any interaction of 
adjustments. 


1. Disconnect the voltmeter. 


т. INTERACTION—May affect the operation of other 
circuits. 
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2. Check Power Supply Regulation and Ripple 
NOTE 


Tolerances for this step are not instrument specifica- 
tions; rather, they are guides to determine whether 
complete instrument calibration is needed. 


a. From the Type R140 COMP VIDEO connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Type 1A5 A Input connector. 


b. From the Type R140 rear panel HORIZ DRIVE con- 
nector, connect a 75 ohm coaxial cable to the test oscillo- 
scope Time Base A Trigger Input connector. 


c. Set the Type 1A5 A Input AC-GND-DC switch to DC. 


d. Set the test oscilloscope Time Base A Trigger Level 
control for a triggered display, and the viewing controls for 
a sharply focused and well defined display. 


e. Rotate the test oscilloscope Horizontal Position con- 
trol and the Type 1A5 Position control to center the dis- 
play on the test oscilloscope. 


f. Set the Type 1A5 Volts/Cm switch to .1 V and the 
Variable (Volts/Cm) control for a display amplitude of 6 
cm, as measured on the test oscilloscope, between the most 
positive and most negative excursions of the display. 


g. CHECK - Test oscilloscope display; note stability and 
amplitude. 


h. Set the autotransformer output voltage to the lower 
voltage listed for the LINE VOLTS selector position being 
used. 


i. CHECK- Test oscilloscope display; amplitude and/or 
stability of the display must not have changed from that 
noted in part g. 


j. Set the autotransformer output voltage to the higher 
voltage listed for the LINE VOLTS selector position being 
used. 


k. Repeat part i, then return the autotransformer output 
voltage to the design center voltage listed for the LINE 
VOLTS selector position being used. 
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NOTE 


For Performance Check, proceed to Part x. 


1. Set the Type 1A5 A Input AC-GND-DC switch to 
GND, B Input AC-GND-DC switch to AC, Volts/Cm switch 
to 10 mV, Variable (Volts/Cm) control to Cal, and the 
Display switch to Vc-B. 


m. Set the test oscilloscope Time Base A Time/Cm 
switch to 5 ms and the Triggering Switches to Auto, *, AC, 
and Line. 


n. From the Type 1A5 B Input connector, connect a 1X 
probe to the junction of R887 and C855 (—15 V) on the 
Type R140 Power Supply board; see Fig. 5-2. 


o. CHECK - Test oscilloscope display; amplitude must be 
< 50 mV peak to peak. 


p. Repeat parts (in listed order) h, o, j, and o. 


q. Disconnect the 1X probe from the junction of R877 
and C855 and reconnect it to the junction of R855 and 
C855. 


r. Repeat parts (in listed order) t, o, h, and o. 


s. Disconnect the 1X probe from the junction of R855 
and C855 and reconnect it to the junction of R835 and 
C835. 


t. Set the autotransformer output voltage to the design 
center voltage being used. 


u. Set the Type 1A5 Volts/Cm switch to 20 mV. 


v. CHECK- Test oscilloscope display; amplitude must be 
< 100 mV peak to peak. 


w. Repeat parts (in listed order) h, v, j, and v. 


x. Disconnect all test equipment; connect the Туре 
R140 directly to a suitable power source. 


ч 


Туре R140 Controls 


COLOR BAR 
R-Y 
B-Y 
Y 
AMPL 
SETUP 
WHITE REF 
BARS 


VIDEO 


MOD STAIRCASE 
0? SUBCARRIER 
STEPS 
90? SUBCARRIER 
APL/IRE LEVEL 


VITS 
FIELD 
SIGNAL 
LINE 


CONVERGENCE 
CROSSHATCH 
DISPLAY 
VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 
B-Y PHASE 
BURST 
SYNC 
REF 
SUBCARRIER PHASE 
POWER 


Up 
FULL FIELD 


Up 


MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


Test Oscilloscope Controls 


Viewing 


Time Base A 


Triggering Level 
Triggering 
Mode 
Slope 
Coupling 
Source 
Time/Cm 
Variable (Time/Cm) 


As desired 


Near O, pushed in 
Trig 

DC 

NORM 


.1 us 
Calibrated 
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Time Base B 


Horizontal Display 
Sweep Magnifier 
Single Sweep 


Delay-Time Multiplier 
Horizontal Position 


Vernier (Horizontal Position) 


Power 
Amplitude Calibrator 


Not used 


A 
Off 
Normal 


Not used 
Midrange 
Midrange 
On 
Off 


Type 1A5 Controls 


A Input AC-GND-DC 

B Input AC-GND-DC 

Volts/Cm 

Variable (Volts/Cm) 

Display 

Position 

Step Atten Bal 

Comparison Voltage 
Amplitude 
Polarity 


Midrange 
As is 


0-0 
0 


Frequency Counter Controls 
Set so that a 2 V peak to peak 3.575945 MHz signal may 


be counted. 


Vectorscope Controls 


Signal Selector 


Channel A 
10096—7596—Max Gain 
Gain 
Phase 
A Cal 

Channel B 

ф Ref 

Function Selector 

Intensity 

Luminance Gain 

Scale Шит 

Calibrated Phase 

Power 

Left recessed front- 

panel controls 

Right recessed front- 

panel controls 


CH A, FULL FIELD, Aó 


As desired 
Cal 

As desired 
0 

On 

As is 


As is 
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Test Oscilloscope 


Digital Counter 


Type R520 e! 
Местог5соре | ә 


У BNC 


75 ohm BNC 
End-Line Terminations 


= 10Х Probe 
Termination 


Type 140 


terr tnt tt сан ZI 
CEP aoao? 
$ AAEE te tert 
| 


* Type R140 
ё. 55555 


75 ohm ВМС 
Coaxial Cables 


Fig. 5-3. Test equipment required for steps 3 through 6. 


3. Check/Adjust Subcarrier Oscillator % 
Frequency 


a. Test equipment is shown in Fig. 5-3. 


b. CHECK- Type R140 OVEN LIGHT; light must be 
on, indicating correct oven heater operation. 


c. From the Type R140 SUBCARRIER connector, 
connect a 75 ohm coaxial cable and a 75 ohm termination 
to the Digital Frequency Counter Input connector. 


d. CHECK—Frequency counter; 3.579545 MHz, +5 Hz. 


NOTE 


Parts e and f apply only as a calibration procedure. 
Proceed to step 4 for Performance Check. 


e. ADJUST—R1195, see Fig. 5-4, fully clockwise and 
fully counterclockwise; subcarrier oscillator must be adjust- 
able from 3.579540 to 3.579550 MHz (3.579545 MHz, +5 
Hz). 
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f. ADJUST—R 1195 for 3.579545 MHz. 


4. Check/Adjust Subcarrier Amplitude о 


а. Disconnect the 75 ohm termination from the Fre- 
quency Counter Input connector and connect it to the 
Type 1A5 A Input connector. 


b. Set the test oscilloscope Triggering Level control for a 
triggered display. 


c. CHECK- Test oscilloscope display amplitude; must be 
2 volts peak to peak within 0.2 volt. 


d. Disconnect the 75 ohm coaxial cable from the Type 
R140 SUBCARRIER connector, and reconnect it to the 
rear-panel SUBCARRIER connector. 


e. Repeat part c. 


NOTE 


For Performance Check proceed to part m. 


ot 
[I 
er 
© 
y 
E: 
o 


Fig. 5-4. Subcarrier Output board adjustment locations. 


f. From the Type 1A5 B Input connector, connect a 
10X probe to TP674 on the Type R140 Line Timing board 
(see Fig. 5-5). 


g. Set the Type 1A5 Display Switch to Vc-B, and the 
Volts/Cm switch to 50 mV. 


h. ADJUST—L1147 (see Fig. 5-4) for maximum signal 
amplitude as measured on the test oscilloscope. 


i. Set the Type 1A5 Volts/Cm switch to .5 V and the 
Display Switch to A-Vc. 


j. ADJUST—L1197 for maximum signal amplitude as 
measured on the test oscilloscope. 


k. Repeat part c. 


|. Disconnect the 10X probe from TP674 and the Туре 
1A5 B Input connector. 


m. Set the Type 1A5 B Input AC-GND-DC switch to 
GND. 


n. Test equipment remains connected. 


@i 
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5. Check External Subcarrier Inputs 


a. Connect a 75 ohm coaxial cable from the Type R140 
SUBCARRIER connector to the test oscilloscope Trigger 
Input connector. 


b. Set the test oscilloscope Triggering Source switch to 
Ext, then rotate the Triggering Level control for a triggered 
display. 


c. Set the Type R140 SYNCHRONIZATION REF 
switch to EXT. 


d. CHECK-Test oscilloscope; display must not be pre- 
sent. 


e. Connect a 75 ohm end-line termination to the Type 
R140 rear-panel Loop-Thru SUBCARRIER INPUT connec- 
tor. 


f. From another Type 140 (or signal source capable of 
supplying 3.579545 MHz, between 1 and 4 volts peak to 
peak) Subcarrier connector, connect a 75 ohm coaxial cable 
to the Type R140 rear-panel Loop-Thru SUBCARRIER IN- 
PUT unused connector. 


g. CHECK- Test oscilloscope; display should be present 
and triggered. 


Fig. 5-5. Line Timing board test point and transistor locations. 
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h. Reverse the 75 ohm end-line termination and the 75 
ohm coaxial cable connected to the Type R140 Loop-Thru 
SUBCARRIER INPUT connectors. 


i. Repeat part g. 


j. Test equipment remains connected. 


6. Check Subcarrier Phase Control 


a. Disconnect the 75 ohm coaxial cable and the 75 ohm 
end-line termination from the Type R140 rear-panel Loop- 
Thru SUBCARRIER INPUT connector, and the 75 ohm 
termination from the Type 1A5 A Input connector. 


b. Connect a 75 ohm end-line termination to the Type 
R520 Vectorscope Channel A J2 connector and another 75 
ohm end-line termination to the Ext CW REF J311 connec- 
tor. 


c. Connect the 75 ohm coaxial cable from the Type 
R140 rear-panel SUBCARRIER connector to the Vector- 
scope Ext CW REF J310 connector and another 75 ohm 
coaxial cable from the Type R140 rear panel COMP VIDEO 
connector to the Vectorscope Channel A J1 connector. 


d. Set the Type R140 SYNCHRONIZATION REF 
switch to INT. 


e. Observing the Vectorscope display, rotate the Type 
R140 SYNCHRONIZATION SUBCARRIER PHASE con- 
trol clockwise 1 revolution. 


f. CHECK—Vectorscope display; display must rotate 1 
complete revolution. 


NOTE 


Tolerances for this step are not instrument specifi- 
cations. 


g. Repeat parts e and f, except rotate the control in a 
counterclockwise direction. 


h. Disconnect all test equipment. 


Type R140 Controls 


COLOR BAR 
R-Y Up 
B-Y Up 
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Y 

AMPL 
SETUP 
WHITE REF 
BARS 


VIDEO 


MOD STAIRCASE 


0? SUBCARRIER 
STEPS 

90? SUBCARRIER 
APL/IRE LEVEL 


VITS 
FIELD 
SIGNAL 
LINE 


CONVERGENCE 
CROSSHATCH 
DISPLAY 
VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 
R-Y PHASE 
BURST 
SYNC 
REF 
SUBCARRIER PHASE 
POWER 


Up 

7596 

1096 

Up 

FULL FIELD 


Down 


90%/100 


1 
MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


Test Oscilloscope Controls 


Viewing 


Time Base A 
Triggering Level 
Triggering 

Mode 

Slope 

Coupling 

Source 
Time/Cm 
Variable (Time/Cm) 


Time Base B 
Horizontal Display 
Sweep Magnifier 
Single Sweep 
Delay-Time Multiplier 
Horizontal Position 
Vernier (Horizontal Position) 
Power 
Amplitude Calibrator 


As desired 


0, pushed in 


Trig 

DC 

Ext 

10 14$ 
Calibrated 


Not used 
A 

Off 
Normal 
As is 
Midrange 
Midrange 
On 

Off 
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Test Oscilloscope 


E 


e 


067-0596-00 Gaa @ 


Calibration Fixture 


75 ohm BNC 
Termination 


| 
> 


Туре R140 


75 ohm ВМС 
Coaxial Cables 


Fig. 5-6. Test equipment required for steps 7 through 11. 


Type 1A5 Controls 


7. Check/Adjust Luminance Amplifier Gain Ф 


A Input AC-GND-DC DC a. Test equipment is shown in Fig. 5-6. 
B Input AC-GND-DC DC 
Volts/Cm .2 V 
Variable (Volts/Cm) Cal b. From the Type R140 COMP VIDEO connector, con- 
Display A-B nect a 75 ohm coaxial cable and a 75 ohm termination to 
Position Midrange the Type 1A5 A Input connector. 
Step Atten Bal As is 
Comparison Voltage 
Amplitude 0-0 c. From the Type R140 rear-panel HORIZ DRIVE con- 
Polarity 0 nector, connect a 75 ohm coaxial cable to the test oscillo- 


067-0596-00 Calibration Fixture Controls 


scope Time Base A Trigger Input connector. 


d. From the 067-0596-00 calibration fixture Chopped 


Vi Output connector, connect a 75 ohm coaxial cable to the 
Type 1A5 B Input connector. 

Range 0 

Volts 0-0-0 
м е. Rotate the test oscilloscope Time Base А Triggering 

2 Level control for а triggered display. 
Range +1.1 У 
Volts 2-0-0 
NOTE 
Chopper Frequency As is | | 
The test oscilloscope displays will Бе separated by 

Power On approximately 1 major division. 
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f. Set the 067-0596-00 calibration fixture М, Volts con- 
trol to 0-0-0 and note that the displays are superimposed. 


g. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of 7-1-75 (714.3 mV). 


NOTE 


For the remainder of the Performance Check/ 
Calibration procedure, all dial settings of the 


067-0596-00 calibration fixture Volts dial(s) will in- 
clude an error factor. See the 067-0596-00 calibration 
fixture operation manual for details. 


h. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 


100 IRE level line of the lower display and the blanking 
level of the upper display are aligned as shown in Fig. 5-7A. 


i. Set the Type 1A5 Volts/Cm switch to 10 mV; repeat 
part h. 


j. CHECK—067-0596-00 calibration fixture V, Volts 


control dial setting; dial setting must be between 7-1-02 and 
7-2-48 (714.3 mV, € 196). 


К. Rotate the 067-0596-00 calibration fixture V, Volts 
control to a dial setting of 7-1-75. 


|. ADJUST-Luminance Gain control, R499 (see Fig. 
5-8) until the 100 IRE level line and the blanking level are 
aligned. 


m. Test equipment remains connected. 


8. Check/Adjust Sync Amplitude 0 
а. Set the Туре 1А5 Volts/Cm switch to .2 V. 


b. Set the 067-0596-00 calibration fixture V, Range 
switch to —1.1 V and rotate the М, Volts control to a dial 
setting of 2-8-85 (—285.7 mV). 


с. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
sync tip of the upper display just aligns with the blanking 
level of the lower display; see Fig. 5-7B. 
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"Blanking Төче! | 


of Lower Display =. 


Sync Tip of 
"Upper Display 


(B) Sync tip of upper display aligned with the blanking level 
of lower display. 


Fig. 5-7. Luminance and Sync Amplifiers properly adjusted. 


d. Set the Type 1A5 Volts/Cm switch to 10 mV; repeat 
part c. 


e. CHECK—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 2-8-39 and 
2-8-91 (285.7 mV, +1%). 


f. Set the 067-0596-00 calibration fixture У; Volts con- 
trol to a dial setting of 2-8-85. 


g. ADJUST-Sync Amplifier control, R567, (see Fig. 
5-9) until the sync tip just aligns with the blanking level. 


h. Test equipment remains connected. 
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R478 
(Luminance DC Balance) 


R499 
(Luminance Gain) 


2-4 A 


Fig. 5-8. Bar Drive and Video Output board adjustment locations. 


9. Check/Adjust Luminance Amplifier DC % 
Balance 


a. Set the Type 1A5 A and B Input AC-GND-DC 
switches to GND and the Volts/Cm switch to .1 V. 


b. Rotate the Type 1A5 Position control to position the 
trace to the center graticule line on the test oscilloscope. 


c. Set the Type 1A5 A Input AC-GND-DC switch to DC. 


d. CHECK- Test Oscilloscope display; blanking level of 
the display must be within 50 mV of the reference estab- 
lished in part b of this step. 


e. ADJUST—Luminance DC Bal control, R478, (see Fig. 
5-8) until the blanking level of the display exactly coincides 
with the reference established in part b of this step. 


f. INTERACTION - Repeat steps 7, 8, апа 9 through Qe. 


g. Test equipment remains connected. 
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10. Check Variable IRE Amplitude 


NOTE 


If any portion of step 10 is not within the listed 
tolerance, check and/or replace the IRE Level resis- 
tor(s), see Diagram . Then, perform steps 7, 8, 
and 9 before repeating step 10. 


a. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 10%/0. 


b. Set the 067-0596-00 calibration fixture V, Volts con- 
trol to 0-0-0. 


c. Set the Type 1A5 B Input AC-GND-DC switch to DC, 
Volts/Cm switch to 10 mV, and rotate the Position control 
to position the blanking level of the display to the center 
graticule line on the test oscilloscope. 


d. Set the 067-0596-00 calibration fixture V, Volts con- 
trol to approximately 0-7-16. 


e. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 10. 


f. Set the Type 1A5 Position control fully counterclock- 
wise. 


R567 
(Sync Атр) __ 


Fig. 5-9. Staircase board adjustment location. 
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Blanking Level 


Fig. 5-10. Typical display with IRE level aligned with the blanking 
level. 


g. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture М, Volts control until the 


blanking level is aligned with the 10 IRE level line as shown 
in Fig. 5-10. 


h. СНЕСК--067-0596-00 calibration fixture V, Volts 
control dial setting; must be between 0-7-02 and 0-7-30 
(71.4 mV, +2%). 


i. Set the 067-0596-00 calibration fixture V, Range 
switch to 0, V, Range switch to +1.1 V and V, Volts 
control to approximately 0-7-16. 


j. Set the Type 1A5 Position control to approximately 
midrange. 


k. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
IRE level line (as indicated by the IRE LEVEL switch set- 
ting) is aligned with the blanking level. 


l. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 20. 


m. Rotate the Type 1A5 Position control fully counter- 
clockwise. 


n. Set the 067-0596-00 calibration fixture V4 Range 
switch to —1.1 V. 


о. Observing the test oscilloscope display, rotate the 
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067-0596-00 calibration fixture V, Volts control until the 
blanking level is aligned with the IRE level line. 


p. СНЕСК--067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 0-7-02 and 
0-7-30 (71.4 mV, +2%). 


а. Set the 067-0596-00 calibration fixture V, Range 


switch to O and the V, Volts control to approximately 
1-4-0. 


r. Rotate the Type 1A5 Position control to approxi- 
mately midrange. 


s. Repeat part k. 


t. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 30. 


u. Repeat parts m, n, o, and p. 


v. Using the procedure just described for checking the 
10, 20, and 30 IRE LEVEL switch setting and Fig. 5-10, 
check all remaining settings of the Type R140 MOD 
STAIRCASE APL/IRE LEVEL switch listed in Table 5-1. 


TABLE 5-1 


Set APL/ 067-0596-00 Calibration 
IRE Type 1A5 Fixture 
LEVEL | Position Repeat 
switch to: | control part: 


[Midrange | V|O — |2165 
paw [Nc IIVI | 


Midrange 
CCW 
Midrange 
CCW 

Midrange 


?NC-No change from previous setting. 


w. Test equipment remains connected. 
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Fig. 5-11. Black bar width properly adjusted. 


11. Check/Adjust Bar Width Ф 


a. Set the Туре 1А5 Volts/Cm switch to .1 V, Display 
switch to A-Vc and the B Input AC-GND-DC switch to 
GND. 


b. Set the Type R140 VIDEO switch up, and the 
SYNCHRONIZATION BURST switch up. 


c. Set the test oscilloscope Horizontal Display Sweep 
Magnifier switch to X10 and rotate the Horizontal Position 
control to position the start of the black bar on a major 
graticule line as shown in Fig. 5-11. 


d. CHECK- Test oscilloscope display, black bar width 
must be between 6.3 and 6.9 115. 


e. ADJUST—Bar Width control, L217, (see Fig. 5-12) for 
a black bar width of 6.6 us. 


f. Disconnect all test equipment. 


Type R140 Controls 


COLOR BAR 

R-Y Up 

B-Y Up 

Y Up 

AMPL 7596 

SETUP 1096 

WHITE REF Up 

BARS FULL FIELD 
VIDEO Up 
® 
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MOD STAIRCASE 


0? SUBCARRIER 
STEPS 

90? SUBCARRIER 
APL/IRE LEVEL 


VITS 


FIELD 
SIGNAL 
LINE 


CONVERGENCE 


CROSSHATCH 
DISPLAY 

VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 


R-Y PHASE 

BURST 

SYNC 

REF 

SUBCARRIER PHASE 


POWER 


BOTH 
MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


ON 


L217 


Fig. 5-12. Bar Timing board adjustment location. 
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Test Oscilloscope Controls 


Viewing 


Time Base A 


Triggering Level 
Triggering 
Mode 
Slope 
Coupling 
Source 
Time/Cm 
Variable (Time/Cm) 


Time Base B 


Horizontal Display 
Sweep Magnifier 
Single Sweep 


Delay-Time Multiplier 
Horizontal Position 


As desired 


Near 0, pushed in 


Trig 


DC 

Ext 

10 us 
Calibrated 


Not used 


A 
Off 
Normal 


Not used 
Midrange 


Vernier (Horizontal Position) Midrange 


Power 
Amplitude Calibrator 


On 
Off 


Type 1A5 Controls 


A Input AC-GND-DC 
B Input AC-GND-DC 
Volts/Cm 

Variable (Volts/Cm) 


AC 
GND 
5mV 
Cal 


Display 

Position 

Step Atten Bal 

Comparison Voltage 
Amplitude 
Polarity 


A-Vc 
Midrange 
As is 


0-0 
0 


Vectorscope Controls 


Signal Selector 


Channel A 


100%-75%-Мах Gain 
Gain 

Phase 

A Cal 


Channel B 

ф Ref 

Function Selector 
Intensity 
Luminance Gain 
Scale Шит 
Calibrated Phase 
Power 

Left recessed front- 
panel controls 


Right recessed front- 
panel controls 


NOTES 


Ch A, FULL FIELD, АФ 


7596 
As is 
As is 
Cal 


Not used 

ф Ref Burst 
Vector 

As desired 
Cal 

As desired 
0 

On 

As is 


As is 
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Test Oscilloscope 


Type R520 
Vectorscope 


= 2 


75 ohm BNC 
Termination 
011-0100-01 Voltage 


Step Up Termination 75 ohm BNC 


End-Line Termination 


әғәге Ә 


10X Probe 


ull 


pte Type R140 


у Qe nap pe tree 


75 ohm BNC 
Coaxial Cables 


Fig. 5-13. Test equipment required for steps 12 through 17. 


12. Adjust R-Y and B-Y Modulator Filters [17 


a. Test equipment is shown in Fig. 5-13. 


b. Connect a properly compensated 10X probe to the 
Type 1A5 А Input connector. 


c. From the Type R140 rear-panel COMP BLANKING 
connector, connect a 75 ohm coaxial cable to the test 
oscilloscope Time Base A Trigger Input connector. 


d. Connect the 10X probe tip to TP188 on the Modu- 
lator board (see Fig. 5-14). 


e. ADJUST- +(B-Y) Filter, L187, for the best square 
corner on the leading edges of the display as shown in Fig. 
5-15A. 


f. Disconnect the 10X probe from TP188 and reconnect 
it to TP168. 


g. ADJUST— —(B-Y) Filter, L167, for the best square 


® 


corner on the leading edges of the display as shown in Fig. 
5-15B. 


h. Disconnect the 10X probe from TP168, set the Type 
1A5 Volts/Cm switch to 10 mV, and then reconnect the 
probe to TP182. 


i. ADJUST— +(R-Y) Filter, L183, for the best square 
corner on the leading edges of the display as shown in Fig. 
5-15C. 


j. Disconnect the 10X probe from TP182 and reconnect 
it to TP162. 


к. ADJUST- -(R-Y) Filter, L163, for the best square 
corner on the leading edges of the display as shown in Fig. 
5-15D. 


1. Disconnect the 10X probe from TP162 and the Type 
1A5. 


m. Test equipment remains connected. 
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L187 
*(B-Y Filter) 


лсо 
КА 
L183 ^^ Az 
+(R-Y Filter) Г 
TP182 —— > 
| ri 


4 : ) $ 


ҒА 


Fig. 5-14. Modulator board adjustment and test point locations. 


13. Check/Adjust Carrier Balance о 


а. Set the Type 1А5 A Input AC-GND-DC switch to DC 
and the Volts/Cm switch to .2 V. 


b. From the Type R140 COMP VIDEO connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Type 1A5 A Input connector. 


c. Observing the test oscilloscope display, rotate the 
Type 1A5 Position control to position the blanking level of 
the display to the center graticule line. Then, set the Volts/ 
Cm switch to 2 mV. 


d. Set the Type R140 COLOR BAR R-Y, B-Y and Y 
switches down, SETUP switch to 0%, and the SYNCHRON- 
IZATION R-Y PHASE switch to ALT. 


e. CHECK- Test oscilloscope display; amplitude of chro- 
minance on the blanking level must be less than 2.5 mV 
peak to peak. It may be necessary to use the Type 1A5 
Comparison Voltage Amplitude control with + Polarity to 
position the blanking level on the graticule. (Disregard 
switching transients.) 
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(D) — (R-Y) Filter waveform. 


Fig. 5-15. Typical R-Y and B-Y Filter Waveforms. 


@1 
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МОТЕ 


Proceed to part К for Performance Check. 


f. Replace the 75 ohm termination from the Type 1A5 
A Input connector with the 011-0100-01 Voltage Step Up 
Termination. If the Comparison Voltage Amplitude control 
was used in part e, set the Polarity switch to O. 


g. ADJUST—C157, R148, C152, and R142, (see Fig. 
5-14) for minimum peak-to-peak chrominance on the 
blanking level. 


h. Set the Type 1A5 Volts/Cm switch to 1 mV and 
repeat part g. 


NOTE 


C157, R148, C152, and R142 adjustments interact. 
Repeat the adjustments several times to obtain as ab- 
solute minimum. 


i. Replace the 011-0100-01 Voltage Step Up Termin- 
ation with the 75 ohm termination. 


j. Repeat part e. 


К. Set the Type 1A5 А Input AC-GND-DC switch to 
GND. 


1. Test equipment remains connected. 


14. Check/Adjust R-Y 180? Phase Switcher (1) 


a. From the Type R140 rear-panel COMP VIDEO con- 
nector, connect a 75 ohm coaxial cable to the vectorscope 
CH A J1 connector. 


b. Connect а 75 ohm end-line termination to the vector- 
scope CH A J2 connector. 


c. Observing the vectorscope display, rotate the Channel 
A Phase Control to align the burst vector with the 0°/180° 
axis as shown in Fig. 5-16A. 


d. Set the Type R140 COLOR BAR R-Y switch up. 


e. CHECK—Vectorscope display; dots must overlay with- 
in 0.5? : see Fig. 5-16B. 


(ОД 
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(A) Burst vector properly aligned with the 0°/180° axis of 
the vectorscope “Vector” graticule. 


(C) В-У 180° Phase Switcher misadjusted. 


Fig. 5-16. Typical Type 520 Vectorscope displays used to check 
and/or adjust the R-Y 180? Phase Switcher. 
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МОТЕ 


Fig. 5-16С shows misadjustment of the R-Y 180° 
Phase Switcher. Use the Vectorscope Calibrated Phase 
dial to measure any error. 


f. ADJUST—C133 (see Fig. 5-14) until the requirement 
of part e is met. 


g. Set the Type R140 COLOR BAR B-Y switch up. 


h. Test equipment remains connected. 


15. Check/Adjust Modulator Quadrature 
Phasing о 
a. Replace the 75 ohm termination on the Type 1A5 А 
Input connector with the 011-0100-01 Voltage Step Up 
Termination. Then, set the Volts/Cm switch to 10 mV, A 
Input AC-GND-DC switch to DC, Position control to mid- 
range, Comparison Voltage Polarity switch +, and rotate the 
Comparison Voltage Amplitude control to position the pos- 
itive peaks of the display as shown in Fig. 5-17А. 


(B) Incorrect color bar phasing. 


Fig. 5-17. Typical displays showing correct and incorrect adjust- 
ment of color bar phasing. (Using Voltage Step Up Termination.) 
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b. CHECK- Test oscilloscope display; displays must 
overlay within 10 mV. (Typically 8 mV.) 


c. Set the Type 1A5 Comparison Voltage Amplitude 
control to —. 


d. Repeat part b using the negative peaks of the display. 


е. ADJUST-L 126 (See Fig. 5-14) for best color bar 
overlay; must be within 10 mV. (See Fig. 5-17B for im- 
proper display.) 


f. Set the Type 1A5 Comparison Voltage Amplitude Po- 
larity switch to +. 


g. Repeat part e. 


h. INTERACTION-If step 15 is performed out of 
sequence, step 13 must also be repeated before continuing. 


i. Test equipment remains connected. 


16. Check/Adjust Spurious Subcarrier 0 


а. Set the Type 1А5 Volts/Cm switch to .2 V and the 
Comparison Voltage Polarity switch to 0. Then, replace the 
011-0100-01 Voltage Step Up Termination with a 75 ohm 
termination. 


b. Set the test oscilloscope Time Base A Time/Cm switch 
to 2 Us and rotate the Horizontal Position Control to posi- 
tion the display horizontally on the test oscilloscope as 
shown in Fig. 5-18A. 


c. Set the Type 1A5 Volts/Cm switch to 10 mV. 


d. CHECK-Test oscilloscope display; 3.58 MHz 
aberration between burst and the first color bar must be less 
than or equal to 32 mV peak to peak; see Fig. 5-18В. 


NOTE 


Proceed to part k for Performance Check. 


e. Set the Type R140 COLOR BAR B-Y switch down. 


f. ADJUST—C422 (see Fig. 5-19) and Readjust L163 
(see Fig. 5-14) for minimum 3.58 MHz aberration between 
burst and the first color bar. 


ty t t 


(B) Aberration must be less than or equal to 32 mV peak-to- 
peak. 


Fig. 5-18. Typical displays used to check and/or adjust spurious 
output. 


g. Set the Type R140 COLOR BAR R-Y switch down 
and the B-Y switch up. 


h. ADJUST—C427 (see Fig. 5-19) and Readjust L167 
(see Fig. 5-14) for minimum 3.58 MHz aberration be- 
tween burst and the first color bar. 


i. Set the Type R140 COLOR BAR R-Y switch up. 
j. Repeat part d. 
k. Test equipment remains connected. 


17. Adjust Modulator Output Filter (1) 
а. Set the Type 1A5 Volts/Cm switch to .2 V. 


b. Set the test oscilloscope Time Base A Time/Cm switch 
to 10 Us. 
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c. Observing the test oscilloscope display, rotate the 
Horizontal position controls to position the green-magenta 
transition to the center (horizontal) graticule lines as shown 
in Fig. 5-20A. 


d. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


e. CAUTION—Pull transistor Q683, see Fig. 5-5 on the 
Type R140 Line Timing board. 


f. ADJUST—L176 and L184 (see Fig. 5-14) for (1) best 
green-magenta transition; (2) best square corner on the 
magenta chrominance; (3) best overlay of the displays. (See 
Fig. 5-20B.) 


g. Set the test oscilloscope Sweep Magnifier switch to 
Off. 


h. Set the Type 1A5 Volts/Cm switch to 1 mV and 
rotate the Position control to position the blanking level of 
the display to the center graticule line; see Fig. 5-20C. 


i. READJUST—L 176 and L184 for less than 2.5 mV 
(peak to peak) of chrominance on the blanking level. 


j. Set the Type 1A5 Volts/Cm switch to .2 V and rotate 
the Position control to approximately midrange. 


К. Repeat (in listed order) parts d, f, д, В, i, and j several 
times to remove interaction of adjustments. 


S 
= 
8 
2 


Fig. 5-19. Bar Drive and Video Out board adjustment locations. 
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(B) Adjust L184 and L176 for (1) best green-magenta tran- 
sition, (2) best square corner on magenta bar, (3) best over- 
lapping of displays. 


(C) Adjust for minimum modulation on the blanking level. 


Fig. 5-20. Typical displays to adjust the Modulator Output Filter. 


1. Replace Q683 removed in part e. 
m. INTERACTION-Step 18 must be completed. 
n. Disconnect all test equipment and connections. 


Type R140 Controls 


COLOR BAR 
R-Y Up 
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B-Y 

Y 

AMPL 
SETUP 
WHITE REF 
BARS 


VIDEO 


MOD STAIRCASE 
0? SUBCARRIER 
STEPS 
90? SUBCARRIER 
APL/IRE LEVEL 


VITS 
FIELD 
SIGNAL 
LINE 


CONVERGENCE 
CROSSHATCH 
DISPLAY 
VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 
B-Y PHASE 


SUBCARRIER PHASE 


POWER 


Up 

Down 

7596 

1096 

Up 

FULL FIELD 


Down 


Down 
Down 
MOD 
5096 


BOTH 
MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


Test Oscilloscope Controls 


Viewing 


Time Base A 
Triggering Level 
Triggering 

Mode 

Slope 

Coupling 

Source 
Time/Cm 
Variable (Time/Cm) 


Time Base B 
Triggering Level 
Triggering 

Mode 

Slope 

Coupling 

Source 
Time/Cm 
Variable (Time/Cm) 


As desired 


CW, pushed in 


Auto 

+ 

АС 

INT 

1 us 
Calibrated 


Near 0, pushed т 
Trig 

DC 

EXT 


10 us 
Calibrated 
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Test Oscilloscope 


067-0596-00 
Calibration Fixture 


ў бекетті bh tt 117: 


599% * +00 e* 2 


===> 


ine / pee ЕС. gu $ 
75 ohm ВМС jt 
Termination 


75 ohm BNC 
Coaxial Cables 


Fig. 5-21. Test equipment required for steps 18 through 31. 


Horizontal Display B У, 
Sweep Magnifier Off Range +1.1V 
Single Sweep Normal Volts 3-0-61 
Delay-Time Multiplier As is 
Horizontal Position Midrange 18. Check/Adjust Chrominance Amplifier 4 
Vernier (Horizontal Position) Midrange . А 2 57 
Power On a. Test equipment is shown in Fig. 5-21. 
Amplitude Calibrator Off 


b. From the Type R140 COMP VIDEO connector, con- 


Type 145 Controls nect a 75 ohm coaxial cable and a 75 ohm termination to 


A Input AC-GND-DC DC the Type 1A5 A Input connector. 
B Input AC-GND-DC DC 
Volts/Cm .2 V 
Variable (Volts/Cm) Cal c. From the Type R140 rear-panel COMP BLANKING 
Display A-B connector, connect a 75 ohm coaxial cable to the test 
Position Midrange oscilloscope Time Base B Trigger Input connector. 
Step Atten Bal As is 
Comparison Voltage 
Amplitude 0-0 d. From the 067-0596-00 calibration fixture Chopped 
Polarity 0 Output connector, connect a 75 ohm coaxial cable to the 


Type 1A5 B Input connector. 
067-0596-00 Calibration Fixture Controls 


Vi 
Range —1.1V e. Set the test oscilloscope Time Base B Trigger Level 
Volts 3-0-61 control for a triggered display. 
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f. Observing the test oscilloscope displays, rotate the 
067-0596-00 calibration fixture V, Volts control until top 
of the bottom display just meets the bottom of the top 
display. 


g. Set the Type 1A5 Volts/Cm switch to 10 mV. 


h. Repeat part f. 


i. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; must be between 2-9-99 and 3-1-23 


(610 mV x 196). 
j. Set the 067-0596-00 Calibration fixture М, Volts 
control for a dial setting of 3-0-61. 


К. ADJUST—R482 (see Fig. 5-22) until the top of the 
bottom display just meets with the bottom of the top dis- 
play. 


|. Test equipment remains connected. 


19. Check APL Subcarrier Modulation Amplitude 


NOTE 


If any of the following checks are not within the 
listed tolerance, repeat step 18. 


a. Set the Type 1A5 Volts/Cm switch to .2 V. 


b. Set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to OFF. 


c. CHECK- Test oscilloscope display; modulation should 
not be present on the display. 


d. Set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to UNMOD. 


e. Set the 067-0596-00 calibration fixture V, Range 
switch to 0 and the V5 Volts control for a dial setting of 


0-3-01 (30 mV). 
f. Set the Type 1A5 Volts/Cm switch to 10 mV. 
g. Observing the test oscilloscope display, rotate the 


067-0596-00 calibration fixture М, Volts control until the 
two displays just meet. 
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Fig. 5-22. Bar Drive and Video Out board adjustment locations. 


h. CHECK—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 0-2-86 and 
0-3-16 (30 mV € 1.5 mV). 


i. Set the Type 1A5 B Input AC-GND-DC switch to 
GND. 


j. CHECK- Test oscilloscope display; duration of modu- 
lation should be approximately 52.3 115 (as measured from 
the 5096 points between the blanking level and the most 
positive excursion of the modulation). 


k. Set the Type 1A5 Volts/Cm switch to .2 V. 


1. Set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to MOD. 


m. CHECK- Test oscilloscope display; display should be 
similar to Fig. 5-23. 


Each modulation envelope ~13 us ЕШ 
in duration 


Fig. 5-23. Typical display showing the modulated subcarrier. Used 
to check amplitude and duration. 


Ж 


Test Oscilloscope 


067-0596-00 
Calibration Fixture 


75 ohm BNC 
Termination 
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Type R140 


PILLS ofr | 
| #5555 BBCSO’ j 


75 ohm ВМС 
Coaxial Cables 


Fig. 5-6. Test equipment required for steps 7 through 11. 


Type 1A5 Controls 


A Input AC-GND-DC DC 
B Input AC-GND-DC DC 
Volts/Cm 2V 
Variable (Volts/Cm) Cal 
Display A-B 
Position Midrange 
Step Atten Bal As is 
Comparison Voltage 
Amplitude 0-0 
Polarity 0 


067-0596-00 Calibration Fixture Controls 


Vi 
Range 0 
Volts 0-0-0 
V2 
Range НАМ 
Volts 2-0-0 
Chopper Frequency As is 
Power On 
С) 


7. Check/Adjust Luminance Amplifier біп @ 


a. Test equipment is shown in Fig. 5-6. 


b. From the Type R140 COMP VIDEO connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Type 1A5 A Input connector. 


c. From the Type R140 rear-panel HORIZ DRIVE con- 
nector, connect a 75 ohm coaxial cable to the test oscillo- 
scope Time Base A Trigger Input connector. 


d. From the 067-0596-00 calibration fixture Chopped 
Output connector, connect a 75 ohm coaxial cable to the 
Type 1A5 B Input connector. 


e. Rotate the test oscilloscope Time Base A Triggering 
Level control for a triggered display. 


NOTE 


The test oscilloscope displays will be separated by 
approximately 1 major division. 
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f. Set the 067-0596-00 calibration fixture V, Volts con- 
trol to 0-0-0 and note that the displays are superimposed. 


g. Set the 067-0596-00 calibration fixture V; Volts con- 
trol for a dial setting of 7-1-75 (714.3 mV). 


NOTE 


For the remainder of the Performance Check/ 
Calibration procedure, all dial settings of the 


067-0596-00 calibration fixture Volts dial(s) will in- 
clude an error factor. See the 067-0596-00 calibration 
fixture operation manual for details. 


h. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V; Volts control until the 


100 IRE level line of the lower display and the blanking 
level of the upper display are aligned as shown in Fig. 5-7A. 


i. Set the Type 1A5 Volts/Cm switch to 10 mV; repeat 
part h. 


j. СНЕСК--067-0596-00 calibration fixture V, Volts 


control dial setting; dial setting must be between 7-1-02 and 
7-2-48 (714.3 mV, %1%). 


К. Rotate the 067-0596-00 calibration fixture V, Volts 
control to a dial setting of 7-1-75. 


|. ADJUST—Luminance Gain control, R499 (see Fig. 
5-8) until the 100 IRE level line and the blanking level are 
aligned. 


m. Test equipment remains connected. 


8. Check/Adjust Sync Amplitude (1) 
a. Set the Type 1A5 Volts/Cm switch to .2 V. 


b. Set the 067-0596-00 calibration fixture V, Range 
switch to —1.1 V and rotate the V, Volts control to a dial 
setting of 2-8-85 (—285.7 mV). 


c. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture М, Volts control until the 
sync tip of the upper display just aligns with the blanking 
level of the lower display; see Fig. 5-7B. 
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—- 


Blanking Level 


of Lower Display Ж ке 
Sync Tip of | 


Upper Display 


(B) Sync tip of upper display aligned with the blanking level 
of lower display. 


Fig. 5-7. Luminance and Sync Amplifiers properly adjusted. 


d. Set the Type 1A5 Volts/Cm switch to 10 mV; repeat 
part c. 


е. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 2-8-39 and 
2-8-91 (285.7 mV, € 1*6). 


f. Set the 067-0596-00 calibration fixture У, Volts con- 
trol to a dial setting of 2-8-85. 


g. ADJUST-Sync Amplifier control, R567, (see Fig. 
5-9) until the sync tip just aligns with the blanking level. 


h. Test equipment remains connected. 


R478 
(Luminance DC Balance) 


R499 
(Luminance Gain) 


Fig. 5-8. Bar Drive and Video Output board adjustment locations. 


9. Check/Adjust Luminance Amplifier DC 0 
Balance 


a. Set the Type 1A5 A and B Input AC-GND-DC 
switches to GND and the Volts/Cm switch to .1 V. 


b. Rotate the Type 1A5 Position control to position the 
trace to the center graticule line on the test oscilloscope. 


c. Set the Type 1A5 А Input AC-GND-DC switch to DC. 


d. CHECK- Test Oscilloscope display; blanking level of 
the display must be within 50 mV of the reference estab- 
lished in part b of this step. 


e. ADJUST—Luminance DC Bal control, R478, (see Fig. 
5-8) until the blanking level of the display exactly coincides 
with the reference established in part b of this step. 


f. INTERACTION Repeat steps 7, 8, and 9 through Зе. 


g. Test equipment remains connected. 
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10. Check Variable IRE Amplitude 


NOTE 


ЈЕ any portion of step 10 is not within the listed 
tolerance, check and/or replace the IRE Level resis- 
tor(s), see Diagram . Then, perform steps 7, 8, 
and 9 before repeating step 10. 


a. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 10%/0. 


b. Set the 067-0596-00 calibration fixture V, Volts con- 
trol to 0-0-0. 


c. Set the Type 1A5 B Input AC-GND-DC switch to DC, 
Volts/Cm switch to 10 mV, and rotate the Position control 
to position the blanking level of the display to the center 
graticule line on the test oscilloscope. 


d. Set the 067-0596-00 calibration fixture М, Volts con- 
trol to approximately 0-7-16. 


e. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 10. 


f. Set the Type 1A5 Position control fully counterclock- 
wise. 


5 


R567 
(Sync Amp) | 


Fig. 5-9. Staircase board adjustment location. 
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Blanking Level 


Fig. 5-10. Typical display with IRE level aligned with the blanking 
level. 


g. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V4 Volts control until the 


blanking level is aligned with the 10 IRE level line as shown 
in Fig. 5-10. 


h. CHECK-—067-0596-00 calibration fixture М, Volts 
control dial setting; must be between 0-7-02 and 0-7-30 
(71.4 mV, x 296). 


i. Set the 067-0596-00 calibration fixture М, Range 
switch to 0, М; Range switch to 41.1 V and V, Volts 
control to approximately 0-7-16. 


j. Set the Type 1A5 Position control to approximately 
midrange. 


k. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
IRE level line (as indicated by the IRE LEVEL switch set- 
ting) is aligned with the blanking level. 


|. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 20. 


m. Rotate the Type 1A5 Position control fully counter- 
clockwise. 


n. Set the 067-0596-00 calibration fixture V4 Range 
switch to —1.1 V. 


о. Observing the test oscilloscope display, rotate the 
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067-0596-00 calibration fixture V; Volts control until the 
blanking level is aligned with the IRE level line. 


p. СНЕСК--067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 0-7-02 and 
0-7-30 (71.4 mV, +2%). 


q. Set the 067-0596-00 calibration fixture V, Range 
switch to O and the V, Volts control to approximately 
1-4-0. 


r. Rotate the Type 1A5 Position control to approxi- 
mately midrange. 


s. Repeat part k. 


t. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 30. 


u. Repeat parts m, n, o, and p. 


v. Using the procedure just described for checking the 
10, 20, and 30 IRE LEVEL switch setting and Fig. 5-10, 
check all remaining settings of the Type R140 MOD 
STAIRCASE APL/IRE LEVEL switch listed in Table 5-1. 


TABLE 5-1 
Set APL/ 067-0596-00 Calibration 
IRE Type 1A5 Fixture 
LEVEL | Position Vi У, Vi Repeat 


| control | 


switch to: Range | Range | Volts part: 


NC? Misiones. [ett Е 65 | k 


40 cow — [Nc 0 and p 
NC Midrange |NC k 
50 CCW NC —1.1 М | NC o and p 
NC  |Midrange |NC |0 — |3595|k 


60  |CCW (МС |-ІЛУМС }оапар 
NC  |Midrag |NC |0 [4344 [к 
70 NC  |oandp 
NC Marange [Ne iv] 5-0-25 | k 
80 CCW ER 1V|NC o and p 
NC Midrange = 5-7-40 | k 
90 CCW NC T 1V I p 
NC Midrange [NC 16465 

100 INC БЕЕК | МС TT 

?NC-No change from previous setting. 
w. Test equipment remains connected. 
Ф 


Fig. 5-11. Black bar width properly adjusted. 


11. Check/Adjust Bar Width ® 


а. Set the Type 1A5 Volts/Cm switch to .1 V, Display 
switch to A-Vc and the B Input AC-GND-DC switch to 
GND. 


b. Set the Type R140 VIDEO switch up, and the 
SYNCHRONIZATION BURST switch up. 


c. Set the test oscilloscope Horizontal Display Sweep 
Magnifier switch to X10 and rotate the Horizontal Position 
control to position the start of the black bar on a major 
graticule line as shown in Fig. 5-11. 


d. CHECK- Test oscilloscope display, black bar width 
must be between 6.3 and 6.9 Us. 


e. ADJUST- Bar Width control, L217, (see Fig. 5-1 2) for 
a black bar width of 6.6 us. 


f. Disconnect all test equipment. 


Type R140 Controls 


COLOR BAR 

R-Y Up 

B-Y Up 

Y Up 

AMPL 7596 

SETUP 1096 

WHITE REF Up 

BARS FULL FIELD 
VIDEO Up 
® 
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MOD STAIRCASE 


0° SUBCARRIER 
STEPS 

90° SUBCARRIER 
APL/IRE LEVEL 


VITS 


FIELD 
SIGNAL 
LINE 


CONVERGENCE 


CROSSHATCH 
DISPLAY 

VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 


R-Y PHASE 
BURST 


SUBCARRIER PHASE 


POWER 


BOTH 
MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


L217 
(Bar Width) 


Fig. 5-12. Bar Timing board adjustment location. 
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Test Oscilloscope Controls 


Viewing 
Time Base A 


Triggering Level 
Triggering 
Mode 
Slope 
Coupling 
Source 
Time/Cm 
Variable (Time/Cm) 


Time Base B 


Horizontal Display 
Sweep Magnifier 
Single Sweep 


Delay-Time Multiplier 
Horizontal Position 


As desired 


Near 0, pushed in 


Trig 


DC 

Ext 

10 us 
Calibrated 


Not used 


A 
Off 
Normal 


Not used 
Midrange 


Vernier (Horizontal Position) Midrange 


Power 
Amplitude Calibrator 


On 
Off 


Type 1A5 Controls 


A Input AC-GND-DC 
B Input AC-GND-DC 
Volts/Cm 

Variable (Volts/Cm) 


AC 
GND 
5 mV 
Cal 


Display 

Position 

Step Atten Bal 

Comparison Voltage 
Amplitude 
Polarity 


pue цңцңҢңОтт — — — — | | | 
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A-Vc 
Midrange 
As is 


0-0 
0 


Vectorscope Controls 


Signal Selector 


Channel A 


100%-75%-Мах Gain 
Gain 

Phase 

A Cal 


Channel B 

ф Ref 

Function Selector 
Intensity 
Luminance Gain 
Scale Illum 
Calibrated Phase 
Power 

Left recessed front- 
panel controls 


Right recessed front- 
panel controls 


NOTES 


Ch A, FULL FIELD, Аф 


7596 
As is 
As is 
Cal 


Not used 

ф Ref Burst 
Vector 

As desired 
Cal 

As desired 
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Туре В520 
Vectorscope 


011-0100-01 Voltage 


Step Up Termination 75 ohm BNC 


End-Line Termination 


Е-е. в + e =- = 
75 Me BNC a 
Termination 


10X Probe 
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Ыш 
9 è: 


Type R140 


a > 


1 ИТЕ ppt ] 
ERT % зоо: J 


75 ohm ВМС 
Coaxial Cables 


Fig. 5-13. Test equipment required for steps 12 through 17. 


12. Adjust R-Y and B-Y Modulator Filters о 
a. Test equipment is shown т Fig. 5-13. 


b. Connect a properly compensated 10X probe to the 
Type 1A5 A Input connector. 


c. From the Type R140 rear-panel COMP BLANKING 
connector, connect a 75 ohm coaxial cable to the test 
oscilloscope Time Base A Trigger Input connector. 


d. Connect the 10X probe tip to TP188 on the Modu- 
lator board (see Fig. 5-14). 


е. ADJUST— +(B-Y) Filter, 1187, for the best square 
corner on the leading edges of the display as shown in Fig. 
5-15А. 


f. Disconnect the 10X probe from TP188 and reconnect 
it to TP168. 


g. ADJUST— —(B-Y) Filter, L167, for the best square 


® 


corner on the leading edges of the display as shown т Fig. 
5-15B. 


h. Disconnect the 10X probe from TP168, set the Type 
1A5 Volts/Cm switch to 10 mV, and then reconnect the 
probe to TP182. 


i. ADJUST-— +(В-Ү) Filter, L183, for the best square 
corner on the leading edges of the display as shown in Fig. 
5-15C. 


j. Disconnect the 10X probe from TP182 and reconnect 
it to TP162. 


К. ADJUST- —(R-Y) Filter, L163, for the best square 
corner on the leading edges of the display as shown in Fig. 
5-15D. 


1. Disconnect the 10X probe from TP162 and the Type 
1A5. 


m. Test equipment remains connected. 
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L187 
*(B-Y Filter) 


—(R-Y Filter) == 
TP162 MÀ у 
%» 


5 


: 4 
94 gis?” a 
J“ m ЧЕ 


Ж зе 


М 2.9.9.5 рон 29.9994 л 


Fig. 5-14. Modulator board adjustment and test point locations. 


13. Check/Adjust Carrier Balance о 


а. Set the Type 1A5 A Input AC-GND-DC switch to DC 
and the Volts/Cm switch to .2 V. 


b. From the Type R140 COMP VIDEO connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Type 1A5 A Input connector. 


с. Observing the test oscilloscope display, rotate the 
Type 1A5 Position control to position the blanking level of 
the display to the center graticule line. Then, set the Volts/ 
Cm switch to 2 mV. 


d. Set the Type R140 COLOR BAR R-Y, B-Y and Y 
switches down, SETUP switch to 0%, and the SYNCHRON- 
IZATION R-Y PHASE switch to ALT. 


e. CHECK- Test oscilloscope display; amplitude of chro- 
minance on the blanking level must be less than 2.5 mV 
peak to peak. № may be necessary to use the Type 1A5 
Comparison Voltage Amplitude control with + Polarity to 
position the blanking level on the graticule. (Disregard 
switching transients.) 
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(D) — (R-Y) Filter waveform. 


Fig. 5-15. Typical R-Y and B-Y Filter Waveforms. 
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Proceed to part К for Performance Check. 


f. Replace the 75 ohm termination from the Type 1A5 
A Input connector with the 011-0100-01 Voltage Step Up 
Termination. If the Comparison Voltage Amplitude control 
was used in part e, set the Polarity switch to O. 


h. Set the Type 1A5 Volts/Cm switch to 1 mV and 
repeat part g. 


NOTE 


C157, R148, C152, and R142 adjustments interact. 
Repeat the adjustments several times to obtain as ab- 
solute minimum. 


i. Replace the 011-0100-01 Voltage Step Up Termin- 
ation with the 75 ohm termination. 


j. Repeat part e. 


k. Set the Type 1A5 A Input AC-GND-DC switch to 
GND. 


|. Test equipment remains connected. 


14. Check/Adjust R-Y 180? Phase Switcher Ф 


a. From the Type R140 rear-panel COMP VIDEO con- 
nector, connect a 75 ohm coaxial cable to the vectorscope 
CH A J1 connector. 


b. Connect a 75 ohm end-line termination to the vector- 
scope CH A J2 connector. 


c. Observing the vectorscope display, rotate the Channel 
A Phase Control to align the burst vector with the 0?/180? 
axis as shown in Fig. 5-16A. 


d. Set the Type R140 COLOR BAR R-Y switch up. 


e. CHECK - Vectorscope display; dots must overlay with- 
in 0.5? : see Fig. 5-16B. 


(ОД 
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(A) Burst vector properly aligned with the 07/180” axis of 
the vectorscope “Vector” graticule. 


(C) R-Y 180° Phase Switcher misadjusted. 


Fig. 5-16. Typical Type 520 Vectorscope displays used to check 
and/or adjust the R-Y 180? Phase Switcher. 
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NOTE 


Fig. 5-16C shows misadjustment of the R-Y 180* 
Phase Switcher. Use the Vectorscope Calibrated Phase 
dial to measure any error. 


f. ADJUST—C133 (see Fig. 5-14) until the requirement 
of part e is met. 


g. Set the Type R140 COLOR BAR B-Y switch up. 


h. Test equipment remains connected. 


15. Check/Adjust Modulator Quadrature 
Phasing о 
a. Replace the 75 ohm termination on the Type 145 А 
Input connector with the 011-0100-01 Voltage Step Up 
Termination. Then, set the Volts/Cm switch to 10 mV, A 
Input AC-GND-DC switch to DC, Position control to mid- 
range, Comparison Voltage Polarity switch +, and rotate the 
Comparison Voltage Amplitude control to position the pos- 
itive peaks of the display as shown in Fig. 5-17A. 


(B) Incorrect color bar phasing. 


Fig. 5-17. Typical displays showing correct and incorrect adjust- 
ment of color bar phasing. (Using Voltage Step Up Termination.) 
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b. CHECK- Test oscilloscope display; displays must 
overlay within 10 mV. (Typically 8 mV.) 


c. Set the Type 1A5 Comparison Voltage Amplitude 
control to —. 


d. Repeat part b using the negative peaks of the display. 


e. ADJUST—L126 (See Fig. 5-14) for best color bar 
overlay; must be within 10 mV. (See Fig. 5-17B for im- 
proper display.) 


f. Set the Type 1A5 Comparison Voltage Amplitude Po- 
larity switch to +. 


g. Repeat part e. 


h. ІМТЕВАСТІОМ-ІҒ step 15 is performed out of 
sequence, step 13 must also be repeated before continuing. 


i. Test equipment remains connected. 


16. Check/Adjust Spurious Subcarrier о 


а. Set the Type 1A5 Volts/Cm switch to .2 V and the 
Comparison Voltage Polarity switch to O. Then, replace the 
011-0100-01 Voltage Step Up Termination with a 75 ohm 
termination. 


b. Set the test oscilloscope Time Base A Time/Cm switch 
to 2 Us and rotate the Horizontal Position Control to posi- 
tion the display horizontally on the test oscilloscope as 
shown in Fig. 5-18A. 


c. Set the Type 1A5 Volts/Cm switch to 10 mV. 
d. CHECK- Test oscilloscope display; 3.58 MHz 


aberration between burst and the first color bar must be less 
than or equal to 32 mV peak to peak; see Fig. 5-18B. 


NOTE 


Proceed to part k for Performance Check. 


e. Set the Type R140 COLOR BAR В-У switch down. 


f. ADJUST—C422 (see Fig. 5-19) and Readjust L163 
(see Fig. 5-14) for minimum 3.58 MHz aberration between 
burst and the first color bar. 


(82 
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(В) Aberration must be less than ог equal to 32 mV peak-to- 
peak. 


Fig. 5-18. Typical displays used to check and/or adjust spurious 
output. 


g. Set the Type R140 COLOR BAR R-Y switch down 
and the B-Y switch up. 


h. ADJUST—C427 (see Fig. 5-19) and Readjust L167 


(see Fig. 5-14) for minimum 3.58 MHz aberration be- 


tween burst and the first color bar. 


i. Set the Type R140 COLOR BAR R-Y switch up. 


j. Repeat part d. 


k. Test equipment remains connected. 


17. Adjust Modulator Output Filter о 


а. Set the Type 1A5 Volts/Cm switch to .2 V. 


b. Set the test oscilloscope Time Base A Time/Cm switch 
to 10 Us. 


ОЯ 
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c. Observing the test oscilloscope display, rotate the 
Horizontal position controls to position the green-magenta 
transition to the center (horizontal) graticule lines as shown 
in Fig. 5-20A. 


d. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


e. CAUTION-Pull transistor 0683, see Fig. 5-5 on the 
Type R140 Line Timing board. 


f. ADJUST—L 176 and L184 (see Fig. 5-14) for (1) best 
green-magenta transition; (2) best square corner on the 
magenta chrominance; (3) best overlay of the displays. (See 
Fig. 5-20B.) 


g. Set the test oscilloscope Sweep Magnifier switch to 
Off. 


h. Set the Type 1A5 Volts/Cm switch to 1 mV and 
rotate the Position control to position the blanking level of 
the display to the center graticule line; see Fig. 5-20C. 


i. READJUST—L 176 and L184 for less than 2.5 mV 
(peak to peak) of chrominance on the blanking level. 


j. Set the Type 1A5 Volts/Cm switch to .2 V and rotate 
the Position control to approximately midrange. 


k. Repeat (in listed order) parts d, f, g, h, i, and j several 
times to remove interaction of adjustments. 


Fig. 5-19. Bar Drive and Video Out board adjustment locations. 


5-23 


Performance Check/Calibration—Type 140/R 140 


(B) Adjust L184 and L176 for (1) best green-magenta tran- 
sition, (2) best square corner on magenta bar, (3) best over- 
lapping of displays. 


(C) Adjust for minimum modulation on the blanking level. 


Fig. 5-20. Typical displays to adjust the Modulator Output Filter. 


1. Replace Q683 removed in part e. 
m. INTERACTION-Step 18 must be completed. 
n. Disconnect all test equipment and connections. 


Type R140 Controls 


COLOR BAR 
R-Y Up 
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B-Y 

Y 

AMPL 
SETUP 
WHITE REF 
BARS 


VIDEO 


MOD STAIRCASE 
0? SUBCARRIER 
STEPS 
90? SUBCARRIER 
APL/IRE LEVEL 


VITS 
FIELD 
SIGNAL 
LINE 


CONVERGENCE 
CROSSHATCH 
DISPLAY 
VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 
B-Y PHASE 


SUBCARRIER PHASE 


POWER 


Up 

Down 

7596 

1096 

Up 

FULL FIELD 


Down 


Down 
Down 
MOD 
5096 


BOTH 
MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


Test Oscilloscope Controls 


Viewing 


Time Base A 
Triggering Level 
Triggering 

Mode 

Slope 

Coupling 

Source 
Time/Cm 
Variable (Time/Cm) 


Time Base B 
Triggering Level 
Triggering 

Mode 

Slope 

Coupling 

Source 
Time/Cm 
Variable (Time/Cm) 


As desired 


CW, pushed in 


Auto 

4 

AC 

INT 

1 us 
Calibrated 


Near O, pushed in 
Trig 


DC 

EXT 

10 us 
Calibrated 


067-0596-00 
Calibration Fixture 


75 ohm BNC 
Termination 


Horizontal Display 
Sweep Magnifier 
Single Sweep 


Delay-Time Multiplier 
Horizontal Position 
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Test Oscilloscope 


“ = : > = a 
әггге Q 4412) 
аа = + Type R140 


— 


ИО 
$55555 @ ФФ e* . 


— 


75 ohm ВМС 
Coaxial Cables 


Fig. 5-21. Test equipment required for steps 18 through 31. 


B 
Off 
Normal 


As is 
Midrange 


Vernier (Horizontal Position) Midrange 


Power 
Amplitude Calibrator 


On 
Off 


Type 1A5 Controls 


A Input AC-GND-DC 

B Input AC-GND-DC 

Volts/Cm 

Variable (Volts/Cm) 

Display 

Position 

Step Atten Bal 

Comparison Voltage 
Amplitude 
Polarity 


Midrange 
As is 


0-0 
0 


V2 
Range +1.1V 
Volts 3-0-61 
18. Check/Adjust Chrominance Amplifier о 


a. Test equipment is shown т Fig. 5-21. 


b. From the Type R140 COMP VIDEO connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Type 1A5 A Input connector. 


c. From the Type R140 rear-panel COMP BLANKING 
connector, connect a 75 ohm coaxial cable to the test 
oscilloscope Time Base B Trigger Input connector. 


d. From the 067-0596-00 calibration fixture Chopped 
Output connector, connect a 75 ohm coaxial cable to the 
Type 1A5 B Input connector. 


067-0596-00 Calibration Fixture Controls 


Vi 
Range 
Volts 


® 


—1.1V 
3-0-61 


e. Set the test oscilloscope Time Base B Trigger Level 
control for a triggered display. 
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f. Observing the test oscilloscope displays, rotate the 
067-0596-00 calibration fixture М, Volts control until top 
of the bottom display just meets the bottom of the top 
display. 


g. Set the Type 1A5 Volts/Cm switch to 10 mV. 


h. Repeat part f. 


i. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; must be between 2-9-99 and 3-1-23 
(610 mV xt 196). 


j. Set the 067-0596-00 Calibration fixture V} Volts 


control for a dial setting of 3-0-61. 


К. ADJUST—R482 (see Fig. 5-22) until the top of the 
bottom display just meets with the bottom of the top dis- 
play. 


|. Test equipment remains connected. 


19. Check APL Subcarrier Modulation Amplitude 


NOTE 


If any of the following checks are not within the 
listed tolerance, repeat step 18. 


a. Set the Type 1A5 Volts/Cm switch to .2 V. 


b. Set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to OFF. 


c. CHECK- Test oscilloscope display; modulation should 
not be present on the display. 


d. Set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to UNMOD. 


e. Set the 067-0596-00 calibration fixture V, Range 
switch to 0 and the V, Volts control for a dial setting of 


0-3-01 (30 mV). 
f. Set the Type 1A5 Volts/Cm switch to 10 mV. 
g. Observing the test oscilloscope display, rotate the 


067-0596-00 calibration fixture V; Volts control until the 
two displays just meet. 
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Fig. 5-22. Bar Drive and Video Out board adjustment locations. 


h. СНЕСК--067-0596-00 calibration fixture У; Volts 
control dial setting; dial setting must be between 0-2-86 and 
0-3-16 (30 mV x 1.5 mV). 


i. Set the Type 1A5 B Input AC-GND-DC switch to 
GND. 


j. CHECK- Test oscilloscope display; duration of modu- 
lation should be approximately 52.3 115 (as measured from 
the 5096 points between the blanking level and the most 
positive excursion of the modulation). 


k. Set the Type 1A5 Volts/Cm switch to .2 V. 


1. Set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to MOD. 


m. CHECK- Test oscilloscope display; display should be 
similar to Fig. 5-23. 


| 


Each modulation envelo 
in duration 


Fig. 5-23. Typical display showing the modulated subcarrier. Used 
to check amplitude and duration. 


n. Set the 067-0596-00 calibration fixture V; Range 
switch to —1.1 V and the V, and V, Volts controls for 
dial settings of 0-1-50 each (30 mV). 


о. Set the Type 1A5 Volts/Cm switch to 10 mV and the 
B Input AC-GND-DC switch to DC. 


p. Observing the test oscilloscope display of the first or 
fourth modulation envelope, rotate the 067-0596-00 V, 
Volts control until the two displays just meet. 


а. CHECK-—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 0-1-35 and 
0-1-65 (30 mV +1.5 mV). 


г. Set the 067-0596-00 calibration fixture V, and У, 
Volts control for dial settings of 1-5-30 each (305 mV). 


s. Repeat part p using the second modulation envelope. 


t. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 1-4-38 and 
1-6-22 (305 mV +3%). 


и. Set the 067-0596-00 V, and V, Volts controls for 
dial setting of 3-0-61 each (610 mV). 


v. Repeat part p using the third modulation envelope. 


м. CHECK—067-0596-00 calibration fixture V5 Volts 
control dial setting; dial setting must be between 2-8-77 and 
3-2-77 (610 mV, +3%). 


X. Set the Type 1АБ Volts/Cm switch to .2 V, Display 
switch to A-Vc and the B Input AC-GND-DC switch to 
GND. 


y. Set the test oscilloscope Sweep Magnifier switch to 
X5. 


2. CHECK- Test oscilloscope display; duration of each 
modulation envelope should be approximately 13 us (as 
measured from the 50% points of each envelope). 


aa. Test equipment remains connected. 
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20. Check Chrominance Amplitudes 


a. Set the Type R140 COLOR BAR Y switch up and the 
VIDEO switch up. 


b. Set the test oscilloscope Horizontal Display switch to 
B Intens By 'A' and the Sweep Magnifier switch to Off. 


c. Set the test oscilloscope Delay-Time Multiplier control 
so that white is intensified as shown in Fig. 5-24A. 


d. Set the test oscilloscope Horizontal Display switch to 
А Dly'd. 


e. Set the Type 1A5 Volts/Cm switch to 1 mV, Compar- 
ison Voltage Polarity switch to +, and rotate the Compar- 
ison Voltage Amplitude control to position the intensified 
white portion of the display on the test oscilloscope grati- 
cule. 


f. CHECK- Test oscilloscope display; peak-to-peak chro- 
minance on white must be 2.5 mV peak to peak or less (see 
Fig. 5-24B). 


NOTE 


If part f is not within the listed tolerance, or if any of 
the following checks are not within the stated toler- 
ance, proceed to Step 21 before continuing with step 
20. 


g. Set the test oscilloscope Horizontal Display switch to 
B Intens by 'A', and the Time Base A Time/Cm switch to .5 


us. 


h. Set the Type R140 Color Bar Y switch down. 


i. Set the Type 1A5 Volts/Cm switch to .2 V, Compar- 
ison Voltage Polarity switch to O, and rotate the Position 
control to center the display on the test oscilloscope. 


j. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control until the red color bar is 
intensified. 


К. Set the 067-0596-00 calibration fixture М; and V; 
Volts controls for a dial setting of 3-0-56 each (609 mV). 


1. Set the test oscilloscope Horizontal Display switch to 
A Dly'd. 
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(A) Color bar signal with white intensified. 


or less 
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(B) Modulation on white must be less than or equal to 2.5 mV 
peak to peak. 


Fig. 5-24. Typical displays showing location of color signal compo- 
nents and white modulation. 


m. Set the Type 1A5 Volts/Cm switch to 10 mV, Dis- 
play switch to A-B, B Input AC-GND-DC switch to DC and 
rotate the Position control to position the display on the 
test oscilloscope as shown in Fig. 5-24B. 


n. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V4 Volts control until the 
top of the bottom display just meets the bottom of the top 
display. 


о. CHECK—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 2-8-73 and 
3-2-39 (609 mV, € 3*6). 


p. Using the 067-0596-00 calibration fixture М Volts 
control dial setting obtained in part o, compute and record 
the percentage error, if any, above or below the standard 
dial setting for the red color bar. 
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(A) Chrominance signal with red intensified. 


(О) B-Y signal component locations. 


Fig. 5-25. Typical displays of the Chrominance, R-Y and B-Y signals. 
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МОТЕ 


The percentage error computed т this part will be 
used to determine the error, if any, of the remaining 
chrominance amplitudes. For example, assume the 
У; Volts control dial setting obtained in part o was 
2-8-73 (3% low) ог 3-2-39 (3% high). 


Add: V, and V, dial readings obtained in part o 
305.6 + 287.3 = 592.9 or 
305.6 + 323.9 = 629.5, 


Add: V, and V, Volts control dial settings for the 
standard value of the red color bar 
305.6 + 305.6 = 611.2, 


Subtract: Total dial settings obtained т part o from 
the total dial readings for the red color bar 


611.2 — 592.9 = 18.3 low or 
611.2 — 629.7 = 18.3 high. 
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s. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control until the blue color bar is 
intensified. 


t. Set the 067-0596-00 calibration fixture V, and V; 
Volts control for a dial setting of 2-1-73 each (433 mV). 


и. Repeat parts |, m, and n. 


v. CHECK—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting for the blue color bar must 
be within 196 of the error recorded for the red color bar in 
part p, but in no case must the total error for the blue color 
bar be greater than 396 above or below the standard dial 
setting. 


NOTE 


Referring back to the example given following part p, 
the percentage error was found to be either 3% low or 
3% high. With this error, the dial reading obtained т 
part v would have to be between 2% and 3% below, 
or between 2% and 3% above, the standard value of 


ue the blue color bar. In other words the У; Volts con- 
(18.3) (100) = 3% low or high. trol dial setting must be between 2-0-85 and 2-1-42 
611.2 (2% to 3% below), or between 2-2-60 and 2-3-03 (2% 
q. Set the test oscilloscope Horizontal Display switch to to 3% above). 
B Intens By ‘A’. 


w. Using the procedure just described for checking the 
r. Set the Type 1A5 B Input AC-GND-DC switch to amplitude of the blue color bar, Fig. 5-25A, B, C and D, 


GND, Volts/Cm switch to .2 V and rotate the Position check each remaining chrominance amplitude listed in 
control to center the display on the test oscilloscope. Table 5-2. 
TABLE 5-2 


Color 067-0596-00 Calibration Fixture Tolerance 


(See Tolerance) V, Volts Amplitude P-P 


Magenta 2-8-72 2-8-72 572.4 mV Absolute amplitude of all 


Green 2-8-72 572.4 mV Subcarrier frequency com- 
Cyan 3-0-56 3-0-56 609.0 mV ponts (Chrominance R-Y, 
Yellow 2-1-72 433.0 mV and B-Y are within 396. 
Blue? 0-4-66 93.3 mV 

Red? 2-9-70 2-9-70 592.1 mV 


Magenta? 2-5-54 499.1 mV 


Сгееп? 2-5-54 499.1 mV 

Cyan? 2-9-70 592.1 mV 

Yellow? 0-4-66 93.0 mV 

Blue* 2-1-21 422.9 mV 

Вед“ 0-7-15 0-7-15 142.6 mV Relative amplitudes of all 
Мадепта“ 280.4 mV Subcarrier frequency compo- 
Green* | 1-4-65 | 280.4 mV nents are within 1% of the 


Cyan? 0-7-15 0-7-15 142.6 mV red chrominance bar. 
Yellow? 2-1-21 2-1-21 422.9 mV 


3Set the Type R140 COLOR BAR B-Y switch down (R-Y). 
4 Set the Type R140 COLOR BAR B-Y switch up and the R-Y switch down (B-Y); set the Type 1A5 Volts/Cm switch to .1 V. 
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TABLE 5-3 
Color 067-0596-00 Calibration Fixture Tolerance 
(see Tolerance) V, Volts Amplitude P-P 
Red 4-b-33 902.3 mV | Absolute amplitude of all 
Blue 3-2-21 641.6 mV Subcarrier frequency com- 
Magenta 4-2-59 848.0 mV ponents (Chrominance, R-Y, 
Green 4-2-59 848.0 mV and B-Y) are within 3%. 
Cyan 4-5-33 902.3 mV 
Yellow 3-2-21 641.6 mV 
Blue? 137.8 mV 
Red? 877.2 mV 
Magenta? 739.3 mV 
Green? 739.3 mV | 
Cyan? 877.2 mV 
Yellow? 137.8 mV 
Blue® 626.6 mV 
Red$ 211.2 mV Relative amplitudes of all 
Magenta® Subcarrier frequency compo- 
nents are within 1% of the 
red chrominance bar. 
Yellow® 


5 Set the Type R140 COLOR BAR В-У switch down (В-У). 


6 Set the Туре R140 COLOR BAR B-Y switch up and the R-Y switch down (B-Y); set the Type 1A5 Volts/Cm switch to .1 V. 


x. Set the Type R140 COLOR BAR R-Y and B-Y 
switches up, the AMPL switch to 100%, and the SETUP 
switch to 0%. 


y. Repeat part h through v for all components listed in 
Table 5-3. 


NOTE 


All values are different than those shown in Table 
5-2, but procedure is identical. 


z. Test equipment remains connected. 


21. Adjust Chrominance Amplitudes о 


a. Set all test equipment controls as given following Fig. 
5-21 except as follows: 


Type R140 
COLOR BAR B-Y down 
VIDEO Up 
MOD STAIRCASE All up 
Test Oscilloscope 
Time Base A Time/Cm to .5 15 


Horizontal Display B Intens By 'A' 
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067-0596-00 Calibration Fixture 


V4 and V, Volts 0-6-41 
b. Observing the test oscilloscope display, rotate the 


Delay-Time Multiplier control to intensify the blue color 
bar. Then, set the Horizontal Display switch to A Dly'd. 


c. Set the Type 1A5 Volts/Cm switch to 10 mV. 


d. ADJUST—R410 (see Fig. 5-26), until the two displays 
just meet. 


e. Set the Type 1A5 Volts/Cm switch to .2 V and the 
test oscilloscope Horizontal Display switch to B Intens By 
‘А’. 


f. Set the 067-0596-00 calibration fixture V, and V, 
Volts controls for a dial setting of 3-7-14 each (739.3 mV). 


g. Repeat parts b and c using the green color bar. 
h. ADJUST—R412 until the two displays just meet. 


i. Repeat part e. 


3 
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Fig. 5-26. Bar Drive and Video Out board adjustment locations. 


j. Rotate the test oscilloscope Delay-Time Multiplier 
control to intensify the blanking level just prior to the 
yellow color bar. 


k. Set the Type 1A5 Display switch to A-Vc, Volts/Cm 
switch to 2 mV, and the test oscilloscope Horizontal Dis- 
play switch to A Dly'd. 


|. ADJUST—R413 for minimum modulation on the 
blanking level. 


m. Repeat part e. 


n. Set the Type R140 COLOR BAR B-Y switch up and 
the R-Y switch down. 


o. Set the Type 1A5 Display switch to A-B. 


р. Set the 067-0596-00 calibration fixture V; and У, 
Volts controls to dial settings of 1-0-86 each (211.2 mV). 


а. Repeat parts b and c using the red color bar. 


г. ADJUST—R416 until the two displays just meet. 


s. Repeat part e. 


® 
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t. Set the 067-0596-00 calibration fixture V; and V; 
Volts controls for dial setting of 2-0-83 each (415.4 mV). 


u. Repeat parts b and c using the green color bar. 
v. ADJUST—R417 until the two displays just meet. 
w. Repeat (in listed order) parts e, j, and k. 


x. ADJUST—R419 for minimum modulation on the 
blanking level. 


y. Repeat Step 20 before continuing. 
z. Test equipment remains connected. 


22. Check/Adjust Burst Amplitude. 4» 


a. Set the test equipment controls as given following Fig. 
5-21 except as follows: 


Type R140 
COLOR BAR AMPL—100%, SETUP—0% 
VIDEO Up 
MOD STAIRCASE All up 


Test Oscilloscope 


Horizontal Display B Intens By ‘A’ 


067-0596-00 Calibration Fixture 
V, and V, Volts 1-4-33 


b. Rotate the test oscilloscope Delay-Time Multiplier 
control to intensify burst. 


c. Set the Type 1A5 Volts/Cm switch to 10 mV and set 
the test oscilloscope Horizontal Display switch to A Dly'd. 


d. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
two displays just meet. 


e. CHECK—067-0596-00 calibration fixture V} Volts 
control dial setting; dial setting must be between 1-3-47 and 
1-5-19 (285.7 mV, +3%). 
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f. Set the 067-0596-00 calibration fixture V; Volts con- 
trol for a dial setting of 1-4-33. 


9. ADJUST—R414 (see Fig. 5-26) until the two displays 
just meet. 


h. Test equipment remains connected. 


23. Check/Adjust Setup Level (1) 


a. Set the Type 1A5 Volts/Cm switch to .2 V and set the 
test oscilloscope Horizontal Display switch to B Intens By 
UN. 


b. Set the Type R140 COLOR BAR R-Y and B-Y 
switches down and the Y, AMPL, and SETUP switches up. 


с. Set the 067-0596-00 calibration fixture V, and V3 
Volts controls for dial settings of 0-3-58 each (71.4 mV). 


d. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control until the setup level is intens- 
ified as shown in Fig. 5-27A. 


(A) Luminance signal with setup intensified. To remove the 
e P ndn set the Type 1A5 B Input AC-GND-DC switch 
to D. 


(B) Setup level aligned with the blanking level. 


Fig. 5-27. Typical displays used to check or adjust the setup level 
amplitude. 
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e. Set the test oscilloscope Horizontal Display switch to 
A Dly’d and the Type 1A5 Volts/Cm switch to 10 mV. 


f. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
setup level of the lower display just aligns with the blanking 
level of the upper display; see Fig. 5-27B. 


g. CHECK—067-0596-00 calibration fixture М Volts 
control dial setting; dial setting must be between 0-3-51 and 
0-3-65 (71.4 mV, X196). 


h. Set the 067-0596-00 calibration fixture V} Volts con- 
trol to a dial setting of 0-3-58. 


i. ADJUST—R433 (see Fig. 5-26) until the setup level of 
the lower display just aligns with the blanking level of the 
upper display. 


j. Test equipment remains connected. 


24. Check/Adjust Color Bar Luminance Levels @ 


a. Set the Type R140 COLOR BAR AMPL switch to 
100% and the SETUP switch to 0%. 


b. Set the Type 1A5 Volts/Cm switch to .2 V and the 
test oscilloscope Horizontal Display switch to B Intens by 
'A'. 


с. Set the 067-0596-00 calibration fixture V, Range 
switch to 0. 


d. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control to intensify the blanking 
level. 


e. Set the Type 1A5 Volts/Cm switch to 10 mV. Then, 
observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture У; Volts control until the 
blue luminance level is aligned with the blanking level (see 
Fig. 5-27A for location of luminance levels). 


f. CHECK—067-0596-00 calibration fixture V5 Volts 
control dial setting; dial setting must be between 0-7-80 and 
0-7-96 (78.6 mV, X196). 


9. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of 0-7-88. 
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h. ADJUST—R463 (see Fig. 5-26) until the blue lumin- 
ance level aligns with the blanking level. 


i. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
red luminance level aligns with the blanking level. 


j. CHECK—067-0596-00 calibration fixture V, Volts 


control dial setting; dial setting must be between 2-1-28 and 
2-1-72 (214.3 mV, +1%). 


К. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of 2-1-50. 


1. ADJUST—R453 until the red luminance level aligns 
with the blanking level. 


m. Repeat part i using the green luminance level. 


n. СНЕСК--067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 4-1-90 and 
4-2-76 (421.4 mV, +1%). 


о. Set the 067-0596-00 calibration fixture М, Volts con- 
trol for a dial setting of 4-2-34. 


p. ADJUST—R454 until the green luminance level aligns 
with the blanking level. 


q. Set the Type R140 WHITE REF switch to 100 IRE, 
AMPL switch to 75% and the SETUP switch to 10%. 


r. Repeat part i using the white level. 


s. CHECK—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 7-1-02 and 
7-2-48 (714.3 mV, +1%). 


t. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of 7-1-75. 


u. ADJUST—R443 until the white level aligns with the 
blanking level. 


v. Set the Type R140 COLOR BAR AMPL and SETUP 
switches down. 
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w. Using the preceding procedure to check and/or ad- 
just the luminance levels, CHECK all remaining luminance 
levels listed in Table 5-4. 


TABLE 5-4 
067-0596-00 Calibration Fixture 


Component | Amplitude | V, Volts control Tolerance (+1%) 


Yellow 641.6 mV 
Cyan 516.1 mV 
Magenta 324.5 mV 


Luminance Level 


6-3-83 to 6-5-13 
5-1-32 to 5-2-37 
3-2-26 to 3-2-91 


Blue? 124.5 mV 1-2-36 to 1-2-61 
Red? 216.1 mV 2-1-33 to 2-1-70 
Magenta” 269.1 mV 2-6-74 to 2-7-28 
Green? 3-5-39 to 3-6-11 
Cyan? 408.9 mV 4-0-64 to 4-1-47 
Yellow? 500.5 mV 4-9-75 to 5-0-76 
White? 553.6 mV 5-5-08 to 5-6-19 


7Set the Type R140 COLOR BAR/AMPL, SETUP, AND WHITE 
REF switches up. 


x. Test equipment remains connected. 


25. Check/Adjust Full Field White Risetime 0 
апа Aberrations 


a. Set the Туре 1А5 В Input AC-GND-DC switch to 
GND, Display switch to A-Vc, Volts/Cm switch to .1 V and 
rotate the Variable (Volts/Cm) control for a display ampli- 
tude of 5 cm between the blanking level and white level. 


b. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control until burst and the white 
luminance level is intensified. Then, set the Horizontal Dis- 
play switch to A Dly'd. 


c. CHECK - Test oscilloscope display; aberrations on the 
leading top corner of the white bar must be less than or 
equal to 296 peak to peak. 


d. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


e. CHECK- Test oscilloscope display; risetime must be 
115 ns within 1596. 


f. ADJUST—L466 and L456 (see Fig. 5-28) for а rise- 
time of 115 ns within 1596 with less than 296 aberrations. 


g. Test equipment remains connected. 
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Fig. 5-28. Bar Drive and Video Out board adjustment locations. 


26. Check/Adjust Split Field Timing Фо 


а. Set the Type 1A5 Volts/Cm switch to .2 V and the 
Variable (Volts/Cm) to Cal. 


b. Set the test oscilloscope Horizontal Display switch to 
B Intens by 'A', Sweep Magnifier switch to off, and the 
Time Base A Time/Cm switch to .5 Us. 


c. Set the Type R140 COLOR BAR BARS switch to 
SPLIT FIELD. 


d. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier for a display as shown in Fig. 5-29A. 
Then, set the Horizontal Display switch to A DIy'd. 


e. Set the Type 1A5 Volts/Cm switch to 50 mV. 


f. CHECK - Test oscilloscope display; Split Field blue bar 
and —1, W, О, B black bar must have coincidence on fall 
time (see Fig. 5-29B). 


g. ADJUST—C207 (see Fig. 5-30) until the falltime of 
the (Split Field) blue bar is coincident with the —1, W, О, B 
black bar. 


h. Set the Type 1A5 Volts/Cm switch to .2 V, the test 
oscilloscope Horizontal Display switch to B Intens By ‘A’ 
and the Sweep Magnifier switch to X10. 
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(B) Bars with proper coincidence. 


Fig. 5-29. Typical SPLIT FIELD displays. 


i. Observing the test oscilloscope display, rotate the 
Horizontal Position controls to center the Full Field cyan 
luminance level bar left and right of the horizontal center 
graticule line, as shown in Fig. 5-31. 


Fig. 5-30. Bar Timing board adjustment locations. 
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Fig. 5-31. Typical display used to adjust or check SPLIT FIELD bar 
timing. 


j. CHECK- Test oscilloscope display; trailing edge of the 
-!, W, О, B white bar must fall at the mid point on the 
Split Field cyan luminance level bar within 1% (9.4 115). 


К. ADJUST—C227 until the trailing edge of the —1, W, 
О, B white bar falls at the center of the Split Field cyan 
bar. 


|. Test equipment remains connected. 


27. Check/Adjust —1, W, О, B White Bar Oo 
Amplitude 


а. Set the Type R140 COLOR BAR BARS switch to —1, 
W, Q, B; then set the test oscilloscope Sweep Magnifier 
switch to Off. 


b. Set the Type 1A5 Display switch to A-B and the B 
Input AC-GND-DC switch to DC. 


c. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V; Volts control until the 
white level (see Fig. 5-32) of the lower display just aligns 
with the blanking level of the upper display. 


d. Set the Type 1A5 Volts/Cm switch to 10 mV and 
repeat part c. 


e. СНЕСК--067-0596-00 calibration fixture М Volts 
control dial setting; dial setting must be between 7-1-02 and 
7-2-48 (714.3 mV, +1%). 


f. Set the 067-0596-00 calibration fixture М, Volts con- 
trol for a dial setting of 7-1-75. 


on 
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g. ADJUST—R434, see Fig. 5-26, until the —1, W, О, B 
white level just aligns with the blanking level. 


h. Test equipment remains connected. 


28. Check/Adjust —1, W, О, B White Bar «p 
Aberrations 


a. Set the Type 1A5 Volts/Cm switch to .1 V, Display 
switch to A-Vc, and the B Input AC-GND-DC switch to 
GND. Then, rotate the Variable (Volts/Cm) control for a 
display amplitude of 5 cm between the blanking level and 
the white level. 


b. CHECK- Test oscilloscope display; aberration on the 
leading top corner of the white bar must be less than or 
equal to 296 peak to peak. 


c. Set the Test oscilloscope Sweep Magnifier switch to 
X10. 


d. ADJUST—L458 and L468 (see Fig. 5-28) for the best 
square corner on the leading edge of the white bar with 
aberration less than 296 peak to peak. 


e. Test equipment remains connected. 


29. Check/Adjust —I апа О Amplitudes 11) 


а. Set the test oscilloscope Sweep Magnifier switch to 
off. 


b. Set the Type 1A5 Volts/Cm switch to .2 V, Variable 
(Volts/Cm) to Cal, Display switch to A-B, and the B Input 
AC-GND-DC switch to DC. 


Blanking Level 


Fig. 5-32. Typical display to check or adjust the —1, W, О, B white 
bar amplitude 
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c. Set the 067-0596-00 calibration fixture V; Range 
switch to —1.1 V and the V, and V, Volts controls for dial 
settings of 1-4-33 each (285.7 mV). 


d. Sét the Type 1A5 Volts/Cm switch to 10 mV. 


e. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V4 Volts control until the 
—] signals just meet (see Fig. 5-32 for -! апа О location). 


f. CHECK—067-0596-00 calibration fixture V4 Volts 
control dial setting; dial setting must be between 1-3-51 and 
1-5-23 (285.7 mV, +3%). 


g. Note and record the dial setting of the 067-0596-00 
calibration fixture V, and V, Volts controls dial settings. 


h. Repeat parts e, f, and g using the O signal. 


i. CHECK—Sum of dial settings recorded in part g for 
the —! and О signals must be within 1% relative to each 
other. 


NOTE 


For Performance Check, proceed to part w. 


j. Set the 067-0596-00 calibration fixture V; and V; 
Volts controls for dial setting of 1-1-98 each (239.6 mV). 


К. Remove 0261; see Fig. 5-33. 


1. ADJUST—R271 until the upper and lower О signals 
just meet. 


m. Replace Q261 and remove 0292. 


n ADJUST—R232 until the upper and lower —1 signals 
just meet. 


o. Replace Q292 and remove 0262. 


p. Set the 067-0596-00 calibration fixture V, and У, 
Volts controls for dial settings of 0-7-80 each (155.6 mV). 


а. ADJUST—R272 until the upper and lower —1 signals 
just meet. 


5-36 


R231 R232 a 
es 
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Fig. 5-33. Bar Timing board adjustment and transistor locations. 
r. Replace Q262 and remove Q291. 


s. ADJUST—R231 until the upper and lower Q signals 
just meet. 


t. Replace Q291. 


u. Set the 067-0596-00 calibration fixture V4 and V; 
Volts controls for dial setting of 1-4-33 each. 


v. Repeat (in listed order) parts e, f, g, h, and i. 
w. Test equipment remains connected. 


30. Check/Adjust Luminance to Chrominance Q 
Delay 


NOTE 


Throughout the Performance Check/Calibration pro- 
cedure, if only a Performance Check is being per- 
formed, the Type R140 dust covers have not been 
removed. To accurately check and/or adjust the Lum- 
inance to Chrominance Delay (Step 30) and to Check 
Chrominance Risetime (Step 31), access to the Type 
R140 Line Timing board is necessary. 


a. Set the Type R140 POWER switch OFF. 


b. Remove the top dust cover (Performance Check Only) 
from the Type R140 and remove 0683; see Fig. 5-5. 


c. Set the Type R140 POWER switch ON. 


d. Set the Type R140 COLOR BAR R-Y and B-Y 
switches up, Y switch down, SETUP switch to 096, and the 
BARS switch to FULL FIELD. 


e. Set the Type 1A5 Volts/Cm switch to .1 V, B Input 
AC-GND-DC switch to GND, and the Display switch to 
A-Vc. 


(A) Chrominance display with green and magenta inten- 
sified. 


(B) Green-magenta transition properly positioned and cen- 
tered on graticule. 


Do Se) SS ee 
Green-Magenta Luminance Transition must be within 20 ns 
of the Center Graticute сна. 


(C) Luminance signal properly adjusted. 


Fig. 5-34. Typical displays to check or adjust Luminance to Chrom- 


inance Delay. 
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f. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control to intensify the display as 
shown in Fig. 5-34A. 


g. Set the test oscilloscope Horizontal Display switch to 
A Dly'd and the Sweep Magnifier switch to X5. 


h. Observing the test oscilloscope display, rotate the 
Horizontal Position controls and the Type 1A5 Position 
control to center the green-magenta transition to the center 
of the graticule as shown in Fig. 5-34B. 


NOTE 


Do not move the test oscilloscope Delay-Time Multi- 
plier or Horizontal Position controls until after the 
completion of this step. 


i. Set the Type R140 COLOR BAR R-Y and B-Y 
switches down and the Y switch up. 


j. Observing the test oscilloscope display, set the Type 
1A5 Volts/Cm switch to 20 mV and the Variable (Volts/ 
Cm) control for a 2 cm display amplitude. Then rotate the 
Position control to position the display vertically until the 
50% point of the green-magenta luminance transition is at 
the center vertical graticule line on the test oscilloscope, as 
shown in Fig. 5-34C. 


k. CHECK-Test oscilloscope display; green-magenta 
transition (at the 5096 point) must be within 20 ns of the 
reference established in part h. 


1. ADJUST—R235 (see Fig. 5-33) until the 50% point on 
the green-magenta transition is at the same point as the 
reference established in part h. 


m. Test equipment remains connected. 


31. Check Chrominance Risetime 


a. Set the Type R140 COLOR BAR R-Y and B-Y 
switches up and the Y and AMPL switches down. 


b. Set the test oscilloscope Horizontal Display switch to 
B Intens By 'A' and the Sweep Magnifier switch to Off. 


c. Set the Type 1A5 Volts/Cm switch to 50 mV and 
rotate the Variable (Volts/Cm) control for a display ampli- 
tude of 5 cm between the blanking level and the flat top 
portion of the first color bar. 
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d. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control to intensify the start of the 
first color bar. Then, set the Horizontal Display switch to A 
Dly'd and the Sweep Magnifier switch to X5. 


e. CHECK- Test oscilloscope display; risetime of chro- 
minance must be 375 ns within 1596. 


f. Set the Type R140 POWER switch OFF. 


g. Replace O683 (removed in step 30). 


h. Disconnect all test equipment. 


Type R140 Controls 


COLOR BAR 
R-Y 
B-Y 
Y 
AMPL 
SETUP 
WHITE REF 
BARS 


VIDEO 


MOD STAIRCASE 
0° SUBCARRIER | 
STEPS 
90? SUBCARRIER 
APL/IRE LEVEL 


Vits 
FIELD 
SIGNAL 
LINE 


CONVERGENCE 
CROSSHATCH 
DISPLAY 
VERT POSITION 
HORIZ POSITION 


SYNCHRONIZATION 
R-Y PHASE 
BURST 
SYNC 
REF 
SUBCARRIER PHASE 
POWER 
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U 
FULL FIELD 


Down 


BOTH 
MOD STAIRCASE 
15 


ON 
CROSSHATCH 
Midrange 
Midrange 


Test Oscilloscope Controls 


Viewing 


Time Base A 
Triggering Level 
Triggering 

Mode 
Slope 
Coupling 
Source 
Time/Cm 
Variable (Time/Cm) 


Time Base B 
Triggering Level 
Triggering 

Mode 

Slope 

Coupling 

Source 
Time/Cm 
Variable (Time/Cm) 


Horizontal Display 
Sweep Magnifier 
Single Sweep 


Delay-Time Multiplier 
Horizontal Position 


As desired 


CCW, pushed in 


AUTO 

T 

AC 

Norm 

5 us 
Calibrated 


Near 0, pushed in 


Trig 

DC 

Ext 

10 us 
Calibrated 


B 
Off 
Normal 


Not used 
Midrange 


Vernier (Horizontal Position) Midrange 


Power 
Amplitude Calibrator 


On 
Off 


Type 1A5 Controls 


A Input AC-GND-DC 

B Input AC-GND-DC 

Volts/Cm 

Variable (Volts/Cm) 

Display 

Position 

Step Atten Bal 

Comparison Voltage 
Amplitude 
Polarity 


Midrange 
As is 


0-0 
0 


067-0596-00 Calibration Fixture 


+1.1V 
1-4-35 


Test Oscilloscope 


067-0596-00 
Calibration Fixture 


75 ohm BNC 


Terminations BNC-T Adapter 
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IIT + " " trn 


75 ohm BNC 
Coaxial Cables 


Fig. 5-35. Test equipment required for steps 32 through 42. 


32. Check/Adjust Staircase Level Amplitudes Ф 
a. Test equipment is shown in Fig. 5-35. 


b. From the Type R140 COMP VIDEO connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Type 1A5 A Input Connector. 


c. From the Type R140 rear-panel HORIZ DRIVE con- 
nector, connect a 75 ohm coaxial cable to the test 
oscilloscope Time Base B Trigger Input Connector. 


d. From the 067-0596-00 calibration fixture Chopped 
Output connector, connect a 75 ohm coaxial cable to the 
Type 1A5 B Input connector. 


e. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture М, Volts control until the 
first staircase level of the lower display aligns with the 
blanking level of the upper display as shown in Fig. 5-36. 


f. Set the Type 1A5 Volts/Cm switch to 10 mV. Then, 
repeat part e. 


® 


9. CHECK—067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 1-4-18 and 
1-4-48 (142.86 mV x 196). 


NOTE 


Parts g through y check each step of the staircase 
signal for 142.86 mV, +1% between steps. Parts z, aa 
and ab check the overall amplitude of the staircase 
signal. For complete calibration proceed to part ac. 


h. Set the 067-0596-00 calibration fixture М, Volts 
control for a dial setting of exactly 1-4-33 (142.86 mV). 


i. Set the 067-0596-00 calibration fixture V, Range 
switch to +1.1 V. 


1. Rotate the 067-0596-00 calibration fixture V; 
Volts control for a dial setting of exactly 1-4-33. 
NOTE 


When the 067-0596-00 calibration fixture Volts con- 
trols are set for identical dial settings, the displays on 
the test oscilloscope appear as one. 
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Blanking Level of 


Upper Display a 


First m of 
Lower Display 


Fig. 5-36. Typical display to check or adjust staircase amplitudes. 


k. Rotate the 067-0596-00 calibration fixture V} Volts 
control for a dial setting of exactly 2-8-68 (285.72 mV). 


1. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
first step exactly aligns with the second step. 


m. СНЕСК--067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 1-4-19 and 
1-4-48. (Amplitude between step 1 and 2; 142.86 mV, 
X196.) 


n. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of exactly 2-8-68. 


о. Set the 067-0596-00 calibration fixture V; Volts con- 
trol for a dial setting of exactly 4-3-06 (428.58 mV). 


p. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture Vi Volts control until the 
second step aligns with the third step. 


4. СНЕСК--067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 2-8-39 and 
1-8-93. (Amplitude between step 2 and 3; 142.86 mV, 
X196.) 


r. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of exactly 4-3-06. 


s. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of exactly 5-7-42. 


5-40 


t. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V, Volts control until the 
third step aligns with the fourth step. 


и. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 4-2-62 and 
4-3-49. (Amplitude between step 3 and 4; 142.86 mV, 
X196.) 


v. Set the 067-0596-00 calibration fixture V; Volts 
control for a dial setting of exactly 5-7-42. 


w. Set the 067-0596-00 calibration fixture М, Volts con- 
trol for a dial setting of exactly 7-1-75 (714.3 mV). 


X. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture М; Volts control until the 
fourth step aligns with the fifth step. 


y. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 5-6-85 and 
5-7-98. (Amplitude between step 4 and step 5, 142.86 mV, 
X196.) 


z. Set the 067-0596-00 calibration fixture V, Range 
switch to 0. 


aa. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture М, Volts control until the 
fifth step exactly aligns with the blanking level. 


R564 


R565 
R566 


Fig. 5-37. Staircase board adjustment locations. 


(B) Staircase risetime. 


Fig. 5-38. Typical displays to check staircase aberrations and rise- 


time. 


ab. СНЕСК--067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 7-1-68 and 
7-1-82 (714.86 +1%). 


NOTE 


Parts ac through am apply only as a calibration pro- 
cedure. For performance check, proceed to part an. 


ac. Rotate the 067-0596-00 calibration fixture М, Volts 
control for a dial setting of exactly 1-4-33. 


ad. ADJUST—R562 (see Fig. 5-37) until the first step 
aligns with the blanking level as shown in Fig. 5-38A. 


ae. Repeat part ac, using a dial setting of 2-8-68. 


af. ADJUST—R563 until the second step aligns with the 
blanking level. 


ag. Repeat part ac, using a dial setting of 4-3-06. 
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ah. ADJUST—R564 until the third step aligns with the 
blanking level. 


ai. Repeat part ac, using a dial setting of 5-7-42. 


aj. ADJUST—R565 until the fourth step aligns with the 
blanking level. 


ak. Repeat part ac, using a dial setting of 7-1-75. 


al. ADJUST—R566 until the fifth step aligns with the 
blanking level. 


am. Do parts e through ab before proceeding to part an. 


an. Test equipment remains connected. 


33. Check Staircase Risetime and Aberrations 


a. Set the Type 1A5 Volts/Cm switch to 20 mV, Dis- 
play switch to A-Vc, B Input AC-GND-DC switch to GND, 
and rotate the Variable (Volts/Cm) control for a display 
amplitude of 5 cm, as indicated on the test oscilloscope, 
between the blanking level and the first step of the display. 


b. Set the test oscilloscope Time Base B Time/Cm switch 
to 5 Us and rotate the Horizontal Position control to posi- 
tion the first step as shown in Fig. 5-38A. 


c. CHECK- Test oscilloscope display; aberrations on the 
front corner of the first step must be less than or equal to 
296 peak to peak (of 5 cm display). 


d. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


e. CHECK- Test oscilloscope display; risetime must be 
260 ns within 15%, as shown in Fig. 5-38B. 


f. Test equipment remains connected. 


34. Check/Adjust Staircase Modulation (1) 


a. Set the Type 1A5 Volts/Cm switch to .2 V and the 
Variable (Volts/Cm) switch to Cal. 


b. Set the test oscilloscope Horizontal Display switch to 
B Intens By 'A', Sweep Magnifier switch to Off, and the 
Time Base B Time/Cm switch to 10 Us. 
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c. Set the Type R140 MOD STAIRCASE 0? SUB- 
CARRIER switch up. 


d. CHECK- Test oscilloscope display; 3.58 MHz modu- 
lation must be present on the staircase signal. 


e. Rotate the test oscilloscope Delay-Time Multiplier 
control so that the intensified portion of the display is 
centered on the 2nd and 3rd staircase level as shown in Fig. 
5-39A. 


f. Set the test oscilloscope Horizontal Display switch to 
A Dly'd. 


g. Set the 067-0596-00 calibration fixture V, Volts con- 
trol for a dial setting of 1-4-33 (142.86 mV). 


h. Set the Type 1A5 B Input AC-GND-DC switch to DC, 
Display switch to A-B, Volts/Cm switch to 50 mV, and 
rotate the Position control to position the display on the 
test oscilloscope as shown in Fig. 5-39B. 


| 
Е CO CONTE 


j | | 
1 ТІПШШ 


поли ОП 


(B) Staircase modulation amplitude properly adjusted. 


Fig. 5-39. Typical displays to check or adjust staircase modulation. 
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i. Set the test oscilloscope Horizontal Display Sweep 
Magnifier switch to X2. 


j. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V; Volts control until the 
top of the bottom display just meets the bottom of the top 
display. 


К. СНЕСК--067-0596-00 calibration fixture V} Volts 
control dial setting; dial setting must be between 1-3-90 and 
1-4-76 (142.86 mV, +3%). 


1. Set the 067-0596-00 calibration fixture У; Volts con- 
trol for a dial setting of exactly 1-4-33. 


m. ADJUST—R561 (see Fig. 5-37) until the top of the 
bottom display meets the bottom of the top display. 


n. Test equipment remains connected. 


35. Check Staircase Modulation Duration 
and Delay 


a. Set the Type R140 MOD STAIRCASE STEPS switch 
down and the test oscilloscope Sweep Magnifier switch to 
off. 


b. Set the Type 1A5 B Input AC-GND-DC switch to 
GND, Volts/Cm switch to 20 mV, Display switch to A-Vc, 
and rotate the Position control to center the display on the 
test oscilloscope. 


c. Set the test oscilloscope Horizontal Display switch to 
B. 


d. Set the Type 1A5 Variable (Volts/Cm) control for a 
display 2 cm in amplitude, as indicated on the test oscillo- 
scope, between the start of the modulation and the most 
positive excursion of the modulation. 


e. Set the test oscilloscope Horizontal Display switch to 
x2. 


f. CHECK- Test oscilloscope display; duration of modu- 
lation must be 40 us within 5% as measured from the 50% 
points; see Fig. 5-40A. 


g. Set the Type 1A5 Volts/Cm switch to 50 mV and 
rotate the Variable (Volts/Cm) control for a 4 cm display 
amplitude of the blanking pulse as shown in Fig. 5-40B. 


~ 


аз ыз 


a, ып з он он ыз он oe 


Ма «йа 


-————— Measure from 50% а | 


(А) Staircase modulation duration. 


Modulation 


Horizontal Sync 


(B) Staircase modulation delay from horizontal sync. 


Fig. 5-40. Typical displays used to check staircase modulation dur- 
ation and delay from H. Sync. 


h. CHECK- Test oscilloscope display; subcarrier modu- 
lation must start 16.1 Us (within 5%) later than the hori- 
zontal sync. 


i. Test equipment remains connected. 


36. Check/Adjust Line Timing (1) 


a. Set the Type 1A5 Volts/Cm switch to .2 V and the 
Variable (Volts/Cm) switch to Cal. 


b. Set the Type R140 COLOR BAR R-Y and B-Y 
switches down, VIDEO switch up, and the MOD STAIR- 
CASE STEPS switch up. 


c. Set the test oscilloscope Horizontal Display switch to 
B Intens By ‘A’, Time Base А Time/Cm switch to 2 us, 
Sweep Magnifier switch to Off, and rotate the Delay-Time 
Multiplier control to intensify the display as shown in Fig. 
5-41A. 


Gi 
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(A) Color bar luminance levels with black, blanking, and 
white intensified. 


(B) Areas affected by adjusting the Type R140 Line Timing 
controls. 


(C) Areas used to check the Type R140 line timing. 


Fig. 5-41. Typical displays used to check or adjust line timing. 


d. Set the test oscilloscope Horizontal Display switch to 
A Dly’d. 


f. Set the test oscilloscope Horizontal Display switch to 
B. 
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TABLE 5-5 
Area Affected Component Timing Adjust 
(Fig. 5-41B) Exact Tolerance (Fig. 5-42) 
АЗ Interval between Field Sync Pulses 4.5 wus 4.3 to 4.7 us R691 
вз Equalizer Pulse Duration 2.33 Us 2.28 to 2.38 us R671 
С Line Sync Pulse Duration 4.71 us 4.66 to 4.76 Us R661 
D Burst Delay 5.0 lis 4.75 to 5.25 us R651 
E Burst Stop 2.4 Uus 2.22 to 2.61 Us R641 


ЫТ may be necessary to advance the test oscilloscope Intensity control to see this portion of this display. 


9. Using Fig. 5-41С as a guide, CHECK all Timing listed 
in Table 5-6. 


TABLE 5-6 


Area Affected Component Timing 


(Fig. 5-41C) Check for: 
Line Period ~63.5 Us 
Line Blanking | ~11.1 us 


Front Porch 
Breezeway 


1.54 us within 0.05 us 
At least 379 ns 


ооо 


h. Disconnect the 75 ohm coaxial cable from the 
067-0596-00 calibration fixture Chopped Output connector 
and the Type 1A5 B Input connector. 


Fig. 5-42. Line Timing board adjustment locations. 
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i. Disconnect the 75 ohm coaxial cable from the Type 
R140 rear-panel HORIZ DRIVE connector. 


j. Connect a BNC-T connector to the Type R140 rear- 
panel Loop-Thru COMP SYNC connector. Then, connect 
the 75 ohm coaxial cable disconnected in part i to one side 
of the BNC-T connector. 


k. From the unused BNC-T connector, connect a 75 
ohm coaxial cable and a 75 ohm termination to the Type 
1A5 B Input connector. 


1. Disconnect the 75 ohm coaxial cable from the Type 
R140 COMP VIDEO connector and reconnect it to the 
COMP SYNC connector. 


m Set the Type 1A5 Volts/Cm switch to 20 mV, Display 
Switch to A-B and the B Input AC-GND-DC switch to DC. 


n. From the Comp Sync connector on another Type 
140 (ог video signal source capable of supplying compos- 
ite sync of at least 2 to 8 volts peak to peak), connect a 75 
ohm coaxial cable to the Type R140 rear-panel unused 
Loop-Thru COMP SYNC connector. 


о. Set the type R140 SYNCHRONIZATION REF switch 
to EXT. 


p. Set the test oscilloscope Horizontal Display Switch to 
B Intens By 'A', and rotate the Delay-Time Multiplier con- 
trol to intensify the display as shown in Fig. 5-43A. Then, 
set the Horizontal Display switch to A Dly'd. 


q. Rotate the test oscilloscope Horizontal Position con- 
trols and the Type 1A5 Position control to position the 
display as shown in Fig. 5-43B. 


г. CHECK-Test oscilloscope display; positive and nega- 
tive portions of the display must be equal, as shown in Fig. 
5-43B. 
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(B) Check and/or adjust for equal amplitudes as shown. 


Fig. 5-43. Typical displays to check and/or adjust Comp Sync 
timing. 


s. ADJUST—R681 (see Fig. 5-42) until the positive and 
negative portions of the display are equal. 


t. Test equipment remains connected. 


37. Check VITS and Selectable APL 


a. Set the Type R140 SYNCHRONIZATION REF 
switch to INT. 


b. Set the Type 1A5 Volts/Cm switch to .2 V, Display 
switch to A-Vc, and the B Input AC-GND-DC switch to 
GND. 


c. Disconnect the 75 ohm termination from the Type 1A5 
B Input connector, both 75 ohm coaxial cables from the 
BNC-T connector, and the BNC-T connector from the Type 
R140 rear-panel Loop-Thru COMP SYNC connector. Dis- 
connect the 75 ohm coaxial cable from the Comp Sync 
connector on the other Type 140 and the Type R140 rear 
panel Loop-Thru COMP SYNC connector. 


e 
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d. Disconnect the 75 ohm coaxial cable from the Type 
R140 COMP SYNC connector and reconnect it to the 
COMP VIDEO connector. 


e. Connect the 75 ohm coaxial cable from the test 
oscilloscope Time Base B Trigger Input connector to the 
Type R149 rear-panel VERT DRIVE connector. 


f. Set the test oscilloscope Horizontal Display switch to 
B Intens Ву ‘A’, Time Base A Time/Cm switch to 50 us and 
the Time Base B Time/Cm switch to 2 ms. 


g. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control to intensify the display as 
shown in Fig. 5-44A. Then, set the Horizontal Display 
switch to А DIy'd. 


h. Set the Type R140 COLOR BAR R-Y and B-Y 
switches up and the VIDEO switch down. 


i. CHECK- Test oscilloscope display; there should be 1 
staircase signal for each line sync pulse; see Fig. 5-44B. 


j. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 1096/0. 


k. CHECK - Test oscilloscope display; there should be 1 
staircase signal every fifth line sync pulse; see Fig. 5-44С. 


1. Set the Туре R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 50% and the test oscilloscope Time Base 
B Time/Cm switch to 5 ms, and the Time Base A Time/Cm 
switch to .2 ms. 


m. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier control until one of the Vertical 
Blanking intervals is displayed. 


n. CHECK-Test oscilloscope display; VITS staircase 
signal must be present on the display in the area of the 
Vertical Blanking. 


o. Set the Type R140 VITS SIGNAL switch to OFF. 


p. CHECK- Test oscilloscope display; VITS signal must 
have been removed. 
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Нин 


(B) Check for 1 staircase signal for each line pulse. 


(C) Check for 1 staircase signal every 5th line pulse. 


Fig. 5-44. Typical displays to check selectable APL operation. 


q. Set the Type R140 VITS SIGNAL switch to COLOR 
BAR. 


г. CHECK- Test oscilloscope display; VITS color bar 
signal must be present. 


$. Observing the test oscilloscope display, set the Type 
R140 VITS FIELD switch to FIELD 1 or to FIELD 2. 
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t. CHECK- Test oscilloscope display; VITS signal must 
have been removed from the signal in either FIELD 1 or 
FIELD 2 position of the VITS FIELD switch. 


u. Set the Type R140 VITS FIELD switch to that 
FIELD position which provides the VITS signal on the test 
oscilloscope display. 


v. Determine the field to which the test oscilloscope has 
been set. For example, rotate the test oscilloscope Hori- 
zontal Position control to position the start of the Vertical 
Blanking pulse to the center graticule line. Set the Sweep 
Magnifier switch to X10 and check if the first equalizing 
pulse is preceded by a full line of video or 1/2 line of video. 
Field 1 will start with the first equalizing pulse following a 
complete line of video. Field 2 will start with the first 
equalizing pulse following 1/2 line of video. 


w. CHECK-VITS signal must be present on that field to 
which the VITS FIELD switch has been set. 


x. Set the test oscilloscope Sweep Magnifier switch to 
Off and rotate the Horizontal Position control to center the 
display on the test oscilloscope. 


y. Observing the test oscilloscope display, rotate the 
VITS LINE switch through each position. 


2. CHECK- Test oscilloscope display; VITS signal must 
be on the correct line to which the Type R140 VITS LINE 
Switch is set. 


aa. Set the Type R140 VITS FIELD switch to the oppo- 
site FIELD position. 


ab. Observing the test oscilloscope display, rotate the 
Delay-Time Multiplier until the next Vertical Blanking 
Interval is displayed. 


ac. CHECK - Test oscilloscope display; VITS signal must 
be present. 


ad. Observing the test oscilloscope display, rotate the 
Type R140 VITS LINE switch through each position. 


ae. Repeat part z. 


af. Test equipment remains connected. 


I 


ст og 


38. Check/Adjust Output Amplifiers $ 


а. Set the Туре R140 VIDEO, VITS FIELD, and VITS 
SIGNAL switches up. 


b. Set the test oscilloscope Horizontal Display switch to 
B, Time Base B Time/Cm switch to 10 us, Triggering Coup- 
ling switch to AC and the Triggering Source switch to 
Norm. 


c. Set the Type 1A5 Volts/Cm switch to 1 V. 


d. Disconnect the 75 ohm coaxial cable from the Type 
R140 COMP VIDEO connector and reconnect it to the 
COMP SYNC connector. 


e. Rotate the test oscilloscope Triggering Level control 
for a triggered display. 


f. CHECK- Test oscilloscope display; Signal must be at 
—4 Volts within 0.2 volt for approximately 4.7 115 and at 0 
volts for approximately 58.8 115. 


g. Disconnect the 75 ohm coaxial cable from the Type 
R140 COMP SYNC connector and reconnect it to the rear- 
panel COMP SYNC connector. 


h. Repeat part f. 


i. Set the Type 1A5 Volts/Cm switch to .5 V and rotate 
the Variable (Volts/Cm) control for a display amplitude of 
5 cm. 


1. Set the test oscilloscope Time Base B Time/Cm switch 
to .5 Us and the Sweep Magnifier switch to X10. 


К. CHECK - Test oscilloscope display; risetime must be 
115 ns within 1096. 


1. Set the test oscilloscope Triggering Slope switch to +. 


m. Repeat part k. 


n. Set the test oscilloscope Time Base B Time/Cm switch 
to 10 us, Sweep Magnifier switch to X5 and the Triggering 
Slope switch to —. 


o. ADJUST—L964 and L965 (see Fig. 5-45) for the best 
square corner on the display. 


on 
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p. Set the test oscilloscope Sweep Magnifier switch to 
Off, the Type 1A5 Volts/Cm switch to 1 V, and the Vari- 
able (Volts/Cm) control to Cal. 


q. Disconnect the 75 ohm coaxial cable from the Type 
R140 rear-panel COMP SYNC connector and reconnect it 
to the rear-panel COMP BLANKING connector. 


r. CHECK- Test oscilloscope display; signal must be —4 
volts within 0.2 volts for approximately 11.1 Us and at 0 
volts for approximately 52.4 115. 


s. Disconnect the 75 ohm coaxial cable from the rear- 
panel COMP BLANKING connector and reconnect it to the 
COMP BLANKING connector. 


t. Repeat parts (in listed order) г, і, ј, k, І, К, and n. 


u. ADJUST—L984 and L985 for the best square corner 
on the display. 


v. Repeat part p. 


Fig. 5-45. Output Amps board adjustment locations. 
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w. Disconnect the 75 ohm coaxial cable from the Type 
R140 COMP BLANKING connector and reconnect it to the 
rear-panel BURST FLAG connector. 


x. CHECK- Test oscilloscope display; signal must be at 
—4 volts within 0.2 volts for 2.3 Us within 5%, and at 0 
volts for approximately 61 Us. 


y. Repeat parts (in listed order) j, k, |, k, and n. 


z. ADJUST—L904 and L905 for the best square corner 
on the display. 


aa. Repeat part p. 


ab. Disconnect the 75 ohm coaxial cable from the Type 
R140 rear-panel BURST FLAG connector and reconnect it 
to the rear-panel HORIZ DRIVE connector. 


ac. CHECK- Test oscilloscope display; signal must be at 
—4 volts within 0.2 volts for 6.35 116 within 5%, and at 0 
volts for approximately 57.21 us. 


ad. ADJUST—L 924 апа L925 for the best square corner 
on the display. 


ae. Repeat part p. 


af. Disconnect the 75 ohm coaxial cable from the Type 
R140 rear-panel HORIZ DRIVE connector and reconnect it 
to the rear-panel VERT DRIVE connector. 


ag. Set the test oscilloscope Time Base B Time/Cm 
Switch to 2 ms. 


ah. CHECK- Test oscilloscope display; signal must be at 
—4 volts within 0.2 volts for approximately 0.7 ms and at 0 
volts for approximately 16.4 ms. 


ai. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


aj. ADJUST—L944 and L945 for the best square corner 
on the display. 


ak. Test equipment remains connected. 
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39. Check/Adjust Convergence Amplitudes о 


а. Disconnect the 75 ohm coaxial cable from the Туре 
R140 rear-panel VERT DRIVE connector and reconnect it 
to the rear-panel CONVERGENCE PATTERN connected. 
Connect a second 75 ohm coaxial cable from the rear-panel 
HORIZ DRIVE connector to the test oscilloscope Time 
Base B Trigger Input connector. 


b. Set the test oscilloscope Time Base B Time/Cm switch 
to 10 ys, Triggering Source switch to Ext, and the Sweep 
Magnifier switch to Off. 


c. Set the Type 1A5 Volts/Cm switch to .2 V, Display 
switch to A-B, and the B Input AC-GND-DC switch to DC. 


d. Connect a 75 ohm coaxial cable from the 
067-0596-00 calibration fixture Chopped Output connector 
to the Type 1A5 B Input connector. 


e. Set the 067-0596-00 calibration fixture V, Range 
switch to —1.1 V, М, Range switch to +1.1 V, and the V, 
and V, Volts controls for dial settings of 5-0-20 each (1 V). 


f. Set the Type 1A5 Volts/Cm switch to 20 mV. 


g. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V; Volts control until the 
top of the bottom display just aligns with the sync tip of 
the upper display. 


h. CHECK—067-0596-00 calibration fixture V5 Volts 
control dial setting; dial setting must be between 4-5-22 and 
5-5-27 (1 V, X596). 


i. Set the V, Volts control for a dial setting of 5-0-20. 


j. ADJUST—R729 (see Fig. 5-46) until the top of the 
bottom display just aligns with the sync tip of the upper 
display. 


k. Disconnect the 75 ohm coaxial cable from the Type 
R140 rear-panel CONVERGENCE PATTERN connector 
and reconnect it to the CONVERGENCE PATTERN con- 
nector. 


1. Repeat parts g and h. 


m. Set the Type 1A5 Volts/Cm switch to .2 V. 


зв не на не нә не в Fe eH EB пе Em” œm © ша 
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Fig. 5-46. Crosshatch board adjustment locations. 


n. Set the 067-0596-00 calibration fixture V, and V, 
Volts controls for dial settings of 3-5-86 each (714 mV). 


o. Set the Type 1A5 Volts/Cm switch to 50 mV. 


p. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture М, Volts control until the 
top of the bottom display just aligns with the blanking level 
of the upper display. 


а. CHECK—067-0596-00 calibration fixture V5 Volts 
control dial setting; dial setting must be between 3-2-26 and 
3-9-42 (714 mV, +5%). 


r. Repeat part m. 


s. Set the 067-0596-00 calibration fixture V4 and V, 
Volts controls for dial settings of 1-4-35 each (286 mV). 


t. Repeat part o. 


u. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V; Volts control until the 
blanking level of the lower display just aligns with the sync 
tip of the upper display. 


v. CHECK—067-0596-00 calibration fixture V, Volts 
control dial setting; dial setting must be between 1-2-91 and 
1-5-78 (286 mV, +5%). 
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w. Repeat part m. 


x. Set the 067-0596-00 calibration fixture М; and V, 
Volts controls for dial settings of 0-3-61 each (72 mV). 


y. Set the Type 1A5 Volts/Cm switch to 10 mV. 


2. Observing the test oscilloscope display, rotate the 
067-0596-00 calibration fixture V4 Volts control until the 
setup level of the bottom display just aligns with the blank- 
ing level of the upper display. 


aa. CHECK —067-0596-00 calibration fixture М, Volts 
control dial setting; dial setting must be between 0-3-25 and 
0-3-97 (72 mV, x 596). 


ab. Test equipment remains connected. 


40. Check/Adjust Crosshatch Vertical Lines Ф 


a. Set the Type 1A5 Volts/Cm switch to .2 V, Display 
switch to A-Vc and the B Input AC-GND-DC switch to 
GND. 


b. Set the Type R140 CONVERGENCE CROSSHATCH 
switch to VERT and the HORIZ POSITION control fully 
clockwise. 


c. CHECK- Test oscilloscope display; there should be 17 
vertical line pulses as shown in Fig. 5-47. 


NOTE 


For Performance Check, proceed to part i. 


Vertical Line Pulses 


Fig. 5-47. Typical crosshatch display with vertical line pulses only. 
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d. Set the test oscilloscope Sweep Magnifier switch to 
X10 and rotate the Horizontal Position control to position 
the first vertical line pulse within the viewing area of the 
graticule. 


e. Note the horizontal distance (time) between the 50% 
point on the leading edge of setup and the peak of the first 
vertical line pulse. 


f. Rotate the test oscilloscope Horizontal Position con- 
trol until the 17th vertical line pulse is within the viewing 
area of the graticule. 


g. Note the horizontal distance (time) between the peak 
of the 17th vertical line pulse and the 50% point on the 
trailing edge of setup. 


h. ADJUST—L 791 (see Fig. 5-46) until the time between 
the seventeenth pulse and the trailing edge of the setup (see 
part g) matches the time between the leading edge of setup 
and the peak of the first vertical line pulse (see part e). 


i. (Performance Check Only) Set the test oscilloscope 
Sweep Magnifier switch to X10. 


j. Rotate the test oscilloscope Horizontal Position con- 
trol to align one of the vertical line pulses with a major 
vertical graticule line. 


k. Observing the test oscilloscope display, rotate the 
Type R140 HORIZ POSITION control fully counterclock- 
wise. 


1. CHECK- Test oscilloscope display; vertical line pulse 
must have moved at least 3.2 115 from the reference estab- 
lished in part j. 


m. Set the Type 1A5 Volts/Cm switch to .1 V and rotate 
the Variable (Volts/Cm) control for a display amplitude of 
4 cm between the setup level and the peak of the vertical 
line pulse. 


n. Set the test oscilloscope Time Base B Time/Cm switch 
to 2 Us. 


o. CHECK- Test oscilloscope display; vertical line pulse 
duration must be 225 ns within 1596 as measured from the 
50% points оп the pulse. 


p. Set the test oscilloscope Sweep Magnifier switch to 
X5 and rotate the Horizontal Position control to position 2 
pulses within the graticule viewing area. 


5-50 


а. Set the Type R140 CONVERGENCE DISPLAY 
switch to BOTH. 


r. CHECK- Test oscilloscope display; dot pulse must 
have been added to the display. Also, the dot pulse should 
be approximately midrange between the vertical line pulses. 


s. Set the Type R140 CONVERGENCE DISPLAY 
switch to DOT. 


t. CHECK- Test oscilloscope display; vertical line pulse 
must have been removed. 


u. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


v. CHECK- Test oscilloscope display; dot pulse duration 
must be 350 ns with 15% as measured at the 50% points on 
the pulse. 


w. Test equipment remains connected. 


41. Check Crosshatch Horizontal Lines 


a. Set the Type 1A5 Volts/Cm switch to .2 V and the 
Variable (Volts/Cm) control to Cal. 


b. Set the test oscilloscope Time Base B Time/Cm switch 
to 5 ms and the Sweep Magnifier switch to X2. 


c. Disconnect the 75 ohm coaxial cable from the Type 
R140 rear-panel HORIZ DRIVE connector and reconnect it 
to the rear-panel VERT DRIVE connector. 


d. Set the Type R140 CONVERGENCE CROSSHATCH 
switch to HORIZ, DISPLAY switch to CROSSHATCH and 
the VERT POSITION control fully clockwise. 


e. CHECK - Test oscilloscope display; there should be 14 
horizontal line pulses per field. 


f. Set the test oscilloscope Sweep Magnifier switch to 
X10 and rotate the Horizontal Position control to position 
one of the pulses to a major vertical graticule line. 


g. Observing the test oscilloscope display, rotate the 
Type R140 VERT POSITION control fully counterclock- 
wise. 


(Өл 


h. CHECK- Test oscilloscope display; horizontal line 
pulse must have moved at least 1.1 ms from the reference 
established in part f. 


i. Test equipment remains connected. 


42. Check/Adjust Convergence Risetime о 


а. Disconnect the 75 ohm coaxial cable from the геаг- 
panel VERT DRIVE connector and reconnect it to the rear- 
panel HORIZ DRIVE connector. 


b. Set the test oscilloscope Time Base B Time/Cm switch 
to 2 Us and the Sweep Magnifier switch to Off. 


c. Observing the test oscilloscope display, set the Type 
1A5 Volts/Cm switch to .1 V and rotate the Variable 
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(Volts/Cm) control for a display amplitude of 5 cm be- 
tween the blanking level and the top of the horizontal line 
pulse. 


d. Set the test oscilloscope Sweep Magnifier switch to 
X10. 


е. CHECK- Test oscilloscope display; risetime must be 
115 ns within 1096. 


f. ADJUST—L768 апа L769 (see Fig. 5-46) for the best 
square corner on the horizontal line pulse. 


g. Repeat part e. 


h. Disconnect all test equipment and connections. 


NOTES 


(ОД 
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Test Oscilloscope 


Type R520 Е e 
Vectorscope | с | ети: 


00798 ә: 
M • : 
o 


Type R140 


2 
7» 
AE | А 
= — е. >>. ] * 555. 


И 


РРР Tt ur tf rer ый 
eado: 


= E 


= : е ZI hey od y. S 
5 ns i Shorting Strap i» ohm BNC 
Coaxial Cable 


015-0149-00 Termination 25 ойт BNC 
+ ни A Calibration Fixture oaxial Cables 
~ — 75 ohm BNC 75 ohm BNC 


Matched Terminations 50 ohm to 75 ohm ВМС End-Line Termination 
Minimum Loss Attenuator 


Fig. 5-48. Test equipment required for steps 43 through 46. 


Type 140 Controls CONVERGENCE 
CROSSHATCH ON 
к BAR Up DISPLAY CROSSHATCH 
B-Y Up VERT POSITION Midrange 
у U HORIZ POSITION Midrange 
p 
AMPL 7596 
SETUP 1096 SYNCHRONIZATION 
WHITE REF Up R-Y PHASE 90? 
BARS FULL FIELD BURST Up 
SYNC Up 
REF Up 
SUBCARRIER PHASE Asis 
VIDEO Up 
POWER On 
MOD STAIRCASE 
0? SUBCARRIER Up 
STEPS Up Test Oscilloscope Controls 
90? SUBCARRIER Off 2. : 
APL/IRE LEVEL 50% жи кайа 
Time Base А 
Triggering Level CCW, pushed in 
Triggering 
VITS Mode Auto 
FIELD BOTH Slope + 
SIGNAL MOD STAIRCASE Coupling AC 
LINE 15 Source Norm 
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Time/Cm 
Variable (Time/Cm) 


Time Base B 

Horizontal Display 
Sweep Magnifier 
Single Sweep 


Delay-Time Multiplier 
Horizontal Position 


.1 ms 
Calibrated 


Not used 
A 
Off 


Normal 


Not used 
Midrange 


Vernier (Horizontal Position) Midrange 


Power 
Amplitude Calibrator 


On 
Off 


Type 1A5 Controls 


A Input AC-GND-DC 

B Input AC-GND-DC 

Volts/Cm 

Variable (Volts/Cm) 

Display 

Position 

Step Atten Bal 

Comparison Voltage 
Amplitude 
Polarity 


Midrange 
As is 


0-0 
0 


Vectorscope Controls 


Signal Selector 

Channel A 
100%-75%-Мах Gain 
Gain 
Phase 
A Cal 


Channel B 

Ref 

Function Selector 

Intensity 

Luminance Gain 

Scale Шит 

Calibrated Phase 

Power 

Left recessed front- 
panel controls 

Right recessed front- 
panel controls 


CH A, FULL FIELD, Aó 


7596 
As is 
As is 
Cal 


Not used 
Ext 
Vector 

As desired 
Cal 

As desired 
0 

On 

As is 


As is 


Type 191 Controls 


Frequency 
Frequency Range 
Amplitude 

Variable (Amplitude) 
Amplitude Range 
Power 


(ШІ 


5 MHz 
50 kHz only 
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43. (Calibration Procedure Only) Check Instru- 
ment Return Loss 


a. Test equipment is shown in Fig. 5-48. 


b. Connect one of the matched 75 ohm terminations to 
the 015-0149-00 calibration fixture Reference coaxial cable. 
Then, connect the 015-0149-00 calibration fixture to the 
Type 1A5 A and B Input connectors. 


c. From the Type 191 Constant Amplitude Signal Gen- 
erator Output connector, in order, connect a 5 ns coaxial 
cable, BNC Male to GR adapter, and a 50 ohm to 75 ohm 
BNC Minimum Loss Attenuator to the Input connector on 
the 015-0149.00 calibration fixture. 


d. Observing the test oscilloscope display, rotate the 
Type 191 Variable (Amplitude control for a display ampli- 
tude of 5 cm (500 mV). 


e. Connect the second 75 ohm termination to the 015- 
0149-00 calibration fixture Unknown coaxial cable. 


f. Set the Type 1A5 Volts/Cm switch to 1 mV; the 
Type 191 Frequency Range switch to 3.6-8 MHz. 


g. CHECK- Test oscilloscope display; amplitude of dis- 
play must be no more than 1 mV peak to peak. 


h. Remove transistors Q902, Q922, Q942, Q962, and 
Q982 on the Type R140 Output Amplifier board; see Fig. 
5-49. 


i. Disconnect the 75 ohm termination connected in part 
e, then connect the 015-0149-00 calibration fixture Un- 
known coaxial cable to the Type R140 геаг-рапе! BURST 
FLAG connector. 


j. Set the Type 1A5 Volts/Cm switch to 5 mV. 


k. CHECK- Test oscilloscope display; amplitude must 
be no more than 15 mV peak to peak (30 dB). 


|. Repeat part k for the following Type R140 output 
connectors; rear-panel VERT DRIVE, HORIZ DRIVE, 
COMP SYNC, and COMP BLANKING, Front panel-COMP 
BLANKING and COMP SYNC. 


m. Replace transistors 0902, 0922, 0942, 0962, and 
0982. 
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Fig. 5-49. Output Amplifier board transistor locations. 


n. Set the Type R140 VIDEO switch to OFF and the 
SYNCHRONIZATION SYNC switch down. 


o. Disconnect the 015-0149-00 calibration fixture Un- 
known coaxial cable from the Type R140 COMP SYNC 
connector and reconnect it to the COMP VIDEO connec- 
tor. 


p. Repeat part k with the Type R140 POWER switch 
ON; then OFF. 


q. Disconnect the 015-0149-00 calibration fixture 
Unknown coaxial cable from the Type R140 front-panel 
COMP VIDEO connector and reconnect it to the rear-panel 
COMP VIDEO connector. 


r. Repeat part k with the Type R140 POWER switch 
ON; then OFF. 


s. Disconnect the 015-0149-00 calibration fixture Un- 
known coaxial cable from the Type R140 rear-panel COMP 
VIDEO connector. 


t. Set the Type R140 VIDEO switch up and the 
SYNCHRONIZATION SYNC switch up. 
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и. Disconnect the 015-0149-00 calibration fixture Un- 
known coaxial cable to the Type R140 rear-panel CON- 
VERGENCE PATTERN connector. 


v. Repeat part k. (Use the blanking level of the display 
as the measuring point.) 


w. Disconnect the 015-0149-00 calibration fixture Un- 
known coaxial cable from the Type R140 rear-panel CON- 
VERGENCE PATTERN connector and reconnect it to the 
CONVERGENCE PATTERN connector. 


x. Repeat part v. 


y. Connect the 75 ohm termination (disconnected in 
part i) to one of the Type R140 rear-panel Loop-Thru 
COMP SYNC INPUT connectors. Then, disconnect the 
015-0149-00 calibration fixture Unknown coaxial cable 
from the Type R140 CONVERGENCE PATTERN connec- 
tor and reconnect it to the other Loop-Thru COMP SYNC 
INPUT connector. 


2. Set the Type 1A5 Volts/Cm switch to 1 mV. 


aa. CHECK- Test oscilloscope display; amplitude of dis- 
play must be no more than 2.5 mV peak to peak (46 dB). 


ab. Disconnect the 75 ohm termination from the Type 
R140 rear-panel COMP SYNC INPUT connector and recon- 
nect it to the rear panel SUBCARRIER INPUT connector. 


ac. Disconnect the 015-0149-00 calibration fixture Un- 
known coaxial cable from the rear-panel COMP SYNC IN- 
PUT connector and reconnect it to the SUBCARRIER IN- 
PUT connector. 


ad. Set the Type 191 Frequency Range switch to 
1.6-3.6 and the Frequency control to 3.58 MHz. 


ae. Repeat part aa. 


af. Set the Type 1A5 Volts/Cm switch to 5 mV and the 
Type 191 Frequency Range switch to 3.6-8 MHz and the 
Frequency control to 5 MHz. 


ag. Disconnect the 015-0149-00 calibration fixture UN- 
known coaxial cable from the rear-panel SUBCARRIER IN- 
PUT connector and reconnect it to the rear-panel SUB- 
CARRIER connector. 


Fig. 5-50. 11197 on the Subcarrier Output board shorted. Used to 
check subcarrier return loss. 


ah. Set the Type R140 POWER switch to OFF. 


ai. Using a shorting strap, short L1197 on the Subcarrier 
Output board (see Fig. 5-50). 


aj. Set the Type R140 POWER switch to ON. 


ak. Repeat part k. 


al. Disconnect the 015-0149-00 calibration fixture Un- 
known coaxial cable from the Type R140 rear-panel SUB- 
CARRIER connector and reconnect it to the SUBCAR- 
RIER connector. 


am. Repeat part k. 


an. Set the Type R140 POWER switch to OFF. Remove 
the short connected in part ai. Then, set the Type R140 
POWER switch to ON. 


ao. Disconnect the 015-0149-00 calibration fixture 
from the Type 1A5 A and B Input connectors, the Un- 
known coaxial cable from the Type R140 SUBCARRIER 
connector, the 75 ohm termination from the Type 140 
геаг-рапе! Loop-Thru SUBCARRIER INPUT connector, 
and the 50 ohm to 75 ohm Minimum Loss Attenuator from 
the 015-0149-00 calibration fixture Input connector. 
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44. Check Jitter 


a. Set the Type 1A5 Volts/Cm switch to .5 V, A Input 
AC-GND-DC switch to DC, and the B Input AC-GND-DC 
switch to GND. 


b. Set the test oscilloscope Time Base A Time/Cm 
switch to .1 $, Triggering Mode switch to Trig, Triggering 
Slope switch to —, Triggering Coupling switch to DC and 
the Trigger Source switch to Ext. 


c. From the Type R140 SUBCARRIER connector, con- 
nect a 75 ohm coaxial cable and a 75 ohm termination to 
the Туре 1A5 A Input connector. 


d. From the Type R140 COMP SYNC connector, con- 
nect a 75 ohm coaxial cable to the test oscilloscope Time 
Base A Trigger Input connector. 


e. Rotate the test oscilloscope Triggering Level control 
for a triggered display. Then, set the Sweep Magnifier 
switch to X10. 


f. CHECK- Test oscilloscope display; display jitter must 
be less than or equal to 4 ns. 


g. Test equipment remains connected. 


45. Check Diff Gain and Diff Phase 


a. Connect a 75 ohm end-line termination to the Type 
R520 Vectorscope Channel A J2 connector. 


b. Disconnect the 75 ohm coaxial cable from the 75 
ohm termination on the Type 1A5 A Input connector and 
the Type R140 SUBCARRIER connector. 


c. Connect a 75 ohm coaxial cable from the Type R140 
COMP VIDEO connector to the Type R520 Channel A J1 
connector. 


d. Set the Type R140 VIDEO switch down. 


e. Observing the Vectorscope display, rotate the 
Channel A Phase control to align the burst vector at 180° 
and the staircase vector at 0° as shown in Fig. 5-51A. 


f. Set the Type R520 Vectorscope Channel A 
10096-7596-Max Gain switch to Max Gain, and rotate the 
Channel A Gain control until the staircase vector just lies 
on the compass rose of the vector graticule as shown in Fig. 
5-51B. (Use the Channel A Phase control to align the stair- 
case vector at 0° if necessary.) 
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AN 
Burst Vector 


0°/180° Axis 


(C) Checking Diff Gain. 


(B) Staircase vector should lie on the compass rose of the vec- 
tor graticule. 


(D) Checking Diff Phase. 


Fig. 5-51. Typical displays used to check differential gain and phase. 


g. Check that the burst and staircase vectors start from 
the center of the vector graticule. If they do not, adjust the 
Type R520 Horizontal and Vertical Position Clamp con- 
trols until the Vectors start from the center of the vector 
graticule, then repeat parts e and f. 


h. Press the Type R520 Diff Gain pushbutton. 


i. Rotate the Type R520 Vertical Position control to 
position the display as shown in Fig. 5-51С. 


j. CHECK- Type R520 Vectorscope display; Diff Gain 
must be less than 0.5% as measured on the Diff Gain scale. 


k. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 1095/0. 


|. Repeat part j. 
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m. Set the Туре R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 90%/100. 


n. Repeat part j. 


o. Press the Type R520 Vectorscope Diff Phase push- 
button; set the Type R140 MOD STAIRCASE 90? SUB- 
CARRIER switch to UNMOD. 


p. Check that the Type R520 Vectorscope Calibrated 
Phase Dial is set to O. 


q. Rotate the Type R520 Vectorscope A Phase control 
to center the display and then use the same control as a 
coarse adjustment to null the first step on the display as 
shown in Fig. 5-510. 


r. Rotate the Type R520 Vectorscope Calibrated Phase 
control to again null the first step. 
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(B) —I, W, О, B signal. 


Fig. 5-52. Typical Vectorscope displays at the color bar and —1, W, 
О, B signals. 


NOTE 


The Calibrated Phase control is used as a vernier 
adjustment. 


s. Note and record the Type R520 Vectorscope Cali- 
brated Phase dial setting. 


t. Rotate the Type R520 Vectorscope Calibrated Phase 
control to null the fifth step. 


u. Note and record the Type R520 Vectorscope Cali- 
brated Phase dial setting. 


v. Subtract the dial readings obtained in parts s and u. 
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w. CHECK- Diff Phase, resultant noted in part v must be 
less than 0.1°. 


x. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 50%. 


y. Repeat parts p through w. 


z. Set the Type R140 MOD STAIRCASE APL/IRE 
LEVEL switch to 10%/0. 


aa. Repeat part y. 


ab. Test equipment remains connected. 


46. Check Color Bar Vectors 


a. Set the Type R140 VIDEO switch up. 


b. Set the Type R520 Vectorscope Channel A Gain con- 
trol to Cal, 100%-75%-Max Gain switch to 75%, and press 
the Vector pushbutton. 


c. Observing the Type R520 Vectorscope display, rotate 
the Channel A Phase control to align the burst vector at 
180°. 


d. CHECK—Type R520 Vectorscope display; all vector 
tips must lie within their respective inner boxes on the 
vector graticule as shown in Fig. 5-52A. Also, the burst 
vector tip must be at the 75% mark. 


e. Set the Type R140 COLOR BAR BARS switch to —1, 
W, О, B. 

f. CHECK—Type R520 Vectorscope display; display 
must be as shown in Fig. 5-52B. 


g. Disconnect all test equipment and connections. 


This completes the Performance Check/Calibration pro- 
cedure. Install the Type R140 top and bottom dust covers 
(Calibration Procedure Only). 


5-57 


NOTES 


Туре 140/А140 


SECTION 6 
RACKMOUNTING 


Change information, if any, affecting this section will be found at the rear of the manual. 


RACKMOUNTING INSTRUCTIONS 
Mounting Methods (Figs. 6-1, 6-2, 6-5 and 6-6) 


This instrument will fit most commercial consoles and 
most 19-inch wide racks whose front and rear rail holes 
conform to Universal, EIA, RETMA and Western Electric 
hole spacing. 


Fig. 6-1 shows the instrument installed in a cabinet type 
rack with 1 3/4-inch wide slide-out tracks for a non-tilt 
installation. The instrument is secured into the rack by 
means of four captive thumb screws. When the thumb 
screws on the front panel are loosened, the instrument can 
be pulled out of the rack like a drawer to its fully extended 
position (see Fig. 6-2). This position permits many routine 
maintenance functions to be performed without completely 
removing the instrument from the rack. 


The slide-out tracks easily mount to the cabinet rack 
front and rear vertical mounting rails if the inside distance 
between the front and rear rails is within 10 1/2 inches to 
24 1/2 inches. Some means of support (for example, make 
extensions for the rear mounting brackets) is needed for the 
rear ends of the slide-out tracks if the tracks are going to be 
installed in a cabinet rack whose inside dimension between 
front and rear rails is not the proper distance (10 1/2 inches 
to 24 1/2 inches). 


Instrument Dimension 


The last page in this section shows dimensional drawings 
exclusive of the power cord and cables. 


Width—A standard 19-inch rack may be used. The 
dimension or opening between the front rails must be at 
least 17 5/8 inches (see Fig. 6-2) for a cabinet rack in which 
the front lip of the stationary section is mounted behind an 
untapped front rail as shown in the right-hand illustration 
of Fig. 6-6. This dimension allows room on each side of the 
instrument for the slide-out tracks to operate so the instru- 
ment can move freely in and out of the rack. 


Depth—For proper circulation of cooling air, allow at 
least 2 inches clearance behind the rear of the instrument 
and any enclosure оп the rack (see dimensional drawing). № 


® 


it is sometimes necessary or desirable to operate the Туре 
R140 in the fully extended position, use cables that are 
long enough to reach from the instrument to the location 
where the signal (s) need to be applied. 


Rackmounting in a Cabinet Rack 


General Information— The slide-out tracks for the instru- 
ment consist of two assemblies, one for the left side of the 
instrument and one for the right side. Each assembly con- 
sists of three sections as illustrated in Fig. 6-3. The station- 
ary section attaches to the front and rear rails of the rack 
with inside dimensions as indicated in Fig. 6-2; the chassis 
section attaches to the instrument and is installed at the 
factory; the intermediate section fits between the other two 
sections to allow the instrument to be fully extended out of 
the rack. 


The small hardware components included with the slide- 
out track assemblies are shown in Fig. 6-4. The hardware 
shown in Fig. 6-4 is used to mount the slide-out tracks to 
the rack rails having this compatibility. 


(a) Front and rear rail holes must be large enough to 
allow inserting a 10-32 screw through the rail mounting 
holes (see Fig. 6-6). 


(b) Front rail holes may have already been countersunk 
prior to this installation. 


Because of the compatibility given in (b), there will be 
some screws left over. 


The stationary and intermediate sections for both sides 
of the rack are shipped as a matched set and should not be 
separated. The matched sets for both sides including hard- 
ware are marked 351-0195-00 on the package. To identify 
the assemblies, note that the automatic latch and inter- 
mediate section stop are located near the top of the 
matched sets when they are properly mated to the chassis 
sections as shown in Fig. 6-3. 


Mounting Procedure—Use the following procedure to 
mount both sets. See Figs. 6-5 and 6-6 for installation de- 
tails. 
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Rackmounting—Type 140/R 140 


1. To mount the instrument directly above or below 
another instrument in the cabinet rack, select the appro- 
priate holes in the front rack rails for the stationary sec- 
tions using Fig. 6-5 as a guide. 


2. Mount the stationary slide-out track sections to the 
front rack rails using either of these methods: 


(a) If the front rails are not countersunk, use the pan 
head screws and bar nuts to mount the stationary sec- 
tions similar to the right-hand illustration shown in Fig. 
6-6. 


(b) If the front rails are countersunk, use the flat 
head screws and bar nuts to mount the stationary sec- 
tions as shown in Fig. 6-6 right-hand illustration. 


3. Mount the stationary slide-out track sections to the 
non-tapped rear rails using this method: 


Mount the left stationary section with hardware pro- 
vided as shown in the left-hand or center illustration in Fig. 
6-6. Note that the rear mounting bracket can be installed 


either way so the slide-out tracks will fit a deep or shallow 
cabinet rack. Use Fig. 6-6 as a guide for mounting the right 
stationary section. Make sure the stationary sections are 
horizontally aligned so they are level and parallel with each 
other. 


Adjustments 


To adjust the slide-out tracks for smooth operation, pro- 
ceed as follows: 


1. Insert the instrument into the rack as described and 
as shown in steps 1 through 4 of Fig. 6-7 installation pro- 
cedure. 


2. Adjust the slide-out tracks for proper spacing as 
shown in Fig. 6-8. 


Maintenance 


The slide-out tracks require no lubrication. The special 
dark gray finish on the sliding parts is a permanent lubri- 
cation. 


NOTES 


Rackmounting—Type 140/R140 


CABINET 
RACK 


10 1/2" to 24 1/2" 
(Inside distance between 
front and rear rails) 


Stationary 
Section 


МЕ 


(Minimum distance 
between front rails) Front Rail 


© 


[ 


Fig. 6-2. The Type R 140 shown in the fully extended position. The cabinet rack sides have been removed from the rack to show mounting. 


Automatic 

Intermediate Latch (in 
Section automatic 
Stop latch hole) 


Stationary Section 
Intermediate Section 4 
(Matched set for right side) Chassis 
Sections 


Automatic 
Latch 


Stationary Section 
Intermediate Section 
{Matched set for left side) 


Fig. 6-3. Illustration showing the 1 3/4-inch wide slide-out track assemblies. 


(Right): 


(Mounted on 
instrument 
not shown) 
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Rackmounting—Type 140/R 140 


10-32 FHS 
Screw 
10-32 PHS 4 each 


Screw , F4 
ТҮ 


12 each “ч 
Fig. 6-4. Small hardware components for mounting the stationary sections to the rack rails. 


Rear Mounting 
Bracket 
2 each 


пуне рге | Panel for Instrument Above Type В140 
ап о 


Stationary Cabinet Rack 
Section of 


Slide-out 
Track ! > 1) Inches 
Minimum 


3 1/2 Inch Opening 
Required for 


Securing Holes Installing the 


for Type R140 
(with 10-32 
captive nuts) 


Ж 
c 
Mounting Holes 
for Left 
Stationary 
Section of 
Slide-out Track 


Fig. 6-5. Vertical mounting position of the left stationary section and location of the securing holes. These same dimensions apply to the right 
front rail. 


Rear—Deep Rack Configuration Rear—Shallow Rack Configuration 


10-32 10-32 
Slide-out Track з ES 
cw rr a Slide-out Track 
ion 


Slide-out Track 


Stationary Section (2) 
Stationary Section 


Rear Mounting 


Rear Mountin 
Bracket {иши 


Ваг m 9-32 Wat 4 | 

Ваг Nut PHS ntapped || 

Untapped ~ Nut Screw Front Rail | 
(2) 


Rear Rail 
Left Rear Corner 


gr Cabinet Rack 


*NOTE: Use the 
10-32 FHS screws 
if front rail is 
already countersunk. 


Left Rear Corner we 
of Cabinet Rack Left Front 
corner of 


Cabinet Rack 


Fig. 6-6. Top view of cabinet rack showing mounting position of the left stationary section to the rails of the rack. Since the rails are not tapped, 
bar nuts are used to mount the stationary section to the rack rails. 
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Rackmounting—Type 140/R140 


TO INSTALL 

1. Pull the slide-out track in- 
termediate sections out to e © 
the fully extended position. TO REMOVE 

2. Insert the instrument chassis 1. Loosen the front panel 
sections into the interme- thumb screws. 


diate sections. 


2. Pull instrument outward un- 


3. Press stop latches and push til the stop latches snap 
1 instrument toward rack un- into the holes. 
| til the latches snap into, - 
their holes. JI 


3. Press stop latches and re- 
move the instrument. 

4. Again press stop latches ~ 
and push instrument into : 
rack. 


5. Secure the instrument т 
place with the front-panel 
thumb screws. 


Fig. 6-7. Installing and removing the instrument. 


. Allow slides to seek - 
proper width. EU | 


. Center instrument. 6, a ы. 


. Re-tighten screws. 


Fig. 6-8. Adjusting the slide-out tracks for smooth sliding action. 


Rackmounting—Type 140/R140 
RACK RAIL TYPES 
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PARTS LIST ABBREVIATIONS 


binding head brass 
binding head steel 
capacitor 

ceramic 
composition 
connector 
cathode-ray tube 
countersunk 
double end 
diameter 

division 

electrolytic 
electrolytic, metal cased 
electrolytic, metal tubular 
external 

focus and intensity 
flat head brass 
flat head steel 
fillister head brass 
fillister head steel 
height or high 
hexagonal 

hex head brass 
hex head steel 
hex socket brass 
hex socket steel 
inside diameter 


incandescent 


SE 

SN or S/N 
S or SW 
TC 

THB 

thk 


internal 

length or long 
metal 

mounting hardware 
outside diameter 
oval head brass 
oval head steel 
part of 

pan head brass 
pan head steel 
plastic 

paper, metal cased 
polystyrene 
precision 


paper, tubular 


paper or plastic, tubular, molded 


round head brass 
round head steel 
single end 

serial number 
switch 
temperature compensated 
truss head brass 
thick 

truss head steel 
tubular 

variable 

wide or width 


wire-wound 


PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local Tektronix, Inc. Field 
Office or representative. 


Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. ! is therefore important, when 
ordering parts, to include the following information in your order: Part number, instrument 
type or number, serial ог model number, and modification number if applicable. 


If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 


in part number. 


x 000 
00X 
*000-0000-00 


Use 000-0000-00 


SPECIAL NOTES AND SYMBOLS 
Part first added at this serial number 
Part removed after this serial number 


Asterisk preceding Tektronix Part Number indicates manufactured by 
or for Tektronix, Inc., or reworked or checked components. 


Part number indicated is direct replacement. 
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INDEX OF ELECTRICAL PARTS LIST 


Title Page No. 
CHASSIS .................................................... 7-1 

MODULATOR Circuit Board Assembly .............................. 7-4 

BAR TIMING Circuit Board Assembly .............................. 7-8 

FIELD TIMING Circuit Board Assembly ............................. 7-11 
BAR DRIVE & VIDEO OUT Circuit Board Assmbly .................... 7-14 
STAIRCASE Circuit Board Assembly „еее неба не ен ен вене 7-20 
LINE TIMING Circuit Board Assembly .............................. 7-23 
CROSS HATCH Circuit Board Assembly ............................. 7-29 
OUTPUT AMP Circuit Board Assembly .............................. 7-33 
SUBCARRIER OUTPUT Circuit Board Assembly ........................ 7-37 
SUBCARRIER OSC Circuit Board Assembly ........................... 7-39 
POWER SUPPLY Circuit Board Assembly ............................ 7-40 


Type 140/R140 
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Type 140/R140 


SECTION 7 
ELECTRICAL PARTS LIST 


Values are fixed, unless marked Variable. 


Tektronix Serial/Model No. 
Ckt. No. Part. No. Eff Disc Description 
CHASSIS 
Bulbs 
DS42 150-0018-00 Incandescent | 63V #12 
DS88 150-0065-00 Incandescent 10V 4 тА green lens 
Capacitors 


Tolerance 209% unless otherwise indicated. 


C11 290-0334-00 1250 pF Elect. 50V +75% —10% 
C42 290-0321-00 11,000 ҺЕ Elect. 15V +100%—10% 
Cél 290-0086-00 2000 uF Elect, 30 V 
C921 
C941 
C98t 
C1157 281-0613-00 XB030000 10 pF Cer 200 V 10% 
Fuses 
F2 159-0042-00 ЗА ЗАС Fast-Blo 
ЕЗ 159-0025-00 „А ЗАС Fast-Blo 
Filter 
FL4 119-0095-04 2x ТА, 275 МАС, 400 Hz 
Connectors 
J40 131-0126-00 BNC, single contact 
J42 131-0126-00 BNC, single contact 
160 131-0126-00 ВМС, single contact 
462 131-0126-00 ВМС, single contact 
Jó4 131-0126-00 BNC, single contact 


'Furnished as a unit with Goniometer (*119-0133-00). 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


466 
J70 
J72 
J74 
J76 


J80 
J82 
J84 
J86 
J88 


190 
192 


Tektronix 
Part No. 


131-0126-00 
131-0126-00 
131-0126-00 
131-0126-00 
131-0126-00 


131-0126-00 
131-0126-00 
131-0126-00 
131-0126-00 
131-0126-00 


131-0126-00 
131-0126-00 


CHASSIS (cont) 


Serial/Model No. 


Eff 


Disc 
Connectors (cont) 


BNC, 
BNC, 
BNC, 
BNC, 
BNC, 


BNC, 
BNC, 
BNC, 
BNC, 
BNC, 


BNC, 
BNC, 


Resistors 


Resistors are fixed, composition, +10% unless otherwise indicated. 


R50 
RSI 
R52 
R53 
R54 


R55 
R56 
R57 
R58 
R60 


R62 
R64 
R66 
R94? 
R98? 


R11318 
К11343 
811353 
R1136? 
R11378 
R1157 


"Furnished as a unit with Goniometer (*119-0133-00). 


321-0329-00 
321-0283-00 
321-0254-00 
321-0233-00 
321-0216-00 


321-0202-00 
321-0190-00 
321-0180-00 
321-0170-00 
311-0141-00 


311-0141-00 
315-0153-00 
315-0153-00 


315-0272-00 


XB030000 


single contact 
single contact 
single contact 
single contact 
single contact 


single contact 
single contact 
single contact 
single contact 
single contact 


single contact 
single contact 


26.1 ко 
8.66 КО 
4.32 ко 
2.61 kQ 
1.74 КО 


1.24 ka 


9310 
7320 
5760 


2 КО, Var 


2 КО, Маг 


15 КО 
15 КО 


2.7 kQ 


*Furnished as а unit with Partial Oven Assembly (*205-0108-01). 
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Description 
VW Prec 
Vs W Prec 
1% W Prec 
Vs W Prec 
Ve W Prec 
VW Prec 
Vs W Prec 
Ve W Prec 
Vs W Prec 
Y, W 
УМ 
VA 


5% 
5% 


5% 


E E 


C C EL CC гг. C 


л сз 


> LN 


со хл ааа аа а-я 


Ckt. No. 


524 
53% 
54 

510 
512 


514 
516 
518 
52085 


522 
524 
526 
530 
532 


534 
536 
538 
544 
546 


548 
550 
554 
556 
562 


564 
$11318 


Q35 
Q55 
Q85 
Q1131$ 


TI 
Т957 


Tektronix 
Part No. 


CHASSIS (cont) 


Serial/Model No. 
Eff Disc 


Wired or Unwired 


260-0276-00 
260-0621-00 
260-0664-00 


260-0621-00 
260-0621-00 
260-1087-00 


260-0621-00 
260-0621-00 
260-0621-00 
260-0731-00 
260-0731-00 


260-0731-00 
260-0731-00 
260-0731-00 
260-0621-00 
260-0731-00 


260-0664-00 
260-0731-00 
260-1088-00 
260-0731-00 
260-0621-00 


260-0621-00 


*151-0140-00 
*151-0140-00 
*151-0148-00 


*120-0630-00 


Switches 


Toggle 
Lever 
Lever 


Lever 
Lever 
Rotary 


Lever 
Lever 
Lever 
lever 
Lever 


Lever 
Lever 
Lever 
Lever 
Lever 


Lever 
Lever 
Rotary 
Lever 
Lever 


Lever 


Transistors 


Silicon 
Silicon 
Silicon 


Transformers 


L. V. Power 


*See Mechanical Parts List. Line Voltage Selector Body. 
Furnished as a unit with 554. 
‘Furnished as а unit with Partial Oven Assembly (*205-0108-01). 
"Furnished as a unit with Goniometer (*119-0133-00). 
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Electrical Parts List—Type 140/R140 


Description 


POWER 
R-Y PHASE 
AMPL 


SET UP 
FIELD 
LINE' 
APL 


BARS 
SIGNAL 
VIDEO 
BURST 
B-Y 


R-Y 

Y 

WHITE REF 
909 SUBARRIER 
SUBCARRIER 


STEPS 

SYNC 

APL/IRE LEVEL 
REF 


DISPLAY 


CROSS HATCH 


Selected from 2N3055 
Selected from 2N3055 
Selected from 40250 RCA 
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Electrical Parts List—Type 140/R140 


MODULATOR Circuit Board Assembly 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc 


*670-0301-00 Complete Board 


Capacitors 


Tolerance +20% unless otherwise indicated. 


C104 283-0004-00 0.02 pF 
C105 283-0047-00 270 рЕ 

C106 283-0047-00 270 pF 

C114 283-0004-00 0.02 иЕ 

C115 283-0047-00 270 pF 

C116 283-0047-00 270 pF 

C117 283-0047-00 270 pF 

C118 283-0047-00 270 pF 

C119 290-0134-00 22 uF 

С120 290-0134-00 22 uF 

С121 290-0134-00 22 uF 

C124 283-0004-00 0.02 uF 

C125 283-0598-00 253рҒ 

С127 283-0598-00 253 рЕ 

С128 283-0004-00 0.02 pF 

С129 290-0134-00 22 uF 

C133 281-0116-00 1.6-9.1 pF, Маг 
C143 290-0134-00 22 рЕ 

C152 281-0116-00 1.6-9.1 pF, Var 
C157 281-0116-00 1.6-9.1 pF, Var 
C162 283-0603-00 113 pF 

C167 283-0596-00 528 pF 

C168 283-0603-00 113 pF 

C173 283-0596-00 528 pF 

C176 283-0643-00 8В010100 B029999 0.02 uF 

C176 283-0642-00 ^ B030000 33 pF 

C177 283-0004-00 22 pF 

C182 283-0603-00 113 pF 

C183 283-0004-00 0.02 pF 

C184 283-0638-00 В010100 B029999 130 pF 

C184 283-0633-00 В030000 77 pF 

C187 283-0596-00 528 pF 

C188 283-0603-00 113 pF 

C193 283-0596-00 528 pF 


Semiconductor Device, Diodes 


CR104 *152-0185-00 Silicon 
CR105 *152-0185-00 Silicon 
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Description 
Cer 150V 
Cer 500 V 
Cer 500 V 
Cer 150V 
Cer 500 V 
Cer 500 V 
Cer 500 V 
Cer 500 V 
Elect. 15V 
Elect. 15V 
Elect. 15V 
Cer 150V 
Mica 300 V 
Mica 300 V 
Cer 150 V 
Elect. 15V 
Air 
Elect. 15V 
Air 
Air 
Mica 300 V 
Mica 300 V 
Mica 300 V 
Mica 300 V 
Cer 300 V 
Mica 300 V 
Mica 150V 
Mica 300 V 
Cer 150V 
Mica 100 V 
Mica 100 V 
Mica 300 V 
Mica 300 V 
Mica 300 V 


Replaceable by 1N4152 
Replaceable by 1N4152 


5% 
5% 


Іс eS o Е 


C Е гг 
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Ша с: 2 


Ckt. No. 


L126 
1163 
L167 
L176 
L183 


L184 
L187 


Q111 
Q112 
Q113 
©114 
9115 


Q116 
Q117 
Q118 
Q122 
Q123 


©1458 
©1469 
Q153 

Q1558 
Q156? 


Q157 
©1658 
Q166? 
Q172 
Q173 


Q1755 
Q176? 
Q177 
Q178 


50145, 0155, Q165 and Q175 furnished as a matched set. 


50146, 0156, 0166 and Q176 furnished as a matched set. 


6) 


Tektronix 
Part No. 


*114-0278-00 
*114-0280-00 
*114-0280-00 
*114-0281-00 
*114-0280-00 


*114-0281-00 
*114-0280-00 


151-0225-00 
151-0225-00 
151-0190-00 
151-0190-00 
151-0190-00 


151-0190-00 
151-0190-00 
151-0190-00 
151-0225-00 
151-0225-00 


*153-0577-00 
*153-0577-00 

151-0232-00 
*153-0577-00 
*153-0577-00 


151-0232-00 
*153-0577-00 
*153-0577-00 
*151-0195-00 
*151-0195-00 


*153-0577-00 
*153-0577-00 
*151-0195-00 
*151-0195-00 


Electrical Parts List-—Type 140/R140 


MODULATOR Circuit Board Assembly (cont) 


Serial/Model No. 


Eff 


Disc 


Inductors 


4.6-16.7 uH 

12-43 uH, Var 
12-43 uH, Var 
35-70 uH, Var 
12-43 uH, Var 


35-70 uH: Var 
12-43 uH, Var 


Transistors 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 


Description 


Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 
Core 276-0540-00 
Core 276-0568-00 


Core 276-0540-00 
Core 276-0568-00 


2N3563 
2N3563 
2N3904 
2N3904 
243904 


2143904 
243904 
2143904 
243563 
243563 


Тек $рес 
Tek Spec 
Dual 

Tek Spec 
Tek Spec 


Dual 

Tek Spec 

Tek Spec 

Replaceable by MPS 6515 
Replaceable by MPS 6515 


Tek Spec 
Tek Spec 
Replaceable by MPS 6515 
Replaceable by MPS 6515 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


MODULATOR Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Part No. Eff Disc 


Resistors 


Resistors are fixed, :omposition, +10% unless otherwise indicated. 


R100 
R101 
R102 
R103 
R104 


R105 
R106 
R107 
R108 
R109 


R110 
R111 
R112 
R114 
R115 


R116 
R117 
R118 
R119 
R120 


R123 
R124 
R126 
R127 
R128 


R129 
R130 
R131 
R132 
R133 


R134 
R135 
R136 
R137 
R138 


R141 
R142 
R143 
R144 
R145 
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315-0100-00 100 
315-0100-00 100 
315-0182-00 1.8 КО 
315-0102-00 тко 
315-0752-00 7.5 ко 
315-0103-00 10 ka 
315-0362-00 3.6 ко 
315-0302-00 3kQ 
315-0202-00 2 
315-0100-00 100 
315-0100-00 100 
315-0152-00 1.5 ко 
315-0102-00 тко 
315-0272-00 27 ко 
315-0103-00 10 ко 
315-0362-00 3.6 ко 
315-0101-00 1000 
301-0102-00 тко 
315-0202-00 2ко 
315-0100-00 100 
315-0102-00 1ko 
315-0102-00 тко 
315-0102-00 1ko 
315-0181-00 1800 
321-0122-00 1820 
315-0101-00 100 0 
321-0159-00 4420 
321-0122-00 1820 
321-0154-00 3920 
321-0154-00 3920 
315-0302-00 з ко 
315-0302-00 3ko 
321-0154-00 3920 
321-0154-00 392 0 
321-0159-00 4420 
321-0812-07 4550 
311-0886-00 50 О, Уаг 
315-0202-00 2ko 
321-0812-07 4550 
315-0181-00 1800 


Description 


Prec 


Prec 
Prec 
Prec 
Prec 


Prec 
Prec 
Prec 


Prec 


Prec 
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Electrical Parts List—Type 140/R140 


MODULATOR Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Cli. No. Part No. Eff Disc Description 


Resistors (cont) 


R146 315-0181-00 1800 у, W 

R147 315-0202-00 2 ко /, W 

R148 311-0886-00 50 ко, Var 

R151 321-0735-07 1.001 ко 1% W Ргес 

R152 321-0735-07 1.001 ко 1% W Ргес 

R155 315-0181-00 1800 VW 

R156 315-0181-00 1800 /, W 

R157 321-081 2-07 4552 Vs W Prec 

R158 321-0735-07 1.001 kQ Vs W Prec 

R161 321-0335-00 301 kQ Vs W Prec 

R162 321-01 43-00 3010 Ve W Prec 

R165 315-0181-00 1800 VW 

R166 315-0181-00 1800 VW 

R167 321-0812-07 4550 VS W Ргес 

R168 321-0735-07 1.001 ко у; W Prec 

R169 321-0143-00 301 2 1% W Prec 

R174 321-0210-00 B010100 B029999 1.5 kQ 1% W Prec 

R174 321-0193-00 B030000 1kQ Vs W Prec 

R175 315-0181-00 180 0 /, W 

R176 315-0181-00 1800 AW 

R177 315-0102-00 тко /, W 

R178 321-0335-00 30.1 ко 1% W Ргес 

R179 321-0335-00 30.1 kQ Va W Prec 

R182 321-01 43-00 301 2 Vs W Prec 

R183 321-0335-00 30.1 ко Vs W Prec 

R186 315-0302-00 З ко /, W 

R188 321-0143-00 3010 Vs W Prec 

R193 315-0102-00 Tko 1⁄4 W 

R194 315-0302-00 3 ко AW 
Transformers 

1127 *120-0631-00 Toroid, 10 turns trifilar 

T136 *120-0584-00 Toroid, three 10 turn windings 

1144 *120-0587-00 Того 4, four 10 turn windings 

1174 *120-0524-00 Toroid, 12 turns quadfilar 


Integrated Circuit 


U102 156-0012-00 Clocked J-K Flipflop. Replaceable by Fairchild 


5% 
5% 


1/10% 
1/10% 


5% 
5% 
1/10% 
1/10% 
1% 


1% 
5% 
5% 

1/10% 

1/10% 


1% 
1% 
1% 
5% 
5% 


#1923 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


Tektronix 
Part No. 


BAR TIMING Circuit Board Assembly 


Serial/Model No. 


Eff 


Disc 


*670-0302-00 


Tolerance +20% unless otherwise indicated. 


C207 
C208 
C209 
C212 
C215 


C216 
C218 
C223 
C224 
C227 


C231 
C252 


CR202 
CR206 
CR251 
CR261 
CR271 


CR281 


L217 


281-0022-00 
283-0600-00 
290-0134-00 
283-0080-00 
283-0047-00 


283-0026-00 
283-0641-00 
283-0026-00 
281-0638-00 
281-0022-00 


283-0026-00 
283-0598-00 


*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*152-0185-00 


114-0177-00 


*151-0219-00 
151-0224-00 
151-0225-00 
151-0190-00 
151-0224-00 
151-0220-00 


B010100 
B040000 


Description 


Complete Board 


Capacitors 


8-50 pF, Var 
43 pF 

22 uF 

0.022 uF 
270 pF 


0.2 uF 

180 pF 
0.24F 

240 pF 

8-50 pF Маг 


0.2 uF 
253 pF 


Semiconductor Device, Diodes 


Inductor 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 


280-650 иН, Var 


Transistors 


B039999 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Cer 

Mica 500 V 

Elect. 15V 
Cer 25V 
Cer 500 V 
Cer 25V 

Mica 100 V 
Cer 25 V 
Cer 500 V 
Cer 

Cer 25 V 

Mica 300 V 


5% 
+ 809% —20% 


7 


1% 
5% 


5% 


Replaceable Бу 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 


Replaceable by 1N4152 


Core 276-0506-00 


Replaceable by 2N4250 


2N3692 
2N3563 
2N3904 
2N3692 
2N4122 
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Electrical Parts Ц4—Туре 140/R140 


BAR TIMING Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Transistors (cont) 


Q218 *151-0198-00 B010100 B039999 Silicon Replaceable by MPS 918 

Q218 *151-0127-00 B040000 Silicon Selected from 2N2369 

Q221 151-0220-00 Silicon 2N4122 

Q223 *151-0219-00 Silicon Replaceable by 2N4250 

Q226 151-0225-00 Silicon 2N3563 

Q228 151-0225-00 Silicon 2N3563 

Q233 *151-0219-00 Silicon Replaceable by 2N4250 

Q236 151-0220-00 Silicon 2N4122 

Q237 151-0225-00 Silicon 2N3563 

Q238 *151-0198-00 Silicon Replaceable by MPS 918 

Q251 151-0224-00 Silicon 2N3692 

Q252 151-0224-00 Silicon 2N3692 

Q261 *151-0192-00 Silicon Replaceable by MPS 6521 

Q262 *151-0192-00 Silicon Replaceable by MPS 6521 

Q281 151-0224-00 Silicon 2N3692 

Q282 151-0224-00 Silicon 2N3692 

Q291 *151-0192-00 Silicon Replaceable by MPS 6521 

Q292 *151-0192-00 Silicon Replaceable by MPS 6521 
Resistors 


Resistors are fixed, composition, =10% unless otherwise indicated. 


R201 321-0126-00 2000 1% W Ргес 1% 
К202 321-0168-00 549 Q Уз W Prec 1% 
R203 315-0470-00 47 9 VU, W 5% 
R204 315-0273-00 27 ко Y, W 5% 
R205 315-0103-00 10 kQ Y W 5% 
R206 315-0681-00 680 2 /, W 5% 
R207 315-0470-00 470 у W 5% 
R208 315-0152-00 1.5 ко VW 5% 
R213 321-0259-00 4.87 kQ 1% W Ргес 1% 
R214 321-0213-00 1.62 ка Ya W Prec 1% 
R215 321-0130-00 221 Q Ya W Prec 1% 
R216 315-0202-00 2 ко y, W 5% 
R217 315-0470-00 47 9 у, W 5% 
R218 315-0681-00 680 Q 1⁄4 W 5% 
R219 315-0152-00 1.5 k2 у, W 5% 
R221 315-0102-00 1 kQ VW 576 
R222 315-0163-00 16 ко Y, W 5% 
R223 315-0473-00 47 ко VY, W 5% 
R224 315-0102-00 1kQ VY, W 5% 
R225 315-0152-00 1.5 КО y4 W 5% 
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Electrical Parts List—Type 140/R140 


BAR TIMING Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 
Resistors (cont) 
R226 315-0152-00 1.5 ка VR 
R227 315-0681-00 6800 у, W 
R231 311-0950-00 10 kQ, Var 
R233 315-0102-00 ТКО, у, W 
R234 315-0471 -00 4700 у, уу 
2235 311-0953-00 2.5 kQ, Var 
R236 315-0102-00 1kQ у, W 
R237 315-0132-00 1.3 ка V/A 
R238 321-0193-00 тко VW Prec 
R239 315-0102-00 ТКО, у, W 
R241 321-0359-00 53.6 ка V W Prec 
R252 311-0836-00 БКО, Var 
R253 321-0342-00 35.7 КО Vs W Prec 
R254 315-0102-00 тко у, W 
R261 315-0101-00 1000 AW 
R262 315-0102-00 ТКО Y, W 
R263 315-0101-00 1000 y, W 
R271 311-0836-00 5КО, Var 
R272 311-0950-00 ТОКО, Var 
R273 321-0342-00 35.7 КО Vs W Ргес 
R281 321 -0359-00 53.6 ко Vs W Ргес 
R291 315-0101-00 1000 VU, W 
R292 315-0471 -00 4700 1⁄4 W 
Integrated Circuits 
U243 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U245 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild L923 
U247 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
U248 156-001 1-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U253 156-001 1-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
U255 155-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild 1923 
U257 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U258 156-0012-00 Clocked by J-K Flipflop 
Replaceable by Fairchild „1923 
U263 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild |1914 
U265 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild 41923 
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Electrical Parts List—Type 140/R140 


BAR TIMING Circuit Board Assembly (con!) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Integrated Circuits (cont) 


U267 156-001 1-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
U268 156-001 2-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U273 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
U275 156-001 2-00 Clocked J-K Flipflop 
Replaceable by Fairchild |1923 
U277 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild (1914 


U278 156-001 2-00 Clocked J-K Flipflop 
Replaceable by Fairchild uL 923 
U293 156-001 1-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
0295 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
U297 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U298 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild 1914 


FIELD TIMING Circuit Board Assembly 
*670-0303-00 Complete Board 


Capacitors 


Tolerance +20% unless otherwise indicated. 


C338 283-0032-00 470 pF Cer 500 V 
C366 283-0032-00 470 pF Cer 500 V 
C368 283-0104-00 2000 pF Cer 500 V 
C372 283-0032-00 470 pF Cer 500 V 
Transistors 
Q311 151-0224-00 Silicon 2N3692 
Q312 151-0224-00 Silicon 2N3692 
Q314 151-0224-00 Silicon 2N3692 
Q316 151-0224-00 Silicon 2N36?2 
Q317 151-0224-00 Silicon 2N3692 
Q318 151-0224-00 Silicon 2N3692 
Q319 151-0224-00 Silicon 2N3692 
Q333 151-0207-00 Silicon 2N3415 
Q381 151-0207-00 Silicon 2N3415 
Q384 151-0207-00 Silicon 2N3415 
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Electrical Parts List—Type 140/R140 


FIELD TIMING Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc 


Transistors (cont) 


Q385 151-0207-00 Silicon 
Q387 151-0207-00 Silicon 
Q388 151-0207-00 Silicon 
Q394 151-0207-00 Silicon 
Q397 151-0207-00 Silicon 
Q398 151-0207-00 Silicon 
Resistors 


Resistors are fixed, composition, +10% unless otherwise indicated. 
р 


R311 315-0102-00 тко 
R312 315-0102-00 ү kQ 
R314 315-0102-00 тко 
R316 315-0102-00 тко 
R317 315-0102-00 тко 
R318 315-0102-00 1 ко 
R319 315-0102-00 тко 
R332 315-0182-00 1.8 ко 
R333 315-0102-00 тко 
R338 315-0272-00 2.7 kQ 
#339 315-0272-00 2.7 ко 
R361 315-0561-00 560 0 
R365 315-0243-00 24 ко 
R366 315-0202-00 2ko 
R367 315-0272-00 2.7 kQ 
R368 315-0272-00 2.7 kQ 
R369 315-0272-00 2.7 ко 
R372 315-0272-00 2.7 ко 
R374 315-0272-00 2.7 kQ 
R3?1 315-0272-00 2.7 ко 
R392 315-0102-00 1ko 
R394 315-0102-00 1kQ 
R396 315-0751 -00 750 0 
R397 315-0102-00 тко 
R398 315-0152-00 1.5 kQ 
R399 315-0102-00 1 kQ 
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2N3415 
2N3415 
2N3415 
2N3415 
2N3415 
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Electrical Parts List—Type 140/R140 


FIELD TIMING Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Integrated Circuits 


U301 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U302 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild 1923 
U304 156-001 2-00 Clocked J-K Flipflop 
Replaceable by Fairchild 41923 
U306 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild uL 914 
U308 156-0012-00 Clocked J-K Flipflop 


Replaceable by Fairchild |1923 


U309 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild 41923 
U321 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U322 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild 4,923 
U324 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U326 156-0012-00 Clocked J-K Flipflop 


Replaceable by Fairchild 1923 


U328 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U329 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U334 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1714 
U336 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild |1914 
U338 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild „1914 


U341 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild uL 914 
U342 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U344 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
U346 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
U348 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild 1914 


U349 156-001 1-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild «L914 
U361 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U362 156-001 1-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
U364 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
U366 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild „1914 
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Electrical Parts List—Type 140/R140 
FIELD TIMING Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Integrated Circuits (cont) 


U368 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U369 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild u1914 
U371 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U372 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
U374 156-0012-00 Clocked J-K Flipflop 


Replaceable by Fairchild „1923 


U376 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild „1923 
U378 156-0011-00 Medium Power Dual 2-Input Cate 
Replaceable by Fairchild 21914 
U379 156-0012-00 Clocked J-K Flipflop 
Replaceable by Fairchild 41923 
U391 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild uL914 
U392 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild „1914 


U396 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
U399 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild „1914 


BAR DRIVE & VIDEO OUT Circuit Board Assembly 
*670-0304-00 Complete Board 


Capacitors 


Tolerance ==20% unless otherwise indicated. 


C401 281-0650-00 18 pF Cer 200 V 
C406 281-0613-00 10 pF Cer 200 V 
C407 281-0413-00 10 pF Cer 200 V 
C410 281-0416-00 6.8 pF Cer 200 V 
C422 281-0022-00 8-50 pF, Var Cer 

C427 281-0022-00 8-50 pF, Var Cer 

C430 283-0080-00 0.022 pF Сег 25V 
C431 283-0080-00 0.022 uF Cer 25V 
С445 291.0450-00 18 РЕ Сег 200 У 
C451 283-0596-00 528 pF Mica 300 V 
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Electrical Parts List—Type 140/R140 


BAR DRIVE & VIDEO OUT Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Capacitors (cont) 


C452 283-0051-00 0.0033 uF Cer 100 V 5% 
C455 283-0643-00 22 pF Mica 300 V +0.5 pF 
C456 283-0602-00 53 pF Mica 300 V 5% 
C458 283-0594-00 0.001 uF Mica 100 V 1% 
С459 283-0634-00 65 рЕ Mica 100 V 1% 
C463 281-0616-00 6.8 pF Cer 200 V 
C465 283-0636-00 36 pF Mica 100 V =0.5 pF 
C467 283-0610-00 220 pF Mica 500 V 5% 
С468 283-0622-00 450 рЕ Mica 300 V 1% 
C469 283-0640-00 160 pF Mica 100 V 1% 
C471 283-0080-00 0.022 uF Cer 25V +80% — 20% 
C478 283-0632-00 87 pF Mica 100 V 1% 
C479 283-0080-00 0.022 uF Cer 25V +80% —20% 
C484 283-0003-00 0.01 uF Cer 150 V 
C487 283-0003-00 0.01 uF Cer 150 V 
C489 283-0059-00 1 uF Cer 25V + 80% —20% 
C491 283-0017-00 ТАР Сег ЗУ 
С492 283-0026-00 0.2 uF Cer 25V 
C493 283-0026-00 0.2 uF Cer 25У 
С495 290-0134-00 22 uF Elect. 15V 
C496 290-0134-00 В010100 В029999 22 uF Elect. 25V 
C496 290-0309-00 B030000 100 uF Elect. 25V 


Semiconductor Device, Diodes 


CR406 *152-0185-00 Silicon Replaceable by 1N4152 
CR421 *152-0185-00 Silicon Replaceable by 1N4152 
CR422 *152-0185-00 Silicon Replaceable by 1N4152 
CR424 *152-0185-00 Silicon Replaceable by 1N4152 
CR425 *152-0185-00 Silicon Replaceable by 1N4152 
CR426 *152-0185-00 Silicon Replaceable by 1N4152 
CR428 *152-0185-00 Silicon Replaceable by 1N4152 
CR441 %152-0185-00 Silicon Replaceable by 1N4152 
CR442 *152-0185-00 Silicon Replaceable by 1N4152 
CR443 *152-0185-00 Silicon Replaceable by 1N4152 
CR453 *152-0185-00 Silicon Replaceable by 1N4152 
CR460 *152-0185-00 Silicon Replaceable by 1N4152 
CR461 *152-0185-00 Silicon Replaceable by 1N4152 
CR462 *152-0185-00 Silicon Replaceable by 1N4152 
CR463 *152-0185-00 Silicon Replaceable by 1N4152 
CR472 *152.0185-00 Silicon Replaceable by 1N4152 
CR479 *152-0185-00 Silicon Replaceable by 1N4152 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


K495 


L456 
L458 
1466 
L468 


Q400 
Q402 
Q403 
Q404 
Q406 


Q407 
Q408 
Q420 
Q422 
Q423 


Q424 
Q426 
Q427 
Q428 
Q430 


Q431 
Q433 
Q434 
Q435 
Q436 


Q437 
Q441 

Q443 
Q445 
Q446 


Q447 
Q450 
Q451 
Q451 
Q452 
Q452 
Q453 
Q453 
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BAR DRIVE & VIDEO OUT Circuit Board Assembly (cont) 


Tektronix 
Part No. 


*148-0034-00 


*] 14-0222-00 
*] 14-0278-00 
*] 14-0222-00 
*] 14-0278-00 


*151-0192-00 
*151-0192-00 
*151-0192-00 
*151-0192-00 
*151-0192-00 


*151-0192-00 
*151-0192-00 
151-0224-00 
151-0224-00 
151-0224-00 


151-0224-00 
151-0224-00 
151-0224-00 
151-0224-00 
151-0220-00 


151-0224-00 
151-0224-00 
151-0224-00 
*151-0192-00 
*151-0192-00 


151-0220-00 
*151-0192-00 
151-0224-00 
*151-0122-00 
*151-0192-00 


*151-0192-00 
ж151-0192-00 
151-0224-00 
151-0207-00 
151-0224-00 
151-0225-00 
151-0224-00 
151-0225-00 


Serial/Model No. 


Eff 


B010100 
B040000 
B010100 
B040000 
B010100 
B040000 


Disc 


Relay 


Armature, dpdt, 15 V DC 


Inductors 


2-6 uH, Var 
4.6-167 uH, Var 
2-6 uH: Var 
4.6-16.7 uH, Var 


Transistors 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 


Description 


Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 


Replaceable by MPS 6521 
Replaceable by MPS 6521 
Replaceable by MPS 6521 
Replaceable by MPS 6521 
Replaceable by MPS 6521 


Replaceable by MPS 6521 
Replaceable by MPS 6521 
2N3692 
2N3692 
2N3692 


2N3692 
2N3692 
2N3692 
2N3692 
2N4122 


2N3692 
2N3692 
2N3692 


B039999 
В039999 
В039999 


Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Replaceable 
Replaceable 


2N4122 
Replaceable 
2N3692 
Replaceable 
Replaceable 


Replaceable 
Replaceable 
2N3592 
2N3415 
2N3692 
2N3563 
2N3692 
2N3563 


by MPS 6521 
by MPS 6521 


by MPS 6521 
by MPS 6521 
by MPS 6521 


by MPS 6521 
by MPS 6521 
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Electrical Parts List—Type 140/R140 


BAR DRIVE & VIDEO OUT Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Transistors (cont) 


Q454 151-0224-00 Silicon 2N3692 

Q455 *151-0192-00 Silicon Replaceable by MPS 6521 
Q456 *151-0192-00 Silicon Replaceable by MPS 6521 
Q463 151-0224-00 Silicon 2N3692 

Q465 *151-0192-00 Silicon Replaceable by MPS 6521 
Q471 *151-0219-00 Silicon Replaceable by 2N4250 
Q473 *151-0192-00 Silicon Replaceable by MPS 6521 
Q474 151-0220-00 Silicon 2N4122 

Q475 151-0220-00 Silicon 2N4122 

Q476 151-0220-00 Silicon 2N4122 

Q477 151-0220-00 Silicon 2N4122 

Q478 *151-0192-00 Silicon Replaceable by MPS 6521 
Q481 *1 51-0219-00 Silicon Replaceable by 2N4250 
Q484 *151-0103-00 Silicon Replaceable by 2N2219 
Q487 *151-0103-00 Silicon Replaceable by 2N2219 
Q491 *151-0192-00 Silicon Replaceable by MPS 6521 

Resistors 


Resistors are fixed, composition, +10% unless otherwise indicated. 


R400 321-0363-00 59 ко Ya W Prec 1% 
R401 321 -0294-00 11.3 ко a W Prec 1% 
R402 315-0101-00 1000 у, W 5% 
R403 315-0101-00 1000 у. М 5% 
R404 321-0334-00 В010100 B029999 29.4 kQ Ye W Prec 1% 
R404 321-0331-00 В030000 27.4 kQ Vs W Prec 1% 
R406 321-0346-00 39.2 ко Ye W Prec 1% 
R407 321-0318-00 20kQ Ve W Prec 1% 
R408 315-0101-00 1000 ЛАТ 5% 
R409 315-0101-00 1000 Y, W 5% 
R410 311-0950-00 10 КО, Маг 

R412 311-0732-00 1kQ, Var 

R413 311-0732-00 ТКО, Var 

R414 311-0836-00 ВОТОТ00 B029999 5kQ, Var 

R414 311-0840-00 В030000 20 ко, Маг 

R416 311-0836-00 5kQ, Var 

R417 311-0953-00 2.5 КО, Var 

R418 321-0299-00 12.7 ко Ya W Prec 155 
R419 311-0953-00 2.5 КО, Var 

R421 315-0102-00 тко ЛАТ 5% 
R422 321-0287-00 9.53 kQ Ya W Prec 1% 
R423 315-0101-00 1000 VW 5% 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


R424 
R427 
R428 
R430 
R431 


R432 
R433 
R434 
R435 
R436 


R437 
R438 
R439 
R441 
R442 


R443 
R444 
R445 
R446 
R447 


R448 
R449 
R450 
R451 
R452 


R453 
R454 
R455 
R456 
R457 
R457 


R458 
R459 
R460 
R461 
R462 
R463 


R463 
R464 
R464 
R465 
R466 
R467 
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BAR DRIVE & VIDEO OUT Circuit Board Assembly (cont) 


Tektronix 
Part No. 


Serial/Model No. 


Eff 


Disc 


315-0681-00 
315-0821-00 
315-0101-00 
315-0474-00 
315-0204-00 


315-0151-00 
311-0704-00 
311-0704-00 
321-0260-00 
315-0101-00 


321-0294-00 
315-0101-00 
315-0752-00 
321-0396-00 
315-0103-00 


311-0953-00 
321-0258-00 
321-0308-00 
321-0294-00 
315-0101-00 


315-0102-00 
315-0102-00 
315-0581-00 
315-0102-00 
315-0101-00 


311-0953-00 
311-0732-00 
321-0304-00 
315-0101-00 
321-0105-00 
321-0108-00 


321-0117-00 
321-0172-00 
315-0472-00 
315-0273-00 
315-0561-00 
311-0836-00 


311-0950-00 
321-0352-00 
321-0349-00 
321-0280-00 
321-0210-00 
321-0181-00 


B010100 
B040000 


B010100 


B030000 
B010100 
B030000 


Resistors (cont) 


8039999 


8029999 


8029999 


6800 
8200 
1000 
470 КО 
200 kQ 


1500 

500 О, Var 
500 О, Var 
4.99 kQ 

100 2 


11.3 ко 
1000 
7.5 kQ 
130 kQ 
10 kQ 


2.5 КО, Var 
4.75 КО 
15.8 kQ 
11.3 ka 
1000 


1 kQ 
1 kQ 
6800 
тко 
1000 


2.5 КО, Var 
ТКО, Var 
14.3 kQ 
1000 
1219 
1300 


1620 
6040 
47 ка 
27 КО 
560 0 
5k, Var 


10 КО, Var 
45.3 kQ 
42.2 КО 
8.06 ко 

1.5 КО 
7500 


Description 


VW 
VW 
VW 
VW 
VW 


AW 


Ye W 
% W 


Vs W 
М.М 
УМ 
Ye W 
AW 


1% W 
Vs W 
1% W 
Y, W 


Jo NY 
VW 
VW 
7, МУ 
AW 


Ye W 
JW 
s W 
Ye М 


Va М 
Ув W 
VW 
7, W 
AW 


VW 
Ya W 
Ya W 
Ya W 
Ya W 


Prec 


Prec 


Prec 


Prec 
Prec 
Prec 


Prec 


Prec 
Prec 


Prec 
Prec 


Prec 
Prec 
Prec 
Prec 
Prec 
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Electrical Parts List—Type 140/R140 


BAR DRIVE & VIDEO OUT Circuit Board Assembly (cont) 


Tektronix 
Ckt. No. Part No. 
R468 321-0241-00 
R469 321-0197-00 
R470 315-0473-00 
2471 315-0393-00 
R472 315-0512-00 
R473 321-0222-00 
R473 321-0228-00 
R474 315-0431-00 
R475 321 -0210-00 
R476 321-0210-00 
R477 315-0431-00 
R478 311-0827-00 
R479 321 -0228-00 
R430 315-0181-00 
R481 321-0193-00 
R481 321-0172-00 
R482 311-0704-00 
R483 315-0302-00 
R484 321-0231-00 
R485 321-0210-00 
R486 321-0231-00 
R487 321 -0085-00 
R483810 *312-0656-00 
R489 315-0302-00 
R490 315-0473-00 
R491 315-0393-00 
R492 321 -0277-00 
R493 308-0252-00 
26 | *312-0657-00 
R496 321-0085-00 
R4971 *312-0656-00 
R498 308-0314-00 
R499 311-0884-00 


“Matched pair with R497. 


“Matched pair with R488. 


Serial/Model No. 


Eff 


8010100 
8030000 


B010100 


B030000 


Disc 


Resistors (cont) 


3.16 КО 
1.1 kQ 
47 ко 
39 ко 
51 ко 


B029999 2ko0 
2.32 kQ 
430 9, 
1.5 КО 
1.5 КО 


4300 

250 О, Маг 

2.32 ka 

1800 
8029999 тко 


6040 

500 ©, Маг 
3kQ 

2.49 КО 

1.5 ко 


2.49 kQ 
750 
1210 
З ко 
47 ко 


39 ко 
7.5 КО 
390 0 


200 Q 


750 
1210 
6800 
1000, Уаг 


Description 
Vs W Prec 1% 
Va W Prec 195 
OW 5% 
Y W 5% 
VW 5% 
1% W Ргес 1% 
1% W Ргес 1% 
у, W 5% 
VW Prec 1% 
Yg W Prec 1% 
УМ 5% 
Ув W Prec 1% 
VW 5% 
Vs W Prec 1% 
VW Prec 1% 
Y МУ 5% 
1% W Prec 1% 
1% W Prec 1% 
1% W Prec 1% 
1% W Prec 1% 
Vg W Prec 1/10% 
VW 5% 
У, W 5% 
V4 W 5% 
Vs W Prec 1% 
зм WW 5% 
VW Prec (matched pair) 
Vs W Prec 1% 
1% ҮҮ Ргес 1/1075 
ЗМ WW 5%, 
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Electrical Parts List—Type 140/R140 


STAIRCASE Circuit Board Assembly 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 
*670-0305-00 Complete Board 
Capacitors 


Tolerance --20% unless otherwise indicated. 


C506 283-0080-00 0.022 uF Cer 25V 
C523 283-0028-00 XB030000 0.0022 uF Cer 50 V 
C543 283-0028-00 XB030000 0.0022 uF Cer 50 V 
C547 283-0032-00 470 pF Cer 500 V 
C568 290-0296-00 100 uF Elect. 20V 


Semiconductor Device, Diodes 


+80% — 20% 


CR510 *152-0185-00 Silicon Replaceable by 1N4152 

CR511 *152-0185-00 Silicon Replaceable by 1N4152 

CR513 *152-0185-00 Silicon Replaceable by 1N4152 

CR514 *152-0185-00 Silicon Replaceable by 1N4152 

CR521 *152-0185-00 Silicon Replaceable by 1N4152 

CR522 *152-0185-00 Silicon Replaceable by 1N4152 

CR523 *152-0185-00 Silicon Replaceable by 1N4152 

CR524 *152-0185-00 Silicon Replaceable by 1N4152 

CR533 *152-0185-00 Silicon Replaceable by 1N4152 

CR534 *152-0185-00 Silicon Replaceable by 1N4152 

CR542 *152-0185-00 Silicon Replaceable by 1N4152 

CR545 *152-0185-00 Silicon Replaceable by 1N4152 

CR548 *152-0185-00 Silicon Replaceable by 1N4152 
Transistors 

Q501 151-0224-00 Silicon 2N3692 

Q502 151-0224-00 Silicon 2N3692 

Q503 151-0224-00 Silicon 2N3692 

Q511 *151-0192-00 Silicon Replaceable by MPS 6521 

Q512 151-0224-00 Silicon 2N3692 

Q513 151-0224-00 Silicon 2143692 

Q514 #151-0192-00 Silicon Replaceable by MPS 6521 

Q515 151-0220-00 Silicon 2N4122 

Q516 151-0224-00 Silicon 2N3692 

Q522 *151-0192-00 Silicon Replaceable by MPS 6521 

Q523 *151-0192-00 Silicon Replaceable by MPS 6521 

Q524 *151-0192-00 Silicon Replaceable by MPS 6521 

Q525 151-0224-00 Silicon 2N3692 

Q526 151-0224-00 Silicon 2N36?2 

Q531 *151-0192-00 Silicon Replaceable by MPS 6521 
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Tektronix 
Ckt. No. Part No. 
Q532 *151-0192-00 
Q533 *151-0192-00 
Q534 *151-0192-00 
Q535 151-0224-00 
Q536 151-0224-00 
Q542 151-0224-00 
Q543 %151-0192-00 
Q544 *151-0192-00 
Q545 151-0224-00 
Q546 151-0225-00 


STAIRCASE Circuit Board Assembly (cont) 


Serial/Model No. 


Eff 


Disc 
Transistors (cont) 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Resistors 


Resistors are fixed, composition, +10% unless otherwise indicated. 


R501 
R502 
R504 
R505 
R512 


321-0431-00 
321 -0335-00 
321 -0339-00 
315-0102-00 
315-0103-00 


315-0101-00 
315-0101-00 
315-0333-00 
315-0152-00 
315-0471 -00 


315-0101-00 
315-0101-00 
315-0101-00 
315-0101-00 
315-0101-00 


315-0101-00 
315-0101-00 
315-0101-00 
315-0362-00 
315-0681-00 


315-0101-00 
321-0262-01 
315-0272-00 
315-0202-00 
315-0152-00 


301 ко 
30.1 ко 
33.2 КО 
1 kQ 
10 ко 


1000 
1000 
33 ко 
1.5 ка 
470 Q 


1000 
1000 
1000 
1000 
1000 


1000 
1000 
1000 
3.6 ко 
680 Q 


1000 
5.23 kQ 
2.7 kQ 
2 ко 
1.5 КО 


Description 


Replaceable by МР5 6521 
Replaceable by MPS 6521 
Replaceable by MPS 6521 
2N3692 
2N3692 


2N3692 
Replaceable by MPS 6521 
Replaceable by MPS 6521 
2N3692 
2N3563 


Prec 
Prec 
Prec 


Prec 


Electrical Parts Lisi—Type 140/R140 


Electrical Parts List —Type 140/R140 


Tektronix 
Ckt. No. Part No. 
R55] 321-0334-00 
R552 321-0327-00 
R553 321-0327-00 
R554 321-0327-00 
R555 321-0327-00 
R556 321-0327-00 
R557 321-0299-00 
R557 321-0295-00 
R561 311-0883-00 
R562 311-0953-00 
R563 311-0953-00 
R544 311-0953-00 
R565 311-0953-00 
R566 311-0953-00 
R567 311-0732-00 
R567 311-0953-00 
U507 156-0011-00 
U508 156-0011-00 
U509 156-0011-00 
U517 156-0011-00 
U518 156-0011-00 
U519 156-0011-00 
U537 156-0011-00 
U538 156-0011-00 
U539 156-0011-00 
U547 156-0011-00 
U548 156-0011-00 
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STAIRCASE Circuit Board Assembly (cont) 


Serial/Model No. 
Eff 


B010100 
B030000 


B010100 
B030000 


Disc Description 
Resistors (cont) 

29.4 ко VW Prec 
249 ко Y W Prec 
24.9 kQ 1% W Prec 
24.9 КО Vs W Prec 
24.9 kQ 1% W Prec 
24.9 kQ УМ Ргес 

B029999 12.7 kQ Vs W Ргес 
11.5 КО Vs W Prec 
50 ко, Маг 
2.5 КО, Маг 
2.5 КО, Var 
2.5 КО, Var 
2.5 КО» Var 
2.5 КО» Var 

B029999 ТКО, Var 
2.5 ко, Var 


Integrated Circuits 


Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 4914 


Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 


Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
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Ckt. No. 


Tektronix 
Part No. 


*670-0306-00 


Electrical Parts List—Type 140/R140 


LINE TIMING Circuit Board Assembly 


Serial/Model No. 
Eff Disc Description 


Complete Board 


Tolerance 2-2095 unless otherwise indicated. 


C603 
C606 
C612 
C620 
C621 


C622 
C622 
C631 
C641 
C643 
C644 


C647 
C648 
C649 
C651 
C653 


C654 
C655 
C661 
C663 
C665 


C666 
C669 
C671 
C674 
C675 


C676 
C678 
C679 
C681 
C687 


C688 
C691 
C695 
C698 
C699 


283-0032-00 
283-0032-00 
283-0032-00 
283-01 49-00 
283-0004-00 


283-0004-00 
283-0059-00 
283-0594-00 
283-0077-00 
283-0032-00 
283-0617-00 


283-0004-00 
283-0627-00 
283-0065-00 
283-0077-00 
283-0032-00 


283-0639-00 
283-0594-00 
283-0077-00 
283-0004-00 
283-0594-00 


290-0246-00 
283-0622-00 
283-0077-00 
283-0004-00 
283-0004-00 


283-0004-00 
283-0004-00 
283-0004-00 
283-0077-00 
283-0004-00 


283-0003-00 
283-0077-00 
283-0004-00 
283-0004-00 
283-0004-00 


Capacitors 
470 pF Cer 500 V 
470 pF Cer 500 V 
470 pF Cer 500 V 
25 pF Cer 200 V 
0.02 pF Cer 150 V 
B010100 B039999 0.02 uF Cer 150 V 
B040000 1 pF Cer 25V 
0.001 uF Mica 100 V 
330 pF Cer 500 V 
470 pF Cer 500 V 
4700 pF Mica 300 V 
0.02 uF Cer 150 V 
0.0033 uF Mica 500 V 
0.001 uF Cer 100 V 
330 pF Cer 500 V 
470 pF Cer 500 V 
56 pF Mica 100 V 
0.001 uF Mica 100 V 
330 pF Cer 500 У 
0.02 pF Cer 150 V 
0.001 pF Mica 100 V 
3.3 aF Elect. 15V 
450 pF Mica 300 V 
330 pF Cer 500 V 
0.02 uF Cer 150 V 
0.02 uF Cer 150 V 
0.02 uF Cer 150 V 
0.02 uF Cer 150 V 
0.02 uF Cer 150 V 
330 pF Cer 500 V 
0.02 шЕ Cer 150 V 
0.01 uF Cer 150 V 
330 pF Cer 150 V 
0.02 pF Cer 150 У 
0.02 ҺЕ Сег 150 V 
0.02 uF Сег 150 V 


+80% —20% 
1% 


5% 
5% 
10% 


5% 


5% 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


CR621 
CR622 
CR648 
CR653 
СК654 


CR655 
CR658 
CR664 
CR675 
CR676 


CR677 
CR685 
CR697 


Q610 
Q621 
Q622 
Q642 
Q643 


Q644 
Q645 
Q646 
Q647 
Q648 


Q649 
Q652 
Q656 
Q662 
Q666 


Q667 
Q668 
Q669 
Q672 
073 
Q673 


Q674 
Q675 
Q676 
Q677 
Q682 
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Tektronix 
Part No. 


*152-0185-00 
*152-0185-00 

152-0246-00 
*152-0269-00 
*152-0185-00 


152-0008-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*152-0185-00 
*152-0185-00 
*152-0185-00 


151-0225-00 
151-0224-00 
151-0224-00 
151-0224-00 
151-0220-00 


151-0220-00 
151-0220-00 
*151-0192-00 
*151-0192-00 
*151-0192-00 


151-0224-00 
151-0224-00 
151-0220-00 
151-0224-00 
*151-0192-00 


*151-0192-00 
*151-0219-00 
151-0223-00 
151-0224-00 
151-1011-01 
151-1041-00 


151-0190-00 
%151-0192-00 
151-0220-00 
151-0220-00 
151-0224-00 


LINE TIMING Circuit Board Assembly (cont) 


Serial/Model No. 


Eff 


B010100 
B050000 


Disc 


Semiconductor Device, Diodes 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Germanium 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 


Transistors 


B049999 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Description 


Replaceable by 1N4152 
Replaceable by 1N4152 
Low leakage, 250 mW, 40 V 
Voltage var. cap. Tek Spec 
Replaceable by 1N4152 


Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 


Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 


2N3563 
2N3692 
2N3692 
2N3692 
2N4122 


2N4122 
2N4122 
Replaceable by MPS 6521 
Replaceable by MPS 6521 
Replaceable by MPS 6521 


2N3692 
2N3692 
2N4122 
2N3692 
Replaceable by MPS 6521 


Replaceable by MPS 6521 
Replaceable by 2N4250 
2N4275 

2N3692 

Dual, FET 

Dual, FET 


2N3904 
Replaceable by MPS 6521 
2N4122 
2N4122 
2N3692 
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LINE TIMING Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc 


Transistors (cont) 


Q683 *151-0216-00 Silicon 
Q684 *151-0219-00 Silicon 
Q686 151-0220-00 Silicon 
Q687 151-0190-00 Silicon 
Q688 151-0190-00 Silicon 
Q691 151-0224-00 Silicon 
Q692 151-0224-00 Silicon 
Q693 *151-0216-00 Silicon 
Q694 *151-0219-00 Silicon 
(0696 151-0220-00 Silicon 
Resistors 


Resistors are fixed, composition, +10% unless otherwise indicated. 


R641 311-0704-00 500 9, Var 
R651 311-0704-00 500 0, Var 
R661 311-0704-00 500 Q, Var 
R671 311-0704-00 500 ©, Var 
R681 311-0704-00 500 О, Var 
R691 311-0732-00 ТКО, Var 
R6000 315-0202-00 2ko 

R6010 315-0222-00 2.2 ко 
Ё6020 315-0243-00 24 ко 
R6030 315-0202-00 2 ко 

R6040 315-0222-00 2.2 KQ 
R6050 315-0202-00 2kQ 

R6100 315-0222-00 2.2 ко 
R6110 315-0103-00 10 ко 
R6120 315-0222-00 2.2 ко 
R6121 315-0222-00 22 ко 
R6130 315-0222-00 2.2 ко 
R6190 315-0222-00 2.2 ka 
R6210 315-0223-00 22 ко 
R6220 315-0222-00 2.2 ka 
R6221 321-0316-00 19.1 ко 
R6230 315-0471-00 4700 
Ё6250 315-0100-00 100 

R6260 315-0512-00 5.1 КО 
R6330 315-0753-00 75 ко 

R6331 315-0222-00 2.2 ко 
R6350 315-0121-00 120 0 
R6400 321 -0252-00 412 kQ 
R6420 321-0286-00 В010100 B039999 9.31 ко 
R6420 321.0284-00 — B040000 8.87 КО 
R6430 315-0753-00 75 ко 

Qi 


Description 


Ya W 
у W 
ya W 
AN 


JW 
ЛА 
а W 
МУ 
АМ 


W 
VW 
VR 
NW 
а W 


У W 
Ма W 
VW 
VW 
УМ 


М.М 
УА W 
Vs W 
Ye W 
Ув W 
% W 


Electrical Parts List—Type 140/R140 


Replaceable by MOT MPS 6523 


Replaceable by 2N4250 
2N4122 
2N3904 
2N3904 


2N3692 
2N3692 


Replaceable by MOT MPS 6523 


Replaceable by 2N4250 
2N4122 


Prec 


Prec 
Prec 
Prec 


Electrical Parts List—Type 140/R140 


Ckt. No. 


R6440 
R6450 
R6451 
R6460 
R646] 


R6470 
R6471 
R6472 
R6480 
R6481 


R6490 
R6491 
R6500 
R6520 
R6540 


R6550 
R6560 
R6570 
R6580 
R6581 


R6590 
R6600 
R6600 
R6620 
R6630 
R6631 


R6640 
R6650 
R6660 
R6670 
R6671 


R6700 
R6720 
R6730 
R6731 
R6740 


R6741 
R6750 
R6760 
#6761 
86770 


7-26 


Tekironix 
Part No. 


315-0153-00 
315-0300-00 
315-0561-00 
315-0331-00 
321-0366-00 


315-0102-00 
317-0107-00 
321-0377-00 
315-0104-00 
315-0102-00 


315-0223-00 
315-0223-00 
321-0249-00 
321-0295-00 
321-0510-00 


315-0105-00 
315-0103-00 
315-0103-00 
315-0220-00 
315-0153-00 


315-0103-00 
321-0247-00 
321-0249-00 
321-0298-00 
315-0124-00 
315-0106-00 


321-0510-00 
315-0124-00 
315-0274-00 
321-0281-00 
321-0270-00 


321-0243-00 
321-0314-00 
315-0101-00 
315-0363-00 
315-0152-00 


321-0251 -00 
315-0331 -00 
315-0472-00 
315-0472-00 
321-0260-00 


LINE TIMING Circuit Board Assembly (cont) 


Serial/Model No. 


Eff 


B010100 
В030000 


Disc 


Resistors (cont) 


B029999 


15 kQ 
300 
5600 
3300 
63.4 КО 


тко 
100 MQ 
82.5 ка 
100 kQ 
1 kQ 


22 kQ 
22 kQ 
3.83 kQ 
11.5 kQ 
2 MQ 


1 MQ 
10 kQ 
10 kQ 
220 
15 ко 


10 ко 
3.65 ко 
3.830 
12.4 kQ 
120 КО 
10 MQ 


2 MQ 

120 kQ 
270 ко 
8.25 kQ 
6.34 ко 


3.32 kQ 
18.2 ко 
1000 
36 ко 
1.5 kQ 


4.02 ка 
330 0 
4.7 ко 
47 КО 
4.99 ко 


Description 


АМ 
УМ 
VW 
VW 
Уһ W 


VW 
Ye W 
s W 
yW 
NW 


у. М 
ү, W 
Va W 
Ye W 
Ye W 


AW 
NW 
УМ 
УМ 
у. МУ 


4 W 
Уһ W 
% МУ 
Ys W 
NW 
AW 


Ye МУ 
М. W 
JW 
Ув W 
Ye М 


Vs W 
Уз W 
VW 
УМ 
% W 


Ys W 
1, МУ 
VW 
Va ҮҮ 
1% W 


Prec 


Prec 


Prec 
Prec 
Prec 


Prec 
Prec 
Prec 


Prec 


Prec 
Prec 


Prec 
Prec 


Prec 


Prec 


El cote 


Е Е.Е C 


Е. Ce 


ЕЕ Е G C CC ECE 


Ckt. No. 


R6771 
R6772 
R6780 
R6781 
R6782 


R6790 
R6791 
R6792 
R6800 
R6820 


R6830 
R6831 
R6840 
R6841 
R6850 


R6860 
R6870 
R6871 
R6880 
R6881 


R6890 
R6200 
R6920 
R6230 
R6931 


R6932 
R6940 
R6950 
R6951 
R6260 


R6970 
R6980 
R6990 


T655 


Tektronix 
Part No. 


315-0432-00 
321-0251-00 
321-0283-00 
321 -0302-00 
315-0752-00 


315-0202-00 
315-0562-00 
315-0103-00 
321-0223-00 
321-0312-00 


315-0153-00 
315-0682-00 
315-0912-00 
321-0260-00 
315-0103-00 


315-0472-00 
315-0103-00 
315-0332-00 
315-0182-00 
315-0100-00 


315-0470-00 
321 -0235-00 
321-0350-00 
315-0363-00 
315-0101-00 


315-0153-00 
321-0260-00 
315-0122-00 
321-0260-00 
315-0472-00 


315-0103-00 
315-0103-00 
315-0470-00 


*120-0564-00 


LINE TIMING Circuit Board Assembly ( 


Serial/Model No. 
Eff Disc 


Resistors (cont) 


4.3 ко 
4.02 ко 
8.66 ко 
13.7 ко 
7.5 kQ 


2 ко 
5.6 ко 
10 ко 
2.05 kQ 
17.4 ко 


15 ко 
6.8 ко 
9.1 ко 
4.99 ко 
10 ко 


4.7 ко 
10 kQ 
3.3 kQ 
1.8 ко 
10 ко 


47 Q 
2.74 ко 
43.2 kQ 
36 КО 
100 0 


15 ко 
4.99 ко 
1.2 ко 
4.99 КО 
4.7 ко 


10 ka 
10 ko 
470 


Transformer 


Toroid, 3 windings 


Electrical Parts List—Type 140/R140 


cont) 


Description 


ЛА 
у W 
Vs W 
Ya W 
JW 


JW 
у W 
AW 
Ye W 
Ye W 


УМ 
VW 
AW 
КАМ 
AN 


1⁄4 W 
% W 
VZ 
YW 
NW 


AW 
Уз W 
Ye W 
AW 
NW 


VN 
s W 
1⁄4 W 
в W 
AW 


NW 
ү, W 
NW 


Prec 
Prec 
Prec 


Prec 
Prec 


Prec 


Prec 
Prec 


Prec 


Prec 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


U601 
U602 
U603 
U605 
U606 


U607 
U609 
U612 
0613 
0615 


0616 
0617 
0619 
0623 
0625 


0626 
0627 
0629 
0633 
0635 


0636 
0637 
0639 


Y643 
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LINE TIMING Circuit Board Assembly (cont) 


Tektronix 


Part No. Eff 


156-0011-00 
156-001 1-00 
156-0011-00 
156-001 1-00 
156-001 1-00 


156-007 1-00 
156-001 1-00 
156-001 1-00 
156-001 1-00 
156-0010-00 


156-0011-00 
156-001 1-00 
156-001 1-00 
156-001 1-00 
156-001 2-00 


156-0012-00 
156-0012-00 
156-0012-00 
156-001 1-00 
156-001 1-00 


156-0012-00 
156-0012-00 
156-001 2-00 


158-0039-00 


Serial/Model No. 
Disc 


Description 


Integrated Circuits 


Crystal 


Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 


Medium Power Dual 2-Inpu Gate 
Replaceable by Fairchild „1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild uL914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 4,1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 
Buffer-Inverter. Replaceable by 
Fairchild (1900 


Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 41914 
Clocked J-K Flipflop. Replaceable by 
Fairchild 1923 


Clocked J-K Flipflop. Replaceable by 
Fairchild 1923 

Clocked J-K Flipflop. Replaceable by 
Fairchild 1923 

Clocked J-K Flipflop. Replaceable by 
Fairchild „1923 

Medium Power Dual 2-Input Gate 
Replaceable by Fairchild (1914 
Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 


Clocked J-K Flipflop. Replaceable by 
Fairchild „1923 
Clocked J-K Flipflop. Replaceable by 
Fairchild 1923 
Clocked J-K Flipflop. Replaceable by 
Fairchild 41923 


1.006293 MHz 


С = X 


с к о к аған 


гә. X. о D Е T 


Electrical Parts List—Type 140/R140 


CROSS HATCH Circuit Board Assembly 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


*670-0307-00 Complete Board 


Capacitors 


Tolerance 2-209, unless otherwise indicated. 


C702 283-0104-00 2000 pF Cer 500 V 5% 
С705 285-0703-00 0.1 uF РТМ 100 V 5% 
С706 283-0083-00 0.0047 uF Cer 500 V 5% 
C712 283-0065-00 0.001 uF Cer 100 V 5% 
C716 283-0083-00 0.0047 uF Cer 500 V 5% 
C717 290-01 34-00 22 uF Elect. 15У 
C718 290-0134-00 22 ҺЕ Elect. 15V 
C726 283-0032-00 470 pF Cer 500 V 5% 
C727 283-0003-00 0.01 uF Cer 150 V 
C738 281-0613-00 XB050000 10 pF Cer 200 V 10% 
C749 283-0080-00 0.022 uF Cer 25V +80% —20% 
C752 283-0026-00 0.2 pF Cer 25V 
C759 283-0632-00 87 pF Mica 100 V 1% 
C761 283-0594-00 0.001 uF Mica 100 V 1% 
C764 283-0047-00 270 pF Cer 500 V 5% 
C767 283-0596-00 528 pF Mica 300 V 1% 
C768 283-0602-00 53 pF Mica 300 V 5% 
C777 283-0026-00 0.2 uF Cer 25V 
C779 283-0610-00 220 pF Mica 500 V 
C782 290-0134-00 22 uF Elect. 15V 
C783 283-0026-00 0.2 uF Cer 25V 
C785 283-0644-00 150 pF Mica 500 V 1% 
C792 283-0641 -00 180 pF Mica 100 V 1% 
C795 283-0644-00 150 pF Mica 500 V 1% 
С796 283-0026-00 0.2 uF Сег 25V 


Semiconductor Device, Diodes 


CR703 152-0008-00 Germanium 

CR749 *152-0185-00 Silicon Replaceable by 1N4152 

CR762 *152-0185-00 Silicon Replaceable by 1N4152 

CR781 *152-0185-00 Silicon Replaceable by 1N4152 

CR784 *152-0185-00 Silicon Replaceable by 1N4152 

CR787 *152-0185-00 Silicon Replaceable by 1N4152 

CR791 *152-0185-00 Silicon Replaceable by 1N4152 

CR794 *152-0185-00 Silicon 
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Electrical Parts List—Type 140/R140 


CROSS HATCH Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 


Ckt. No. Part No. Eff Disc Description 
Inductors 
1768 *114-0222-00 2-6 uH, Var Core 276-0568-00 
1769 *114-0222-00 2-6 uH, Var Core 276-0568-00 
[791 114-0177-00 280-650 uH, Var Core 276-0506-00 
Transistors 
Q704 *151-0219-00 Silicon Replaceable by 2N4250 
Q705 *151-0219-00 Silicon Replaceable by 2N4250 
Q714 151-0190-00 Silicon 2N3904 
Q715 151-0190-00 Silicon 2N3904 
Q728 *151-0103-00 Silicon Replaceable by 2N2219 
Q737 151-0220-00 Silicon 2N4122 
Q738 *151-0219-00 Silicon Replaceable by 2N4250 
Q739 ж151-0195-00 Silicon Replaceable by MPS 6515 
Q751 *151-0219-00 Silicon Replaceable by 2N4250 
Q752 *151-0219-00 Silicon Replaceable by 2N4250 
Q761 151-0190-00 Silicon 2N3904 
Q762 151-0190-00 Silicon 2N3904 
Q776 151-0190-00 Silicon 2N3904 
Q777 *151-0219-00 Silicon Replaceable by 2N4250 
Q783 151-0224-00 Silicon 2N3692 
Q784 151-0220-00 Silicon 2N4122 
Q786 151-0221-00 Silicon 2N4258 
Q787 #151-0195-00 Silicon Replaceable by MPS 6515 
Q788 *151-0195-00 Silicon Replaceable by MPS 6515 
Q789 *151-0195-00 Silicon Replaceable by MPS 6515 
Q793 151-0225-00 Silicon 2N3563 
Q794 151-0220-00 Silicon 2N4122 
Q796 151-0190-00 Silicon 2N3904 
Q797 *151-0198-00 Silicon Replaceable by MPS 918 
Q798 151-0190-00 Silicon 2N3904 
Q799 151-0190-00 Silicon 2N3904 
Resistors 


Resistors are fixed, composition, ==10% unless otherwise indicated. 


R702 315-0272-00 2.7 kQ VW 

R703 321-0122-00 1820 Уз W Ргес 
R704 321-0225-00 2.15 kQ Vs W Prec 
R705 321 -0300-00 13 КО Ya W Prec 
R706 315-0432-00 4.3 ко VY, W 
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Electrical Parts List—Type 140/R140 


CROSS HATCH Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Resistors (cont) 


R707 315-0101-00 1000 у, W 5% 
R709 308-0252-00 3900 3W WW 5% 
R711 315-0272-00 27 ко VW 5% 
R713 315-0681-00 680 2 1, МУ 5% 
R714 315-0102-00 тко у W 5% 
R716 315-0562-00 5.6 ко VW 5% 
R718 321-0085-00 750 Ya W Prec 1% 
R719 321-0085-00 752 у, W Prec 1% 
R726 315-0202-00 2 ко У, W 5% 
R727 315-0431-00 430 2 у W 5% 
R728 315-0302-00 3ko VW 5% 
R729 311-0884-00 100 0, Var 

R736 315-0243-00 24 КО у, W 5% 
R738 321-0229-00 2.37 КО Vs W Prec 1% 
R739 321-0179-00 715Q у, W Prec 1% 
R744 315-0181-00 1800 VW 5% 
R745 315-0162-00 1.6 ко VA 5% 
R747 321-0210-00 1.5 kQ WW Prec 1% 
R748 321-0147-00 3320 ЛА?) Ргес 1% 
R749 321-0281-00 8.25 КО UA Prec 1% 
2751 321-0242-00 3.24 kQ у, W Prec 1% 
R752 321-0269-00 6.19 ко у, W Prec 1% 
R753 315-0470-00 470 VW 5% 
R754 315-0222-00 22 ко ЛК 5%, 
R757 321-0210-00 1.5 КО у, W Ргес 1% 
8758 321-0256-00 4.53 КО Yg W Prec 1% 
R759 321-0105-00 B010100 B039999 121 Q у, W Prec 1% 
R759 321-0108-00 В040000 1300 WW Prec 1% 
R760 321-0196-00 1.07 ко Yg W Prec 1% 
R761 315-0562-00 5.6 КО VW 5% 
R762 315-0102-00 1ka VW 5% 
R763 315-0273-00 27 ко ИЛ 5%, 
R764 315-0470-00 490 у, W 5% 
R765 321-0310-00 16.5 КО у, W Ргес 1% 
R766 315-0102-00 1 ко 1, МУ 5% 
R768 315-0470-00 47 0 VW 5%, 
R770 315-0102-00 тко VW 5% 
R771 315-0432-00 4.3 ко VW 5% 
R772 315-0102-00 1kQ y, W 5% 
R773 315-0470-00 470 VW 5% 
R774 315-0472-00 47 ко V, W 5%, 
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Electrical Parts List—Type 140/R140 


CROSS HATCH Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Resistors (cont) 


R775 321-0270-00 634 КО Ve МУ Prec 
R776 315-0102-00 тко у М 
R777 315-0470-00 ғо VW 
R778 315-0470-00 ғо у, М 
R783 315-0202-00 2kQ ЛА?) 
R784 315-0471-00 4700 ДҮ 
Ё787 321-0284-00 8.87 КО ЛА”; Ргес 
R788 321-0375-00 78.7 КО VA Prec 
R789 321-0318-00 20 ka үр W Prec 
R791 315-0681-00 680 О Уу, М 
R792 315-0102-00 тко ГА”) 
R793 315-0132-00 1.3 ко VW 
R794 315-0132-00 1.3 ко VAY 
R795 315-0103-00 10 ka ДҮ; 
Ё796 315-0162-00 1.6 ka VW 
R797 315-0102-00 1ko ГА?) 


Integrated Circuits 


U711 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild 41923 

U712 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 

U721 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild „1923 

U722 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild 41923 

U723 156-0012-00 Clocked J-K Flipflop. Replaceable by 


Fairchild 41923 


U724 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild „1923 

U725 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild «L914 

U731 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild 1923 

U732 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild u1914 

U733 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild „1914 


U734 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild 1923 

U735 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild (1914 

U741 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 

U742 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild 41914 
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Electrical Parts List—Type 140/R140 


CROSS HATCH Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. f Disc Description 


Integrated Circuits (cont) 


U743 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild 1914 

U744 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild „1914 

U745 156-0011-00 Medium Power Dual 2-Input Gate 
Replaceable by Fairchild u1914 

U775 156-0012-00 Clocked J-K Flipflop. Replaceable by 
Fairchild 41923 

U785 156-0011-00 Medium Power Dual 2-Input Gate 


Replaceable by Fairchild 41914 


OUTPUT AMP Circuit Board Assembly 
*670-0308-00 Complete Board 


Capacitors 


Tolerance 2-209, unless otherwise indicated. 


C903 283-0596-00 528 pF Mica 300 V 1% 
C904 283-0602-00 53 pF Mica 300 V 5% 
С905 283-0632-00 87 рЕ Mica 100 V 1% 
C906 283-0610-00 220 pF Mica 500 V 
C912 283-0004-00 0.02 uF Cer 150 V 
C914 290-0415-00 5.6 pF Elect. 35V 10% 
C916 283-0004-00 0.02 uF Cer 150 V 
C923 283-0596-00 528 рЕ Mica 300 V 1% 
C924 283-0602-00 53 pF Mica 300 V 5% 
C925 283-0632-00 87 pF Mica 100 V 1% 
C926 283-0610-00 220 рЕ Mica 500 V 
C932 283-0004-00 0.02 ҺЕ Cer 150 V 
C934 290-0415-00 5.6 uF Elect. 35V 10% 
C936 283-0004-00 0.02 uF Cer 150 V 
C943 283-0596-00 528 pF Mica 300 V 1% 
C944 283-0602-00 53 pF Mica 300 V 5% 
C945 283-0632-00 87 pF Mica 100 V 1% 
C946 283-0610-00 220 pF Cer 500 V 
C952 283-0004-00 0.02 uF Cer 150 V 
C954 290-0415-00 5.6 uF Elect. 35V 10% 
C956 283-0004-00 0.02 uF Cer 150 V 
C963 283-0596-00 528 pF Mica 300 V 1% 
C964 283-0602-00 53 рЕ Mica 300 V 5%, 
C965 283-0632-00 87 РЕ Mica 100 V 1% 
C966 283-0610-00 220 pF Mica 500 V 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


C972 
C974 
C976 
C981 
C982 


C983 
C984 
C985 
C986 
C989 


C992 
C994 
C996 


CR906 
CR926 
CR946 
СК966 
CR986 


L904 
L905 
[924 
1925 
L944 


L945 
L964 
L965 
L984 
L985 


Q900 
Q902 
Q910 
Q912 
9914 
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Tektronix 
Part No. 


283-0004-00 
290-0415-00 
283-0004-00 
290-0296-00 
290-0409-00 


283-0596-00 
283-0602-00 
283-0632-00 
283-0610-00 
290-0134-00 


283-0004-00 
290-0415-00 
283-0004-00 


*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*114-0222-00 
*114-0222-00 
*114-0222-00 
*114-0222-00 
*114-0222-00 


*114-0222-00 
*114-0222-00 
*114-0222-00 
*114-0222-00 
*114-0222-00 


151-0220-00 
151-0220-00 
151-0220-00 
151-0221-00 
151-0190-00 


Serial/Model No. 
Disc 


Capacitors (cont) 


0.02 uF 
5.6 uF 
0.02 uF 
100 pF 
1000 uF 


528 pF 
53 pF 
87 pF 
220 pF 
22 нЕ 


0.02 uF 
5.6 uF 
0.02 uF 


Semiconductor Device, Diodes 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Inductors 


2-6 uH, Var 
2-6 uH, Var 
2-6 uH, Var 
2-6 uH, Var 
2-6 uH, Var 


2-6 uH, Var 
2-6 uH, Var 
2-6 uH, Var 
2-6 uH, Var 
2-6 uH, Var 


Transistors 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


OUTPUT AMP Circuit Board Assembly (cont) 


Description 

Cer 150V 
Elect. 35V 

Cer 150 V 
Elect. 20V 
Elect. 25У 
Міса 300 У 
Міса 300 V 
Mica 100 V 
Mica 500 V 
Elect. 15V 

Cer 150 V 
Elect. 35V 

Cer 150 V 


10% 


+75% — 1075 


176 
5% 
1% 


10% 


Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 1N4152 


Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 


Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 
Core 276-0568-00 


2N4122 
2N4122 
2N4122 
2N4258 
2N3904 


С. С 


Е C CGC G C GC T E 


G G&G G G G Е G 


Ckt. No. 


Q916 
9920 
9922 
Q930 
Q932 


Q934 
Q936 
Q940 
Q942 
Q950 


Q952 
Q954 
Q956 
Q960 
Q962 


Q964 
Q970 
Q972 
Q974 
Q976 


Q978 
Q980 
Q982 
Q990 
Q992 


Q994 
9996 
Q998 


Tektronix 
Part No. 


151-0164-00 
151-0220-00 
151-0220-00 
151-0220-00 
151-0221-00 


151-0190-00 
151-0164-00 
151-0220-00 
151-0220-00 
151-0220-00 


151-0221-00 
151-0190-00 
151-0164-00 
151-0220-00 
151-0220-00 


151-0190-00 
151-0220-00 
151-0221-00 
151-0190-00 
151-0164-00 


151-0164-00 
151-0220-00 
151-0220-00 
151-0220-00 
151-0221-00 


151-0190-00 
151-0164-00 
151-0164-00 


Resistors are fixed, composition, 


R900 
R901 
R902 
R905 
R905 
R906 


R907 
R908 
R909 
R910 
R911 


315-0220-00 
321-0222-00 
315-0101-00 
321-0105-00 
321-0108-00 
321-0260-00 


315-0103-00 
321-0275-00 
315-0202-00 
321-0222-00 
322-0085-00 


Electrical Parts List—Type 140/R140 


OUTPUT AMP Circuit Board Assembly (cont) 


Serial/Model No. 


Eff 


Disc 


Transistors (cont) 


Resistors 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 


=-10% unless otherwise indicated. 


B010100 
B040000 


B039999 


220 

2 kQ 
1000 
1210 
1300 
4.99 ко 


10 ко 
715 КО 
2 ко 
20 
750 


Description 


УМ 
Vs W 
Ya W 
Vs W 
Ya W 
Уз W 


JAN 
1% W 
у. W 
1% W 
W 


2N3702 
2N4122 
2N4122 
2N4122 
2N4258 


2N3904 
2N3702 
2N4122 
2N4122 
2N4122 


2N4258 
2N3904 
2N3702 
2N4122 
2N4122 


2N3904 
2N4122 
2N4258 
2N3904 
2N3702 


2N3702 
2N4122 
2N4122 
2N4122 
2N4258 


2N3904 
2N3702 
2N3702 


Prec 
Prec 


Prec 
Prec 


Prec 


Prec 
Prec 


Electrical Parts List—Type 140/R140 


Ckt. No. 


R912 
R913 
R914 
R916 
R920 


R921 
R922 
R925 
R925 
R926 
R927 


R928 
R929 
R930 
R931 
R932 


R933 
R934 
R936 
R940 
R941 


R942 
R944 
R945 
R945 
R946 
R947 


R948 
R949 
R950 
R95] 
R952 


R953 
R954 
R956 
R960 
R961 


R962 
R964 
R965 
R965 
R966 
R967 


R968 
R969 
R970 
R971 
R972 
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Tektronix 
Part No. 


315-0563-00 
315-0102-00 
315-0103-00 
315-0100-00 
315-0220-00 


321-0222-00 
315-0101-00 
321-0105-00 
321 -0108-00 
321-0260-00 
315-0103-00 


321-0275-00 
315-0202-00 
321 -0222-00 
322-0085-00 
315-0563-00 


315-0102-00 
315-0103-00 
315-0100-00 
315-0220-00 
321-0222-00 


315-0101 -00 
301-0430-00 
321-0105-00 
321-0108-00 
321-0260-00 
315-0103-00 


321-0275-00 
315-0202-00 
321-0222-00 
322-0085-00 
315-0563-00 


315-0102-00 
315-0103-00 
315-0100-00 
315-0220-00 
321-0222-00 


315-0101-00 
321-0282-00 
321-0105-00 
321-0108-00 
321-0260-00 
315-0103-00 


321-0275-00 
315-0202-00 
321-0222-00 
322-0085-00 
315-0563-00 


епа /Моде! No. 


ЕН 


8010100 
8040000 


8010100 
8040000 


8010100 
8040000 


Disc 


Resistors (cont) 


B039999 


В039999 


В039999 


56 ко 
тко 
10 ко 
109 
220 


2 ко 
100 0 
1210 
130 0 
4.99 ка 
10 ко 


715 kQ 
2 kQ 

2 kQ 
750 
56 ка 


1ko 
10 kQ 
100 
220 
2ko 


1000 
430 
1210 
130 0 
4.99 ко 
10 kQ 


715 Ко 
2 kQ 

2 kQ 
750 
56 ко 


ТКО, 
10 kQ 
10 Q 
220 
2 ко 


1000 
8.45 КО 
1210 
1300 
4.99 ко 
10 ко 


715 kQ 
2 ко 

2 ко 
750 
56 ко 


OUTPUT АМР Circuit Board Assembly (cont) 


Description 


AW 
yW 
NW 
FW 
AW 


Ув W 
ЛА 
Ys W 
Ye W 
Ye W 
AW 


Vs W 
VW 
Уһ W 
УМ 
Ys W 


у. М 
VW 
ИЛА 
y4 W 
Ye W 


VW 
Jaw 
Ye W 
Уз W 
Ув W 
JW 


1% W 
М. М 
Ye W 
y W 
NW 


"AW 
Ya W 
7, W 
NW 
Ye МУ 


7, W 
в W 
Ув W 
Ув W 
Vs W 
и 


Ye W 
у W 
Ye W 
VAN 
V4 М 


Prec 
Prec 


Prec 
Prec 


Prec 


Prec 
Prec 


Prec 


Prec 
Prec 
Prec 


Prec 


Prec 
Prec 


Prec 


Prec 
Prec 
Prec 
Prec 


Prec 


Prec 
Prec 
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Electrical Parts List—Type 140/R140 


OUTPUT AMP Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Resistors (cont) 


R973 315-0102-00 тко ДҮ 5% 
ROTA 315-0103-00 10 ka у, М 5% 
R975 307-0113-00 510 VAY 5%, 
R976 315-0100-00 100 VW 5%, 
Ё977 307-0113-00 510 у, үү 5%, 
R978 322-0085-00 75 0 ГА?) Ргес 1% 
R979 315-0100-00 100 VW 5%, 
R980 315-0220-00 220 VW 5%, 
R981 321 -0222-00 2 у, W Ргес 1% 
R982 315-0101-00 1000 Уу, му 5%, 
R983 321-0213-00 1.62 ко ДҮ, Ргес 1% 
R984 315-0822-00 8.2 k2 /, му 5% 
R985 321-0105-00 В010100 B039999 1210 у, W Prec 1% 
R985 321.0108-00 В040000 1300 ЛА?) Ргес 1% 
R986 321-0260-00 4.99 КО у, W Prec 1% 
R987 315-0103-00 10 ka VW 59, 
R988 321-0275-00 7.15 kQ ГА?) Ргес 1% 
R989 315-0202-00 20 у, М 59, 
R990 321-0222-00 2 ко Vy W Prec 1% 
R991 322-0085-00 750 VW Prec 1% 
R992 315-0563-00 56 КО VW 5%, 
R993 315-0102-00 тко VW 19, 
R994 315-0103-00 10 ко VW 5%, 
R995 307-0113-00 510 VW 5% 
R996 315-0100-00 100 ЛА?) 5%, 
R997 307-0113-00 510 Дд, 5% 
R998 322-0085-00 750 Уу, М Ргес 1% 
R999 315-0100-00 100 VW 5% 


SUBCARRIER OUTPUT Circuit Board Assembly 


*670-0309-00 Complete Board 


Capacitors 


Tolerance --20% unless otherwise indicated. 


C1149 283-0641 -00 180 pF Mica 100 V 1% 
C1150 283-0080-00 0.022 uF Cer 25V +80% —20% 
C1152 283-0540-00 160 рЕ Mica 100 V 1% 
C1156 290-0134-00 22 uF Elect. 15V 

C1157 283-0080-00 0.022 uF Сег 25у +80% —20% 
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Electrical Parts List—Type 140/R140 


Ckt. No. 


C1158 
C1165 
C1186 
C1190 
C1192 


CR1105 
СЕ1110 
СЕ1115 
CR1156 


11147 
11197 


©1101 
©1105 
©1106 
©1111 
©1118 


©1138 
©1159 
©1168 
©1179 


SUBCARRIER OUTPUT Circuit Board Assembly (cont) 


Tektronix 
Part No. 


290-0134-00 
283-0080-00 
283-0080-00 
283-0641-00 
283-0641-00 


*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*114-0280-00 
*114-0280-00 


*151-0195-00 
151-0225-00 
151-0225-00 

%151-0192-00 
151-0224-00 


151-0224-00 
*151-0103-00 
151-0225-00 
151-0225-00 


Resistors are fixed, composition, 


R1104 
#1105 
#1107 
R1110 
R1111 
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315-0242-00 
321 -0332-00 
315-0102-00 
315-0303-00 
322-0157-00 


Serial/Model No. 
Eff Disc 


Capacitors (cont) 


22 uF 
0.022 uF 
0.022 uF 
180 pF 
180 pF 


Semiconductor Device, Diodes 


Silicon 
Silicon 
Silicon 
Silicon 


Inductors 


12-43 uH, Маг 
12-43 uH, Var 


Transistors 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 


Resistors 
+10% unless otherwise indicated. 


2.4 kQ 
28 ka 
1 kQ 
30 ко 
4220 


Description 
Elect. 15V 
Cer 25 V +80% —20% 
Cer 25V +80% — 20% 
Mica 100 V 1% 
Мїса 100 V 195 
Replaceable by 1N4152 
Replaceable by 1N4152 
Replaceable by 134152 
Replaceable by 1N4152 
Core 276-0568-00 
Core 276-0568-00 
Replaceable by MPS 6515 
2N3563 
2N3563 
Replaceable by MPS 6521 
2N3692 
2N3692 
Replaceable by 2N2219 
2N3563 
2N3563 
y, W 5% 
1% W Prec 1% 
1, W 5% 
УЧУ 5% 
1, М Ргес 1% 
e 
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Electrical Parts List—Type 140/R140 


SUBCARRIER OUTPUT Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Resistors (cont) 


R1112 315-0302-00 3 ka /, W 5% 
81114 315-0272-00 2.7 kQ /, W 5% 
R1116 315-0203-00 20 ка AW 5% 
R1119 315-0102-00 1 kQ VW 5% 
#1120 315-0102-00 1 ко 1, МУ 5% 
#1121 321-0312-00 17.4 kQ Vs W Prec 195 
R1130 315-0470-00 470 WW 5% 
R1146 315-0470-00 47 9 у, уу 5% 
R1149 315-0470-00 472 VW 5% 
#1156 308-0243-00 2400 3W WW 596 
R1157 315-0101-00 100 2 VW 5% 
R1158 322-0085-00 750 VW Prec 195 
R1159 322-0085-00 750 1, W Prec 1% 
R1160 321-0251-00 4.02 kQ Y W Prec 1% 
R1162 321-0293-00 11 kQ Ve W Prec 1% 
R1165 315-0182-00 1.8 kQ WW 5% 
R1170 321-0277-00 7.5 kQ 1% W Prec 1% 
#1176 321-0235-00 2.74 kQ Vs W Ргес 1% 
#1178 315-0332-00 3.3 ко VW 5% 
R1186 315-0470-00 47 Q WW 576 
R1192 321 -0235-00 2.74 ко 1% W Prec 1% 
R1194 Selected 

R1195 311-0836-00 5 КО, Var 

R1196 Selected 


SUBCARRIER OSC Circuit Board Assembly 
*670-0310-00 Complete Board 


Capacitors 


Tolerance 20%, unless otherwise indicated. 


C1122 283-0103-00 180 pF Cer 500 V 5% 
С1123 283-0103-00 180 рЕ Сег 500 V 5% 
C1124 281-0516-00 6.8 рЕ Сег 200 V 

C1125 283-0028-00 0.0022 uF Cer 50V 

C1130 283-0080-00 0.022 ҺЕ Cer 25V + 8095 — 20% 
C1131 283-0059-00 1 pF Cer 25V +80% — 20% 
C1133 283-0178-00 0.1 uF Cer 100 V +80%—20% 


Semiconductor Device, Diode 


CR1122 *152-0269-00 Silicon Voltage var. cap. Tek Spec 
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Electrical Parts List—Type 140/R140 


SUBCARRIER OSC Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc Description 

Transistors 
©1126 *151-0198-00 Silicon Replaceable by MPS 918 
©1127 *151-0198-00 Silicon Replaceable by MPS 918 
Q1133 *151-0195-00 Silicon Replaceable by MPS 6515 
©1135 151-0232-00 Silicon Dual 

Resistors 


Resistors are fixed, composition, - 1095 unless otherwise indicated. 
p 


R1122 315-0124-00 120 ко ИЛА 

#1123 315-0124-00 120 ко у, W 

R1124 315-0753-00 75 ка У, W 

#1125 315-0363-00 36 ко VY, W 

R1126 315-0153-00 15 ко у, W 

#1127 315-0121-00 120 0 ҮЛ 

R1128 315-0820-00 820 VY, W 

R1129 315-0102-00 1 ко у, W 

#1132 315-0271-00 270 0 y, W 

R1133 315-0332-00 3.3 ко VW 

R1138 321-0249-00 3.83 ко Ya W Prec 
R1139 321-0237-00 2.87 kQ Vg W Prec 

Crystal 
Y1126 158-0036-00 3.579545 MHz 


POWER SUPPLY Circuit Board Assembly 
*670-0324-00 Complete Board 


Capacitors 


Tolerance 20% unless otherwise indicated. 


C816 283-0000-00 0.001 uF Cer 500 V 
C835 290-0162-00 22 uF Elect, 35V 
C850 283-0002-00 0.01 uF Cer 500 V 
C855 290-0171 -00 100 pF Elect. 12У 
C871 283-0026-00 0.2 uF Cer 25V 
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Electrical Parts Lisi—Type 140/R140 


POWER SUPPLY Circuit Board Assembly (cont) 


Tektronix Serial/Model No. 
Ckt. No. Part No. Eff Disc Description 


Capacitors (cont) 


C875 283-0000-00 0.001 uF Cer 500 V 
C880 283-0010-00 0.05 uF Cer 50V 
C885 290-0312-00 47 uF Elect. 35V 10% 


Semiconductor Device, Diodes 


CR811 152-0066-00 Silicon 1N3194 

CR812 152-0066-00 Silicon 1М3194 

CR813 152-0066-00 Silicon 1N3194 

CR814 152-0066-00 Silicon 1N3194 

CR815 *152-0185-00 Silicon Replaceable by 1N4152 

CR841 152-0198-00 Silicon MR1032A 200 V PIV 

CR842 152-0198-00 Silicon MR1032A 200 V PIV 

CR861 152-0066-00 Silicon 1N3194 

CR962 152-0066-00 Silicon 1N3194 

VR870 152-0212-00 Zener 1N936 500 mW, 9 V, 5% TC 
Transistors 

Q810 151-0224-00 Silicon 243692 

Q815 151-1005-00 Silicon FET 

Q825 *151-0192-00 Silicon Replaceable by MPS 6521 

Q826 *151-0192-00 Silicon Replaceable by MPS 6521 

Q830 *151-0183-00 Silicon Selected Нот 2N2192 

Q840 151-0224-00 Silicon 2N3692 

Q845 *151-0192-00 Silicon Replaceable by MPS 6521 

Q846 *151-0192-00 Silicon Replaceable by MPS 6521 

Q850 *151-0183-00 Silicon Selected from 252192 

Q860 151-0224-00 Silicon 2143692 

Q875 *151-0192-00 Silicon Replaceable by MPS 6521 

Q876 *151-0192-00 Silicon Replaceable by MPS 6521 

Q880 *151-0183-00 Silicon Selected from 2N2192 
Resistors 


Resistors are fixed, composition, =10% unless otherwise indicated. 


R811 308-0245-00 0.6 Q 2 W WW 5% 
R813 315-0101-00 100 Q Y, W 5% 
R816 315-0101-00 100 Q 1, МУ 5% 
R826 315-0222-00 2.2 ко VW 576 
R831 315-0222-00 22 ко VW 5% 
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Electrical Parts List —Type 140/R140 


Ckt. No. 


R835 
R836 
R837 
R841 
R843 


R846 
R848 
R850 
R852 
R855 


R856 
R857 
R861 
R864 
R870 


R871 
R872 
R875 
R877 
R879 


R880 
R885 
R886 
R887 
R889 
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POWER SUPPLY Circuit Board Assembly (cont) 


Tektronix 
Part No. 


321-0219-00 
311-0827-00 
321-0237-00 
308-0244-00 
315-0101-00 


315-0222-00 
315-0821-00 
315-0390-00 
315-0392-00 
321-0171-00 


311-0827-00 
321-0237-00 
308-0245-00 
315-0101-00 
321-0183-00 


315-0471-00 
315-0181-00 
315-0122-00 
315-0621-00 
315-0101-00 


315-0150-00 
321-0215-00 
311-0827-00 
321-0195-00 
315-0332-00 


Serial/Model No. 


Resistors (cont) 


1.87 КО 
250 О, Var 
2.87 КО 
030 
1000 


2.2 kQ 
8200 
390 

39 ко 
5900 


250 О, Var 
2.87 kQ 
0.60 
1000 

787 Q 


4700 
1800 
1.2 ка 
6200 
1009 


150 

1.69 ко 
250 О, Var 
1.05 kQ 

3.3 kQ 


Description 


Prec 


Prec 


WW 


Prec 


Prec 
WW 


Prec 


Prec 


Prec 
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SECTION 8 
DIAGRAMS 


| | and 
MECHANICAL PARTS ILLUSTRATIONS 


The following special symbols are used on the diagrams: 


@ Screwdriver adjustment 
(4 Front ог rear-panel control or connector. 
D Refers to the indicated diagram. 


Connection soldered to circuit board. 


Blue line encloses components located on 


CN | | 
circuit board. 


И" point. 


UE mE не mm ттын иш нн на нана ша на M M иш не иш өш 
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VOLTAGE AND WAVEFORM CONDITIONS 


DC circuit voltages measured with a digital multimeter with an accuracy of 0.196; input 
impedance is greater than 1 KMQ on the 1.500 volt range and 10 MQ on the higher 
ranges. AC voltages measured with а VOM having an accuracy of 3%. All voltages were 
measured with respect to chassis ground unless noted otherwise. 


Waveforms shown are actual photographs taken with a Tektronix Oscilloscope Camera 
System and Projected Graticule. Each major division represents one cm. Test oscilloscope 
deflection factor and sweep rate conditions are noted adjacent to each waveform. DC 
coupling was used to obtain the DC levels that are recorded at the right side of each 
waveform. These DC levels are located with respect to the graticule line rather than to the 
waveform. To show time related waveforms, the triggering source for the test oscilloscope 
is indicated on each diagram. 


Voltages and Waveforms on the diagrams (shown in blue) are not absolute and may vary 
between instruments because of differing component tolerances and internal calibration. 


The test oscilloscope used for obtaining the waveform photographs had the following 
minimum characteristics: Deflection factor, 1 mV/cm to 1 V/cm (10 mV/cm to 10 V/cm 
with a 10X probe); frequency response, DC to 10 MHz; sweep rates, 0.1 us/cm to 10 
ms/cm. 


WARNING 


“Ground lugs” are not always at ground potential. Check the schematic 
before using such connections as a ground for the multimeter, VOM or 
oscilloscope probe. 


Type R140 control settings are as follows: 


COLOR BAR switches Allup 
VIDEO switch Up 
MOD. STAIRCASE switches Allup 
APL IRE LEVEL 5096 
VITS switches АН up 
LINE 18 
CONVERGENCE switches AH up 
SYNCHRONIZATION switches АН up 
HORIZ POSITION Centered 
VERT POSITION Centered 
SUBCARRIER PHASE Centered 
POWER ON 

Line Voltage Design Center (115 VAC) to obtain 


Power Supply voltage readings. 
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FIGURE AND INDEX NUMBERS 


Items in this section are referenced by figure and index numbers to the illustrations which 
appear either on the back of the diagrams ог on pullout pages immediately following the 
diagrams of the instruction manual. 


INDENTATION SYSTEM 


This mechanical parts list is indented to indicate item relationships. Following is an 
example of the indentation system used in the Description column. 


Assembly and/or Component 
Detail Part of Assembly and/or Component 
mounting hardware for Detail Part 
Parts of Detail Port 
mounting hardware for Parts of Detail Part 
mounting hardware for Assembly and/or Component 


Mounting hardware always appears in the same indentation as the item it mounts, 
while the detail parts are indented to the right. Indented items are part of, and included 
with, the next higher indentation. 


Mounting hardware must be purchased separately, unless otherwise specified. 


PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local Tektronix, Inc. Field Office 
or representative. 


Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. lt is therefore important, when 
ordering parts, to include the following information in your order: Part number, instru- 
ment type or number, serial or model number, and modification number if applicable. 


If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 


Change information, if any, is located at the rear of this manual. 


ABBREVIATIONS AND SYMBOLS 


For an explanation of the abbreviations and symbols used in this section, please refer 
to the page immediately preceding the Electrical Parts List in this instruction manual. 
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Figure 4 Repackaging ................................ Field Timing Details 
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Fig. & 
Index 
No. 


1-1 
-2 


-3 


-8 
-9 


-10 
-11 


-12 
-13 


-14 
-15 


-16 
-17 


Tektronix 
Part No. 


366-0215-02 
260-0731-00 


220-0413-00 


366-0215-02 
260-0731-00 


220-0413-00 


366-0215-02 
260-0731-00 


220-0413-00 


366-0215-02 
260-0664-00 


220-0413-00 


366-0215-02 
260-0621 -00 


220-0413-00 


366-0215-02 
260-0731-00 


220-0413-00 


366-0215-02 
260-0621-00 


220-0413-00 


366-0215-02 
260-0621-00 


220-0413-00 


Eff 


Type 140/R140 


SECTION 9 
MECHANICAL PARTS LiST 


FIGURE 1 FRONT & CABINET 


Serial/Model No. 
Disc 


Q 


ю — hos = N! == к. = — N! =~ о ---- 


N! =- 


Description 
12345 


KNOB, gray—R-Y 

SWITCH, lever—R-Y 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—B-Y 

SWITCH, lever—B-Y 

mounting hardware: (not included w/switch} 
NUT, switch mounting 


KNOB, gray—Y 

SWITCH, lever—Y 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—AMPL 

SWITCH, lever—AMPL 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—SETUP 

SWITCH, lever—SETUP 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—WHITE REF 

SWITCH, lever—WHITE REF 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—BARS 

SWITCH, lever—BARS 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—VIDEO 

SWITCH, lever —VIDEO 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


Mechanical Parts List—Type 140/R140 


Fig. & 
Index 
No. 


1-18 
-19 


-20 
-21 


-22 
-23 


-24 
-25 


-26 
-27 


-28 
-29 


-30 
-31 


-32 
-33 


-34 
-35 


-36 
-37 
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Tektronix 
Part No. 


366-0215-02 
260-0731 -00 


220-0413-00 


366-0215-02 
260-0664-00 


220-0413-00 


366-0215-02 
260-0621 -00 


220-0413-00 


366-0215-02 
260-0621 -00 


220-0413-00 


366-0215-02 
260-0621-00 


220-0413-00 


366-0215-02 
260-0621 -00 


220-0413-00 


366-0215-02 
260-0621 -00 


220-0413-00 


366-0215-02 
260-0621 -00 


220-0413-00 


366-0215-02 
260-0731-00 


220-0413-00 


366-0215-02 
260-0731-00 


220-0413-00 


Eff 


FIGURE 1 FRONT & CABINET (cont) 


Serial/Model No. 
Disc 


Description 


KNOB, gray—0? SUBCARRIER 
SWITCH, lever—0? SUBCARRIER 
mounting hardware: (not included w/switch) 


mounting hardware: (not included w/switch) 


KNOB, gray—90? SUBCARRIER 
SWITCH, lever—90? SUBCARRIER 
mounting hardware: (not included w/switch) 


mounting hardware: (not included w/switch) 


SWITCH, lever—SIGNAL 
mounting hardware: (not included w/switch) 


KNOB, gray—CROSSHATCH 
SWITCH, lever—CROSSHATCH 
mounting hardware: (not included w/switch) 


SWITCH, lever—DISPLAY 
mounting hardware: (not included w/switch) 


KNOB, gray—R-Y PHASE 
SWITCH, lever—R-Y PHASE 
mounting hardware: (not included w/switch) 


mounting hardware: (not included w/switch) 


mounting hardware: (not included w/switch) 


Q 

t 

У 12345 

1 

1 

2 МОТ, switch mounting 
1 KNOB, gray—STEPS 

1 SWITCH, lever—STEPS 
2 МОТ, switch mounting 
1 

1 

2 МИТ, switch mounting 
1 KNOB, gray—FIELD 

1 SWITCH, lever—FIELD 
2 NUT, switch mounting 
1 KNOB, gray—SIGNAL 
1 

2 МОТ, switch mounting 
] 

1 

2 NUT, switch mounting 
Т KNOB, gray—DISPLAY 
] 

2 NUT, switch mounting 
1 

1 

2 МОТ, switch mounting 
Т KNOB, gray—BURST 
1 SWITCH, lever—BURST 
2 МОТ, switch mounting 
1 KNOB, gray—SYNC 

1 SWITCH, lever—SYNC 
2 


NUT, switch mounting 


Ес; г гг 


=з 


Fig. & 
Index 
No. 


1-38 
-39 


Tektronix 
Part No. 


366-0215-02 
260-0731-00 


220-0413-00 


366-0500-00 
213-0153-00 
260-1088-00 
210-0978-00 
210-0590-00 


366-0500-00 
213-0153-00 
260-1087-00 
210-0978-00 
210-0590-00 


366-1026-00 


210-0978-00 
210-0590-00 


366-1026-00 


210-0978-00 
210-0590-00 


366-0498-00 


210-0048-00 
210-1025-00 
220-0576-00 
210-0894-00 
210-1106-00 


E 


Mechanical Parts List—Type 140/R140 


FIGURE 1 FRONT & CABINET (cont) 


Serial/Model 
Hi 


No. 
Disc 


Q 
t 


Y 


1 
1 
2 


-—— | — --. 2-2... —— + эку: мэ 


о =: ме a 


а-а м. 


Description 
12345 


KNOB, gray—REF 

SWITCH, lever—REF 

mounting hardware: (not included w/switch) 
NUT, switch mounting 


KNOB, gray—APL 

knob includes: 

SETSCREW, 5-40 x 0.125 inch, HSS 
SWITCH, unwired—APL 
mounting hardware: (not included w/switch) 
WASHER, flat, 3% ID x inch, OD 
NUT, hex., 3/s-32 x 7/4 inch 


КМОВ, gray—LINE 

knob includes: 

SETSCREW, 5-40 x 0.125 inch, HSS 
SWITCH, unwired—LINE 
mounting hardware: (not included w/switch) 
WASHER, flat, 3/5 ID x Y} inch, OD 
NUT, hex., 3/5-32 х 7/4 inch 


KNOB, gray—VERT POSITION 

knob includes: 

SETSCREW, 5-40 x 0.125 inch, HSS 
RESISTOR, variable 
mounting hardware: (not included w/resistor} 
WASHER, flat, 3/5 ID x у, inch, OD 
NUT, hex., 3/-32 x 7/44 inch 


KNOB, gray—HORIZ POSITION 

knob includes: 

SETSCREW, 5-40 x 0.125 inch, HSS 
RESISTOR, variable 
mounting hardware: (not included w/resistor) 
WASHER, flat, 3% ID x у; inch, OD 
NUT, hex., 3/5-32 x Уш inch 


KNOB, gray—SUBCARRIER PHASE 
knob includes: 
SETSCREW, 5-40 x 0.125 inch, HSS 
GONIOMETER 
goniometer includes: 
WASHER, lock, internal, 5/4 ID x 0.425 inch OD 
WASHER, flat, 0.312 ID x 0.474 inch OD 
NUT, hex., 0.375-32 х 0.437. inch 
WASHER, plastic, 0.190 10 x 7, inch OD 
WASHER, spring tension, 0.205 ID x 0.50 inch OD 
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Mechanical Parts List—Type 140/R140 


Fig. & 


Index Tektronix 


No. 


1-57 


-58 
-59 
-60 


-75 
-76 


Part Мо. 


260-0276-00 
210-0414-00 
337-1155-00 
354-0055-00 
210-0902-00 
210-0473-00 


333-1227-00: 
333-1228-00? 
367-0102-00: 


212-0004-00: 


213-0216-00* 
210-0894-001 
354-0025-00* 
407-0510-001 


212-0004-007 


124-0216-00? 


212-0068-00? 


136-0164-00 
210-0413-00 
210-001 2-00 
210-0978-00 
220-0480-02 


136-0079-00 
131-0126-00 


210-0241 -00 


386-1605-00 
348-0048-00? 
390-0065-00 
211-0538-00 
210-0457-00 


390-0066-00 
211-0538-00 
210-0457-00 


Туре R140 only 


ЗТуре 140 only 
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FIGURE 1 FRONT & CABINET (cont) 


Q 
Serial/Model No. t 
f Disc y 


Eff 


Description 
1.2. 3:4 5 


м м = 


NO! ~ ~ AR 


— —— = o — 


- 4 сл— 


SWITCH, toggle—POWER 

mounting hardware: (not included w/switch) 
NUT, hex., !5/5-32 х 9/14 inch 

SHIELD, switch 

RING, locking 

WASHER, flat, 0.470 ID x 21/3. inch OD 
NUT, 12 sided, 15/,›-32 x 0.634 inch 


PANEL, front 

PANEL, front 

HANDLE, carrying 

mounting hardware for each: (not included w/handle} 
SCREW, 8-32 x 5/1, inch, PHS 


THUMBSCREW, 10-32 x 0.375 inch 

WASHER, plastic 

RING, retaining 

BRACKET, angle 

mounting hardware for each: (not included w/bracket) 
SCREW, 8-32 x 5A, inch, PHS 


STRIP, trim, plastic 
mounting hardware for each: (not included w/strip) 
SCREW, 8-32 х 5/4 inch, THS 


SOCKET, light 

mounting hardware: (not included w/socket) 
NUT, hex., 3-32 x V, inch 

WASHER, lock, internal, 3/5 ID x inch OD 
WASHER, flat, % ID x у; inch OD 

NUT, plain, 0.377-32 x 0.438 inch 


SOCKET ASSEMBLY, w/green jewel & hardware 
CONNECTOR, coaxial, 1 contact, BNC, female, w/hardware 
mounting hardware for each: (not included w/connector) 
LUG, terminal 


SUBPANEL, front 

FOOT, rubber 

CABINET SIDE, right 

mounting hardware: (not included w/cabinet side} 
SCREW, 6-32 x 5A, inch, 100° csk, FHS 

NUT, keps, 6-32 x 5/4 inch 


CABINET SIDE, left 

mounting hardware: (not included w/cabinet side) 
SCREW, 6-32 x 5/1; inch, 100° csk, FHS 

NUT, keps, 6-32 x 5/5 inch 


C E E CE LJ. 3 а а —1 .—1 —J. —1 аа а 


Mechanical Parts List——Type 140/R140 


FIGURE 1 FRONT & CABINET (cont) 


Fig. & 
Index Tektronix Serial/Model No. 
No. Part No. Eff Disc 


1-84 351-0104-003 


212-0004-003 


390-0112-00 
355-0134-00 
355-0135-00 
214-0389-00 
390-0063-00 
355-0134-00 
355-0135-00 
214-0389-00 
386-1663-00* 
344-0098-00 
367-0037-00 


212-0507-00 


Туре R140 only 
‘Type 140 only 


® 


к: MO экз ЈМ. = 


Description 
12345 


SLIDE, section 
mounting hardware for each: (not included w/slide) 
SCREW, 8-32 x 5/4 inch, PHS 


CABINET TOP 
cabinet top includes: 
STUD, turnlock fastener, FHS 
STUD, turnlock fastener, OHS 
FASTENER, retainer 
CABINET BOTTOM 
cabinet bottom includes: 
STUD, turnlock fastener, FHS 
STUD, turnlock fastener, OHS 
FASTENER, retainer 
PLATE, handle mounting 
plate includes: 
CLIP 
HANDLE 
mounting hardware: (not included w/handle) 
SCREW, 10-32 x 3% inch, 100? csk, FHS 
mounting hardware: (not included w/plate) 
SCREW, 10-32 x 0.375 inch, PHS 
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Mechanical Parts List—Type 140/R140 


FIGURE 2 CHASSIS & REAR 


Fig. & 
Index Tektronix Serial/Model No. 
No. Part No. Eff 


21  441-0824-01 
-2 344-0133-00 


-3  213-0138-00 


-4 670-0307-00 

388-1324-00 
-5 131-0589-00 
-6  131-0633-00 
-7 136-0183-00 
-8 136-0220-00 
-9 136-0237-00 
-10 214-0579-00 


-11  211-0116-00 


-12 670-0308-00 

388-1325-00 
-13 131-0589-00 
-14 136-0220-00 
-15 214-0579-00 


-16 211-0116-00 


-17 670-0324-00 

388-1467-00 
-18 131-0589-00 
-19 136-0183-00 
-20 136-0220-00 
-21 214-0579-00 


-22 211-0116-00 


-23  343-0088-00 
-24  343-0089-00 
-25 255-0334-00 
-26 214-1169-00 


-27 210-0457-00 


-28  210-0201-00 


-29 213-0044-00 


Disc 


~ + 0 


~ ~ 8 + ә 


= оо 
о! љосо = > 


Description 
12345 


CHASSIS, main 
CLIP, circuit board 


mounting hardware for each: (not included w/clip) 


SCREW, sheet metal, #4 x Зла inch, PHS 


ASSEMBLY, circuit board—CROSS HATCH 
assembly includes: 
BOARD, circuit 
TERMINAL, pin, 0.50 inch long 
TERMINAL, pin, 0.385 inch long 
SOCKET, transistor, 3 pin 
SOCKET, transistor, 3 pin, square 
SOCKET, semiconductor, 8 pin 
PIN, test point 
mounting hardware: (not included w/assembly) 
SCREW, sems, 4-40 x 5A, inch, PHB 


ASSEMBLY, circuit board—OUTPUT AMPS 
assembly includes: 
BOARD, circuit 
TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin, square 
PIN, test point 
mounting hardware: (not included w/assembly) 
SCREW, sems, 4-40 х 5/4 inch, PHB 


ASSEMBLY, circuit board—POWER SUPPLY 
assembly includes: 
BOARD, circuit 
TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin 
SOCKET, transistor, 3 pin, square 
PIN, test point 
mounting hardware: (not included w/assembly) 
SCREW, sems, 4-40 x 3A, inch, PHB 


CLAMP, cable, plastic, small 

CLAMP, cable, plastic, large 

CHANNEL, plastic, З lengths of 33 inches each 
PIN, guide 


mounting hardware for each: (not included w/pin) 


NUT, keps, 6-32 x 5/4 inch 


LUG, solder, SE #4 


mounting hardware for each: (not included w/lug) 


SCREW, thread forming, 5-32 x 3/4 inch, PHS 


Е. åC Ех Е 


[pp к JE 


ZT O 


CE ES 


T Е. G = 


22172) 


== э I. 3 


28222 
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шш а 72 2223 23 
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Tektronix 
Part No. 


348-0050-00 
348-0063-00 
348-0064-00 
670-0301-00 
388-1318-00 
131-0589-00 
136-0220-00 
136-0235-00 
136-0237-00 
214-0506-00 
214-0579-00 
352-0134-00 


670-0302-00 
388-1319-00 
131-0589-00 
136-0220-00 
136-0237-00 
214-0579-00 


670-0303-00 
388-1320-00 
131-0589-00 
136-0220-00 
136-0237-00 
214-0579-00 


386-1532-00 
386-1487-00 
670-0304-00 
388-1321-00 
131-0589-00 
136-0183-00 
136-0220-00 
136-0337-00 


670-0305-00 
388-1322-00 
131-0589-00 
136-0220-00 
136-0237-00 
214-0579-00 


ЕН 


Mechanical Parts List—Type 140/140 


FIGURE 2 CHASSIS & REAR (cont) 


Serial/Model No. 


Disc 


Description 


GROMMET, plastic, 34, inch diameter 
GROMMET, plastic, У; inch diameter 
GROMMET, plastic, 5% inch diameter 
ASSEMBLY, circuit board—MODULATOR 


TERMINAL, pin 0.50 inch long 
SOCKET, transistor, 3 pin, square 
SOCKET, semiconductor, 6 pin 
SOCKET, semiconductor, 8 pin 


ASSEMBLY, circuit board—BAR TIMING 


TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin, square 
SOCKET, semiconductor, 8 pin 


ASSSEMBLY, circuit board—FIELD TIMING 


TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin, square 
SOCKET, semiconductor, 8 pin 


ASSEMBLY, circuit board—BAR DRIVE/VIDEO OUT 


TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin 
SOCKET, transistor, 3 pin, square 
SOCKET, relay, 8 pin 


ASSEMBLY, circuit board—STAIRCASE 


TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin, square 
SOCKET, semiconductor, 8 pin 


Q 

t 

У 12345 

4 

2 

1 

1 

- assembly includes: 
1 BOARD, circuit 
29 
22 

2 

1 

4 PIN, connector 

10 PIN, test point 

4 HOLDER, toroid 

1 

- assembly includes: 
] BOARD, circuit 
49 

22 

20 

6 PIN, test point 

1 

- assembly includes: 
1 BOARD, circuit 
54 

16 
37 

11 PIN, test point 

1 SUPPORT, chassis 

Т SUPPORT, bracket 

] 

- assembly includes: 
] BOARD, circuit 
43 

2 
44 

1 

1 

- assembly includes: 
1 BOARD, circuit 
20 
25 
11 

6 PIN, test point 
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Mechanical Parts List—Type 140/R140 


Fig. & 
Index 


No. 


2-63 


-64 
-65 
-66 
-67 
-68 
-69 
-70 


-76 


Tektronix 
Part No. 


670-0306-00 
388-1323-00 
131-0589-00 
136-0220-00 
136-0234-00 
136-0235-00 
136-0237-00 
214-0579-00 
352-0096-00 


212-0516-00 
210-081 2-00 
166-0227-00 
220-0410-00 


407-0556-00 
211-0507-00 
210-0457-00 


407-0555-00 
210-0457-00 
211-0507-00 


200-0293-00 
200-0538-00 


211-0588-00 
432-0048-00 
386-0254-00 
210-0457-00 


441-0892-00 


211-0504-00 
210-0457-00 


Eff 


FIGURE 2 CHASSIS & REAR (cont) 


Serial/Model No. 
Disc 


Q 
t 


y 


~ ~ =c RAR ~ 


Зе ~ м. = ~ ~ = 


NN! = 


Description 
12345 


ASSEMBLY, circuit board—LINE TIMING 
assembly includes: 
BOARD, circuit 
TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 pin, square 
RECEPTACLE, electrical 
SOCKET, semiconductor, ó pin 
SOCKET, semiconductor, 8 pin 
PIN, test point 
HOLDER, crystal 


TRANSFORMER 

mounting hardware: (not included w/transformer) 
SCREW, 10-32 x 2 inches, HHS 

WASHER, fiber, #10 

TUBE, insulating, plastic (not shown) 

NUT, keps, 10-32 x 3% inch 


BRACKET, capacitor 

mounting hardware: (not included w/bracket) 
SCREW, 6-32 x 5/4 inch, PHS 

NUT, keps, 6-32 x 5/44 inch 


BRACKET, transformer 

mounting hardware: (not included w/bracket) 
NUT, keps, 6-32 x Зла inch 

SCREW, 6-32 x Зла inch, PHS 


COVER, capacitor, plastic, 1.365 ID x 271, inches long 
COVER, capacitor, plastic, 1.365 ID x 1.644 inches long 
CAPACITOR 

mounting hardware for each: (not included w/capacitor) 
SCREW, 6-32 x У, inch, HHS 

BASE, capacitor mounting 

PLATE, fiber, large 

NUT, keps, 6-32 x Ум inch 


CHASSIS 

mounting hardware: (not included w/chassis) 
SCREW, 6-32 x 0.250 inch, PHS 

NUT, keps, 6-32 x 5/, inch 


Fig. & 


Index Tektronix 


No. 


2. 


Part No. 


119-0210-00 
200-0906-01 
214-1097-01 
200-0769-00 
348-0126-00 
670-0310-00 
388-1327-00 
131-0633-00 
136-0220-00 
136-0234-00 
136-0235-00 
205-0108-01 
214-1096-00 
670-0309-00 
388-1326-00 
131-0589-00 
136-0183-00 
136-0220-00 
214-0579-00 
210-1002-00 
210-0586-00 


211-0116-00 


386-1606-00 


210-0457-00 
211-0507-00 


204-0279-00 


210-0006-00 
210-0407-00 


200-0762-00 


213-0088-00 


200-0918-01 


211-0008-00 


Serial/Model No. t 
ff Disc У 12345 


Mechanical Parts List—Type 140/R140 


FIGURE 2 CHASSIS & REAR (cont) 


Q 


1 
1 
1 
1 
1 
1 
1 
3 
3 
2 
1 
1 
1 
1 
1 
0 
1 
8 
1 
2 
2 
2 


ым! = NN ao 


Nene = 


Description 


ASSEMBLY, oven 
assembly includes: 
COVER, oven assembly 
INSULATOR, oven, thermal 
COVER, oven, inner 
PAD, cushioning 
ASSEMBLY, circuit board—S. С. OSC 
assembly includes: 
BOARD, circuit 
TERMINAL, pin, 0.385 inch long 
SOCKET, transistor, 3 pin, square 
RECEPTACLE, electrical 
SOCKET, semiconductor, 6 pin 
SHELL, oven 
INSULATOR, oven, thermal 
ASSEMBLY, circuit board—SUBCARRIER OUTPUT 
assembly includes: 
BOARD, circuit 
TERMINAL, pin, 0.50 inch long 
SOCKET, transistor, 3 рт 
SOCKET, transistor, 3 pin, square 
PIN, test point 
WASHER, flat, 0.125 ID x 0.250 inch OD 
NUT, keps, 4-40 x У, inch 
mounting hardware: (not included w/assembly) 
SCREW, sems, 4-40 x 5A, inch, PHB 


PANEL, rear 

LINE FILTER 

mounting hardware: (not included w/line filter) 
NUT, keps, 6-32 x 5A, inch 

SCREW, 6-32 x Зла inch, PHS 


BODY, line voltage selector 

mounting hardware: (not included w/body} 
WASHER, lock, internal, #6 

NUT, hex.,6-32 x V, inch 


COVER, line voltage selector 
cover includes: 
HOLDER, fuse, plastic 
mounting hardware for each: {not included w/holder) 
SCREW, thread forming, #4х У, inch, PHS 


COVER, transistor 
mounting hardware: (not included w/cover) 
SCREW, 4-40 x 4, inch, PHS 
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Mechanical Parts List——Type 140/R140 


Fig. & 
index 
No. 


2-117 


-118 
-119 


-120 


-121 


-122 
-123 


-124 


-125 
-126 


-127 


-128 


-129 


-130 
-131 

-132 
-133 
-134 
-135 


-136 
-137 
-138 


-139 
-140 
-141 
-142 
-143 
-144 
-145 
-146 
-147 


-148 
-149 
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Tektronix 
Part No. 


211-0510-00 
386-0978-00 
210-0975-00 
210-0803-00 
210-0202-00 
210-0457-00 


211-0510-00 
386-0143-00 
210-0935-00 
210-0803-00 
210-0202-00 
210-0457-00 


131-0126-00 


210-0241-00 


344-0118-00 


211-0504-00 


179-1397-00 
179-1397-01 

131-0621-00 
131-0622-00 
131-0792-00 
352-0198-00 
352-0199-00 
352-0200-00 
352-0201 -00 
352-0202-00 
352-0203-00 
352-0203-00 
352-0204-00 
352-0205-00 
352-0206-00 
352-0206-00 
179-1398-00 
131-0621-00 
352-0203-00 
352-0205-00 
179-1399-00 
179-1400-00 
131-0621-00 
131-0622-00 
352-0198-00 
352-0198-00 
352-0200-00 
352-0206-00 
352-0201 -00 


Eff 


B010100 
B040000 


В010100 
В010143 


В010100 
8010143 


В010100 
В010143 


XB010143 
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FIGURE 2 CHASSIS & REAR (cont) 
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Description 
12345 


TRANSISTOR 

mounting hardware for each: (not included w/transistor) 
SCREW, 6-32 x 3% inch, PHS 

PLATE, insulator 

WASHER, plastic, shouldered, 0.140 ID x 0.375 inch OD 
WASHER, flat, 0.150 ID x 5 inch OD 

LUG, solder, SE £6 

NUT, keps, 6-32 x 5/4 inch 


TRANSISTOR 

mounting hardware: (not included w/transistor) 
SCREW, 6-32 x 3% inch, PHS 

PLATE, insulator 

WASHER, fiber, shouldered, 0.140 ID x 0.375 inch OD 
WASHER, flat, 0.150 ID х 3/5 inch OD 

LUG, solder, SE #6 

NUT, keps, 6-32 x 5/4 inch 


CONNECTOR, coaxial, 1 contact, BNC, female, w/hardware 
mounting hardware for each: (not included w/connector) 
LUG, terminal 


CLIP, capacitor mounting 
mounting hardware for each: (not included w/clip) 
SCREW, 6-32 x V, inch, PHS 


WIRING HARNESS, chassis 
WIRING HARNESS, chassis 
wiring harness includes: 
CONNECTOR, terminal 
CONNECTOR, terminal 
CONNECTOR, terminal 
HOLDER, terminal connector, 2 wire 
HOLDER, terminal connector, 3 wire 
HOLDER, terminal connector, 4 wire 
HOLDER, terminal connector, 5 wire 
HOLDER, terminal connector, 6 wire 
HOLDER, terminal connector, 7 wire 
HOLDER, terminal connector, 7 wire 
HOLDER, terminal connector, 8 wire 
HOLDER, terminal connector, 9 wire 
HOLDER, terminal connector, 10 wire 
HOLDER, terminal connector, 10 wire 
WIRING HARNESS, power 
wiring harness includes: 
CONNECTOR, terminal 
HOLDER, terminal connector, 7 wire 
HOLDER, terminal connector, 9 wire 
WIRING HARNESS, line voltage selector 
WIRING HARNESS, coaxial 
wiring harness includes: 
CONNECTOR, terminal 
CONNECTOR, terminal 
HOLDER, terminal connector, 2 wire 
HOLDER, terminal connector, 2 wire 
HOLDER, terminal connector, 4 wire 
HOLDER, terminal connector, 10 wire 
HOLDER, terminal connector, 5 wire 
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MANUAL CHANGE INFORMATION 


At Tektronix, we continually strive to keep up with latest 
electronic developments by adding circuit and component 
improvements to our instruments as soon as they are devel- 
oped and tested. 


Sometimes, due to printing and shipping requirements, we 
can't get these changes immediately into printed manuals. 
Hence, your manual may contain new change information on 
following pages. 


А single change may affect several sections. Sections of 
the manual are often printed at different times, so some of 
the information on the change pages may already be in 
your manual. Since the change information sheets are carried 
in the manual until ALL changes are permanently entered, 
some duplication may occur. If no such change pages appear 
in this section, your manual is correct as printed. 


ТУРЕ 140/R140 Page 1 of 5 


TEXT CORRECTION 


Section 2 Operating Instructions 
Page 2-15 & 2-16 Procedure 3, step 6 
CHANGE: to read: 


6. Change the COLOR BAR R-Y lever switch on the Type R140 to the 
down position. The display should consist of the burst vector and 6 dots 
on the B-Y (or 0?-1809) axis. See Fig. 2-14(A). This display contains 
only the B-Y component of the color bar. 


Return the R-Y lever switch to the up position. 


Page 2-16 Procedure 3, step 7 
CHANGE: the second paragraph to read: 


The display should now be a vertical row of 6 dots on the R-Y 
(909-2709) axis plus the burst vector at 1809, See Fig. 2-14(B). 
This display contains the R-Y component of the color bar. 

Return the B-Y lever switch to the up position. 


C3/270 
(Rev.) 


Page 2 of 5 TYPE 140/R140 


Page 2-16 Procedure 3, Step 8 
CHANGE: the lst paragraph to read: 


8. All color vectors should fall within thier respective inner boxes 
on the graticule (indicating that they are within #25" phase and +2.5 IRE 
units amplitude error limits) when both R-Y and B-Y components are present 


in the color bar signal. See Fig. 2-13. 


Page 2-16 Step 11 


ADD: after the last sentence: 


See Fig. 2-17 (A) . 


ADD: a new Fig. 2-17: 


(B) R-Y PHASE set to 270°. 


Fig. 2-17. Vector display of color bar 
signal with R-Y PHASE set to 90? or 2709. 
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ТУРЕ 140/R140 Page 3 of 5 


Page 2-16 Fig. 2-13 
CHANGE: last line in caption to read: 


...color vectors are within 52.5? phase and +2.5 IRE units amplitude limits. 


Section 4 Maintenance 
Page 4-4 Fig. 4-2 
CHANGE: caption to read: 


Fig. 4-2. Removal and replacement of interconnecting wires and plastic 


holders. 
Section 5 Performance Check/Calibration 
Page 5-1 Equipment List 


CHANGE: item 9 to read: 


9. 011-0100-01 Voltage Step Up Termination.  Tektronix Part No. 011-0100-01. 


Page 5-3 Short Form Calibration Procedure 
CHANGE: step 15 to read: 


15. Check/Adjust Modulator Quadrature Phasing page 5-22 
Requirement: Chrominance bars must overlay within 10 mV (using 


the Voltage Step Up Termination). 


Page 5-22 Step 15 b 
CHANGE: parts b and e to read: 


b. CHECK--Test oscilloscope display; displays must overlay within 


10 mV. (Iypically 8 mV.) 


e. ADJUST--L126 (see Fig. 5-14) for best color bar overlay; must 
be within 10 mV. (See Fig. 5-17B for improper display.) 


Page 5-43 Step 36 
CHANGE: part b to read: 


b. Set the Type R140 COLOR BAR R-Y and B-Y switches down, VIDEO switch 
up, and the MOD STAIRCASE STEPS switch up. 


63/2709 


Page 4 of 5 TYPE 140/R140 


Page 5-43 Fig. 5-41 
REPLACE: the existing Figure with the one below: 


(A) Color bar luminance levels with black, blanking, and 
white intensified. 


(B) Areas affected by adjusting the Type R140 Line Timing 
controls. 


(C) Areas used to check the Type R140 line timing. 


Fig. 5-41. Typical displays used to check 
or adjust line timing. 


63/270 


ТУРЕ 140/R140 Page 5 of 


Page 5-54 Step 43 
CHANGE: the first line of part o to read: 


o. Disconnect the 015-0149-00 calibration fixture Un- ... 


CHANGE: the first line of part q to read: 


q. Disconnect the 015-0149-00 calibration fixture Un- ... 


Page 5-56 Step 45 
CHANGE: part r to read: 


г. Rotate the Type R520 Vectorscope Calibrated Phase control to again 
null the first step. 


Page 5-57 Step 45 
CHANGE: part w to read: 


м. CHECK--Diff Phase resultant noted in Part v must be less than 0,19 


C3/270 
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TEXT CORRECTION 


Section 1 Specification 

Page 1-3 TABLE 1-1, Subcarrier Component 

CHANGE: Unmod to read: "30 mV within 5 mV..." 

CHANGE: Modulated Subcarrier to read: "30 mV within 5 mV...", and "Incidental phase 


errors between 305 mV and 610 mV signals, 0.5? or less." 


Page 1-3 TABLE 1-2 
CHANGE: Comp Video Isolation to read as follows: 


COMP VIDEO 
Isolation 


Passive Either open or short of one output shall cause 
an output level change at the other connector 
of less than 1%, i. e. 40 dB for all components 
of the signal. 


Active (Non-Coherent A signal introduced to one output connector will 

Crosstalk) be attenuated by at least 40 dB at the other 
connector for signals between 40.5 and -4.0 volts 
at or below color subcarrier frequency. 


Page 1-4 TABLE 1-2 


CHANGE: Luminance and Chrominance Accuracy to read: " 


...1% or residual subcarrier 


plus 1 mVv,,.." 


Page 1-5 TABLE 1-3 
CHANGE: COMP SYNC Isolation to read: 


COMP SYNC 
Isolation 


Passive Either open or short of one putput shall cause 
| on output level change at the other connector of 
less than 1%, i. e. 40 dB for all components of 
the signal. 


Active (Non-Coherent A signal introduced to one output connector will 

Crosstalk) be attenuated by at least 34 dB at the other 
connector for signals between +3.0 and -0.5 volts, 
at or below color subcarrier frequency. 


C4/970 
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CHANGE: SUBCARRIER Isolation to read: 


SUBCARRIER 
Isolation 
Passive Either open or short of one output shall cause 
an output level change at the other connector 
of less than 1%; i. e. 40 dB for all components 
of the signal. 
Active (Non-Coherent A signal introduced to one connector will be 
Crosstalk) - attenuated by at least 34 dB at the other 
connector for signals between +0.5 and -4.0 
volts at or below color subcarrier frequency. 
Page 1-6 


CHANGE: COMP BLANKING Isolation to read: 


COMP BLANKING 
Isolation 


Passive Either open or short of one output shall cause 
an output level change at the other connector 
of less than 1%, i. e. 40 dB for all components 
of the signal. 


Active (Non-Coherent A signal introduced to one output connector will 

Crosstalk) be attenuated by at least 34 dB at the other 
connector for signals between +3.0 and -0.5 volts 
at or below color subcarrier frequency. 


CHANGE: BURST Breezeway to read: "at least 500 ns," 

CHANGE: BURST Envelope Duration to read: "2.22 us to 2.61 us; 8 cycle minimum." 
DELETE: BURST "Time Duration......" "0-94 31847 «vvv 

ADD: Delay from Horizontal Sync 5.55 ps within 5%. 


Page 1-6 TABLE 1-4 
CHANGE: CONVERGENCE PATTERN Isolation to: 
CONVERGENCE PATTERN Isolation 
Passive Either open or short of one output shall cause 
an output level change at the other connector 


of less than 1%, i. e. 40 dB for all components 
of the signal. 


Active (Non-Coherent А signal introduced to one output connector will 

Crosstalk) be attenuated by at least 40 dB at the other 
connector for signals between +0.5 and -4.0 volts 
at or below color subcarrier frequency. 
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ELECTRICAL PARTS LIST AND DIAGRAM CORRECTION 


140/R140 
Section 7 Electrical Parts List 
Page 7-1 CHASSIS, Capacitors 


CHANGE: C1157 to C1161 


Page 7-2 CHASSIS, Resistors 
CHANGE: R1157 to R1161 


Section 8 Diagrams 
CHANGE: as follows: 


ЕЕ Ра сину 
“mid СЛЕТ OSCILLATOR 
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140/R140 
TEXT CORRECTION 
Section 1 Specification 
Page 1-4 TABLE 1-4 CONVERGENCE PATTERN SIGNAL 


ELECTRICAL CHARACTERISTICS 


CHANGE: Pulse Amplitude to read: 


77 IRE within 3 IRE 


DELETE: Amplitude (overall) 1 volt peak to peak within 5% 


C6/1170 
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TYPE 140/R140 TENT SN B070000-up 


| 
ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTIONS 
| 


CROSS HATCH Circuit Board Assembly 
CHANGE TO: 
| 
R787 321-0295-00 11.5 kQ 1/8 W MF 1% 
R788 321-0388-00 107 kQ 1/8 W МЕ 1% 


и рде, 


ТУРЕ 140/R140 TENT SN B070000-up 


ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTIONS 


POWER SUPPLY Circuit Board Assembly 


CHANGE TO: 


670-0324-01 Complete Board 


TO PIN D 


+10V 


-|5V и. 
PARTIAL- 


rOWER ОМЕР 


M16 ,646/1170 
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ТҮРЕ 140/R140 TENT SN В070000-ир 


ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTIONS 


POWER SUPPLY Circuit Board Assembly 


CHANGE TO: 


670-0324-01 Complete Board 


TO PIN D 


+10V 


-|5у zi 
PARTIAL- 


POWER SUPPLY 


M16 646/1170 
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140/R140 


CHANGE TO: 


FL4 


TENT SN В070000-ир 


ELECTRICAL PARTS LIST CORRECTION 


CHASSIS 


119-0095 -06 


2x ТА, 250 VAC, 400 Hz 


M16 ,801/1170 
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ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTIONS 


MODULATOR Circuit Board Assembly 
CHANGE TO: 
C176 283 -0642 -00 33 pF Mica 300 V 
C184 283-0633 -00 74 YI E Mica 100 V 
R174 321-0193-00 1 ко 1/8W MF Prec 1% 
BAR DRIVE & VIDEO OUT Circuit Board Assembly 
CHANGE TO: 
C496 290-0309-00 100 uF Elect. 25 БҮ 
R404 321-0331-00 27.4 ко 1/8 W MF Prec 1% 
R414 311-0840-00 20 ко, Var: 
R463 311-0950-00 10 kQ, Var 
R464 321-0349-00 42.2 ко 1/8 W МЕ Prec 1% 
R481 321-0172-00 604 0 1/8 W MF Prec 1% 
R473 321-0228-00 2.32 ко 1/8 W Prec 1% 
STAIRCASE Circuit Board Assembly 
CHANGE TO: 
R557 321-0295-00 11.5 ко 1/8 W MF Prec 1% 
R567 311-0953-00 2.5 ко, Var 
ADD: 
C523 283-0028-00 0.0022 uF Cer 50 V 
C543 283 -0028-00 0.0022 uF Cer 50 V 
LINE TIMING Circuit Board Assembly 
CHANGE TO: 
R6600 321-0249-00 3.83 ко 1/8 W MF Prec 1% 
M15,928/270 
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ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTIONS (cont) 


SUBCARRIER OUTPUT Circuit Board Assembly 
ADD: 
61157 281-0613-00 10 РЕ Сет 200 V 
R1157 315-0272-00 2.7 kQ 1/4 W 5% 
+3.0V 


.+3.0V 
PARTIAL— 


STAIRCASE 


-- 


GUSI 
PARTIAL— Ni 
SUBCARRIER. OSCILLATOR 


€ OUTPUT а 


“JJO 


= 


| 
| 
| 
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FRONT PAN 
SUBCARRIER 
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ТУРЕ 140/R140 TENT SN B050710 


ELECTRICAL PARTS LIST CORRECTION 


LINE TIMING Circuit Board Assembly 


CHANGE TO: 


Q673 151-1041-00 FET Dual 


M16,079/770 


| 
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TYPE 140/R140 


TEXT AND SCHEMATIC CORRECTIONS 


Section 4 Maintenance 
Page 4-10 8. Check Individual Components 
ADD: part G: 


G. Power Input Connector and RFI Filter. This item is replaceable as a 
unit and repair should not be attempted. If it is necessary to replace this 
unit, be sure to observe polarity to assure protection for the instrument. The 
narrow blade (terminal 4) should show continuity to terminal 3 which connects 
to fuse F2. The filter contains an internal non-replaceable fuse between 
terminals 4 and 3. Use care when soldering to terminals 1 and 3, as excess 


Solder could cause a short to the filter case. 


Section 8 Power Supply O 
CHANGE: Power input circuitry as follows: 


RFI LINE FILTER 
(CONTAINS INTERNAL 
NON-REPLACEABLE FUSE) 


M16,398/470 


ТУРЕ 140/R140 


ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTION 


CROSS HATCH Circuit Board Assembly 
ADD: 
C738 281-0613-00 10 pF Cer 200 V 
HION 
Q739 моу 
PARTIAL— 
CROSSHATCH ё DOT 
GENERATOR 2728 0728 


=v 


M16, 762/870 


140/R140 NTSC 
144/R144 NTSC 


CHANGE TO: 


R6500 


ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTION 


LINE TIMING Circuit Board Assembly 


321-0252-00 4.12 К 1/8 W 1% 


M17,067/1070 


